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4 ‘The best way to get this “know how” is to take the mail course of instruction from 
. The National College of Electro-Therapeutics, Lima, O. 
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Pretace to the Ninth Edition 


Ihere is no apology or excuse offered for the publication of this book, 
but there is a good reason, proven by the fact that the first eight editions 
were sold, and a portion of the ninth edition was needed to supply the 
advance demand. | 

One important improvement is that the electro-therapeutic index, 
formerly part two, is now placed in front as part one, making it easier 
to find and consult. This is the real guide. oe : 

Both the therapeutic index and the glossary have received numerous 
valuable additions. i : , 

Much that was obsolete and unnecessary in the previous editions is 
omitted and replaced by new, recent ideas, technique and things. 

This book is an aid, and a real “guide” to the beginner, the advanced 
student and the busy doctor, to refresh his memory, without having to 
~ wait. | 3 

There is a tendency toward proliferation, in the number and size of 
books, while this book is different. It concentrates ideas and condenses 
words, to save time and energy, so that the busy operator may get the 
proper “know how” both quickly and accurately, eee 

This work will not take the place of text books, or a course of lessons, 
on electro-therapeutics. | = 7 

This work is not for the expert specialist, but for the general prac- 
tician with a limited knowledge of the subject. — . | 

This “guide” is a corollary to and part of the mail course of thirty. 
lessons, issued by the National College of Electro-Therapeutics, but is in 
demand by many who are well informed in electro-therapy. 

A physician who is obliged to cover the entire field of. medical and 
surgical practice can not be expected to keep in mind all the details of 
technique of electro-therapeutic practice, and the therapeutic index part 

is arranged in abbreviated form, so that it may be seen at a glance, the 
best, or a variety of methods of treatments that may be applied in any 
particular case, which it is desired to treat by this agency... 
4. 
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“style of questions an 
and conveying the 





stilted forms of didactic language, obscure ee 
3 ave been eliminated, and the Socratic conversationa 
d answers adopted, as the most easily understood 
ideas of the fundamental principles, so they will be 


The usual 
and technical terms h 


i. full and complete outline of the subject, the reader is referred 
or 


dvi It, the mail course of lessons, but this 
ae es ca nearly a thousand pages (fully 
a ithout any useless words, and this suide will save much 
pe ke 4 more scientific and successful use of electrification as 
ae ae agent in the hands of the average physician. : 
: ee ne suggestions as to the treatments outlined, an intelli- 

cian will take into consideration the general physical condition, 
2 and individual idiosyncrasies of the patient. oe 

. cards of physicians, who would not devote their time to a 
thorough study of electro-therapeutics from large ee Ge 
could not take post-graduate courses of Personal: 1b sco a y oe 
oe ¢ the mail course of lessons, and the “Guide,” been able to apply 
Be cation in a scientific and successful eee and have secured . 

‘<i without the knowledge therefrom. | . 
ats is claimed in the methods ot a ae 
but the ideas are derived from twenty-five years’ close stu y - ae 
every publication on the subject, and the results, ee = oe 
clusions from practical applications of the agency, during a 
and the general rules laid oe technique suggested, accord wi 

3 ialists in electro-therapeutics. 
ee will assist the oe practician and guide him to proper 
methods of application of electrification in therapy of diseased condi- 
tions, thus securing good results, instead of failures ; if it will ae 
him in the subject of scientific electro-therapeutics and stimulate his 
desire fot accurate knowledge, and cause him to give more careful atten- 


tion to this important branch of practice, then the author will be satis- 
fied Ee GB 




























INTRODUCTORY 


O-THERAPEUTICS AS A SPECIALTY FOR THE 


ELECTR 
GENERAL PRACTICIAN 


Specialism is the order of the day. The time is past when one 
man can do it all. In this era, the doctor to succeed must excel in some- 
thing. He must know something about everything, and must endeavor 
to know everything about some one thing. That branch to which he is 
most attracted will be one to which hé will devote the most time and 
study, and it will be naturally followed up, and if he masters the details 
and technique of that branch, then he will have the best success with it, 
and this will eventually become his specialty. Some specialties are forced 
upon physicians against their will by circumstances, but the most of them 
ate at liberty to select the special line of study most congenial to their 
tastes, and best adapted to their ability and field work. The- physician 
should first, however, have the invaluable schooling only acquired in 
general practice, without which the specialist is handicapped, so that 
specialists are not made all at once. Electro-Therapeutics is now firmly 
established as a branch of medicine. Electrification has its uses and 
limitations as a medicine. It is not a cure-all, but when scientifically 
applied in selected cases it will do things that nothing else will. The 
chief danger in the use of electro-therapeutics is not the agent itself, but 
in the person using it. If ignorantly or carelessly applied, it may and 
often does do harm, and brings disappointment, whereas, if rightly and 
intelligently used, it gives uniform satisfaction and brings success. It is 
an axiom that a power for good when rightly used is as great a power 
for harm when wrongly used, in proportion to its potential, and this 
applies strongly to electro-therapeutics. Electrification must not be 
applied by guess. The laws of its operation must be understood, there- 
fore a preliminary education in electro-therapeutics is an absolute essential 
to success. Correct technique is everything. There are many doctors 
who have the idea that all that is required is a battery and a few 
directions. : ; | 
7 
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There is just as much sense in this beljef as there is to say that all 
that is required to make a doctor is a stock of drugs and a few instru- 


ments. It is just as necessary to understand the physics, chemism and _ 


physiological effects of electrification as it is to understand the same of 
any other medicine. 


Doctors are awakening rapidly to the fact that they must have some- 
thing besides a battery, and must have at least a working knowledge 
of it and its uses. This knowledge can be obtained by experience, study 
and experiment, but at what a cost of time, money and disappointment ! 
There are many books published on the subject for sale now, of more or 
less value to the operator, but of more value to the specialist as a refer- 
ence. The majority of physicians are too busy to leave their homes and 
practice to take a special course, yet they feel the vital need of more knowl- 
edge in electro-therapeutics. They are busy and have little or no time to 
devote to experiment, and the knowledge to be gained from the average 
text-book on the subject is, to say the least, unsatisfactory, therefore, there 
is an absolute need for a simple, practical mail course of instruction in 
electro-therapeutics, which the busy doctor can take at home, and which 
at the same time will give him just the information he needs concerning 
the apparatus to be used, the nature and effects of the different modes, 
and the simple facts plainly stated, to guard him against mistakes and 
guide him in the right direction in medical electrification. _ 


_ Such a course has been prepared by The National College oi Electro- 
Therapeutics, Lima, Ohio, which is the oldest school of its kind in the 


world, having been chartered in 1896, and which course 1S now in its — 


fifth edition, and consists of thirty thirty-two-page. lessons, covering the 
entire field of electro- radio-, magneto, and photo-therapy, and to which 
course this “guide” is a corollary. The lessons are profusely illustrated 
and plainly and concisely written and teach electro-therapeutics in a prac- 
tical manner, and all should take them. , | : 
_ The question is often asked by general practicians whether the ends 
will justify the means, for them to equip themselves with proper batteries, 
and use the same in their general practice. To such we reply that if they 


once become posted and apply electrification with the same care that they 


would any other medicine, the ends will ALWAYS justify the means, 
and a GOOD battery is one of the best assistants the busy doctor can have, 
and when they once begin to look for places to apply it they will never | 
cease finding openings where it will be of great assistance to them, both 
professionally and financially. The general practician can make a spe- 


cialty of electro-therapeutics without necessarily confining himself to it as 


a specialty. The great majority of the alumni of the National College of 
: 2 8 
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are busy doctors in general practice, many of nee 
ee try practice. We have one doctor in mind, over sixty-five yea Fs O 
z ee ical practice, and in a village of 700, who has - a 
‘ae i yparatus costing over one ~ 
eae 568 eae ee many times over in the last few 
lee . a which he is now busy all the time in his office, having rele- 
eed ‘ide work to his son. We know of other doctors equally 

ay a a in locations ranging from small villages to large cities, all 
Ee we succeeding in electro-therapeutics. ‘The field of application 
O 


Electro-Therapeutics 


| ificatt icine 
is so large and the indications for the use of electrification as a medic 
is 


° ° = ° ce 

lentiful and the results following its uses so satisfactory that a ee 

- he field, they invariably stay with it. One of our oe ec i 
Fe eiaclic recently that he wrote that he had decided to abandon p 


of medicine entirely, and devote himself exclusively to electro-therapeutics, ~ 
O ’ 


s he had found a remedy that would meet all his needs. a. oe 
5 his enthusiasm 
i throw a cold blanket over 
to do it, but we had to | Bee ei 
ion i -all, and will not take the place o : 
electrification is not a cure-all, | Pee 
junction with other means and m 
ies, but should be used in conjunctior | . 
oe wherever and whenever indicated, only ee 
indi j ther form of treat- 
i ted, just as you would any o 
when it seems most indicated, ; oe eae 
ias’ i but sometimes they overdo it, . 
ent. Enthusiasts are all right, 5 os 
Pome: they cannot fulfill, and often disappoint themselves a pane 
| i iscrimination 1 3 to successful therapeutics. e day 
A wise discrimination is necessary 1 De tee 
comi : hysician will not be hampered by 
coming when the true p ee 
fe5, 1 3 dogmas, but will, like the eS 
schools, pathies, isms or narrow : 
honey sae all the flowers, and appropriate and a fl eS oe Ben 
i mine doctor will treat his patients wi - 
each; in other words, the coming ¢ | 
ever he thinks will relieve or cure most safely, quickly and eee! 
whether it be drugs of large or small doses, or no dose sa po a 
active principle, baths, massage, electrification, light, oe vi Eee 
i i i hine or moonshine. e doctor 
hygiene, exercise, rest, suggestion, sunshine ! ne ‘he do 
who is not posted in electro-therapeutics will seldom see any indications 


for its use, while the doctor who is well acquainted with its properties and 


power will be always finding cases in which it can be applied with a 
advantage, as there is scarcely any limitation to its usefulness in oe ve 
or other. In this rapid age, where most of us are TETOUS Soe = 
electro-therapeutics has a great field for usefulness. ihe ae ina ons 
nervous unbalance, termed Americanitis, especially calls for the soothing 
application of electrification to restore the normal equilibrium. 











Gener Electro-Therapeutics 


_ 


: It will be my aim all through the following pages to answer the most 
important questions concerning the underlying principles, or fundamental 
facts, concerning the science of electrification, in all the various modalities, 
or in other words to lay a solid foundation on which to base the system ‘of 
therapeutic applications, which we are now about to take up in detail in 


the special electro-therapeutic index.. With the proper care in the prelimi- 


nary preparation, we will be able to go ahead intelligently, and can show a 
“reason in our madness,” and by applying the known and fixed laws gov- 
erning the science, we can be reasonably sure of getting satisfactory re- 
turns, and a uniformity of results, which will bring both success to us, and 
relief to our patients, ee oS | 

Some of you no doubt wonder why we ate so slow in getting to the 
practical therapeutics of the guide, but the experience of years of teach- 
ing and practice, when we had no one to teach us except the slow, pain- 
ful, expensive and valuable school of experience, has shown to us con- 
clusively, that it is far better to go ahead slowly, and be sure, than to “rush 
in where angels fear to tread,” and make mistakes, and fail. If you will 
thoroughly digest the next few pages, then we can leave you alone with 
the problem of therapeutics, feeling sure that you could “work out your 
own salvation,” without fear ard trembling, but as we are all human, and 
liable to mistakes and to forget, we have prepared a condensed outline 
of electro-therapeutics, which takes up the exact details of the technique, 
of all of the known indications for electrification as a therapeutic agent. 
This is especially for the busy practician and intended to help his forget- 

tory. 


10 



















4 plac 


Science is the sum of demonstrated facts, and we have endeavored to 
e before you, in a simple language, and a clear and concise Pane, | 
series of electric facts which have been ce ous belie oe 
Knowing these facts, and the laws governing the production oe the 
phenomena, the application of them is easy, and the practical technique 


the 


3 i S f ; proceed to go more 
follows a logical sequence. However, we will now p ey 


‘to detail, in the treatment of some of the general constitutional and local 
: ° ° e e e 
es and give special technique in those conditions which will most 
1 ’ 


frequently confront the beginner, and bring the best results. ~ - 


As this book deals entirely with electro-therapeutics we shall not ans 
‘nto the etiology of disease, or the pathological conditions, or the medical 
in } | 


treatment of the case. _ : 
| We take it for granted that the physician who reads this book, has 
carefully studied the course of thirty lessons in electro-therapeutics from 
the National College of Electro-Therapeutics, Lima, Ohio, to which this 


| guide is but a corollary or supplement, and has correctly diagnosed the 


case to be treated; that he recognizes the pathological conditions and is 

familiar with the medical treatment of the case. | oe 
It should be understood that no kind of electrical treatment ee 

dicates the use of internal or local medication, or the use of such adjuvants 


massage, baths, exercise, diet, etc. | : 
: It - frequently advisable to combine these methods with electrical 


treatment. 


In outlining a definite line of treatment for each disease, Be ae 
shall now do, it should not be necessary to explain in minute : etal 
method of supplying a certain line of treatment, if the following Be S 
devoted to questions and answers and fhe course of A) ee 
been carefully studied and remembered. For example, if general ara es 
tion or central galvanization is the treatment recommended, ce ae 
specify in each individual disease where to hold the positive ee where the 
negative pole, or whether to use the primary or secondary coil. 

In each case the physician should understand whether a sedative or 
a stimulating effect is desired, and the following pages or lessons have 
told him how to secure either sedation or stimulation, with either general 


faradization or central galvanization. - oo. 
It should not be necessary for us to state in each disease where the 


-faradic battery is used whether the primary or secondary coil. should be 


used, but the difference in effect between the two coils and where each 
11 





should be used, is fully set forth in the following pages devoted to ques- 


tions and answers, and if you are not fully posted, or have forgotten, 


then it is advised that that part of this guide be well studied before treat- 
ment is attempted. : 


~ We will, however, at the risk of repetition, “to make assurance doubly. : 


sure,’ state a few facts which will, if temembered, be a sufficient guide 
for the subsequent pages. | 


The following facts are important in every case treated; not one of 
them should be forgotten. 


CONDENSED FACTS FOR THE GENERAL PRACTICIAN WHO 
_ USES ELECTRIFICATION 


P. P. P.—Positive pole for pain. 
Electrolysis is chemical, galvanic only. 
Phoresis is mechanical, galvanic and static. 
Catalysis is physiological, galvanic, faradic, static. 
’ Never use a bare metal electrode on the dry skin. 
The faradic has a mechanical and catalytic action. 
The galvanic is the only mode-having a chemical action. 
Mild doses only should be applied to sensitive parts. 
The best method of irritation is by rapid change of polarity. 
Use iodine preparations under negative pole in cataphoresis. 
Use cocaine and alkaloids under positive pole in anaphoresis. 
All modes and either pole have a great influence upon nutrition. | 
Do not make long exposures to. the X-ray, with tube close to patient. 
Never leave a galvanic or faradic battery turned on, or short-circuited. 


The battery should be in a condition to run continuously during treat- 
ment. : : : 


turned on. : | oe : : 3 

Don’t try experiments: on patients: Try them first on yourself and 
see how it OCS. ; eee ta | 
It must be remembered that for treatment, a mild dose-fdr a long time 
is more efficient and agreeable than a strong dose fora short time. 
Frequent interruptions of the mode or changes of polarity intensify 
the effect of the mode and are often necessary to relax tense muscles, etc. 
12 





The electrodes. should always be in position. before the mode is 


The static mode is silent, continuous, in same direction, no shock, 


eenerated by induction, has low amperage, high voltage, no chemical ac- | 


tion. ° ° ° e © 3 
The static induced is interrupted, but is unidirectional, but inter 


mittent, is induced, has low amperage, high voltage, no chemical action. 

In voluntary muscles, contractions are produced immediately upon ap- 
plying mode, and at the end of the treatment they return to their normal 
condition. | | : 

The primary coil gives more a mode of quantity and produces more 
violent muscular contractions, but lacks the penetrating power of the sec- 
ondary coil mode. | : 

Galvanization of the sympathetic influences the vaso-motor and trophic 
processes of. the brain and spinal cord, the face, eyes, muscles, skin and 
many parts of the body. | 


The galvanic mode. will stimulate the absorbents more powerfully. 


than the faradic, and is the one to use in removing hypertrophies, morbid 
erowths, effusions, etc. : | ae 
Don’t let female patients take static crown breeze with hats on or wit 
wire or celluloid pins or combs in hair, as the wire 1s painful and the 
celluloid may explode and burn the hair. 3 : 
It is frequently advisable, in addition to treating the diseased Dar 
itself, to apply the treatment to adjacent parts, to act upon the circulation 
; ; i 
and nutrition of the diseased parts. : Jers ? 
If your battery or machine don't work, hunt for the trouble till you 
find it, and see if it is not more your own fault than that of the apparatus. 
: | ‘ 


“If at first you don’t succeed, try, try again.” 


The positive pole is acid, liberates oxygen, contracts blood os 

| 3eD;, | 

decreases nutrition, coagulates albumen, corrodes metals, causes dry, white, 
hard scar, relieves pain and irritation. 


The negative pole is alkaline, liberates hydrogen, dilates blood vessels, | 


increases nutrition, does not coagulate albumen or corrode metals, causes 


no scar, but a moist, red, soft. condition, increases pain and irritation. 
>] 


The galvanic mode is constant, flowing in the same direction, ane is 
silent, without shock, generated by chemical action, has high amperage of 
strength and low voltage or pressure, has chemical action. ee : 

The faradic mode is alternated and interrupted, flowing in ee e 
direction, is noisy, gives shock, génerated by induction, ee Cs voltage 
or pressure and low amperage or strength, has no chemical action. - 

| 13 
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The electro-thermal bath is a very excellent method of applying fara- : 


dization and may be used in any case where this treatment is to be given. 


The vapor bath of itself is frequently a valuable auxiliary to the electrical 
treatment. , 


_ Good results cannot be secured with a poor battery or improper meth- « 
ods of application. A faradic battery having a small coil of coarse wire 
produces. a crude, harsh mode—lacking power. of penetration, and will. 


invariably irritate a nervous patient. 


In involuntary muscular fibers, as in the intestines, stomach, cesoph-. 
agus, contractions are immediately started upon closing the circuit, but. 
the movement when once induced will continue for a considerable time 


after cessation of the treatment. | 

The best method of lessening irritability with faradization is to begin 
with a very mild dose, gradually increase to the highest point that does 
not: produce pain, and after holding .in position for a few moments 
gradually reduce the strength of mode. (Swelling treatment.) oe 

It is not as important in using the faradic mode that attention be 
paid to polarity, yet it is always advisable to use the positive for the active 
pole when a sedative effect is desired, and the negative for the active pole 
when a stimulating or irritating effect is desired, 


Observations with a fluoroscope should be made only in a well dark-— 


ened room. The operator will soon find that the same apparatus which 
gives only faint outlines, in broad daylight, will show every detail at night 
or in a dark room, after his eyes have become accustomed to the darkness. 


Do not use your hand much in making X-ray tests with the fluoro-_ 
scope. You may develop an obstinate and dangerous, if not fatal, der-_ 


matitis, or necrosis. X-ray effects are cumulative. BEWARE. — 

_ The secondary coil produces a greater sedative effect and is a mode 
of greater tension and penetrating power, hence more applicable to nervous 
and deeply seated diseases than the primary mode. The finer and long- 
er the wire in the secondary coil, the greater power of penetration and 
sedation. : 7 | ae 

In chronic cases it is necessary occasionally to vary the treatment. 
Where general faradization has accomplished all that it will, general gal- 
vanization may produce still further results. Central or general galvaniza- 
tion may fail in a case where general faradization would produce results 
and effect a cure. ee 

The flowing. of electrification from .positive (higher), to negative 
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is due to “difference of potential.’ (Potential in electrical par- 
ae ns level.) When the “potential is equalized” the battery is 
. a and ic said to have “run down.” When deleterious action 
ae within the cell it is said to “polarize.” A : a 
Electrification sets in motion forces that continue to act or ours 
s after treatment, hence treatment should not be given too tre- 
sently. Nervous diseases in particular may be aggravated by too fre- 
a ‘ eatments. Ordinary chronic cases require three or four treatments 
ae Acute be sub-acute cases may require daily treatment. Nothing 
ail se gained by treating cases more than once daily. ee 
The resistance of the skin, which is very great, is diminis es 2 
enlarging the electrodes, which allows greater diffusion of ae - ‘ 
dose be too strong and applied too long a time at a ae ace : 
appears at the positive an eschar from acid reaction. Atte nega ae 
ulceration from alkaline reaction. The electrodes should be moistene 
with a solution of chloride of sodium, which is a better vehicle than ae 
for the reason that the positive takes the chlorine and the negative takes 


occu 


even day 


the sodium corpuscles. . . . 
There is scarcely a chronic disease treated with electrification where 


we cannot trace at least part of the good results of treatment to the effects 
on nutrition. In the treatment of almost any chronic disease always 
remember that electrification properly applied will stimulate circulation, 


and that the increased flow of blood will bring an increased amount of 


nutrition; that the contraction of muscular tissue produces the same effect 
as massage or gentle exercise; that nutrition may be effected through : 
chemical process; that the process of waste and repair may be Bee 
and that the nutrition of the entire system may be improved tnnOUe 
indirect action as well as by the direct effect of treatment, securing a 


constitutional, tonic, stimulating effect. 





Pre. SCIENCE OF ELECTRO-THERAPEUTICS 


It has been dauned by those whose interests are inimical to advanced 


ti é - ics is not a science. 
therapeutics, that electro-therapeutics 1s not. 
sae is the sum of demonstrated facts, and the facts which have 
been set forth in these pages are capable of demonstration, and, therefore, 
we make the claim, that electro-therapeutics 19 a science. | 
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This science is yet in its swaddling clothes, and it is only a question , 
of time, when it will come forth full fledged and powerful, and be one of. 


the mighty factors in our armamentarium, and an efficient adjunct i in treat- 


- Ing disease, and in bringing about a restoration of the normal condition of 


health. 


A preliminary knowledge of anatomy, physiology, physics, cnet 
and psychology, will make the road of the student of scientific electro- 


therapeutics much easier to travel, and help him over the rough places 


and through the short cuts, but as all are not equally fortunate in this 
respect, we have tried to make up to those who are deficient in these 
things, in the lessons, and if these have been well lasted, the study of 
the guide will be easy. 


The careful student who has followed the teachings so far, is eee at 


the commencement of his work, and at the threshold of the great store- 
house of knowledge, from which he may take whatever he can apply, and 
use to advantage in the broad field of therapeutics. | 

Theories are fine things, and as theories go, any theory i is all right as 
long as it applies, and is capable of demonstration, but facts are stubborn 


things, and we are frequently confronted: by conditions, not theories, and - 


if things do not always go just as you wish, do not jump at conclusions. 


Remember that electrification follows fixed laws, and if there is a seeming. 


contradiction, or an apparent paradox, you should set your “thinker” in 


operation. There will be a reason somewhere. | 
If you leave a switch open, and there is a broken circuit, hunt for the: 


gap and fill it. Do not expect an insensate thing, like a battery, machine 
or tube, to go contrary to a natural law, because a finite and very fallible 
operator has made a-mistake. | 

Electrification is a docile and willing servant, when properly handled, 


but is a stubborn and unyielding master when ordered to act contrary to_ 


its fixed rules. | 

Electrification in its divers manifestations is unexcelled in some things, 
but it is not as good as other things in many instances, so do not claim 
that it is a “cure-all.” Sometimes it will do what nothing else can, and 
vice-versa, but it comes as nearly being a universal eet as anything we 
have at our command. 

Judgment, discretion, caution and discrimination must be used both in 
the selection of the case, and of the choice of the method of application. 

Reason, care and prudence will succeed, while hurry, carelessness and 
guess-work will only bring trouble. 
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What is worth doing at all, is worth doing well. . Be careful of details. 
Nothing is too small or unimportant to be neglected or overlooked. 
Many dismal failures are recorded on the tablets of history, which were 


due to carelessness or ignorance. 
You know the old story, how a nation was lost because of a single 


2 little horse-shoe nail. 


A slight mistake may cause a shock or a painful sensation, which may 
frighten or disgust a timid or doubtful patient, and cause him to not only 
not return, but keep others away, and thus lessen your practice, or ruin 
your chances of success, while a careful observance of details and wise 
prevention of the unpleasant things, may start the whole community you 


way. 3 
It is the little things which make or mar success, and stuccess is by no 


means a little thing. 


Let us all go ahead and make our specialty more perfect, more =a 
able, more and more needed, more helpful, more respected, more scientific. 
Let our motto be. “Bonus, Melior, Optimus.” 
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KEY TO ABBREVIATIONS 


IN THE OUTLINE OF THE VARIOUS DISEASES, AND 
CONDITIONS, SET FORTH IN THE FOLLOWING PAGES OF 
THE ELECTRO-THERAPEUTIC INDEX, THE FOLLOWING 
ABBREVIATIONS WILL BE USED: 


Abd.—Abdomen. 

Ana.—Anaphoresis. 

Alt.—Alternated mode. 

Cat.—Cataphoresis. 

Con.—Constant mode. 

C. G.—Central galvanization. 

B.W.G.—Birmingham wire gauge. 

Diag.—Diagonal. 

‘Elect.—Electrode. 

EK. O. D.—Every other day. 

K. M. F.—Electro-motive force. 

F'.—Faradic mode. 

Ful.—Fulguration. 

G.—Galvanic mode. 

G. F.—General faradization. 

G. G.—General galvanization. 

H. F.—High frequency mode. 

- Int.—Interrupted mode. 

Int.-ut.—Intra-uterine. 

Lab.—Labile, or moving applica- 
tion. 

Long.—Longitudinal. 

Ma.—Milliampere. 

Mag. Wave.—Magnetic waves. 


N. PEN Bae pole. 

P. P.—Positive pole. 

P, P. P.—Positive pole for pain. 

Prim.—Primary faradic mode. 

P. R. N.—Pro re nata. According 
to: the nature of the -case. 
Dosage and frequency to be 
governed by the conditions, 
circumstances and effects pro- 
duced. 

S.—Static mode. 

Sec.—Secondary faradic mode. 

Sin.—Sinusoidal mode. 

8. Ind.—Static induced mode. 

S. Ins.—Static insulation. 


_S. S.—Static sparks. 


Stab.—Stabile, or stationary ap- 
plication. 

Trans.—Transverse. 

Vac.—Vacuum. 

Vag.—Vaginal application. 

Vib.— Vibration. - 

-—-_ Plus or positive pole. 


— Minus or negative pole. 


ELECTRO-THERAPEUTICZINDEX 


| N. B.—In the Index items, the figures (in parentheses) refer to we pages 


following. 


SEE KEY OPPOSITE _ 


ABCESS, to abort 


G. con., + at lesion, — distant, 15-20 ma., 10 min., daily. Use Ben- 
nett phoric, under ae with witch hazel, At ASL ALEL cocaine or 
other vaso-motor constrictor, — distant. Copper needle, + at lesion, 
— distant, 2-6 ma., 5 min., daily. H. f.-violet vac. surface elect., 
+ to lesion, — grounded. Violet Minin, or helios light bath, over 
lesion, 30 min., daily. 5. jet, + locally. H.£., mild sparks. nt 


Abcess, old, open, to heal (See Ulcer) 


Abcess, mammary, threatened (See Abcess, to abort) : 
G. con., + at ee. clay pad, —— on back, 10-20 ma., 15-25 min, 
daily. 


Abcess, Tubercular (See Abcess, to abort) 


Spongio Piline, composed 
of pure sponge and felt. 
Holds moisture longer than 

Me\ sponge or any other. material 
Ze\ used for this purpose. 





Dispersive, block tin Hayes’, 8% inches 
back perforated; with flexible block tin 
4x6 6x8 8x12 back. 


-ABDOMINAL ELECTRODES 


Abdominal Pains (See Pain) 
Find ott the cause,” etc., and apply P. P. P., p. r. n. 
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| Afterpains 


| Abortion, Habitual (See Displacements, Fibroids, Metritis, Leucorrheea, 
Prolapsus, Sub-Involution) : 
Give uterus a long rest from eestation, and institute a prolonged and 
regular course of tonic local intra- and extra-uterine treatment, to re- 


lieve any organic or functional derangement, with such applications 


as are indicated, strength and frequency, p. r. n. 
Abortion, Threatened, to prevent : 
F. Sec., (long fine coil, not less than 3000 ft.), from sacrum to feet, 


very mild, 10-20 min. G. con., + abd., or sacrum, (Bennett disc), 
= at feet, 10-30 ma., 10-20. min., “poten. 3 


Acne 


G con, to pot ana. (Bennett phoric elect.), with cocaine, © 


or bi-chloride sol., adrenalin or hammemelis, — distant; or potass. 
iod., under —, 5 ma., 10 min., daily. S.s. Violet light. G. £. and 


Co Xray. cole fiibe, short exposure, e. o. d., p. r. n. H. f. body 


elect. Ful. Many treatments required. 
Actinomycosis 
X-ray soft tube, short exposure, often, p. ir. n. 8 in., 10 Tin. 6. Oo: d. 
H. t., e¢.0. d:, body elect. halfinch spark — Ful. chon spark. 
Acute Diseases, Sequelae (See Sequelz) | 
Acute Neuritis (See Neuralgia) 
Adenitis, Cervical (See Glands, Enlarged ; Tuberculous gine) 
Adhesions, Pelvic : se 
G. con., electric massage, with hand or roller, + over abd., — in 


vag., 10-30 min., e. o. d. Sin. same way. H. f. body and vag. elect. 
L0-min ec; 0. d. = 


“— 


Afterpains, to check post-partum hemorrhage 


F. sec., (short coarse coil), or g. alt., or sin., from int.- ut., to abd., 
_ (Bennett disc), swelling current. 





Handle Sponge Electrode. 


F. sec., (long fine coil), from back to abd., or g. con., ++ abd., Ben- 
nett disc, — back, 10-20 ma., 15-30 min. 
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i - " Agita 
"Albuminuria 


ns, Paralysis (See Paralysis) | 
(See Bright’ s Disease) 


q Bp icoholism vapor baths. Electric light baths. Violet light baths. H. f 
" re -_ ; , 
fess elect. to spine, short sparks. Aes 


B Alopecia Feb. scalp, 5 ma., 10 min., e. o. d. S. shower, to head, 
: co 


15 min., daily. X-ray, soft tube, 10 in. 5 min., e. 0. a) ean in 


body elect., short sparks. 


& we 
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Apeomino ae Treatment. 
Amenorrhcea 


min, ¢. ©. .d. FE pee ane way, or sin., same way, or ; - 
Prim., bipolar int-ut..G. f., and c. g., € 0. d. se ay 
H. f. vag. elect., body slbce to spine, short sparks, ely ; 
Bipolar, h. f. abd.-sac., 15 min., e. 0. d. 3 


_ Anal Diseases (See Rectal Diseases) 


~ 


- Analgesia, to produce as 
C con., iH to part, — distant, 5-20 ma., 12-20 min. Sin., locally. FE. 


sec (long fine coil), high tension. Violet light. Bennett mag- 
Picac. Bachelet wave generator. Helios light. | 
_ Anezemia, Cerebral (See Brain) 7 
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-McBride’s Phoric, H. R. casing. Bennett’s Phoric. 


Anesthesia, Local, to produce 


G. con., ++ to part, ana., 10 ma., 10 min., — distant.Bennett phoric, : 


Violet light, 30 min. F, SeC., 
method. (See pages 164, 165,) 


Anesthesia, to remove 
G: con.; —— lab. 10 ma., 20 min., daily. F. wire brush locally, lab., 


(long fine coil). S. vib. Bennett 


Sis: 
Anchylosis (See Synovitis) 3 , 
G. con., if inflamed, + to part, — distant; if not painful, — to part, 


a distant;or 4 and == on opp. sides with frequent reversals. Ben- 
nett magnetone. | 


Aneurism (See Hemorrhoids) 


G. puncture, platinum needle, or coil of Wire, a 20 ma., till clot 
forms, — distant. Reverse polarity till needles loosen, 5-6 ma., 2-3 


ii auto-condensation, 10 min., daily. Do not use surface, 
vac. elect. over aneurism. . 


Angina 7 
G. con., + over heart, — nucha, 5-10 ma., 2-5 min. C. g. DS: inss 
Helios violet light, 20 min. , : 

Ante-Flexion, Uterine (See Displacements) 

Ante-Version, Uterine (See Displacements) 

Anthrax (See Carbuncle) 

Anus, Fissure of (See Ulcer) | 


G. con., + copper elect., lab., in fissure, — stab., near 
e.0. d. H. f. rectal elect., 10 min., daily. 

Aphasia (See Paralysis) 
If acute: 


> 9nd... 5 min. 


G_con., + over Brocha’s center, — behind opp. ear, 3-5 
ma., 5 min., daily. S. spray and shower, 10 min., daily. If chronic: 
G. con., “at nucha. —— over Brocha’s center, large elect., both stab. : 
then — at sub-aural region, + nucha, 3-6-10 ma., 3-6-10 min 
Bennett head magnetone, 10-40 min., daily. | 
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3 Arteriosclerosis (See Apoplexy) 


re 
«aia 


a 





S Be 


‘ a 
aw 
es 
a 
ok 
ca 





: lysis ee : 
oS . ae x 8 : - On Ant, —— to throat, external; or s. ind: Elec 
i, prim. 5 OT e ae) 


i e S, 


ins., 15 min., daily. 


: io-Sclerosis 3 | 
Apoplexy (See ee oe 10 min., daily, (only after 3rd wk). 


| | d 
G. con., to brait | 1 fine coil), nucha, and spine, to affecte 
ee Mild lab. massage, 10 min., daily. C. g., 


over motor points. eine iss 
Ea. “H ¢ auto-condensation, 5-15 min., daily or e. o. d. to low 
and g- }- aoe 


blood pressure. 


icitis, Threatened a oS ee 
ee Bennett disc, over appendix, — back, 10-15 ma., 


min., daily, or oftener, p. fr. n. 
°9 


- tion, 10-20 min., daily or 
-conduction, or atito-condensa ny . . 
- 2 _ a toe blood pressure, static insulation raises pres 
e, 0. Ud. o dey : 
sure, so do not use static. : 
Arthritis (See Rheumatic Arthritis) 
Acute: G. con., -+- to joint, 5-15 ma., ae 
with hand, — feet. 5S. spray. S2 vib. = to joint. 


- in., daily. ne 
Fic = Tf oe can be immersed in a water bath, of strong ht 


1 g. con., to elect, in bath, + distant, outside bath, 15-30 ma., 

SOM ese ic ’ 
15-20 min., daily. 
If helpless apply portable light bath, genera 
Bennett magnetone. Schnee baths. 

Arthritis Deformans (See Arthritis) ee 
If not painful: G. con., cat., potass. iod., on — ie 5 ae 

- nett phoric, 20. ma., 20 min., daily: 3: S-; as local. Rests 
treatments often do much good. sennce bat S- : 

Articular Inflammation (See Arthritis, Rheumatism 

Artificial Respiration (See Respiration) 

Aspermatism (See Sterility) 


i e Respiration) : 
ee oe (short coarse coil), from left side neck, stab., to 


o o i 1 i keep t 

epigastrium, lab., strong dose, int., 15-20 times per min., to p P 
3 b] > 

artificial respiration, p. fr. n. 


Asthenopia (See Eye Diseases) 
G. con., to eye cup, — nucha, 


20 min., daily. G. massage 
Violet light, 


1, or local, 20 min., daily. 


or temple, 2-3 ma., bm min.; daily of. 
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sec., mild, (long fine coil), same way. S. ins., ++ spray, to eye, daily, 
10 min. C.g. H. f., to spine, neck, apply to back rapi 
through several layes of cloth. 
Asthma (See Bronchitis) _ Se 
G. con., + behind left ear, — epigastrium, 10 ma., 10 min., daily. G., 
_con., to spine, + nucha, — Sacrum; stab., 15 ma., 
Cs. sin, stab. to sympathetic in neck. S. ins., 20 min., daily. 
Violet light on neck and chest, 20 min., daily: Ozol inhalations, 


“0-40 min., daily. H. f., auto-condensation 10 min., daily, body elect. 
spine dnd chest. 


Astraphobia 


20 min., daily. 


Calls for a course of electrification as a general tonic. G. f., and c. 


g- - Vapor baths S. ince. Ss cage. Magnetization, bath and waves. 
Ataxia, Locomotor (See Locomotor Ataxia) 





Atony of Stomach (See Dyspepsia) 
F. sec., (coarse coil), deglutable elect. in stomach 
pole, lab., over epigastrium, 10-15 min., 
back. H. f., body vac. elect., 5 min., auto- 
Bipolar method, stomach-back, 10 min., da 
Atrophic Rhinitis (See Ozena) 


Atrophy and Non-Development (See Bust Development) 
Bust and penil developer elect., used with g@. con., int. 
or f. sec., or prim., moderate vac., 
Lesson No. 20, page 5). | 

Atrophy, Muscular, Simple 
G. con., — lab., to parts, ++ distant, 10-20 ma. 
sec., (coarse coil), electric massage to wasted 

Atrophy, Optic (See Eye Diseases) 


Atrophy, Progressive Muscular 
Ee sec. 


5 (See CE), other 
daily Core front to 
condensation 10 min., daily. 
ily. 


5 Ol alts Ok Sine 
and mild doses, e. o. d. (See 


» 15-20 min., daily. F. 
muscles, 8: 


(coarse coil), local massage, large electrodes. 
lab., to part, + distant. G. con., to spine. 
tion and frequency, p. r.-n. 


Ge cone 
5. S:, Or roller. - Dyra- 
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BACKACHE (See Pain) 

4 Baldness (See Alopecia) - 

a Barber’s Itch (See Sycosis) 

a Birth Marks (See Neevus) . 
4 Bladder, Irritable (See Cystitis) 


de -G “con, 
il), from bladder, or sac., to ab 
A” ae e con., + to. soluble bladder elect., — ae 
Sg Bennett disc, 15 ma., 15 min., daily. Sin., from back to abd., 
Or aVU-,; d 


3 - ., 10-15 
ei: and children, g. con., -- over pubes, — back, 5-10 ma 
2 -, 


min., daily. : : : 
Blastomycosis (See Actinomycosis) 


. Blemishes (See Nevus, Hairs, Moles) | 
4 Blepharitis (See Eye Diseases ) 


Blindness (See Eye Diseases) 


4 E Boils, Open (See Ulcer) 


G. con., + copper tip, to lesion, — distant, 5-10 ma., 9-10 min., daily. 
Boils, to abort (See Abcess) | 
i itis (See Neuralgia, Pain) — & a | 
age = — distant, 5-15 ma., 10-20 min., daily. S eee 
is a Violet light bath, and helios lamp light, #0 mun., dally. 
H. f£., body elect. 10-15 min., daily. 


Brain Fag (See Neurasthenia) 
| ins, Insanity) 
Brain Troubles (See Head Pains, oe ne 
Various brain conditions should be met with the indicated g. c 
olarity, thus: | | | 
oe G. con., — lab., to forehead, ++ nucha, stab., 2-4 ma., 2-6 
min., daily. 
Hyper@mia: Just the reverse polarities. a 
: . : 
NEURASTHENIA: G. con., long., trans., or diag, p. r. n., 2. 
i : : ee ° e 
ief sittings, daily. S. crown, and benn 
and c. g., weak modes, brief si Pee 
head fun 15 min., daily. -Ozol inhalations, 20-40 min., daily. 
Magnetic wave bath. a : 
HEMORRHAGE AND SOFTENING: No treatment under 3 weeks, or ti 
ll active inflammation subsides. 
ii painful: G. con., + to part, — distant, long., trans., or diag., p. 
tr. n according to the symptoms, and location of the clot. G. con., 
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> to relieve pain, (See Pain), and check hemorrhage, and to con- 


tract and harden the tissues. 


If no pain or hemiplegia: G. con., —. over lesion, to dilate and catise 
absorption of extravasation, and relieve the pressure, 2-6 ma., 2-6 


min., daily. Bennett head Magnetone, 5-15 min., daily, to influence 


tissue metabolism. 
Breast, Cancer (See Carcinoma) 


Breasts, to develop (See Bust Development) - 
Bright’s Disease | 


Se iiss: 30 min., daily, -++ to feet, bare, or to crown, — wet sponge, : 
on bare skin over kidneys; surging, or s. vib., Bennett method, 30 © 


Inin:, «daily... S: shower, 5 min., daily. S. S., spine, mild, daily. S. 


- cage, Bennett Magnetone. Odzol inhalations, 20-40 min., daily. H. f, : 


Bronchitis (See Asthma, Consumption) — 


G.= con. to pneumogastric nerve, + in fossa under left ear, — 


top sternum, 5 ma., 10 min., daily. Ozol inhalations, 20-40 min., 
daily. | | : 


auto-condensation, body elect. 15 min., daily. Magnetic wave bath. _ 


‘Bulbar Paralysis (See Paralysis, Bulbar) 

Bunions (See Chilblains) ee | 
S. s., and roller, short, 10 min., daily. G. con., Bennett phoric, 
cocaine, ++ to joint, — distant, 5-15 ma., 0-15 min., daily. S. spray, 
local. Violet light, 20 min., daily. Bennett magnetone., , aoa Cee 

Burns S anne 
G. con., “-) to. lesion, 5. ma., 10 min., daily. Bennett phorie, ana., 
Violet, 20 min., daily. 

Burns, X-Ray, to prevent 
Follow every X-radiation with the same or longer exposure to the 
Minin. violet light. : ? 

Bust Development 


Elect.-vac.-massage, local. Bell ‘over breast. G. con., — to Dell, 27- 
on abd., Bennett disc, or -- in vag., carbon elect., 5-10 ma., 10-15 
min; daily, or.eo. d: Sin., or f. sec., from breast to breast, or from 
one breast to opp. hand. Mild dose, and moderate vac., not to be pain- 
ful. Elect. hand, lab., stroke from periphery to nipple. (See cut On 
page 31.) H. f., body vac. elect. over bust, 10 min., daily. 
CALLUSES (See Corns) 
Canieties (See Gray Hair) 
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er (See Carcinoma) 
puncle, to abort (See Abcess, Boils, Uleer) = 


.* G. con., + to part, — distant, 10-20 ma., 10 min., daily. H. f., body 
3 COn., | ’ 


elect. : 3 needle or elect, in lesion, — 
- Gi Com, - f0 -COpper 
SUPPURATIVE: G. 


e- e ‘ Tf 
be, 5 min., every 3 da. 
a., 5-10 min. X-ray, soit tube, . 
eo same as an ulcer. H.f. body vac. elect., local daily for pain 
open, ) 


imona (See Lupus) — | . oo 
Se con ae anzsthesia, by injection, or Bennett phoric, -- to p 
e *9 


G con., — with needles, in Bennett Be ee : eo 
; in., withdraw, an - 
(2 é oo oe fe eS usually enough. It ous 
es a, separate long needles (see es ae is 
oth poles : 
ee ols eee oS noe eee ec with eo 
oe ete ee (see lesson No. 29), on + pole in ay 
. ey trone doses, 500-1500 ma., 30-90 min. Parsons metho : 
ae Gee a often used to advantage, soft tube, 5-1 
e a pier ae daily or e. o. d. Protect surrounding healthy 
- : ie. in ce Follow every radiation with a bath in the 
ae light. Ful. strong sparks under eo 
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Massey’s Zinc set with shellack Stain and =a 
Phoresis. Loe 





-Caruncle (See Warts) 
Caratact (See Eye Diseases) 
Catarrh 3 : 

Nasal: G. con., + copper or zinc-mercury elect., to nose, lab., 2-10 

iia min, 6.0. d. Tl. f., nasal vac. elect., {- to nose, 3 min., daily. 

Uterine. (See Leucorrhcea ). 
Summer. (See Fever, Hay). 

27 


4 


2 








Central Galvanization (See Page 189) 
Cephalalgia (See Headaches)’ 


Cerebral Affections (See Brain Troubles) a oe 
Anemia: (See Brain Troubles) : 
Congestion: (See Brain Troubles) — 

Hyperemia: (See Brain Troubles ) 

Cervical Erosions (See Erosions, Ulcers) 

Cervical Lacerations (See Erosions, Scars) 


Chalazia (See Eye Diseases, Hair, ene) 


Ghadorods 


G. con., copper or zine elect., lab., + to part, — distant, oma, 5 


min. | daly. ue fe, ‘short cae Ful, = ie 
Chilblains | ee ge nae 

Gcon. = lab to part. S. spray; or mild ° S. $., 5 min., . daily, G. 

con., 4 copper elect, to part, 10 ma., 10 min., e. o., d. “Violet light, 


“Bennett magnetone. H. f., vac. “elect. half rok ‘Spark, 10 min., aa 
or €. 0. d. 


Chloasma (See Liver ae 


G. con., — lab., electric massage, 10 ma., 10 min., daily. 
Chlorosis (See Debility, General, Marasmus) | 
Chorea 


G. con., + to forehead, and down spine, a Steet, 3-10 ma., 5-10 min., 
daily. G. con., spine to epigastrium, 10- 15° ma., 10 min., daily. S. 
shower. S. ins., 15 min., daily. G. con., Be Over parietals, — hands, 
3-5 ma., 3-5 min., daily.” (N. B.—Always examine for, and correct, 
genital obnormeliies) H. f., body elect., spine, auto- -condensation, 
15 min., e. o. d. Magnetic wave bath. 7 


Choroiditis OS Eye vee) 


~ Cicatrix 


White scars* G.” con., —— lab. 5-10 min., 5-10 ma., ae H. f, 
sparks. : 

Vascular: G. con., + Bennett Sone with witch hazel, stab., 5- 10 
sina. © mii, ae Ful Ee ct: sparks. 

ety aad. G. con., — needles in Bennett needle holder, ‘under 
surface of skin, 5 ma., 10 min. ey Bul” Ee f. sparks, 








: Coccygodynia ( 


Colitis 





See Neuralgia) : , 
G. + to coccyx, Bennett phoric, — distant, 5- 10. ma., 10 min., 
con., 


daily. S. vib., Bennett method, + coccyx, — feet, 5-15 ma., daily. 


3 Coldness of Extremities 


— to parts, + distant, 5- 10 ma., 10 min., daily. F. 


2 Oo pa S. roller, 

: aby (coarse coil), to parts. Get S.-S.- 10 2p ae ‘ : 

a 15 min., dail S. vib., Bennett, method, — fee 10 min., 
same, y. 


daily. H. f., body elect., spine and feet, 15 min., e. 0. d. 


| colon, 
H. £., auto-condensation, 10 min., e€. 0. d., body elect. over 


daily. 
Colon, Scales in the (See Constipation) 


ae needle in part, 3-5 ma., 15-30 seconds. roa. ee fe 
eo ee 2 e e - 
ok Bennett phoric, with witch hazel or antiseptics, la 7 | 
co | | 
5 min., daily. 


Condyloma (See Warts) 
Conjunctivitis (See Eye Diseases) 


Constipation 


Either mode, + abd., lab., hand, sponge or roller, ee a 
lt. Of int, m - 

cases, use — cal elect. G. a = 
as ind., 1-2 in. spark, abd., and peck S. vib., + back, — abd., 


Bennett method, frequently causes prompt stool. G. f.,, and. oe, 


daily. H. f., abdom., 15 min., daily, rectal vac., elect. ate: condensa- 
aily. 


tions. Body magnetone, magnetic wave bath. 
i Imonar : 
aaa day ipsa aicolerie zone, or electric eae a 
ae daly H. f£., surface vac. elect., over lungs. ae in ee ae 
30-40 ae daily. Helios violet fone, bath, 35 min. ef y. Magnet 
massage over abd. (See Massage). C. g., and g. 
_ wave bath. | | : 
Consumption, Various (See Tuberculosis) _ 
tions : 
i. — lab., to part, + distant, 5-15 ma., -40- 15 min., ily. : ae 
puytren’s contraction of the palmar fascia, has been relax 


way. H. f., sparks to part, 15 min., e. 0. Ce 


Convalescence, Delayed (See Marasmus) 
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Corns 


G. con, 46 corn, or local ana., wi 
9 ma., 10 min., daily. Mild s. S.; or local s., 
min., daily. H. f£., sharp spark. Ful. 
Corneal Opacity (See Eye Diseases) 
Corneal Ulcer (See F’ye Diseases) 


Coughs (See Asthma, Bronchitis, Consumption) ie = 


Cramp, Writers’ (See Writers’ Cramp) 
Cystitis (See Bladder, Irritable) 


G. con., + copper soluble hydro-elect., bladder CipeNo. 6. abd., 
Bennett disc, 5-15 ma., 10-25 min., daily. Sin., abd., back, mild, 15 
min., daily. H. f., rectal elect., 10 min., daily, | 


DANDRUFF (See Seborrheea) 


Deafness | 
When due to paralysis or chronic thickening of the tympanum: G., 
con., — hydiro-elect., in external] ear, 


Opp., on mastoid, 1-5 ma., 
3-5 min., daily. s 


Lf -nervous: G con., + 
ma., 9-10 min., daily. 
If there be tinnitus: 
mild treatments, daily. 
often. 
Catarrhal : 
daily. 
Electro-vapor bath. : : 
Telephone ear, neurotic: S. spray, over ear, 10 min., daily. 
Debility, General (See Marasmus) 
(Gf, Secs med. streneth, 15min, C. g., 10 min., alt.,e.0.d. S. ins., 
daily, 15 min. Electro-vapor baths, Pp. r. n. Magnetization. H. f., 
auto-condensation, 15 min., daily. Magnetic wave bath. 
Degeneration, Reaction of (See Paralysis) 
See formula in section two. 


G. con., — over spine, + solar plexus, 5 ma., 10 min., 


Delayed Convalescence (See Marasmus) 


Depilation (See Hairs, Superfluous) 
Dermatitis, X-Ray 
Violet light, with Russian or helios lam 
in. away, daily. 
Development, Bust (See Atrophy, Bust Development) 
: 30 


P; p. r. n., 10-80 min., 30-40 


























th Bennett phoric, with cocaine, 
++ spray, or wood ball, 5 


uy 


in front of ear, over tragus, — distant, 3-5 


Hi. f. insulated glass vac. elect., in external ear, 
H. f£., surface elect., to mastoid process, mild, — 





aS 





a a -flexion. ° 
"J Retro tion. 


Utero-Vesical Faradiza- - 


Bi-polar Vaginal Faradization. 
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Ante-flexion. Utero-Rectal Faradiza- 
tion. 
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Bi-polar Intra-Uterine Faradization. 
































ee ee Ee ae ey ee 


Diabetes (See Bright’s Disease) 


>. 1S., - at feet, crown. S surge, alt., + feet, — over kidneys, 
bifurcated sponge elect, to bare skin, 25 min., daily. Bennett method 
of s. vib., same way, %) min., daily. S. S., to entire spine. G. fo 


c. g. H. f., auto-condensation daily, 10-20 Min, pet. pi: Magnetic 
wave bath. ae 


Diagnosis, Electro- (See section two) aoe coe ens 
Diaphragm, Spasm of (See Hiccough) 
Diarrhoea (See Constipation) 
Geile G: con., abd., to back, lab., 
or rectum, 20 min., daily. 
Diplopia (See Eye Diseases) | 
Dislocations | 3 | 


Hf, body elect., spine. | 
- Detected by the electric probe, or the X-ray, 
graph. Pain relieved by Bennett magnetone, 

Displacements, Uterine (See page 31) 
Prolapsus: (See Prolapsus Uteri), fs. 
Ante-flexion: J For the various flexions an 


fluoroscepe, or radio- 


d versions apply bi-polar 
-vesical, or ut.-rectal, so as to 
on, the weakened muscles in 
the ligaments, if verted, Dp. re 


to abd., or sacrum, with Bennett 
disc.-S.--vib., Bennett method, excellent. Sin., is splendid. All 


treatments should be mild, (g. con., 20-40 ma.,) and often, over a 
long time, till uterus is normal. “Find out he cause.” Select the 
modes indicated to counteract it, and treat persistently, P.ot.-u: 
Distichiasis (See Hairs, Superfluous) : | 
Dizziness (See Brain Troubles) 
Drug Addictions (See Alcoholism) 
Dysentery (See Diarrhea) 
Gi con hydro-elect., rectal s 
10-15 ma., 10-15 min., daily. 
-Dysmenorrheea = 


Ante-version: f., either int.-ut., or ut. 
Retro-flexion: stimulate to contract 
Retro-version: Ce: flexed walls, or in 
n. G, int., or alt., from int-ut., 


oluble, in rectum, with water, — feet, 


Witini—<———— —————S a 











Massey’s shellac Intra-Uterine, flexible, platinum, spiral. 


Membranous: G. con., 


—— int.-ut., + ‘abd., 20-50 ma,, 15 min. twice 
a wk., between periods. 


fH. sec, (lone fine coil), vag., abd., e. o. d. 
S 3 























\ 


roller or hand, =- abd. <= “hack 4 


\ a 


Obstructive: 


(See Stenosis, Stricture), 5. ins...and breeze. S$. s., 
ily. — a 
- ae ae con., + abd., and sacrum, — feet, 25 ma., 30 min., 
Virgina: ") 


tv. G. con., carbon or copper elect., cotton covered, + vag., — 
dai vis ° =) 3 











ieth’s Galvanic Uterine Dilating set, with assorted 
. dilators. 


abd me sacrum, with Bennett disc. S. ins. S. spray, to Noe 
aay. Bidet violet light chair, local, 30 min., daily. Bo y 








-- Goldspohn’s, Copper Ball, straight. 


agnetone, 30 min., daily. H. f., body elect. or vag. auto-condensa- 
4 ce 15 min., e. 0. d. Magnetic wave bath. 

4 epsia, Atonic , 3 » | =e 
ee to pneumogastric, thus: -+ to fossa under left ear, — 2 
enn oS tia, 10) min} daily: S. ins.; and shower,-daily Ge; 
bad f sec., (lone fine coil), 10 min., daily. —E. stomach elect., 
: Ale ved to pad over epigastrium, (fine coil), 5 min., daily, or 
oat to packe H. f., body elect. over stomach, auto-condensation, 
4 15 min., daily. 
_ Dyspnea 3 
s y C con., + in fossa under left ear, — top sternum, 5 ma., 10 ae 
G. ae + to sympathetic nerves in neck, — at 7th cervical vertel fa, 
2-5 ia. 10 min., daily. G. con., to spine. GC. g., and o,f. 1s, 
15 min., daily. Ozol inhalations, 20-40 min., daily. Auto-condensa- 
. tion 15 min., daily. Magnetic wave bath. 
_ EAR-ACHE (See Deafness) : : 
3 G. con., + in ear on wet cotton, or hydro-elect., 3-5 ma., 2-4 min., 





_ Ear Electrode, single, metal contact 


Eustachian Electrode. 
through speculum. : 


erepeat, p. rn. S spray, over ear, 5 min. Violet light, over ear, 15 
min. H. f., ear elect., body elect., around ear, 10 min., p. r. n. 
, foo 








Ectopic Pregnancy (See Gestation Ectopic) 

Kezema (See Lupus, Carcinoma) : 
G. con., + to parts. C. g. 5. s. and s. spray, 5 min., daily. Violet 
light, 15-30 min., daily. X-ray, soft tube, 10 in. away, 5-10 min., 
daily, ore. 0.-d., prin HL f., body elect. 10° min., daily, auto-con- 
densation. 7 | 2 : 


Electric Hand (See Massage, Electric) | a8 


Electric Injections (See Constipation, Impaction) 
Electro-Diagnosis (See section two) 
Elephantiasis 
X-ray, med, tube, 10 in. e. o. d. 
Emissions, Seminal (See N eurasthenia) 
G. f., and c. g. Vapor baths. 5. is. 9S. § spine. Tf excessive: 
G. con., urethral elect., (See Stricture), — internally, + distant, 2-5 
ma., 2-5 min., daily. S. vib., Bennett method, = perineum, — nucha, 
mild vib., 5-15 min., daily. Violet helios light to spine. Bidet local 
bath, 20 min., daily. Ozol inhalations, 20-40 min., daily. : 


























































































































Neiswanger’s Tin, or Copper Tip, 4 sizes. 
INTRA-UTERINE ELECTRODES 


Endometritis (See Metritis, Leucorrhcea) 
G. con., — int-ut., +. abd., 10-60 ma., 
wk., between periods. : | 
Hemorrhagic: (See Hemorrhage). G. con., + int.-ut., copper tip, 
—- abd., Bennett disc, 10-15 ma., 5-10 min.,-c. 0. d. Reverse poles a 
few min., to loosen elect. - ee 
Virginal: (See Dysmenorrhcea, Virginal.) ~ 

Enlarged Lympathics (See Glands, Enlarged, Goiter) 

Enlarged Prostate | oo 
G. con., — prostatic phoric, or No. 6 soluble tip, hydro-elect., with 
potass. iod., in — tube, + back, 2-8 ma., 3-10 min., e. o. d., or reverse 
poles to get local interstitial copper ana. . | 
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10-30 min., once or twice a 
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Epilation (See Hairs, 
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mitis (See Orchitis) 
a Superfluous) 

































’s Urethral, with bulb for holding ~ ~~ 
on aes to be injected while connected <>, 


to the battery. 


Overall’s Irrigating Prostatic with tube for medicine. 


e Hystero-Epilepsy) 


pepilepsy 8 forehead, — nucha, 3 ma., 5 min., daily. G. con, + 


a : 
tb Pine — feet, 15 ma., 10 min., daily. C.g., and g.f 5. crown, 


20 min. daily. Violet light, 15 min., daily. Electric wave bath. 


Epistaxis 


G. con., + copper elect., — nucha, 3-10 ma., 5-10 min, fepeat p, f. 1. 
Reverse’ poles at finish for 1-3 min., to loosen tip. G. con., sponge 
elect., or Bennett phoric, -+ over nose, — nicha, 5:ma.,10 mun. 






‘VACUUM 










IMPROVED LOCALIZER TUBE 
FOR TREATING EPITHELIOMATA 


" Epithelioma (See Carcinoma, Lupus) 


G. con., — in Bennett needle holder, under base, -- distant, 5-20 ma., 
10 min., remove and reinsert needles at right angles to Ist fa 
and repeat. Only one operation needed. Use local anesthesia first, 


35 








with injections, or with Bennett phoric, 5-10 ma., 10 min. Dress with 
HgO,, ungt, till growths drop off, then with ordinary antiseptics, 
X-ray with localizer tube pressed on growth, 10-30 min., daily or 
€.0--d5-p. tn. “(See pages 171, 172) ; 
Erosions, Cervical (See Ulcer) ae ee 7 
G. con., -+ copper or zinc tip, lab., to os, — abd., Bennett disc, 5:20 
ma., 10 min., e. o. d.-H, £., vag.-elect., 10 min., eo. d. & 


















un i= (ih Sa oS ae Se = Oe eel N ue a 
Os Uteri, _Fitz-Hugh’s Copper faced. = : p 
Erysipelas 3 3 | S : 
G. con., + Bennett phoric, with witch hazel, or antiseptics, — distant, 8 
3-8 ma., 5-10 min., daily. Russian or helios violet light bath, 10-30 
min., daily. : : Bren 


' Erythema (See Hives) 

Excoriations (See Erosions, Ulcers) 

Exophthalmus (See Goiter) | 

Eye Diseases, Various (See Asthenopia, Diplopia) 
BEEPHARITIS: <1. tf. vac. elect., to margins, 2-4 min: daily. Sur- 
face vac. elect., over closed eye. 


CATARACT: G, con., sponge or eye cup, to eye, other pole to cheek. 
Turn on to 2-5 ma., 1-2 min., then off slowly, reverse poles, repeat 





several times, for 5-18 min., daily. Close with — on 6yer A Nesdlt 
slow but sure in soft forms. S. vib., Bennett method, — to eye if 
painful, + if not, very mild, 2-3 min., daily. 

CONJUNCTIVITIS: G. con., + eye cup, — distant, 2-4 ma., 3 min., 
daily. | 
CORNEAL Opacity: G. con., — eye cup, + cheek, 1-2 maz, 2 min., 
daily. | | 


~CorneaL ULcer: G. con., + copper tip- to ulcer, lab., 4-1 ma., 1 
min. e. 0. dS. spray, 5 min daily. ) | 
EXOPHTHALMIC GOITER, (SEE GOITER): G. con., + neck, — back, 
5-10 .ma., 20 min., e. o. d. S. spray, local over eye. 3; -ctowlm 15 
min., daily. H. f., elect. hand, 5 min., daily. 

ForeicN Bopirs (METAL): Use eye magnet. 

GLAUCOMA: G. con. + cervical_sympathetic, lab., whole length of 
neck, — at 7th cervical vertebra, 5-10 ma.,' 10-15 min., e. 0. d., also- 
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" Facial Spasm 


<e same treatment as far cataract. H.-f., electric hand, ++ locally, 
se 


: Auto-condensation, 15 min., daily. 


in., daily. 7 
P ae oe + eye cup, — cheek, 2-5 ma., 5-10: mine 0; c: 
Psy locally, 10 min., daily. H. f., electric hand, + locally, 5. 


min., daily. 

NERVE ATROPHY: 
. kK 

ganglia, 9 ma., ° 


G. con., + nucha, — forehead and upper cervical 
min., daily. S. vib., Bennett method, locally, 5 min., 


daily. 





Eye, double Electrode. 


Optic ATROPHY:- G. con., —+- nucha, — forehead or eye cup, a 
every minute, swelling app., close with — on eye (see as )s 
9-5 ma., 10 min., daily. 5S. spray, locally 5 min., daily. 5. vib., ee 
nett method, very mild, 5 min., daily. H. f., eye vac. elect., to S, 
body vac. elect., to temples, 5 min., daily. a xe 
Prervcium: G. con., platinum needle, + 72 ma., or eye cup, 
ma., 15 min., e. o. d., — nucha, daily. 

Retino-CHorRoIDITIs: (See Iritis.) : 


Srrapismus: G. int., or f. prim., + to eye cup, — on temple, toward 


weaker muscles, 1-3 ma., 5-10 min., e. 0. da Ss spray, 5 min., daily. 
TRACHOMA: G. con., + copper tip, lab., to granulations, in hand, 
(anesthaine), 3 ma., 2-3 min., wkly.; or — needle into each granule, t 
in hand, 2 ma., wkly. X-ray, to eyes, soft tube, 10-15 in. away, 
fin, e..o. d. = 

TRICHIASIS AND DisticHiasis: (See Hairs, Superfluous). — 
Virrrous Opacity: G. con., — eye cup, hydro.-elect., to closed lids 
+ nucha, 2-4 ma., 5-10 min., daily. H. To eVeReleCt.. 0 min., e. o. d. 


_ FACE WRINKLES (See Wrinkles) 
gq Facial Blemishes (See Nevus, Hairs, Moles, and Lesson No. 25) 


- Facial Paralysis (See Paralysis) 


con. | lab., to affected muscles, — over exit of facial nerve, 3-10 
ma., 5-10 min., daily. S. vib., Bennett method, — over affected area, 


+ nucha, or distant, 5 min., daily. 


; cha, 5 5 min., daily. 
G. con., + above or in front of ear, — nucha, 5 ma., 9 min., daily 
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Faradization, General (See page 185) i 
F’. sec., from coccyx, or feet, stab., to hand pad, all over body, lab., 
(See Electro-vapor baths). 





Fainting (See Brain Troubles) 


= Falling of the Womb (See Prolapsus, Displacements) 
Favus — 7 
X-ray,-soft tube, short exposure, often, carried to point of depilation 
and mild dermatitis. If extensive, go very slowly, follow with violet 
light, helios or Russian, 15 min., daily. S. crown, 15 min., daily. Hi. 
f., body elect., 10 min., daily. 
Fecal Impaction (See Impaction, Fecal) 


Fever, Convalescence (See Sequelz, Marasmus) 
S. ins., s. shower, 20 min., daily. 8. stmge, SG f, andic oe ocd. 
=D. tn: 
Fever, Hay 
G. con., ++ copper tip, to nose, lab., — hand or cheek, stab., 2-5 ma., 


-f., vac., nasal elect., ++ in nares, 5 min., daily. 


The simplest, most convenient and 
best electrode of the kind. It is light, 
cleanly, aseptic and strong. Adapted to 
any part of the body. Made of No. 14 
spring steel wire, with a binding post at 
the apex; plated; weighs only 4 ounces; 
8 inches in diameter. : 


—<— LL : 
Ve —— = THE BENNETT SPIRAL SPRING. 
‘~~ | _ DISC ABDOMINAL ELECTRODE 


Fibroids, Uterine (See Hemorrhage, Menorrhagia) 
G. con., + abd., or sacrum, Bennett disc, — int.-ut., 20-200 ma., 
10-30 min., wkly. If hemorrhagic, + int.-ut., copper or zinc tip, — 
abd., reversing poles at close to loosen tips, for 1-3 min. Repeat 
Put. 1. 
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‘Fissure, 









‘Fistula 


3 Foreign Bodies 


3 Freckles (See Hairs, Superfluous, Blemishes ) 


4-6 min., daily. S. ins., and ozol inhalations, 20-40 min., daily; 4b 


Anal (See Anus, Fissure of) 


copper or zinc tips, lab., — abd., or back, 5 ma., till tissues 


e- G. cofn., -+- 
color green, weekly. 


Beccure, Nipples (See Fissure Anal) 





a 


= 


SSE JE oo 





a Fistula Electrode, copper. 


G. con., same as for fissure and ulcer. 


Be lexions, Uterine (See Displacements) 


Metallic substances are easily detected by the electric probe, ot the | 


'  —s- X-ray, with fluoroscope, and radiograph. 


Frequent Micturition (See Cystitis, Bladder, Irritable) 


3 Fractures . 
i Detected by the X-ray 
relieved by Bennett magnetone. 


, with fluoroscope, and radiograph. Pain 


G. con., — needle under spot. Technique same as for the removal 
; ° ” 


of superfluous hairs. Fulguration. 


4 Frost-bite (See Chilblains) 


SP Punctional Impotence (See Impotence, Emissions) 


Functional Nervous Diseases 


S. ins., 15-20 min., daily. Vapor baths: G@.) sand: & 1. Ozol 
inhalations, 20-40 min., daily. 


4 Furuncle (See Boils) » 


a GALACTORRHOEA (See Bust Development) 


To DimrintsH: G. con., + with concave clay or cotton pad elect., or 
Bennett disc, over towel, over breasts, — back, 10-20 ma., 15-30 muin., 
ily. 

; «s Tre F., (coarse coil), sponge elect., lab., to breasts, elec- 
tric massage. G. con., wet sponge pad, — to breasts, -+ spine. 10-15 — 
ma., 20-30 min., daily. Vac. elect., with either mode, fe to breasts, 
+ back pad. H. f., body elect., to breast, 10 min., daily. Magnetic 


q wave bath. 
4 Galvanization, General, and Central (See page 189) 
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Gastralgia — 


_ G. con., to pneumogastric nerve, + in fossa below left ear, — top 
sternum, 9-10 ma., 10-15 min., gradually increase and decrease, 
_ swelling mode. G. con., + over stomach, — seat or feet, 10-20 ma., 


5-20 min., daily.” E., sec., (fine coil, rapid vibrator), over stomach, to 
back. S. ins., and shower. Violet light, 20 min., daily. Ozol in- . 
halations, 20-40 min., daily. H. f.,, body elect. Auto-condensation, : 


15 min., daily. 
Gastritis (See Gastralgia, Atony of Stomach) 
Gestation, Ectopic (See F ibroids) 3 
G. int., — in rectum, or Vvag., nearest to sac, + Bennett disc; abde 


slow int., 20-80 ma., 10-20 min., daily. G. alt., same way. F., sec. 


(coarse coil, slow vib.), same way. After growth is checked, treat 
same as a fibroid. | 


Glands, Enlarged (See Tuberculous Glands, Goiter) 
G. con., — over gland, with or without cat., of potass. iod., Ben- 
nett, phoric, + opp. G. alt., same way, 10-20 ma., 10-20 min,, 


daily; ore. 0: di S.s< or spray. Helios violet light, 15 min. dathy: & 


Ozol inhalations, 20-40 min., daily. 
























































Overall’s Irrigating Phoric with medicine bulb. For any 
Fountain Syringe. 3 sizes. 


| URETHRAL ELECTRODES 
Glandular Development (See Bust Development, Penil) 
Glaucoma (See Eye Diseases, Glaucoma) 
Gleet (See Strictures) 
40 






On Sie 


" eo~ 


3 Goit 


sed 


G. con., bare 
+ copper tip, 
d. G. con., 

potass. iod. effect. 
with copper -and warm water, 


= Saves expensive drugs. 
a _ Will save t in a sb 
. e are slip out rod and disc (C) fro a 
4 Ping behind it. Replace and screw on post. 


mentioned to be condemned. H. t., 


urethral or stricture tip, same as strictures, or ‘g: Con., 
lab., in urethra, — thigh pad, 3-10 ma., eee 
with prostatic phoric elect., ae for copper . . - 
If any inflammation, use soluble hydro-electric e 
4+ in urethra, — on leg. ees 


y ° e ai: 
AAT ~ 


p. f. ni. Body vac. elect., to perineum. 

halmic (See Eye Diseases) i | 
BS a " ie eye cup, + nucha, 2-3 ma., 3-8 min., daily, 
. ee d. S. spray, to eye and neck, 10 min. daily. <H: ae i 
oe auto-condensation, 15 min’, daily. or-¢.-0--d. Magne ve 
elect., 


bath. ~ 
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§ = : , SC FORIC 
S oun BENNETT IMPROVED SLIP CENTER ALUMINUM Disc F 


| : i iodide 
You should have one each for cocaine and iod 


ice 1 binding post (D) from 
Ue a ee ae Cover disc with cotton, 
Wet cotton with drug to be 


Simple, strong and durable. 


© Goiter (See Glands, Enlarged) 


© con. — sat. sol. potass,iod., with Bennett phoric elect., + a | 
10 20 fan 10-20 min., daily, treat same as enlarged tuberculous. 


by 1 is onl 
G. con., puncture may be used by 1s dangerous, and is only 


a surtace eléct.,.0ver gland. Helios 


violet light, 15 min., daily. 


Gonorrheea (See Gleet) 


Gonorrhceal Rheumatism (See Rheumatism) 


istant, 5- “15 min. daily. Pilectto- 
to pain, — distant, 5-15 ma., 5 , 
: ae ae Of e. On ad. Vid. Bennett. method, a5 to ee 
rs 5-10 ite daily. Helios violet light, 15 min., daily. coe 
Ae oie 10-20 min., daily. Ozol inhalations, 20-30 min., dally. 


H. f., body vac. elect., 10 min., daily. 


Gout (See Arthritis, Rheumatism) 


; 63 
G. con., ana., + to joint, Bennett phoric, — in hands, 5-10 Ce 2 20 
min. daily. G. con., cat., potass, 100s or lithia iod., ee 
to lesion, + near by, 10-20 ma., 10220; min: daily, -0n-€. 0... =. Ss 


— 











mild, to joint. S. ins 

ee “ 0. .. and spray, 10-15 mi : 

li h ° . y; m1in., dail i H ° 

vee ae daily. Bennett magnetone, 10-20 a ce le ~ 

eee Bs 30 min., daily. Hydro-elect, baths, p. r. ne H : b is 
2 min., daily. Auto-condensation. Magnetic Wave batt ‘ 


G 
ranulated Eye-lids (See Eye Diseases, Trachoma) 
Gray Hair : 


H. £., body vac. elect., to scalp, e. o. fl 
oe (See Blemishes, Epithelioma, Moles, Nzevus Warts) 
x UAL ABORTION (See Abortion, Habitual) 

zmatocele, Pelvic (See Hemorrhage) 


G. con., + carbon 
9 elect., in : 
ma., 5-20 min., e. o. d., p. ae near lesion, — Bennett disc, 25-100 — 


Growths, Small 



































H ead-band 
Fye-glass, 
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3 a a eee Ato Needle in 
edle Holder with magnifying glass. i ; Hate 
Hair, Gray (See Canities, Gray Hair) ‘ 


Hair, Superfuous (See Blemishes) 


G. ase 3 
Shee fine steel needles, blunt, + in hand, mild, 4-8 ma. 1 
- insert needle beside hair in follicle down a bapilie ee 
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atient completes circuit by placing other hand on wet + pad. 
Needle is first inserted, using a slight rotary motion. Use only round 
plunt needles, held in a single holder (see cut), when a froth appears, 

: gently pull on hair with forceps (see cut), and hair lifts out, without 
force. A self retaining magnifying eye glass, is essential, and rests 
the eye (see cut). Do not take out hairs too close together. Never : 
use the + pole to needle. Apply some local anesthetic, to skin 
before, and bleach, with witch hazel afterwards. X-ray, soft tube. 
short seance, frequent. Just short of producing dermatitis, till hairs 
fall out. They will return, but paler and weaker. Repeat raying, 


a 










Magnifying Glass and Head Band for re- 
moval of hair and making examinations. 


and continue every 3 or 4 mos., 
hairs, if dark, may be bleached white wit 


Hay Fever (See Fever, Hay) 

Headache (See Pain, Brain Troubles, Head-pains) 
G. con., -- over pain, — opp., sponge pad, 2-4 ma., 3-10 min., till 
relieved. S. ins., and spray, local over pain, 2-10 min. Russian 
violet light, 5-10 min. Bennett magnetone, 2-5 min. H. f., elect., 
hand, 5 min. If anemic: Place poles just reverse of above. 
Operators hand may be used as an elect., passing it over wet skin, 
lab., mode passing through his body. S spray, or shower, 15-20 
min., daily. Bennett head magnetone. Ozol, to improve the blood. 
If hyperemic: G. con., + to forehead, — nucha. Electro-vapor 


baths. G. f. S. ins., and + shower, 10 min., daily. H. f., body 


elect., over pain., 5 min., p. r. n. Magnetic wave head bath. 


Hemicrania (See Headache) 
Hemiplegia (See Paralysis, Apoplexy) 


Hemorrhage, Cerebral (See Apoplexy) 3 | 
No treatment before the third wk., or till all active inflammation sub- 
sides. Then if painful: G. con., -— over lesion, — opp., long., trans., 
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or diag., 3-6 ma., 3-6 min., daily. Later, if no pains G. con., 

_ over lesion, large sponge pad, + nucha, 3-10 ma., 3-10-15 min.; d 
Bennett head magnetone, 10-40 min., daily. 

Hemorrhage, Post-Partum (See Obstetrics, Uterine Inertia) 


F., (coarse coil), one pole int.-ut., other to Bennett disc. 
p2ten. | 


Hemorrhage, Uterine. (See Menorrhagia, Metrorrhagia, Obstetrics); i 
Ge con. copper tip, int-ut, — abd., Bennett disc, 20-40 ma., 


20-40 min., e. o. d. Reverse poles, 5 min., to loosen tip at finish, 

_ Hemorrhoids (See Growths, Small) 

| G. con., + copper elect., either bare, or preferably covered with cloth, 
cotton or leather, wet, to pile, — abd., Bennett disc, 5-12 ma., 5-10 
min., e. 0. d. H. f., rectal vac. elect., 10 Ai = pe ten: : 
BLEEDING: Bare copper or zinc tip, g. con. + to pile. May -be 
applied per specula, lab. — to abd. “Ful : | 
Harp Externat: Best treated by steel needles in Bennett holder. 


G. con., — to needles in pile, + back or abd., 10-20 ma., 10-20. min., 
p. r. n. One seance usually enough. a 











Massey’s Platinum-Point Hemorrhoidal Needle. 


Herpes Zoster 


G. con., — to lesion, + opp., 0-10 ma., 10-20., min., daily. G. con., 

cat., Bennett phoric, with potass. iod., local, + opp. S. s., or spray, 

local, daily. Helios violet light, 15 min., daily. Re. body elect., 

10 min., daily. Magnetic wave bath. Body magnetone. | 
Hiccough (See Spasm of Diaphragm) : 

G. con., to pneumogastric nerve, + in fossa under left ear, — top 


sternum, 5-10 ma., 5-10 min., hourly till checked. Body magnetone. 
Magnetic wave bath. 


Hives (See Fyperzesthesia of Skin) © 


G. con., — plain wet sponge elect., or Bennett phoric, ana., stovaine, 

to lesion, — distant, 5-10 ma., 10-20 min., till televed= -S. ims Or 

spray, + to lesion, — feet, 10-20 min., or till relieved, daily. Elec- 
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aily. 


Continue | 





| or baths. Helios violet light, 15 min., daily. -H.t.;. body 
ea 10 min., daily. . Magnetic wave bath. 


vac. elect., 





3 Hydrocele (See Varicocele) 


on., — to fibroid spear, driven into the fluid sac., q- on thigh, ee 
3 5-10 min., or withdraw a little fluid, and inject same ait. Sols, 
Ae iod., (10-20%), and treat as above, or can apply scrotal clamp 
otass. 3 5 
ee to — pole, same as for varicocele. 


4 Hyperemia, Cerebral (See Brain Troubles) 
q Hyperesthesia of Skin 


ter, — to part above 
dro-electric bath. G. con., +> elect., in water, ov 
s 0 ma., 10-20 min., daily. Helios violet light, 15 min., a 
C f | S. ins., and roller, 15 min., daily. H. pe body Vac. elect. 
na daily. Body magnetone. Magnetic wave oe E 


, inhorn’s 
Stomach or Rectum, Ein 
with hard rubber perforated 
olives. 2 





} ia of Stomach ~ a 
| age stomach, — back, 10-15 ma., 10-15 muin., daily. 
e ions fine coil), sec., same way. Hydro-electric method, stomach 
ia swallowed, and stomach filled with water (see cut above). 
EL: - auto-condensation, 15 min., daily. = 
Hypereesthesia, Urethral (See Urethra Hyperesthesia) 
idrosis : : ee ee Te 
ce con., + to water foot bath, in sol. antiseptics, — eee ee 
: ( ee -V baths, daily. elios white 
. 10-15 min., daily. Electro-vapor ths, 
light 10 min., daily. X-ray, over feet or axilla, soft tube, often, short 
exposure, p. fr. N., €. 0. de | 
Hyperplasia (See Sub-Involution) 
Hypertrichosis (See Hairs, Superfluous) 
trophy, Turbinate ee ee | 
r pe platinum or gold needles, puncture, in lesion, both poles 
Gigs foocther 5-20 ma., (cocaine), 5-10. min., wkly. G. con., — 
steel needle, single, (see cut over Hairs), puncture in ee ee in 
hand, cocaine local anesthesia, 5-10 ma., 5-10 min., wkly. alvano- 
cautery knife, direct to lesion, wkly., p. r. n. 
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Hypertrophy, Prostatic (See Enlargement of Prostate) 


Hypertension (High blood pressure) eee 


H. f., auto-condensation, auto-conduction. Body magnetone. Avoid 


sparks to spine. Minin light bath. Magnetic wave bath. 
Hypotension (Low blood pressure) - 


H. f., sharp sparks to spine, body vac. elect. S. ins. S. Se and: ° 
roller = G.-8. co of. Electro-vapor bath. Red and white light 


bath. Body magnetone. Magnetic wave bath. 
Hypochondria (See Neurasthenia) : \ 


Get, and ¢ @. andie p66 dd & con., lab., + spine, — feet, 


10-15 ma., 10-20 min., daily. S. ins. S. s., spine. S. shower. S. 
roller, spine, 15 min., daily. Red helios light to spine, 15 min., daily. 


Ozol 20-40 min., daily. Do not use high frequency. Head magne- 
tone. Magnetic wave bath. . | 


Hysteria (See Neurasthenia, Displacements) | 
Lreat same way as hypochondria, but particularly examine for, and 
properly treat any uterine derangemenits, p. r. n. Do not use high 
frequency. Head magnetone. Magnetic wave bath. 


Hystero-Epilepsy (See Epilepsy, Hypochondria, Melancholia, Displace- 
. ments) | 


G. con., + on long spinal pad, (2x12), — abd., Bennett disc, or 


feet, 20-30 ma., 20-25 min., daily. Same with s. 
examine clitoris and whole genito-u 
which properly treat, p. r. n, 
wave bath. 
ICTERUS (See Jaundice, Liver Cirrhosis) 
Impaction, Fecal 


G. int., or alt., patient in knee-chest posture, fill bowel with water, 


ind. Carefully 
tinary tract for derangements, 
Head and body magnetone. Magnetic 











Back Pad. Hand: Pad 





; se Colon Irrigating Set. 
insert a long colon tube elect., (see cut), high up, attach to one pole, 


other to abd., or back pad, 20-80 ma., slowly, int., or -alt., 15-20 
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- Es a eee me = fa 
Seah es v¢ Fl Fe aT 
? = A ye al ae 


- impetigo (S | 
- Impotence (See 5 


‘1 for 5-10 min., daily. Usually first sitting enough. 
i ae hand pad, (see cut), massage, lab., over colon. S 
£ prim., or sec., (coarse coil), from back, to abd., 10-15 min., 
oe a oo on front to back, (see cut), daily. 

cne) -- 
A ae nate Hemorrhoids, Ataxia, Debility) 
ae 4 but a aint the cause must be found ae us 

a d the conditions treated, p.r.n. C. g., and g. ii eC i 
es Ozol, 30 min., daily, to improve the blood. ef - 
Prat ac or bay elect., 10 min. daily., spine and perineum. Mag- 
re +» O; | 


netic wave bath. 


times Pe 
Local roller o 


| i 1 Bladder Irritable) 
I i f Urine (See Urine Incontinence, : 
spine, — feet or perineum, 10-15 ma., 5-10 ee 
G. ee or bladder or rectum, or above pubes aes ae 
aie other pad on sacrum, mild dose, (med. coil}, 10- ic a 
ay S. s.. to sacrum, and spine, 5 min., daily; TC. f -xecta 
ally. 2585 
elect., and spine, 10 min., daily. 






SPECIAL HIGH FRE- 
QUENCY TUBES 


Scrotum, Bust, etc. 











Penis “8 Prong.” 


Indigestion (See Atony of Stomach, Dyspepsia) 
i -partum) 
ia, Uterine (See Hemorrhage, Post par | ee 
. (coarse sec., or prim., bipolar, int.-ut., or one pole Be a ; 
Pier vag., or abd., 5-10 min., swelling mode, hourly. Repeat, p. fr. n. 


Infantile Paralysis (See Paralysis) 


i Pain, Appendicitis, Sprains) | | 

a . aoe stab., — opp., mild dose, short treatment, oe 

? be te S. spray, local, p. r. n. Helios violet light, 20 min., daily. H. 
S Body vac. elect., local, auto-condensation, p. fr. n. 


47 














Injections, Electric (See Impaction, Fecal) 


Insanity (See Brain Troubles, Headache, Hypochondria, Hysteria) 


Ge. mild ete, daily, Pi ue It inamacal: theat.-<amie- ac EOlas 


hypereemic headache. If melancholic: treat-same as for aneemic head- 
HENS 2ins. and Spray... S. S., to Spine, 10=15 min., daily. Electric 


light general bath. Russian violet light. Bennett head magnetone, _ 


*0-30 min., daily. Magnetic wave bath. 


Insomnia (See Brain Troubles) 


— G. con., + to forehead, — nucha, 2-3 ma., 10-15 min., daily, in eve.: 
or + nucha, — epigastrium, c. g., 0-10 ma., 5-10 min., daily; or + 
to 7th cervical vertebra, — coccyx, 10-15 ma., 10-15 min., daily. S. 


vib., Bennett method, hand padss-|4t0 spine, or nucha, — feet, (espe-- 


cially good for cold feet), 10 min., daily. H. f., body elect., forehead, 
temples, nucha, spine 5 min., auto-pad, 20 min., daily. p. r. n. Head 
magnetone. Magnetic wave bath. : | 


Insulation for Needles 


Coat all but points with shellac. Dry till hard, and use in Bennett _ 


needle holder. 
Intercostal Neuralgia (See Neuralgia) 
Interstitial Diffusion, Metallic (See section two) 
Intestinal Diseases (See Constipation, Diarrhoea, Impaction, Obstruction) 


Intestinal Obstruction (See Impaction, Obstruction) 
-Iritis (See Eye Diseases, Iritis) 


Spinal Sarger- 
Brown’s block tin 
back pad. » 





Irritation, Spinal (See Spinal Meningitis, Neurasthenia, Sexual) 
G.-¢on.,--— mucha, — sacri, Or feet, 10-15 ma, 10215 min., daily. 


C. g. S. vib., Bennett method, + spine, (2 x 12 pad), == feet, 10-15 | 


min., daily. Helios violet light, to spine, 15 min., daily. Body mag- 
netone. Magnetic wave bath. | 
JAUNDICE (See Liver Cirrhosis) : 
Gf Gint lab. massage roller, or sponge pad, — over liver, + 
feet, 10-20 ma., 15-30 min., e. o. d. S. vib,. Bennett method, + feet, 
abd 15 min., daily. Ozol, 30 min., daily. 
Joints Enlarged (See Arthritis Deformans) : : 
Tf paintuls G: con, + to joint, — distant. If not painful: — to 
joint, + opp. G. con.,. potass. iod., sat., sol., — on Bennett phoric, 
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4 m + Opp. ; Cat: ; 


_ KELOID 


 Keratosis 





“a 
ei 
i 


s Kidney Diseases (See Bright’s Disease, Diabetes) 





ie 
“es 


10-20 ma., 10-20 min., daily. Helios violet light, 1. 
‘n., daily. Bennett arm or leg, magnetone, 30 min., daily. S. vib., 
min. : 


Bennett method, + to joint, if pain, — if not, other pole distant, 
enn ’ | 


5-15 min., daily. 


d fie 8-10 in. away, 5-10 min., daily. With a soft tube, 


X-ray, me s good. 


uust produce slight vesiculation, sometimes repeated. Prognosi 
J 
H. f., sharp, sparks. Ful. 


E Keratitis (See Trachoma) 


X-ray soft tube. Treat same as trachoma. Slight stimulation only 
-T : : ° 


needed. If over treated, makes worse. Ray, p. r. n. 


X-ray, soft tube, mild, just enough to get slight dermatitis | only 
eoauired. Prognosis good, especially senile form. 


F.. sec., mild, int., 60 per min., back to abd., 30 min., daily. Body 
magnetone, magnetic wave bath. | 
Ozol, 30 min., daily. 4 















Neiswanger’s Phoric Cervix with perforated hard pup 
ber ball. Platinum terminal which should be covere 
with moist cotton for treating lacerations of the cervix, 

* with thiosinamin. 


LACERATIONS, CERVICAL (See Erosions, Scar) 
Lachrymal Duct, Stricture of (See Strictures) 


3 Lactation, Deficient (See Galactorrhea, to produce) 
4 Lactation, Excessive (See Galactorrhcea, to decrease) 


Lateral Sclerosis (See Paralysis, Hyperesthesia of Skin) | i 
Hydro-electric baths. G. con., 15-20 ma., 10-20 min., €. 0. d. v. &., 


’ B= sodaily, 10-15 ma. -G. con., —-spine pad, (2 x 12 in.), 4 feet, 18-20 


ma., 10-20 min. e. 0. d. Helios violet light to spine, 15 min. daily. 
Body magnetone. Magnetic wave bath. : 
Lead Paralysis (See Paralysis) 


Lepros < | 

oe med. tube, 5-10 in. away, 5-10 min., daily, follow with helios 
violet light, 15 min. ~ 
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Leprosy ; : 
The X-ray is being used with excellent results by 
eatly stages. It is yet too soon to report prognosis. 


Leucorrhea, Uterine (See Metritis, Displacements, Sub-Involution) | 


G. con., ++ bare copper tip, int-ut., 
10-20 min. e. 0. d., 


nickel or altiminum 
e. o. d. Hydro-electric douche 
the cause” and correct. 


— abd., Bennett disc, 15-25 ma., 
reverse poles, 1-2 min., to loosen lip. -G:; “cons 


Hi. f. vag. vac. elect. 15 min. 0G 





Electric Vaginal and Rectal Irrigator. 
or any fountain syringe. 











6 Olives and Statt, copper or zinc. 


Leucorrhea, Vaginal | 
| G. con., + copper tip covered, vag., 
15-20 min., e. o. d. G. con., 
above. Hydro-electric douch 

- elect., 15 min. e. o d 


Leukemia 


— abd., Bennett disc, 15-20 ma., 
— nickel tip, bare lab., vag., + abd., as 
€, soluble elect., p. ‘r. n. H. f, vag. vac. 


X-ray, med. tube, over spleen .and long bones, 10-15 min. daily. Odzol, 


80 min., daily. Auto-condensation, Body magnetone. Magnetic wave 
bath. 


Lichen, Planus, and Rubra 


FH. f. body vac. elect. mobile. Body magnetone. 


Magnetic wave bath. 
Lipoma | 


X-ray, med. tube, 5-10 in. away, 5-10 min. 


; daily Ole, O..d:, porn, 
Lithemia (See Gout) : 


00 








many operators, in. 


tip, — int.-ut., + abd., 10-20 ma., 10-20 ‘min., : 
, with soluble elect., daily. “Find out 








es : fatundice) 
Liver aie es eee liver. + back, stab., 10-20 ma., 10-20 muin., 
. CG. f. . int., °9 


4 ly, slow int. S. vib., Bennett method, — abd., + feet or back. 
4g ily, slo sae 

a as 30 min., daily. | 

2 Diseases (See Liver Cirrhosis, Jaundice) 

Liver : 


















4 1’s Carbon fot bleaching the | skin 
: See Cholasma) | - ee Orin 
fever Spore & sponge to spots, lab., -- in hand, 5-10 a ae 

3 Bae. Ozol 30 min. daily. Electro-vapor baths, e. 0. d., p. T. 1. 

me 6«(daily. ’ 


q ‘ 164, 165) 

af Anesthetic (See pages 164, ‘ . ki 

a s tor Ataxia (See Lateral Sclerosis, Hypereegthesia of ee aes 
a, : ————- CO spine pad, (2 x 12 in.), ap feet, 10-20 oe S St 
4 a Hydro-electric bath. Eee eG au ; Ee 
oo ; i d roller Mifl., : ; 

: : ly3eS.7S ray, av , ; eas 

spine, mild, 5 min., aes ne the pains of many will be relieved. 


if any, cases, will be @fol innate 


H. £. body vac. and auto-pad, 5-15 min. ae Pact. - 
3 Fons, 30-60 min. daily. Magnetic wave bath. 


4 Lumbago (See Rheumatism, Muscular) 


bd. 10-20., ma., 5-15 min., daily, often one seance is a ue 

vi let fee over back, 15-20 min., daily. H. f. body a ee 

a ad, 10 min., p. r.n. Body magnetone. Magnetic w 

oe auto p Oy, °y : eae 

- Lupus (See Tuberculosis) : a ee 

a bare copper tip to lesion, /ab., : 

: i! =e turns green. Dip tip into brine, fe hasten ae 

ee an oxy-chloride of copper, ana. X-ray, with oe ee a 

tect healthy parts. Ray daily, or e. o. d., p. F i. Hae } oes 

min., soft tube, till gray exudate appears, then less 0 a se Saas 
ae 1-6 mos., or till cured. Follow each radiation wi a 

. Russian Hiclet light, 15-20 min., to hasten effect, and prevent burn. 

4 fe ful, | 

4 Lymphatics, Enlarged (See Glands, Enlarged) 

3 MALINGERING (See section two) 

. Mammary Cancer (See Carcinoma) 


saa 


= 


Mania (See Brain Troubles, Insanity) 
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in, — in front on 
G. con., -++ sponge pad, lab., or stab., to back over pain, — 1n 








Marasmus (See Debility, General) : 
Ge..e. 1 and co S. ans. Ss S., spine. S. roller, 
A020! min. daily. General tonic treatments. 
Electric light baths, S. cage. Magnetic couch. 
Stimulate catalysis, and tissue metabolism. H. f. 
Magnetic wave bath, : m 


Electro-vapor baths. 
Body magnetone., 
auto-condensation, 





VES 


Hand Pad, soft rubber back. 


Roller. 


Massage, Electric = 
Bipolar roller may be used local, or one pole to body of patient, stab., 
other to roller, or sponge pad, and applied by operator, lab.; or oper- 
ator may hold other pole in his left hand, and apply his right hand 

as an elect., with massage, called “The electric hand.” | OF ak 


Mastitis (See Abscess, Mammary, Galactorrhcea, to diminish) ~~ 


Mastoiditis (Mastoid Abscess) 


H. £. white vac. body elect., over mastoid, 30 min., p. r. n. Auto- 
condensation. , 7 S | : 


Melancholia (See Headache, Hypochondria, Insanity) 
G. con., — nucha, + spine or feet, 10-15 ma., 10-20 min., e. o. d. 
Gut. Ss: spine. S: spray and roller, 20 min., daily. Helios red light 
bath. Electro-vapor baths, daily. Ozol, 30 min., daily. Do not use 
high frequency. Head magnetone. Magnetic wave bath. , 


Meningitis (See Brain Troubles, Spinal Meningitis) : 
“G. con, ++ parietal, — under ear, 1-3 ma., 2-5 min., daily, or — 
sternum, ++ back, 5-10 ma., 10-15 min., daily. S. ins., S. shower, 15 
min., daily. Russian violet light to nucha and spine. Bennett head 
Magnetone. Magnetic wave, 15 min., daily. H. f. auto condensa- 
tion, p: r. n. | | : | 
Menopause, Disorders (See Neurasthenia) 
G. con. = int.-ut., ++ abd., 20-40 ma., 20-25 min., wkly. F. sec., 
same way. 5S. ins. S. shower. S. s. spine, S. surge. S. vib., Ben- 
nett method, + abd., or feet, 10-15 min., daily. Magnetic wave bath. 


Ozol, 30 min., daily. H. f. body vac. to spine. Auto-condensation, 
“0 min. daily, p. r. n. : 


- 


a2 

















Med. doses, : 


Be: 


genorrhagia 
» 5-20 min., €. 0. 


(See Hemorrhage, Post-Partum, Uterine) . ae 

o e e ° : e tte Se a ; i oh i Le 
copper, tin or zinc tip, bare, int.-ut., | | 
ae = Reverse poles to loosen tip. Repeat, p. r. n. 








Goelet’s Copper, 3. Sizes. 


e Displacements, Leucorrhcea, Sub-Involution) ~ 

| +. bare copper or zinc tip, int.-ut., — abd. poe iSC, 
: ° aa an 10-20 min., e. o. d. G, con., — int.-ut., + abd., or sacrum, 
B 2,0- sf , 5 , 


© 45-30 ma., 10-20 min., e. o. d. 


Vv fetriti s ( Se 


a i- and Para-, Acute ae 
ritis, ae fine coil), bi-polar, int.-ut., and vag., 15 min., daily. 
: Soe way. G. con., + abd., — sacrum, 20 min., daily. 

in., : 


Met 


ia 
«, 














Cup for Uterus, plated or copper. 


; etritis, Sub-Acute, and Chronic (See Metritis) 

‘Metrorrhagia (See Menorrhagia) — i : 
iicturition Frequent (See Bladder, Irritable, Urine, Incontinence) 
MMi graine (See Neuralgia) | | | : | 

P Miscarriage (See Abortion, Hemorrhage, Post-Partum, Obstetrics) 


Moles (See Growths, Small, Carcinoma, ee ee ee 
3 3 Ch c se ’ é 
2 ., steel needles, Bennett holder, —-_un er base, 

Be ei min., p. r. n. Reinsert needles at right angles, and repeat. 


-~ One sitting enough. 





Kelly’s, for 4 needles. 


: Eiioles, Hairy (See Hairs, Superfluous, Neevus) 
_ Remove hairs first, then treat same as a simple mo e 
the removal of the hairs alone will remove the mole. 
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If small, often 
Ful. 





























Muscular Atrophy (See Atrophy, Muscular, Massage) 
F. sec., massage, electric hand, or roller. G. con., spine. G. =. and 
St | 

Muscular Contractions and Cicatrices (See Contractions, Scars) : 

G. con. — over lesion, lab., + opp., stab., 10-15 ma., 10-20 min 
daily. Electric massage, p. r. n. 

Myalgia (See Rheumatism, Muscular, Lumbago) 

Mycosis, Fungoides : ? 
X-ray, soft tube, moderate radiation. Almost a specific. Helios 
violet light, 15 min., daily. ; 

Myelitis 


min., daily: Ozol, 20-30 min., daily. 
NAEVUS, Hairy (See Moles, Hairs) | 
Usually fine and brown. Remove hairs, singly, and if mark remains, - 


treat same as port wine mark, or mole. X-ray may also be used, but 
is very slow. ee 


Needle Disc for removing Pigment- 
ary nevus or wine marks, 





Neevus, Port Wine Marks (See Blemishes) : : ‘ 

G. con., — steel needles, in nevus elect., (see cut), needles driven 
into mark vertically, + near, 2-5 ma., 2-5 min. Move needles around 
to different places. Several seances best, if extensive. Allow one - 

_ Spot to heal before treating again near it. G. con., ana., 5-10 ma., 

_ 9-10 min., with Bennett phoric, cocaine, preferably used first. Chro- 

_methylate sodium may be applied afterward to hasten effect. (See 
note.) Neevus needles leave numerous minute punctate scars, which 
are not as much.a blemish as nevus, and which gradually disappear, 
in a year or two. H. f. ful., p. r. n. : : “ 





Nevus, Vascular 


G. con., — steel needles, Bennett holder, from 1-10 needles intro- 
duced, under base, and parallel to surface, + near, 5-10 ma., 5-10 
Mitts: ps ft. 1. Remove needles, and reinsert them, at right angles to 
Ist insertion, and repeat dose. One seance usually enough. First use 
cocaine, ana., local, with Bennett phoric, to prevent pain, 5-10 ma., 
o4 








\a 


G. con., + nucha., — lumbar spine, 5-15 ma., 10-20 min., daily, : 
G. alt., spine to sternum. S. s., to spine. Helios: violet light, to Spine, — 4 
15 min., daily. Body magnetone, 30 min., daily. Magnetic wave, 30 a 


éE con., -- small cotton or sponge elect., to se oa 
thylate sodium, — near, 5-10 ma., 5-10 ee eos 
use sodium alone. Apply lightly to surface, being : 
ee ch ding skin. Allow to dry. Surface blackens an 


oun | 
not to ae cepest p. 7. n.,-till cured. In any treatment a My 
eels a scab to be picked off. Keep it soft with yellow oxide 
allow 


it falls off it leaves a healthy granulating 

ed ee con aes antiseptics, and Minin violet a 
aaa a White scar results, which gradually turns red, ee 
Pie al color in from six mos. to a yf. pee ae 

oe aa petals 

aa ive S, pe i prepared as follows: Take equal 
oe aA oe of chromic acid, and ethylate of sodium, and mix in 
ee. a bottle, with a few drops of water. Heat generates, . 
i os | laces when cool, and deliquesced, it is like thick, dar 
a ee stoppered, and thin as needed, and apply ae 
eo: Bo tpick It takes several days to prepare, and the older 
1 : 


it is the better it works. 





~ 5-40 min. 
with chrome 


* 


} ee ae +. and needles, platinum, close together, puncture (after 
a “CON. — es, . 
cocaine), 5-10 ma., 3-5 min., €. 0. ad. 3G, cautery, pe i a 


a Stricture (See Strictures) 
a . con., — wkly, same as for stricture elsewhere, p. fr. nl. 
a 45 °9 >) 


a ‘Nasal Hypertrophy (See Hypertrophy, Turbinate) | 

q G.. same as above, or linear galvano-cautery. 7 

j ~ Nervous Diseases, Functional (See Functional Nervous Diseases) 

q Nettle Rash (See Urticaria, Hives) 

4 lgia (See Pain, Head Pains) a oe ; 

- 1. to pain, lab., or stab., — distant. On head: 3-5 ma., : 

in daily On body: 10-30 ma., 10-20 min., daily, 2 i sec. See 

ie fine coil), or sin., same as above. S. shower, or spray, a 
min., daily. S. ins., 15 min., daily. G. con., ana., — Bennett Pp : 
eine chloroform, or aconite, local, 5-10. ma., 5-10 ae 2 i 
Bennett magnetone, 5-20 min., dailye. Wasa t: body vac. elect. t . 
auto-pad, 15 min. daily. Magnetic wave bath. 


Neuralgia, Hysterical (See Hysteria) 


Neuralgia, Trigeminal 
G. con., + to pain, — nucha, 3-9 ma., 
| . 55 


5-10 min., hourly, till relieved. 











é Ana., Bennett phoric, cocaine 
min., — in hands. S. spray, local, 10 min., daily. 
15 min. daily. Bennett head magnetone. 
body vac. elect. to part. Auto-pad, 15 min. daily. p. r. n 


Neurasthenia Cerebral (See Brain Troubles, H 
G. con, == to forehead, — nucha, 2-5 
same as for anemic headache. 


Do not use high frequency, 
Neurasthenia, General 


G.con., --to head, neck or Spine, pr a coccyx or feet. C. g.. 
ff. -S. shower» S: ins., 20 min., daily. S. s., and roller, to spine, 
mild, 5 min., daily. S, surge. S. vib., Bennett method, e. o. d., or 
daily, p;.rs on: Electro-vapor baths. Electric light baths. Bennett 


magnetone. S. cage. Magnetic wave bath. Ozol, 30 min. 
Do not use high frequency. 


Neurasthenia, Sexual (See Flypochondria) : 
G 200m. | fo stecl cound i; Urethra, = sacrum, 5-8 a.) e090 <d: 
_G. con., ++ spine, lab., — feet, 10-20 ma., 10-20 min., daily. S. surge. 
S. vib. Bennett method, +- to spine, or perinenum, — feet, or crown, 
10-15 min., daily. Begin with short vib., and slowly lengthen. Do 
not use high. frequency. Body magnetone. Magnetic wave bath. 


Neuritis (See Neuralgia, Brachial] Neuritis) 


Neuroses (See Functional Nervous Diseases, Writers’ Cramp) 
Non-Development (See 
OBESITY 


Electro-vapor baths, with electric massage, daily. Local vapor bath. 
S. surge, to abd. Sin., and f. sec, (coarse coil), lab., over abd., 15 
- “min., daily. G.-£S, cage. Electric light baths. ¢. Oa Wl he autos 
pad, 30 min. daily. Body magnetone. -Magnetic wave bath. 
Obstetrics, Uterine Inertia (See Hemorrhage, Post-Partum) 
> Tt. sec. int ut. and abd (short coarse coil) swellin 
min., till contractions occur. Repeat hourly, 
bipolar, int.-ut. 
Obstetrics, Post-Partum Hemorrha 
Treatment same as above. 
Obstetrics, Retained Placenta, or Foetus 
Treatment same as above. ; 


Obstruction of the Bowels (See Impaction, F ecal) 
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Atrophy, Bust and Penil Development) | 


g mode, once per 
as needed, p. rn. F; SCC.7 7) 


ge (See Hemorrhage, Post-Partum) 








or aconite, over pain, 3-5 ma., 5-10 
Helios violet light; 
Magnetic wave bath, H. f. 


ypochondria, Fleadache) 
ma., 3-10 min. daily. Treat 


» datly 


Wea 


7 - Intestinal (See Impaction, Fecal) 

- Neuroses (See Writers’ oo) 

BI ajures (See Eye Diseases) 

poular ‘ts, Paralysis (See Paralysis) 

_ Stricture (See Stricture) 

Atrophy (See Eye Diseases, Optic Atrophy) 
Optic ; 


| 1 






_——_ —_—————— 


Scrotum cup for 1m- 
potency, varicocele, etc. 
Filled with water of 
any medication and at- 
tached to any battery. 


~ 





<7 
4 
re 


Ee M ~  QOverall’s Cup, hard rubber. 
4 lain Mug. 
= Bennetts Porce 












| ., 10 min. datly.. ee : 
2 Saad : ao — to mug bath, with sol. potass. iod., cat., aE 
HRONIC: G. -) - 


back, 5-10 ma., 5-10 min., daily. 







Bp yaralgia (See Neuralgia, Pain) 


| a., 15-30 

back, stab., 10-20 ma., é 

+ over ovary, Of In vag., ‘ ke abd: 
i, F, sec. (long fine coil), or sin., front to bac 






SS 


ic irri ringe. 
Neiswanger’s vaginal phoric irrigator. For any SY mee 
1 ’ 
roe treating fibroid tumors, inflammation : 
tubes, etc. 


: :  lbemin: 
10-15 min. daily. Magnetic wave bath. H. f. body ne : 


daily. Auto-condensation. 


FOvaritis (See Ovaralgia, Pain) ; 


3 BT. 














Ozena 


H. f. nasal vac. elect., 5 min., daily. Ozal. daily, 20-40 min. 
PAIN 


P. P. P. Always remember, g. con., + to pain. F. sec. (long ; 


fine ‘coil).. Sin.; local. S, spray. G. con., ana., cocaine, in Bennett 
phoric, 5-10 ma., 5-10 min. Helios or Russian, or Minin violet light 


over pain. Bennett magnetone. Magnetic wave bath. H. £. body 4 


elect., 5-20: min.; pr. n. Auto-condensation. 





Sharp’s Nasal, double. 


Pannus (See Eye Diseases, Trachoma, Keratitis) | 
G. con., + to cheek, stab. (under surgical anesthesia), — to lesion, 
lab., slowly moving, 2-3 ma., 3-5 min., repeated, p. r.n. (See lesson 
28, page 4.) | | 
Paralysis, Diagnosis and Prognosis (See section two) 
Paralysis | 
G. con., + stab., over sternum, — lab., over affected areas. Mod. 
dose up to tolerance. Repeat, p. r. n., but NEVER treat till all inflam- 
mation has subsided. : as & 
AGITANS: G. con., + to forehead, — nucha, 8-5 ma., 5-10 min., daily. 
Or -++ sternum, stab., — spine, lab., 10-15 ma., 10-15 min., daily. 
S. spray. S. shower. S. ins. S.s. To spine, 15 min. ‘daily. Helios 
violet light to spine, 15 min., daily. Magnetic wave bath. H. f. 
auto-pad. : | : 
APHASIA ACUTE: (See Aphasia.) G. con., + over Brocha’s speech 
center, — behind opp. ear, or on nucha, 3-5 ma., 3-5 min., daily. Se 
ins., 10 min., daily. 
APHASIA, SuB-ACUTE, OR CHRONIC: (See Aphasia.) G. con., — stab., 
over left 3rd frontal convolution (Brocha’s center), + on nucha, or 
_ opp. mastoid process, 3-10 ma., 5-10 min., daily. Increase and de- 
crease mode very slowly. Bennett head magnetone, 30-40 min. daily. 
S. spray. S. shower, 15 min., daily. Magnetic wave bath. 
BULBAR, CHRONIC: G. con., between mastoid processes. Change di- 
rection at each treatment, or several times at each treatment, without 
shock. G. con., to brain, long., trans., or diag., 5-8 ma., 5-10 min.,. 
daily. G. con., to pneumogastric nerve, + in fossa under left ear, — 
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i i : ., to sympathetic nerves 
5 ma., 3-5 min., daily. G. con., 
a ees 5-10 ma., 5-10 min., daily. Same through ee 
E ae an reson of throat, 5-10 min., daily. G. alt., slow oa 
ve o ee min., 5 min., daily, to throat and neck. F. prim., wit 
mud, ? 


lectric hand massage, externally, from throat to hands, 5 min., daily. 
electri ) : 


P( See Aphasia, Massage. ) 


Aphonia), f. 
| . Electric hand massage (See Massage, £ 
ee int or sin., or s. ind., using hand as elect. with skin and 
ae a Anau externally, over throat muscles, lab., or apply two 
an oe pads, lab., on opp. sides of throat, 5-10 ma., 2-10 min., 
SM 3 3 : 


daily. 


facia: G. con., — lab., over exit of nerves in front of ear, -+ nucha, 
ACI e ° °9 ° 


‘ctab., 2-5 ma., 5-10 min., daily. F. sec., electric massage to affected 
a ries 5 ae daily. S. spray, to cheek. 5. surge, or Ss. bee Ben- 
et method, __ cheek, + hands; or — to cheek, -> crown, o min., 
daily. 

HEMIPLEGIA : 3 | 
on temple, and under ear, lab., 3- 


: : } ha ooh — 
Brain Troubles.) G. con., -- nucha, : 
oe 5 ma., 5-10 min., daily. (Only after 
all inflammation has subsided.) G. int., or I. SEC. ee coil), ne 
fected muscles, with mild massage, electric hand, local, to prev - 
ve hy. 5-10 min., daily. S. s., or roller, to spine, and muscles, 
a daily or €.0. d:, pet, n. Bennett head magnetone, 30-40 min., 
min., ; . O. a, 
daily. Magnetic wave bath. | — ae 
Be car: (See Hysteria.) G. g., g. f, c. &. : a ae a 
roller, to spine and muscles. S. shower. 5. ins., 15- - ape 
In Pome correct uterine troubles. (See Displacements. ) y 
tone. Magnetic wave bath. 
ee : ee lab., — over affected areas, As Opp., 5-10 ma, 
fas min : daily. G.g,c.g. F. sec, (coarse coil). Electric hand 





massage. (See Massage.) Place child in s. cage or Bennett ee 
netone, 30-40 min., daily. H.f H. f. fine sparks, body vac. elect., 
ir, n. Magnetic wave bath. 
1 eee G. int., lab., + abd., roller, or sponge elect., 
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= hack 























or rectum, stab., 10-15 ma., 10-15 min., dail 
: course of colon, and downward. Slow int., 
sec. (coarse coil), or sin., or s. ind., same way. 


Johnson’s electric irrigating oh 
outfit with syringe and tubes. 
for rectal, bladder and vaginal 
work, — / 








| 3 

Hypro-ELecrric Recrar INJECTIONS: (See Impaction) in knee- 
chest posture, — rectum, with long colon tube elect. (See cut above), 
+ abd., or back, with bowel full of normal salt sol. S. vib., Bennett 
method, + abd., — back, 5-10 min., daily : : 
Leap: G. con., hydro-electric, and vapor-electro baths, to favor active 
elimination. (See Hyperesthesia of Skin, Rheumatism, Gout. ) - 
OcuLar Muscies: G. con., — hydo-electric cup, or wet sponge, over 
eye, + nucha, 8-5 ma., 5-10 min., daily. F. sec. (long fine coil), 
mild, same way. S. ind., same way. S. spray, local, over EV: SS. 
short, to temples and neck, 3 min., 
++ to eye, with soft sponge elect., — nucha, or crown, 5 min., daily. 
CHSoPpHAGUS: G, int., — lab., to throat, external, -+- nucha, stab., 5-10 


ma., 5-10 min., daily. F, prim., same way. Electric hand massage, - 
| eae same. : : 


PARAPLEGIA: (See Brain Troubles, Hemiplegia, 
PERIPHERAL, FACIAL: (See Facial Paralysis. ) 


Pelvic Diseases, Inflammations, Exudates, Adhesions (See Metritis, Sub- 
— _Involution, Displacements) | 


G. con., — vag., + abd., Bennett disc, 20-60 ma., 10-20 min., e. o. d. 
G. con., + abd., — back. (See Amenorrhea.) H, f. vag. vac. elect., 
15 min., e. 0. d. Magnetic wave bath. | 

Pelvic Peritonitis, Chronic (See Appendicitis) 
Treatment same as above : 


Ataxia, Sclerosis.) 


e 


Penis, Non-Development (See Atrophy, Bust Development) 


G. con., — to penil developer (see cut), + back. Mod. vac., 5-10 
ma., 5-10 min., daily. G. con., to mug elect., (See Orchitis), + back, 
0-107 ima. 5-10 Inin., daily, sec., same way. S. vib., Bennett 
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y. Move abd. elect. along 
60 per min. F- prim., or @& 


daily. S. vib., Bennett method, — 


d to penis, + back, 10 min., daily. (See Spermatorrheea, 
HOG y= ’ ee 2 | 
 ichia: Sexual.) H. f. penis, vac. elect 
































a7 Glans, Anesthesia (See Anesthesia, to relieve) (See cut.) 
- ec., locally to glans with wire scourge, p. fT. n. 
b. . SCC., 


Ag / 


 Phiebitis | 
‘Lee magnetone. : 
at body vac. elect. mild, p. r. n. 


q Pigmentation (See Blemishes, Nzevus, Powder Marks) 





Ba. 


% 


4 Piles (See Hemorrhoids) 


' Pleurisy t to back, 5-10 ma., 10-15 
4a G. Con., + to pain, — distant; or from fron H. £. body 


min., daily. Helios violet light, to side, 15 min., daily. 
vac “through clothing till skin reddens, p. r. n. | 
3 pe oalgia == tice. — hands, 10-20 ma., 10-20 min., daily. 3S. ae 
4 a ae Bennett method. -++ foot, — back; or crown, 15 min., daily. 
OT ° °9 : 

| Look for soreness in sacral spine. 

- Polio-Myelitis (See Myelitis) 

g Post Fracture Conditions 

a Operative Conditions _ oo oe 

= ae body vac. elect., 10 min. daily, auto pad., p. fr. n. 


) i trics, 
 Post-Partum Hemorrhage (See Hemorrhage, Menorrhagia, Obste } 
Bt Ost- 

a Uterine Inertia) 


7 ; Removal (See Blemishes) ae Hi 

.  . — Bennett needle holder, or Nevus elect. (See Nevus), 5 

* . con., — 

gq ‘ma., 5-10 min., wkly. .(See lesson 29, page See . 

: Pregnancy, Extra-Uterine, Tubal (See Gestation, Ectopic) | 

ee ee : ternum, stab., or over stom- 

nder left ear, — top ste 5; Stabs, 

ae ee ae. pe ne Ore Over stomach — back, 10: 15 
oe 15-20 one p. r. n. daily. Magnetic wave bath. 
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Prevention of X-Ray Burns (See Burns, X-ray, to prevent) 
Priapism 


«4 


% rr 


AK) 
\ 
/ 


.. 
N 
SANS SS 


NS 





i) var A symptom only, of some diseased condition of the urethra, prostate, YZ & 
| or bladder, or indirect from the genito-urinary spinal center. “Find a Rs 
out the cause,” and give sedative electric treatments, central and RY 
peripheral. 8 hy 7 | 
Procidentia (See Prolapsus Uteri) 
Proctitis 


° wok 


SSses® 
Se 
. 
Lid 
0 2 


G. con., -+- in rectum with soluble hydro-eleet., No. 3 tip, —— back, 
|. 3 5-10 ma., 10-15 min., daily, for the phoric interstitial copper effect. 
/ - Hi, f. rectal vac. elect., 10 min. daily. 


_ Prognosis in Peripheral Paralysis (See section two) : 
Progressive Muscular Atrophy (See Atrophy, Muscular) 


FASS SY 
SE 





“ete 









Hancock’s long Sigmoid. 





Prolapsus, Rectal 


Sin., or f. prim., or f. sec. (coarse coil), or g. int., slow. Bipolar 
—elect., in rectum, or single pole in rectum, other abd. Mode strong 
enough to cause muscular contraction, 5-10 min., daily. Soluble 
hydro-electric douche, No. 3 tip. H. f. mild spark to cause retraction. 

| Then rect. vac. elect., 10 min. daily. 
Prolapsus Uteri (See Amenorreea) 


G. int. — int-ut., + back, or abd., Bennett disc, slow int., 10-20 


ma., 10-20 min., e. o. d. F. prim., and s. ind., same way. H. f. vag. 
vac. elect., 10 min. daily. 








- 


in bladder Prostatic phoric electrode in rectum. 
in bladder. ) 




































| 3 Goelet’s Bipolar, plated or copper. 

Prostate Gland, Enlargement , | 

G. con., — prostatic phoric elect., flexible copper wire covered with 
cotton, wet with sat. sol. potass. iod., inside tube, in urethra, or rectum, 
-++ back, 5-8 ma., 5-8 min., e. o. d., or Wkly) pir 1G: con., + in 
rectum, opp. gland, — sponge pad on perineum, 5-10 ma., 10-20 min., 
e. 0. d. X-ray, to perineum. Bidet chair. S. vib., Bennett method, 


— perineum, + back, 5-15 min., daily. H. f rect. vac. elect., 10 min. 
daily, p. r. n. 





i tatic copper con- 
’s Bipolar, Vaginal and Pros 
aon ried abies is vulcanized on the copper contacts 


and are absolutely perfect. - 
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Neiswanger’s Urethral Phoric with 18 and 24 french ibys 
Olives. 
































Neiswanger’s Phoric, copper center, with outlet on all sides. - 


Prostate Gland, Granular (See Gonorrhea, Gleet) 
Treatment same as above, but with co 


Pper wire only, in phoric elect., 
wet with normal salt sol. 


G. con., + with hydro-electric soluble set. 
Prostatitis, Inflammatory (See Inflammation, Prostate, E 
Proud Flesh (See Ulcer, Lupus) 

_ Pruritis (See Eczema) 7 te | 

G. con., + to lesion, lab., — opp., stab., 5-10 ma., 5-10 min., daily. 
FP’, sec. (long fine coil), or sin., same way. SS. spray, local, 10 min., 
daily. Magnetic wave bath. Magnetones. | 
PUDENDAL: Bidet chair bath, violet light. 


treatments, daily. Protect surrounding parts, with Allen shield. 
H. f., surface vac., elect., local, daily. | See 


Pseudo-Leukemia (See Leukemia) 

Psoriasis (See Eczema) - 
G. con., + Bennett phoric, with witch h 
5-10 ma., 5-10 min., daily. Russian or helios violet light, 15 min., 
daily. Electro-vapor baths. Ozol, 30 min., daily. X-ray, soft tube, 


mild radiations, to slight erythema only, required to relieve the itch- 
ing. H. f., surface vac., elect., local, daily. 


Pterygium (See Eye Diseases: Pterygium), 
: 64. 
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RE 
x 
' aq ‘ 


X-ray, soft tube, short ~ 


azel, or antiseptics, local, 


z - 


RECTAL ELECTRODES 






3 | , ‘Is) 

AT y (See Tons 

5 :.. L DISEASES (See Erosions) | 
se FissuRE: (See Anus, Fissure). 
a MMATION: (See Proctitis). 
Pe ceuois: (See Hemorrhoids). 
3 ysis: (see Paralysis, Intestinal). | 
Be sus: (See Prolapsus, Rectal, and Uterine). 
eee (See Stricture). 

TJLCER: See Ulcer). 


Curved Copper. 


‘ P. kK 





~ Copper, Giratgeht, 
jong. 
all metal. 

eis Long Curv- 
d, Copper. 

Rice’s new, Copper. 
Neiswanger’s copes: 
Steele’s Copper wit 

dle. 
Nan Snyder's long, 


er, 
Same, short, Copper 


es, 


; io O 
© Reaction or Degeneration (See section tw ) 


Reaction, Normal Muscle (See section two) ee 

Artificial, to induce (See cut, secto ; ae 
| bove collar bone, at bottom or a 
(as shown at A), other pole below : 
long costal cartilages, on left side. 
d lowering either pole, 10-15 


Respiration, 
Fr sec., one elect. just abo 
mastoid muscle, on right side 
of sternum (as shown at E), ora 
“Make and break circuits by raising an 
times per min., continue p. fT. 0. - 

Retained Placenta (See Abortion, Hemorrhage, 

Retro-Flexion (See Displacements ) 

Retro-Version (See Displacements) | | 

Rheumatism, Articular (See Sprains) oa ea 

Meate:. G..cou., + to. jomt... of lab., —- Opp., See 
in d i If very painful: — distant. S. spray, 5- 5 
aa Maegnetones. 
il i to-pad., p.t. n. Mag les. 
a = — ao ae a or lab., to joint, Bennett oe 
ee salts -- opp., 10-15 ma., 10-15 mun., daily. lect 
O reba) : ’ 
ithia Or | - 


ost-Partum, Obstetrics ) 




















hand massage. 


(See Massage.) 
min., daily. 


Electric light baths, 


Sis: 


general or local. Electro-vapor 


baths, daily or e. o. d., p. r. n. Helios violet light, 15 min., daily, 
Hi. f., surface, vac. elect. Auto condensation. . cou 
Gouty: (See Gout.) Magnetones. oes 
GONORRH@AL: (See Gonorrhceal Rheumatism). | | 


Rheumatism, Muscular (See Lumbago) 
G. con., + electric hand massa 
distant, 10-20 ma.,. 10-20 min, daily... S.s: 
ins., 10 min., daily. Use all the methods, sa 
above, p. r. n. Magnetic ‘wave bath. 

Rheumatoid Arthritis, with Deposits, and 
formans, Anchylosis, Gout) 

> G.. con, lab..¢ 
+ opp., 15-20 ma., 10-15 min., daily. S. s. 
‘H. f., surface vac. elect. 
netones. 


Ss: roller, to muscles. S. 


Anchylosis (See Arthritis De- 


Electric hand massage. 


(See all treatments for rheumatism. ) Mag- 
Magnetic wave bath. | 


Bennett magnetone, 10-15 


at., Bennett phoric, sat. sol. potass. iod., to joints, 


\ 3 


Se, or g. con., + lab., to muscles, —. 3m 


me as in articular form, 


Ringworm (See Eczema, Favus, Tinea) | : a 


G. con., + ana., copper or zinc tip, amalgamated, or plain, wet with: 

brine, lab., to lesion, — distant, till there is a green color. If on head: 

3-4 ma.; if on body: 10-20 ma., 2-5 min., e. o.d. Finsen light, local. 

Atay, local, soft tube. Eelios violet light, 15. min., daily. ie 

ptlbbace Vac. clect) = | 

SALPINGITIS (See Appendicitis, Inflammation, Ovaritis, Pelvic Dis- 

ease ) : 7 | 

G. con. + vag., carbon elect., — sacrum, 10-20 ma., 10-20 min., 

e. o. d., G. con., + abd., Bennett disc, — black (See cu 
theea), stab., 10-20 ma., 20-30 min., daily. 


Sarcoma (See Carcinoma, Epithelioma, Lupus, Moles) | 


G. con., — needles under base, + near (See cut page 172), 
£0-20 min., e.-o. d. Massey method o 
stitial diffusion is best. 


t, Amenor- 


10-20 ma., 
f massive zinc-mercury inter- 
(See lesson No. 29, page 3.) 


Seminal Emissions (See Emissions, Seminal, Spermatorrhcea) 
Sequelz to Acute Diseases (See Marasmus) , : 
Give general tonic, sedative or stimulating treatments, 


indicated, to stimulate tissue metabolism, catalysis, and res 
magneto-tonus, 


Scales in Colon (See Constipation) 
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tore electro- 
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q Bsc Cicatrix, Contractions, Nevus) 
r. Brachial Neuritis) : : : 
atica on stab., to sacrum or hip, — feet, 10-15 ma., 10-20 min., 
-. s, mild to nerve and spine. SS. spray, local to pain, 10 
pearly. faily i S. ins., 15 min., daily. Helios violet light, 15 min., 
7. Electro-vapor baths, daily. H. f. body vac. elect. Auto-pad, 
nin. daily. Magnetic wave bath. 

Pehus (See Carcinoma) 

sis (See Lateral Sclerosis, Paralysis) 

Foal Neurasthenia (See Neurasthenia, Sexual) 

Eagles (See Elerpes Zoster ) 

sock, Surgical, to prevent | : 
n iy ee body magnetones and magnetic wave bath for 2 hrs., 
Bictore all during, and 2 hrs., after the operation. Has invariably | 
B prevented shock or pyrexia, and sustains animation, requiring less 
9 anesthetic. 

ingultus (See Hiccough, Spasm of Diaphragm) 

; leeplessness (See Insomnia) | 5 
small Growths (See Blemishes, Epithelioma, Moles, Nzevus, Warts) | 
Bening, Cerebral (See Apoplexy, Aphasia, Brain Troubles, Hemorr- 
hage, Cerebral) | 
 G. con., not till after 3rd wk., + over site of pain, long., trans., diag., 
7 p. r. n., to influence tissue metabolism and promote normal circulation 
and absorption of clot; + to relieve pain, check hemorrhage, harden 
a and contract tissues, — to dilate, absorb, and relieve pressure. Ben- 
a nett head magnetone, 20-50 min., daily. Magnetic wave bath. 

Spasm, Bladder (See Bladder Irritable, Cystitis) | 

eG. con., -- over pubes, — sacrum, 10-20 min., daily. 

Spasm, Facial (See Neuralgia, Trigeminal) | a 
4 G. con., + above or in front of ear, — nucha, 3-6 ma., 5-10 min., 
| daily. S.-spray, 5-10 min., daily. S. shower, 15 min., daily. of, 
4 surface vac. elect., local, 5-10 min., daily. Bennett head magnetone, 
gi 20-30 min., daily. Auto-pad, 15 min., daily. 

Spasm of Diaphragm (See Hiccough) 

' G,. con., +. fossa below left ear, — top sternum, or over stomach, 
5-10 ma’, 0-10 min, tepeat, p. rn. G. con., + over stomach, - 
_ between shoulders, on back, or nucha, 10-20 ma., 10-20 min., p. r. n._ 
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Body magnetone and magnetic wave bath, 10-30 min. F. sec. (long ‘ 
fine coil), lab., stomach to back, 5-10 min., every 3-4 hours, Sin, 


same way. Auto-pad, 15 min., daily. | 
Spasm, Sterno-Cleido-Mastoid (See Torticollis) 


Spermatorrhcea (See Hemorrhoids, Prostate, Orchitis, Varicocele) 
G. con., + rectum, — abd., Bennett disc, 5-10 ma., 5-15 min., daily, 


ore. 0. d. G. con., + perineum, — feet. G. con., + spine, — feet 
10-15 ma., 10-15 min., daily. S. vib., Bennett method, + perineum, ~ 
— nucha, sacrum, or crown, 10-15 min., daily. F. sec. (long, fine coil), = 
or sin., mug water elect., to back, 10-15 min., daily. H. f. rect. vac, mm 


elect. 10min daily. Auto-pad, 10 min., daily. 


Spinal Meningitis, Chronic 


G. con., + nucha, stab., — down spine, stab., or lab., 5-10 min., daily. 4 
Flelios violet light, to spine, 15 min., daily. Body magnetone, 30 min., 


daily. Auto-pad., 15 min., daily. Magnetic wave bath. 


= eas 








EE : SS Ss 


Spinal, covered, long hard rubbe: a ad 
handle. Can be used under the clothing. Knagg Dorsal, block tin. 


Spleen, Enlarged (See Leukemia) 

__ G. con., — over spleen, lab., deep massage, electric hand, sponge pad, 
or roller, -+- sacrum, 10-15 ma., 10-15 min, daily. --8.sec.o* (lone 
fine coil), or sin., or s. ind., same way. X-ray (See Leukemia). Oczol, 
30-40 min., daily. Body magnetone. Magnetic wave bath. 

Sprains (See Arthritis) os 
G. con., + stab., or lab., to lesion, — distant 5-10 ma., 10-15 min., 
daily. Bennett magnetone, 15-30 min., daily. Helios violet light, 
15 min., daily. H. f. body low wae elect..-20 min, t. 4 d.-p cp 
Stammering (See Aphasia, Aphonia, Brain Troubles). - 
G.-con., to brain, long. trans. diagz.-p. f. i. Through neck and 
larynx. S. ins., and s. shower, 15 min., daily. Bennett head mag- 
netone, 20-30 min., daily. H. f. body vac., 10 min., daily. Auto-pad, 
10 min., daily. Magnetic wave bath 
Stenosis, Uterine (See Dysmenorrheea, Stricture) | 
G. con., — tapering tips (see cut), int.-ut., -+ abd., Bennett disc, 
20-40 ma., 15-20 min., e. o. d., or wkly., using successively larger tips, 
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BStomach, Atony of (See Atony of Stomach) 
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Uterine Stenosis Electrodes. 


oy ili Ke : 99 ove 
ee (See Obesity, Orchitis), “Find out the cause,’ and rem oi 
: + if possible Treat p. r. n., any acute inflammatory process, 

it 1 ‘ , 


i peri oleae 
ulating applications, as indicated, both peripheral a central 
Por ureth. of penis vac. elect., p. tr. n. Auto-pad.. 


yolution.) If due to venereal infection, treat endometrium me 
con Boner tip,.+ int.-ut., — abd., Bennett disc, 5-15 ma., 5=1:0 min, 
e, d., to get interstitial metallic diffusion. H. f. vag. eae 
INFANTILE Uterus: (See Atrophy, Displacements. ) o : : ; 
vag., or int.-ut., + abd., Bennett disc, 10-20 ma., 10-20 min., a + 
q a aah or f. sec. (coarse coil), or sin., same way. fF. sec., bipolar, 
7 int.-ut., 5-10 min., daily. Magnetic wave bath. 


4 tiff Joints (See Anchylosis) 


i iV i ive or stim- 
sequele, or remote functional trouble. Give tonic, sedative | 
d 


FemMALeE: (See Amenorrheea, Obesity, Metritis, Stenosis, Sub-In- . 


CLIP EI rs mar 


Be Sa A ae aE 


So EY IP 
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C#sophageal Stricture Electrode. 
Stricture ee 
EUSTACHIAN: 
LACHRYMAL: ; : 
NasaL: (See Hypertrophy, Turbinate. ) 
CHSOPHAGEAL: 
URETHRAL: 
UTERINE: 
VAGINAL: - 





























_Richardson’s Set, for dissolving stricture by galvanic 
ey ee mode. 


trode, the mode strength, and duration and frequency of applica- 


character, and idiosyncrasy of the patient. The plan is. to learn 
the caliber of the stricture, then to use a tip a size larger, so as to put 
tension on the tissues, thus insuring perfect contact, which facilitates 
electrolysis, by which Process the stricture is dissolved and removed. 
USE ONLY GALVANIC MODE, attached to the bare metal] tip, on an 
insulated staff, in the canal (see cuts): This is attached te THE 
NEGATIVE POLE ONLY. Introduce elect., till it strikes stricture, + dis- 
tant. TURN ON CURRENT SLOWLY, till. distinctly, but Nor PAINFULLY 
_ FELT by patient (po Not usE COCAINE), 2-6 ma., in urethra, 5-20 in 
rectum. USE GENTLE PRESSURE ONLY, and wair till tip passes through 
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The technique of treatment of stricture is practically the same in any. 


canal, the only difference being in the size or shape of the active elec-. 


tions, governed in each case by the location, extent, size, number and — 
















a hich ne from 2-20 min. Remove same way, till again 
“the band, w Turn off mode, and remove. Do not use another 
passed band. e day. Repeat in 3-10 days and continue, each time 
size tip the sam : ee larcer tip, till THE STRICTURE IS REMOVED. 
3 with the ae ea this way, it is not stretched, torn, bruised, cut 


_ When aa but is slowly and surely dissolved, and removed 
Bor made 


"forever. (See page 170.) 


Apostoli’s Bipolar, Cataphoric. 





a elution, Uterine (See Displacements) 
Sub-s 


nee le 
ipolar elect., int.-ut., or one po 
coil), slow int., bipo ) 
F. sec. (coarse 


4 Bennett disc, other in rectum (see cut, opp. page Ba 
ine mode. S. ind, or sin, same way. G. con, — i che 
daily, ae ee 20-40) ma; 15-30: mini ce, 0. d,.: or wkly. G. oe 
. 5-10 ei H. f. vag. and uterine vac. elect., 10 min., e. 0. d. 
me same way, o- ; / 


a perfluous Hairs (See Hairs, Superfluous) 


Supra-Orbital Neuralgia (See Migraine, Neuralgia) | 


Sweating of Axille and Feet (See Hyperidrosis) 


Swelling Currents (See page 160) 

S. is (See Eczema, Favus, Ringworm) . 

~y . almost a specific. Treat same as for above. H. t..mild. Ful. 
Beacope (See Brain Troubles, Anemia) 

s novitis (See Arthritis, Inflammation, Rheumatism, Sprains) J 
. f] con, + to part, — distant, 5-10 ma., 10-15 ae daily. Local, 
a Be tic light bath. Helios violet light, 15 min., daily. Se ae 
netone, 20-30 min, datly. “E..t body vac: elect:, 10 min., daily. ey 
netic wave bath. | | 

ey phillis, Chancre (See Chancroids, Ulcer, Warts) | oe or 
4 GENERAL: Electro-vapor baths, daily, or e. o. d. Elec ric ; oe 
) Ozol, 30-60 min., daily. This treatment has produced clinica — a 
and Raiptomatic cures, in from 3-6 mos. that would oan: -4 yrs. 
with ordinary drug medication. : : : 
CEREBRAL: G. con., + to forehead, large pad. = ae : one 
5-10 min., daily. Bennett head magnetone, 20-30 min., daily. In 
tion to the foregoing. 

| ak 








TABES DORSALIS (See Tuberculosis, Spinal) 


G. con., -+- nucha, — sacrum, 10-20 ma., 10-20 min., daily. Ozol; 9% 


30-60 min., daily. Magnetic wave bath. 
Tattoo (See Blemishes, Powder Marks) 
Tetanus 


G. con., + to affected muscles, lab., or stab., electric hand massage, 
hand pad, or roller elect., — distant, mild, 2-10 ma., 5-15 min., re-_ | 
peated, p. r. n. C. g. Bennett head magnetone, 15-30 min., daily.’ . 
Flelios, Russian or Minin violet light, locally to spine, or generally, - 


p. tr. n. Ozol, 30-40 min., daily. Magnetic wave bath. 
Tic Doloreaux (See Neuralgia Trigeminal, Spasm F acial, Pain) ~ 
Tinea Circinata (See Ringworm) : 
Tinnitus Aurium (See Deafness) 


Telephone Ear (See Deafness) 









Copper Tonsil Spoon. 


Tonsils, Enlarged (See Glands, Enlarged) 


G. con., + platinum or gold spear in tonsil, — in hand, d= emas; 
(cocaine), 2-5 min., e. 0. d., or-wkly., p. rn. G. con, + ana., cup 


shaped copper elect., on an insulated stem, to surface, — in hand, 


lab., to prevent sticking, till green color, 5-10 ma., 5-10 min., daily, | 
or e. o. d. G. con., — steel needles, in glands. + hand, 2-5 ma., - 


8-6 min., daily. Galvano-cautery point or knife, to gland. Ful. H. f. 
vac. local. | : : 


Tonsils, Folliculitis (See Ulcer) 


G. con., — needles in follicles; or- g. con., ana., + copper needle, © 
lab., in follicles, — hand, 2-6 ma., 2-3 min., daily. H. f. body elect., 
10 min. | 3 . 
Toothache, Neuralgic (See Neuralgia, Pain) 

S. spray, local, + to pain, — crown, 10-15 min. S. ins., 20 min., 
daily. G. con., + sponge pad over nerve, — nucha; lab., or stab., 
*-o ma., 5-10 min. G. con., + platinum wire, wrapped with cotton, 
wet in strong sol. cocaine, in cavity, — in hand, 1-3 ma., 5-10 min. 


H. f., surface vac. elect., local 5-10 min. Helios or Minin violet 
light, 15 min. Bennett head magnetone, 15-20 min. H. f. body vac. 
elect, 1C min., p. r. n. Magnetic wave bath. 


12. 









' rorticollis , 
-* F. sec. (coarse coil), slow int., 
; daily G. con., + pad, to weaker muscles. 

a Sit. electric hand massage, 15 min., datly. ©. 2. 


to neck and spine, 10 min, t. 1 dG. por. 1. 


5-10 Be lab., to muscles of opp. side, 
S, ins., 15 min., daily. 
H. f. body vac. 


; Tee riaile ight baths Ozol, 20-40 min., daily. 
4 Trachoma (See Eye Diseases, Trachoma) 
a Tubal Pregnancy (See Gestation, pe) 
a Trichiasis (See Hairs, Superfluous) 

— a es 2 ae Sins, -S. spray, S. shower. 
aa 30-40 We daily. Electric light baths. Helios violet light, 


15 min., daily. Diasolenic zone, and s. cage. Body magnetone. Mag- 


netic wave bath. 


ver Convalescence) 


q is : oe o e,e 
3 coca: (See Tuberculous Glands, Arthritis, Synovitis ) 
NEOUS: (See Lupus). oe 
ne (See Tabes, Diarrhcea, Constipation, Pain) : 

PULMONARY: (See Consumption). ee 
SprnaL: (See Tabes Dorsalis, Spinal Meningitis ) | 
TrsticuLAR: (See Glands Enlarged, T uberculous Glands) 


g ulous Glands (See Carcinoma) . Ce 5 
= ae be Bennet phoric, cocaine, 5-10 min. ; or Oe ae 
: Whinin oe hétios violet light, 15-30 min., till ane sthetized. Ihen cu 








shellac staff and zinc tips, for 
naphoresis. 





Massey’s Zinc set vu 


to gland, if possible. Then apply | 


i et nd incise down ! 
skin over gland, and inc a co 
: f zinc, or elect., amalgamated, lab., 


. con., — distant, + to silver o mated 
. keep wound open for ‘drainage. Then insert a gold tip, insulated 
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and amalgamated, as deep in the wound or sinus as can be. 


by interstitial] diffusion, e. o. d., till cured. 


Tumors (See Blemishes, Growths, Moles, Warts) 
BENIGN: G. con.) = Over growth, 7 Opp. 10-30 ma., 10-20 min., ¢ 
Old; 
according to size of base, + distant. Remove and re-insert, as before, 
at right angles to 1st insertion, and repeat, 5-20 ma., 
One treatment usually enough. H. Peet: 
FrBroip: (See Fibroids Uterine, Warts). 

Matienant: (See Carcinoma). 
VASCULAR: (See Nevus, Varicose Veins). 


ULCER, CORNEAL (See Eye Diseases, Corneal Ulcer) 





6 Olives and Staff, copper or zinc. 

Ulcer, Exuberant, Fungus, Indolent, Phagedenic, Rodent, Sloughing, 
Syphillitic, Varicose (See Carcinoma, Lupus, Syphillis) | 
G, cone ana. copper or zinc elect., plain or amalgamated, + to sur- 
face or into leer tab. = near, stab., 5-20 ma., 0-15 min. (cocaine), 
€. 0. d, till get green (copper), or white 
stitial diffusion. S. Spl aye. SiS. 
and often, p. r. n., till gray 
well. ~ Follow with Minin of helios violet light, 15 min., daily. Pro- 
tect healthy skin against burn by Allen ‘shield. Ozol, 20-40 Agana 
daily, to oxidize blood. Splendid, especially in syphillis, H. t Pual. 


Urethra, Female, Polyp, or Caruncle (See Growths, Moles, Warts) 
Ge cot. cautery. point; local, G. con, —- needle in growth, + abd., 
Bennett disc., 2-10 ma., 2-4 min. “G. con., ana., + copper needle in 
Jgrowth, —~ abd., 2-5 ma., 2-4 min, p. r. n: Usually one treatment 
enough. Ful. : , | 
Urethra, Hyperzsthesia (See Pain, Functional Nervous Diseases) _ 
F’. sec. (fine coil), or sin., to cold bare steel sound entire length of 
urethra, other pole, back, mild dose, 5-10 min., daily. G. con., 
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to ulcer. X-ray, soft tube, short, 


a 


—_— 












_— ee came wa 
| Apply — | 

§. con., +: to point, 2-10 ma., 10-15 min., or till mercury is depositeq 3 
Dress with cotton, qj. 
oxyeen and ungt.. Hg.O,. Ozol, 30-40 min., daily. This combing. 
tion gives best results with ‘minimal scarring. (See lesson No. 30.) 3 


G. con., — Bennett needle holder, with from 1-10 needles, 


10-20 min, 7 


(mercury), deposit, by inter-- 


exudate appears, then less frequent, till. 


4 ae dro-electric 
e -5 ma., 5-10 min., daily. Hy 

a bove, +. back, a ’ = i z 5 min., 
§ i ale set elects.. Bidet chair, violet light, oe 
injection, = ureth. vac. elect., 5 min., daily., p. rn. Auto-pad. 








q Sour’s Copper Urethral Sound Electrode, 15 Am. scale 

ss ou 

ca Stricture (See Stricture) 

Ur ‘ 

1] itis (See Glee : i f Urine 

ae ... (See Bladder Irritable, Spasm, Incontinence - be 

Urine, Be Gine coil), or sin., one pole in rectum, oe a a 

pF. sec. d, on perineum. Mild swelling application, 5-15 m ae me 

me other no: pubes, — sacrum, or perineum ; or +- ere | H f 
; wd) ? ° : in. ally. Bete) 

if i 101. min. daily: S.s. spine, S.21ns. 20 eo Coe 


body vac. elect. 

Siirticaria (See Hives, Pruritis) 
Siiterine Derangements - 
SS pHy: (See Atrophy). ee 
im oe (coarse coil), or sin., or s. ind., or g. int., g 


| W = a + Ors 
‘tan Ss O 9 ° Oo) 9 : 


R: (See Carcinoma). : co 
(See Displacements, Prolapsus, Sub-Involution) 
ISP : 


ibroids, Uterine). 
IBROIDS: (See Fibroids, , 
en. (See Hemorrhage, Post-Partum, Obstetrics, 


a 


Sub-Involu- 


j tion). : : 
] Uterus, Infantile (See Sterility, Infantile Uterus, Uterine Atrophy) 











rubber and nickel plated or 
copper. 


Hard rubber and_ nickel plated. Hard 


7. / 






VAGINAL ELECTRODES 
y VAGINAL LEUCORRHOEA (See Endo-Metritis, Leucorrheea) 


i oa Stricture, Vaginal) . t 
: .. coil), Of sift, vae.;-and abd Bennett dise (Sec cut, 


Amenorrheea, page 21). mod. dose, 10-20 min., daily. G. con., + 
| | 75 | 












lisa or carbon elect, vae = abd- 5-20 ma., 10-20 min, daily. 4 
i,t; vag. vac. elect. (No: 2), vas. SS) vib., Bennett method, same . 
way, + vag., — abd., Bennett disc., mild vib., 5-10 min., daily. Put 7 


, heli Growths, Moles) 
ee 3-10 ma., 5-10 min., once. SS 


ar 
sphincter on tension, with speculum, or large rectal olive tip elect. G. con., Tf. vac. sutiace elect. Apply chro y | 
attached to f. sec. (long fine coil), or sin., 5-10 min., daily. . 40 oe - te 7 i 
| | S focal. = Ful. 


















elie 





Neiswanger’s Varicocele clamp 


Varicocele (See Varicose Veins, Orchitis) 


Continue, p. r. n.- 




















Varicose Veins (See Aneurism, Nevus) 


Minin or helios violet light, 15 min., daily. 


Verruca (See Warts) 
Versions, Uterine (See Displacements) 
Vertigo (See Brain Troubles) 
Virginal Amenorrhea (See Amenorrhoea, Chlorosis) 
Virginal Dysmenorrhcea (See Dysmenorrhcea) | 
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G. con., + to scrotum, — abd., or back, ana., -++ Bennett phoric, wet - 
with adrenalin, cocaine, thuja, hammemelis, held firmly against varix, 
9-10 ma., 5-10 min., daily. G: con., ana., + mug, water bath elect.” am 
as in orchitis, filled with above drug solutions, in which is immersed 

the scrotum, 5-10 min., daily, G. con., ana., + with divided varix . 
clamp elect. (see cut), plates covered with cotton, wet with above - 
drugs, clamped closely on both sides varix, 5-10 ma., 5-10 min., daily. 


a Wine Ma a 
Be Ulcer wy: : metal- 
- Wounds oe ee treated as old ulcers, with interstitial 
Supputarive 


lic diffusion, an 





Needle Holder 


G. con., + platinum or gold needle in vein, insulated CXCept tip. = = 
near, 0-10 ma., 5-10 min., or till clot forms. G. con., ana., + copper 

needle, same way. Reverse polarity, 1-3 min., to loosen needle. 
con., ana., + Bennett phoric, with cocaine, adrenalin, thuja, or ham- 
memelis, stab., with pressure, 0-10 ma., 5-10 min., daily. 2 a 
Wrinkles 


Vascular Tumors (See Aneurism, N zvus, Varicose Veins) 





NEEDLE OUTFIT : a 

- straight and curve vv, = 
peo needles, with at- tee ——— 
Fcimients, in fancy case. 





t Mf] Hf! HH 
rain Troubles, Insomnia) 


Needle Disc for removing = 
Pismentary nevus ot sae 

) = 
marks. _ | = 


rks (See Blemishes, Neevus, Moles) 


d helios violet light, 15-20 min., daily. 





ic hand 
ller elect. (see cut), electric 
) —— sponge, hand pad, or ro : ee 
oe. alae strokes lengthways of the folds, oe wet, 
covered ait felt, wet, mild doses, 2-4 ma., 10-15 min., y- 


Writers’ Cramp __ other hand, spine, 


d, in affected hand, = 
a eae ae min., daily. Several hours or days | 


st, or change of work. G. con., + lab., 
5 5-10 ma., 10-15 min., once or twice 
+ on back of ‘hand, it fingers. 


or crown elect., 

rest, during treatment 1s be 

to affected hand, — opp. hand, : 

daily. -— in palm, if fingers pee 
7 








z SP Rn TR TS SE aE Pee 








_ are flexed. G. con., + where there is pain. 
hand massage to affected muscles. 


anesthesia, apply f. sec., wire br 
; aay ush, local to affected area: 
Magnetone, 15-30 min., daily. Helios ee 


ma or Minin violet 1j ht, 15 min 
daily. H. f. body vac., elect. 10 min., daily. Magnetic cae bath eS 


Wry Neck (See Torticollis) 


X-RAY COMPLICATIONS 
Burns: (See Burns, X-r 
CONJUNCTIVITIS: 
inside fluoroscope. 


in sev erechronic cases, with 


ay, Dermatitis). | 
Avoid all direct exposure to rays. 


Wear lead’ glass spect: 
: pectacles, 
violet light bath to eyes after exposure, 


Be (Sce Blemishes, Hairs, Superfluous), — 
ERMATITIS: -( See Burns, X-ray, Dermatitis, X-ray) 
ZOSTER (See Herpes Zoster, Eczema) } 


Have lead glass 
Apply mild Minin 


_ 
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. a 
C. g. G. con. electric, 
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q What is Electricity? 
3 This question is often asked by the unthinking and thinking alike, and 
Baas never yet been answered definitely. Many theories have been offered, 
‘all with some points in favor, but they are none of any practical value 
to us. 5 , 

— *Qccasionally we are amused by some one making a “discovery” 
(save the mark!) claiming to have found out what electricity is, and he 
- either guards his secret (?) closely, or gives a very old and confusing job 
lot of meaningless words as a definition. 

4 So do not be afraid to show your ignorance as to what electricity is, 
a for you are in very good company, as the wisest do.not know, and in that 
respect we are all wise. 3 ! ? 

4 While we do not know what it is, we do know what it is not. It is 
not a tangible entity. It is not an energy, as many claim. Electricity is. 
Poa condition. Electrification is an energy, or manifestation of the electric 
- condition, and we know some of the laws governing electrification, and 
can, by following these laws, bring about certain manifestations of electri- 
q fication, and get certain results. | 

a Upon this hypothesis, which to us seems the most plausible, that 
electricity is a condition, and that. electrification, in the various modalities 
a which will be taken up and studied in detail later, is. the manifesation of 
q this condition, let us proceed to study the different phenomena of electrifi- 
cation, and learn the laws governing the production or causation of these 
_ phenomena. The electric condition is universal and pervades everything, 
_ and as such, differs from matter, the existence of which we recognize by 
on or more of our special senses. This condition is not an entity, is im- 
4q ponderable, and while pervading everything, has no dimensions. It is 
: through the manifestation of certain phenomena, only, that we realize the 
_ teality of this condition, and it is these phenomena we appreciate by our 
' senses. Electrification is the energy operating to produce these phenomena, 
and this electrification acts according to certain fixed laws. It is the 
a study of these laws of electrification, which it is our pleasure to place be- 
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ore you in this “guide.” These laws are simple and the principles of th 4 
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them, we can b ing 
ee y bringing about - 
tain effects. S certain conditions 


ae lowing 
, Invariably cause cal 


a it . upon the laws governing the production of these 
ased the science of electro-therapeutics, and these laws 
and followed in order to achieve success, 


When electrification is in perfect equilibrium no 
ifest, but when this equilibrium is distur Bon 
fixed law of physics, which says that: 


site and equal reaction.” 


phenomena thal 

must be know ‘9 
Wits 

phenomena are man. Electrification 

: bed we note the operation of the | 

For every action there is an opposs 


There is ever pr 4 
present the tendency toward ) eer SS - 
the same as water seeking its level tt is ae equalization of balance, — = Electrification may be divided into four classes, according to the 
in a difference of potential beeuecn th pee = that we base our belief -. ns phenomena of manifestation, as follows: , 
whether there is a transference of : oe e Dales) We (los not know | | «Electrification in motion, or dynamic. 
water flowing down hill, or if it is ee uo current, like 7 a a ond—Electrification at rest, or static. 
a transmitted impulse. F or the sake Sees : 1 eee if it is merely ’ . 3rd—Electrification in vibration, or radiant. 
of it as if it were a current of energy ene re a ce wer we speak 4 E: ‘ 4th—Electrification in rotation, or magnetic. 
conductors, or held in check by other di SS media, known as — This classification indicates the relative importance to us as electro- 
are enumerated in detail ee thi s ae See the rapeutists in the order named 
a in this ; a a _ there , oo & | See 
we say that the side having the higher ea ees for conventencem™ | We will consider the most important first, the dynamic, which is gen- 
-- the opposite side having the lower potential, is ae Le Positive, and® 3 erally spoken of in two forms or modes, viz. galvanic and faradic, which 
_ for the sake of simplicity we will speak of electricity ae oe Again — " are proper adjectives, in honor of Galvani and Faraday. The proper terms 
; ~ 5 enera : eS Pee D 
word, as the-same as electrification, so that when we say electric ae to use would be constant and induced. 
’ ase ; 


know that we refer not to the electric condition but to the mani - The constant mode is unidirectional, with a fixed polarity, while the 
oat | : 7 ee miautestation induced mode is an interrupted and alternated mode with no fixed polarity. 


B Under the head of the constant, may be placed the cautery mode, 
‘and under the induced we class the sinusoidal, and the so-called high- 


VA 


~ fequency modalities. : : 
| The franklinic, after Franklin, or static as commonly named, when in 
_ effect, is also unidirectional, with a fixed polarity, and it has a modifica- 
_ tion ‘a the static induced, which while being an interrupted mode, differs 
- from the faradic, in having a fixed polarity, which is always the reverse of 
4 the primary or inducing mode. We also get a high frequency or oscil- 
4 latory modality from the static. - 

_ Commercial incandescent light and power modes can be utilized for 
_ purposes of therapeutics, but they differ in no way from the other modes, 
4g except in the method of generation. Se 

= The constant or galvanic mode is spoken of as galvanism, and the 
application as galvanization. : os x | | 

a The induced, or faradic mode, is spoken of as faradism, and the 
4 application as faradization - : 7 3 ‘| 
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The static mode is spoken 
franklinization on insulation 
The vibratory or radiant m 
treatment, and is applied to any 
Siven to the use of the Roent a 
treatment, or roentgenism a 
-X-raying or radiation. a 
____ The rotating or magnetic m 
cation is called magnetization. 


ode is known as | | 
photo-therapy, or lishy _ 
form of light, but the term is most oe 
: or Xray, which is known as the Xe “ 
€ application is called roentgenization 
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In the erection of our system of practical electro-therapeutics, we wish 
to have a bridge to carry us over the hard places. The key-stone of this 
 pridge is most important to fully know and understand, and is the law of 
~ Ohm, which enters into the consideration of every therapeutic application. 
- The foundation of our bridge is based on three things or units, which we 
use as measures of pressure, strength and resistance. These are named 
in honor of the labor and study of three eminent physicists, Volta,. Ampere, 
Ohm. S | | 7 De 
a VoLTAGE is the push, pressure, head or electro-motive force which 
e drives. : . 7 
: AMPERAGE is the rate of flow, or mode ‘strength. 3 
Oums represent the opposition encountered, or thie resistance offered 





— 


to the flow of mode. 3 
For the sake of convenience we say that the 
Volt is the unit of electro-motive force or drive; 
Ampere is the unit of mode strength: 


Ohm is the unit of resistance. 
Dr. George Ohm formulated a definite statement based upon experi- 


ments, measurements and observation, concerning these units, and this is 
known as Ohm’s law. » : 


/ 


ductor was entirely dependent upon the pressure behind it, and the resist- 
ance in front of it, being directly proportional to the drive, and inversely 
proportional to the drag. z hee . 
He formulated a proposition that says, that it requires one volt of 
pressure or electro-motive. force to drive one ampere of mode strength 
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He demonstrated that the strength of a mode flowing through a con- | 
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_ a gh one ohm of resistance, in one second of 
ig not important to us we may omit it from our 

ject. : Re ees 
In simple language the law of Ohm is this: 
peres) is equal to the electro-m 
resistance (ohms), thus: 


“The mode strength (am- 
otive force (voltage), divided by the 





volts _ | Electro-motive force 
Amperes — » OF mode strength — eae 
| ohms a Resistance 
ee 12 
Or to make the formula stil] more simple, C —=_— * 
| | | R : ‘ 





_ HOW ELECTRIFICATION ACTS 
< The effects of electrification on the body 
through three ways or processes, as follows: 

Ist—By phoresis, which js mechanical, 
 ®nd—By electrolysis, which is chemical. 
3rd—By catalysis, which is physiological, = 
Electrolysis is a chemical effect which is produced. by the galvanic 


tissues are accomplished 


mode only, 


Phoresis is a mechanical effect which is produced by the galvanic and 
static modes only. : 
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time, but as time element 
consideration of the sub-_ 


= A Thousand Questions and Answers 2 







a Of what does a cell consist? 


Es Se eee eee the Force — ae 
a eto eS ~ Acid to Consume it Evolved : 
r ae 


a vhi irecti lectrification flow: 
In which direction does e 
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Cell containing 


Metal to be Consumed 








eae ee | | 
A Plate of Carbon 
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e mo Ww Ww hemical action 
Ch d from the place where c ul 2 
e of electrification flows ES Pee meeuee 
n the cell is greatest to the place where it is least, that = from positive to 
e e E 
| 2 oa or from ‘the point of the higher potential to the lower 





What is potential? 
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member, however, that the quantity (coulomb) 
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excess of that present at all other points 


causes the mode to flow when the circui 
restored, 


What is a volt, ampere, ohm? 


A volt is the unit of pressure, or electro-motive force. 
the unit of quality, or mode strength. An ohm is the unit of 
Opposition to be overcome. 





What is a milliampere? 
In our work as electro-thera 


give, so we divide it into 1,000 parts, and call each one a milliampere, which 


is the unit of mode strength in electro-therapeutic dosage. 


6 





What is Ohm’s law? 


Ohm’s law is that the electro 


the amperage, or mode strength, multiplied by the resistance 

_ that the mode is equal to the voltage divided by the resistance 

Ohm’s law is the keystone of the arch of the entire system of electro- 

therapeutics and is therefore very important. The law enters Into,-every 
treatment given, and upon its a la: 


measure our success in this field. 


, OF vice versa, 


es 





What is the symbol or formula of Ohm’s law? 

In simple language the law of Ohm js this: 
( amperes) is equal to the electro-motive, force (volta 
sistance (ohms), thus: | ee eas a 


“The mode strength 
ge), divided by the re- 


volts _ oy oes = 


aes .Electro-motive force 
» OF Current strength — eee} 








Amperes —= 
ohms eee. oR esistance. 
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eS 
_ 
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or to make the formula still’ more simple, C 
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he 
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Is there any analagous illustration? : re ne ee 
The sketch (page 87) graphically illustrates the hydraulic analogue, Re- 
, does not accumulate as does 
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Potential is the accumulation of energy at some point in the circuit in® 
, and it is this condition which. 
t is closed, that equilibrium may be 


An ampere is - 
resistance, or — 


peutists the ampere is too large a dose to 


motive force, or voltage, is equivalent to. 


perfect understanding depends in a large 
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s not reckon the cou 
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a by the deposit of hydrogen bubbles upon the surface 


| | : oa a 
ter in the lower basin, but keeps on flowing, in a stream back to ue 

; ee om whence it came, no matter where it may be. Therefore ms : 

: lomb or quantity. The amperage does the work while 1 


“ 


source 


ig moving. : 


2 This mode strength is the same in all parts of the circuit. ae ae 
4 4 ity of students do not realize the immense importance of getting this ae 
Be yjortly ©. : : 
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Volt (pressure, eee 


Ohm (resistance) Be== 32 Y 
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Ampere (rate of flow, mode 
“3 strength). 


ae Coulomb (quantity of 
< - mode flowing). 





ula clearly understood before attempting to make further advances n the 
bady of electrification, for on this depends alll. 





ae = terete meant the condition into which a cell gets, whereby 
the Bis become temporarily similar, and no mode flows for the reason 
“that one element is just as positive as the other s 
its chemical relationship to the electrolyte. It is cause 
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of the negative element, which bubbles of Bees 3 
are a product of electrolysis of the water o es v 
electrolyte, in consequence of the passage of the es Y 
of. electrification before polarization occurs. . 
accompanying cut shows the theory of this s 
tion of the atoms of water into the polar gases. The 
black half of the atom being the (—) oxygen ey 
to the positive (+) element zinc and the white ha 
of the atom being hydrogen, (-+) going to the neg- 
ative (—) element oe | a er ee “ 
irecti of electrification { : : ee 
oo . vie dees carbon, to: the left, through the short circuit, then 
a | 87 
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deavor to find equilibrium of potential, 
The accompanying cut shows the progress of polariza- 
tion. In this illustration the atoms of hydrogen a 
marked Ce) and spread over the carbon plate re : 
me eee (—) element, and the atoms of oxygen 
S oo c) spread over the positive zinc element, at- 
By tacking it. The hydrogen does not corrode the carbon 
ee forms a thin film of hydrogen upon the sce 
oe 1¢ element, insulating it and causing a condition of 
polarization. The arrows show the direction of th l 
mode above, before the polarization occurs. 3 oe 








_How can polarization be prevented? 


TI x ° | 
ere are several ways of preventing polarization. It may be done by 


es air He the electrolyte, or by brushing or scraping the film of hy- 
aS : ae the carbon, or by shaking the cell. This brings oxygen ee 
with the excess of hydrogen, causing a reuniting and fo 
ea) | 2 g and formation of 
Lhis however requi | 
| quires frequent handling of the c 
ee 2 : ell, . 
many, it 1s laborious. Polarization may be best ee eae 


———_________, 


eae AMALGAM , 
What is amalgamation? : aay 


2 Into : oo rapid ri ) ) : 
1 order to prevent the too rapid rise of potential, due to a too active - 


e of the zinc with a film of metallic 

















down through the zinc to complete the circuit, in its en- «| 


E A e Stl 


q only to prevent polarization. 7 





pi-sulphate of mercury is added to the electrolyte. This mercury, held in 
spension, unites with the zinc as the amalgam is destroyed, thus keeping 
amalgamated. ‘The acid cell batteries are usually constructed so that the 
zincs may be taken out of the electrolyte when not in use, otherwise they 
would be corroded and used up when not in use. In the alkali cells the 
chemical action is less and the zincs are left in the cell all the time. 


THE ELECTRO-POION FLUID 
What is the electro-poion fluid formula? 
The electrolyte used in the acid batteries is called the electro-poion, or 
battery fluid, or the red-acid solution, on account of the ‘color given to the 
electrolyte by the bichromate of potash, which is added, as stated before, 


_. TO MAKE THE ELECTRO-POION OR BATTERY FLUI 
Take commercial sulphuric acid, 3 fluid ounces. Powdered bichromate 
of potash, 2 ounces, Rain water, 16 fluid ounces. Bi-sulphate of mercury, 


a 2 drams. Dissolve the bi-sulphate of mercury in the water, then add the 
__pichromate of potash. When dissolved pour in the sulphuric acid, slowly, 


stirring with a stick or glass rod, and allow the mixture to cool, as the 
mingling of the acid and water generates great heat, and if the mixture is 


- _ warm it injures the battery. Store in a glass or earthen vessel or jug, in a 


cool place. ae e | 
NOTE—If. you can obtain bichromate of soda, it will be advantageous 


to use 3 oz. of bichromate of soda instead of 2 oz. of bichromate of potash, 
as the bichromate of soda makes a stronger and better fluid; and by the use 
of this formula, your cells will be kept free from the annoying deposits of 


chrome alum crystals. ae ee : 
The above formula is best for the following reasons: Decomposition of 

the bichromate of potash sets free oxygen which unites with the free hydro- 
gen, which would otherwise, by accumulation upon the negative element, 
polarize the cell. Decomposition of the mercurial salt sets free metallic mer- 
cury, which being deposited upon the zine by virtue of its affinity therefor, 


-amalgamates it, which is desirable for reasons set forth in answer to the 


preceding question. 7 
- CONDUCTORS 
What are conductors? Name the best ones. | 
Conductors are those substances over or through which electrification 
will spread or pass from one pole to another in order to seek its level or nor- _ 
= 89 | 









































mal balance of potential. There is no sich thing as an absolute conductor, 


as all conductors offer more or less resistance. The following list shows the 
various conductors in the order of their quality of conduction and lack. of 
resistance, No. 1 pane | the best and No. 21 being the ‘Popress of the so- 
called conductors :. 


pei 


1. Silver (annealed), aye oko ee Mean. 
2. Copper ee) va aes =, Gna coal, 
o7 otlver (hard). £138.) Acid: 
<4 Copper. Chard), 24 eo 14. Salt solution, 
>. tuninum, ee eae Ores, | 
6 Zine, ns 16. Sea water, 
7. Platinum; © ~ pe ee egy Spring water, 
OO lone) Sa Aeon Ree 18. Rain water, 
Oo ibedd => 4 19. Snow (wet), 
0. German silver, _— 20. Animals (living), 


21. Damp: earth. 


INSULATORS 


What are basal. “Name the best’ ones, 


Insulators are substances which by reason of the great. resistance they 
possess, oppose the spread and passage of electrification. There are no ab- 
solute insulators or non conductors, because of the moisture in the air, which 
condenses on the surface of the insulator, forming a film of water, which 
acts as a conductor. However this is so slight as to be of no consequence, 


and we speak of insulators as being more or less non conductors, according 


to their composition and resistance. 
~The following i is a list of insulators classified, N o. 1 being the best =o 


4 
° 


E18 being the oO | 

af De air. (dielectric), , 10. Resins, 

200 oulphar on. Sas ee ee 11. Silk unloted 

Ore NCO ee 19: Dry: wood, 

4. Glass, 13. Porcelain, — 

De Paraffine, : | 14. . Earthenware, 

6.42Fiberme 25 | = tet lo. Oils (clean): 
1. NV uleanite; ote, h6.. . Paper: 

Oy Opellde i 17. Marble, 

a: 


sw indiacubhes 222.0 18. Slate. 
Bo. 


4 How are the cell elements affected? : || 


S leading: 
as element ’ 
4 5 also a local.action on the zinc ‘itself. 
1 
a but t 
® the acid, 
q ities, “such as iron, arsenic, lead; carbon, ete. 
ae 
2 Zinc, d t 
¥ rities, an 
me the impu 
= cells, acting on the, surface of the zinc.’ 
a faster and weakens the main mode. | 


™ : noise 
a heating | Oe cel and weakening it. 





LOCAL EFFECTS. ON ELEMENTS 


have shown the effects of the electrolyte on the surface of Bes 
ue to. increase of chemical action and polarization. ere 
Pure zinc is not easily corroded by 


full of impur- 

commercial article of zinc, 1s 

Be sae ee These being dissimilar to the 
hen both are in the acid, we. have a closed circuit between the ae 

he electrolyte, in fact many small cells or a battery o 

This causes the zinc” to corrode 


If the zine is too impure, a hissing 
is heard at the zinc end of the cell, ‘and violent chemical action occurs, 


~~ 


: : many types of primary ells? Name them. 


- There are five types of primary cells, which are in common use among 


a physicians for generating galvanic’ modes. 


Those most commonly used are: 1, The Le Cbache: 2, Red acid or 


| = bichromate; 3, The paste or so- -called dry cell; 4, The chloride of silver 


cell; 5, The blue stone or crow foot, or gravity cell. 
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The Le Clanche Cell. 
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Hay 
i} nil 
. ait eet 
eM | i 
ull ill 


{ | ny ‘ ic ig 
: nT 





aX SSSSsyss 
Acid Cell. 





The 


Chloride of Silver Cell and Elements, 





Nested Acid Cell Galvanic Batecy z 
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s are best for portable batteries, for the reason that they are cheap, compact, 
4 Poasa “dry cell.” They are called “dry” for want of a more expressive term. 


g form the excitant in the hermetically sealed cells. 


4 Procure a large glass or earthenware jar holding at least one-half gallon. If 
_ the top is not level or tapers, a glass jar can be cut level by the following 
| means: | 
_ where the cut is desired. Then, still using the funnel, slowly pour in linseed 
_ oil up to the level of the cut. 
into the oil will cause the Bias to crack at the level of the liquid and leave | 
Ean open top jar suitable for the battery. oe 


3 are light carbon, two circular pieces of wood about 3 inches diameter. by: 
_ 72 inch thick, some fine powdered coke, and some flannel. 
_ Shows the method of assembling the parts. 
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The Blue Stone or vo Foot, or Gravity Cell. 































What is a Battery? 


A battery is composed of two or more cells. Those known as “dry cell” 


clean and efficient and require no attention. In fact there is no such thing 


They contain a minimum amount of fluid which combines the chemicals to | 


A SEVEN-CENT BATTERY 


An electric battery costing but seven cents can be made as follows: 


Pour water in through a funnel to within one inch of the place 


» A red hot piece of iron plunged vertically 






All the materials necessary for the battery are a piece of zinc, a piece of 





The illustration 
The wood has a hole just large 
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enough to admit the carbon. The flannel is fastened, as shown, to the wood, | 


forming a bag around the carbon in which the coke is packed tightly. The — ’ 
zinc and carbon can be held by any suitable means in the jar, and wires © q 
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Section of the cell, eee o Cutting the j jar. 















may be attached to the ends. The jar is filled about two-thirds full swith a 
solution of 3 ounces of salamoniac to 4 gallon of water. The paler will 
be found very efficient owing to the porous carbon element. 


What is a milliampere meter, and its use? 


A milliampere meter is an instrument for measuring amperage and may 
be of the terrestrial, or of the dead beat form. The first is in fact a compass 
~ needle which is deflected from its proper position on account of the passage 
of a mode of electrification through a wire placed near it. The amount of 
deflection is read upon an appropriately arranged scale. The second form 
consists of a magnet suspended upon ~pivots between two other magnets, 
and the indicator comes to its proper position on the scale without oscilla- 
tion, and the position of the instrument is unimportant, hence it is thes 
more desirable form to use. | Ty 
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Terrestrial Meter, . 








| What is a rheostat, and its use? 


A rheostat may be made in several ways, but the best consists of a 
sickle shaped sheet of graphite upon a base of slate through which the mode 
is made to pass by means of a revolving arm with a spring contact, the 


wires being attached to ue Erephite and. arm - the way of binding posts, 


connected therewith. _ : ee 

A rheostat is used: to: vary tthe amount OF Tesistance in the circuit and to 
do it so gradually that. any shock to the patient will be avoided. 

The graphite rheostat is constructed on the shunt principle, thus in- 


| suring safety in its employment, with, either battery or dynamo modes, for 


the most delicate operations. ° The mode can be controlled from zero to the 


- full voltage of the circuit absolutely without break° or shock to the patient, 


as indicated by the perfect evenness with which the needle of a’ sensitive 
milliampere meter travels forward or backward as | the mode is increased or 


diminished. 





Graphite IaHeostae cae oe Shunt Wiring. 


In delicate operations a mode as small as one-thirtieth of a milliam- 
pere is frequently sufficient; but if the operation is to be. we the control 


of the mode must be absolutely perfect. | 


Remember :—This is a shunt rheostat with carrying capacity of one- 
half ampere, therefore, in using this controller with either the constant or 


the alternating dynamo mode, it should be used in series. ao a 16- candle’ | 


power lamp. : 

Caution :—Use care not to allow either grease; vaseline or oil: to. come 

in. contact with the Bealls surface, as the graphite iS eS) removed by 
any free oil. 
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What is a rheotome, and its. use? 


} There is a mode breaking device, the “rheotome,” which works auto- 
matically, breaking in gradations either the galvanic or faradic. 





We show you here an automatic graduated interrupter or rheotome, 
which can be connected with any battery, to give slow or rapid breaks of 
the mode; and may be adjusted so as to give from 8 to 660 breaks per 
minute. It runs by a clock work, and has a ‘switch inside and a sliding ball 


or pendulum on a rod outside for Fesuigues the number of breaks, at the 


will of the operator. : 

It is a well known fact that long after a tyaccle has fost its faradic irri- 
tability and will not respond to that mode, it retains its galvanic irritability 
and can be exercised by the interrupted galvanic mode, and He anaes 


~ automatic rheotome is a valuable aid in this class of work. — 
_ The clock work is most satisfactory where the interruptions range from 


8 to 660 per minute. The hand. motor is best suited for slower and irreg- 
ular interruptions, the electric motor for a higher number per minute. 


What are switchboard essentials ?- 


Switchboard essentials are a milliampere meter, rheostat, rheotome, 
pole changer, with appropriate switches for each, also binding posts for 
attachment of oe wires and rheophores. A faradic coil may also be 
added. : | 
We show here a table or wall plate with the essentials for complete 
galvanic and faradic outfit. It can be used with either cells or the incan- 
descent mode. When this switch board is used the cell selector is not 
used, and the cells are all connected in series, and the wires leading from 


the carbon of the first cell and the zinc of the last cell, are brought up to 
the intake posts of the switch board, the same as the wires brought from the 
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| street mains, and thence conducted through the different apparatus ‘io the 
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outlet posts or the patient’s circuit. When used with cells, they are all used, 
and the voltage cannot be controlled as in the case of the cell selector, which 
‘5 sometimes a disadvantage where there is very little resistance tu over- 
come, as the mode of 5 milliamperes from a battery of 50 cells with a 
pressure of 75 volts behind it, is much more painful about the face than 
the same strength of mode, from 10 cells with only 15 volts behind it. 





Please remember that the important parts of the galvanic outfit are as 


_ follows: 


1, Galvanic cells; 2, pole changer; 3, interrupter; 4, rheostat; 5, milli- 
ampere meter; 6, binding posts; 7, conductors; 8, electrodes. 


1. The cells may be of any kind you may select. Those best adapted 


to an office cabinet are the Le Clanche wet sal-ammoniac cell, or the paste 
or dry cell, and may be placed in any convenient place, closet, cellar, attic, 
or in the cabinet itself. Be careful that they do not touch and see that they 
eet fresh water added to them occasionally to replace the loss by evaporation. 
2. A pole changer. is usually a double lever switch so connected that 
by moving it over, the poles are the opposite to what they were at first. This 
switch is simply for convenience. One simply avoids having to change 
electrodes or cords when wishing to change the polarity. The pole changer 
is also a slow alternator, by means of which powerful shocks may be given 
where great stimulation is required. 
' 3,4 and 5. The interrupter. rheostat and meter have been fully de- 
scribed before. S 


6. The binding posts are small metal posts to ae the ends of the 
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conducting cords are attached. They are 


simply used on account of their 
convenience. | | 


¢. Conducting cords or rheophores are for conveying the mode from * q 


the battery to the electrodes or applicators, and they may be of wire, or tin- 
sel cord covered with cotton, wool or silk. ~ 3 

The tinsel cords are the cheapest and most flexible, but the wires are «= 
the best conductors. The silk cover is the best insulator, and the nicest — 
looking, but the cotton or wool covers wear the best. 


- 8. Electrodes or applicators are the devices used for conveying the 
mode to the patient. The surface of the ordinary electrode should be of 


carbon or of metal, nickel plated. The electrodes, for ordinary purposes, 


BINDING POSTS 
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Thumb-screw. 





are covered with sponge or absorbent cotton. The latter is the most cleanly | 
and should be used oftener than it is. — 


Whether sponge or cotton is used it should be moistened in a saline 


solution. 





Adjustable Cord Tips. 


v 


The above cuts show an adjustable cord tip to attach to the ends of the — 
theophores. These can be easily removed and replaced when the cords 
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wear off. They have a tapering 2p so as to fit into any hole of different 
sized binding post. 


The three cuts (page 98) show three one of binding posts, for the 
convenience of attaching conducting. cords or rheophores to either the bat- | 


tery plates or to the various electrodes. 

‘Page 98 shows a very convenient “handy connecter,” to join short 
cords together to make a longer one, if needed. The holes A and B are 
for the ends of the cord tips. 


How are the cells connected to the switch board and each other? 


Cells are connected to a switch board by wires, one from the zinc of 
the first cell, and the other from the carbon of the last cell in the series. 
Cells are connected to each other by means of short wires from the carbon 
of one cell to the zinc of the next cell. 3 

(This diagram showing cells and connections does not refer to any 
particular cell, but is intended to show how to connect the negative and 
positive elements of any form of cells in series, and with the plate.) 


-DIRECTIONS FOR SETTING UP AND CHARGING 
| GALVANICG. CEELS 


Charging the cells :—Fill each jar two-thirds full of clean water, add a 


package (4 oz.) of sal-ammoniac stir with a stick of wood until all the 
salt is dissolved. Place the carbon and zinc in the jar, ae careful not to 
get the fluid on the outside of cell or connections. 

Connecting the cells:—Place the cells in a cabinet; or on shelves, as 
desired, then connect zinc of first cell by. means of.a short wire, with the 
carbon of next, and so on until all are connected; (that is, zinc to carbon; 


zinc to carbon; zinc to carbon) and so on until all are connected in a con- 


tinuous chain. Do not connect zinc of last cell to carbon of the first. See 
diagram of cell connections, shown on page 99. 


VOLTAGE MEE OS 
What is voltage, and how modified? 

Voltage, or electro-motive force, is the push, pressure, or drive of the 
electrification, and this can be modified, according to Ohm’s law, by vary- 
ing the resistance. But this modification is made after the initial voltage 
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is started. It now remains to be shown how the initial voltage may be 


changed. 
This may be influenced by the kind of elements in the cell. Difference 


of potential is greater between a metal easily corroded by acid, as zinc, and 
an element not at all corroded, as carbon. 

The voltage is modified by the kind of electrolyte. A strong acid will 
attack zinc more powerfully than a weak acid, or an alkali. 

It would also be made weaker if the zinc was covered with salts, or 
nearly destroyed, or not properly amalgamated, or by the length of time 
in use. The voltage depends largely on the number of cells used. We can 
vary the voltage by adding cells. The voltage of a battery depends on the 
number of cells, not on the size of the cells. Every cell has a certain volt- 
age, no matter what the size of the cell. Different kinds of cells, with dif- 
ferent kinds of elements, and different electrolytes have different voltages. 
Everything else being equal, the voltage of a cell the size of a barrel is no 
greater than the voltage of a cell the size of a gun cap. 


CELLS WIRED FOR VOLTS 





The accompanying sketch shows four cells connected together in series 
for voltage. The carbon of the first cell, connected to the zinc of the sec- 
ond, the carbon of the second to the zinc of the third, and the carbon of the 
third to the zinc of the fourth. Then the wires from the zinc of the first 
cell and from the carbon of the fourth cell have four times the voltage, or 
power of overcoming resistance, in an outside circuit, than would the wires 
from any one cell. The mode strength of the four cells is no greater than 
that of one cell, but, as we have shown by Ohm’s law, increased voltage 
overcomes more resistance, allowing greater amperage to pass through the 
resistance. 


¢ 


AMPERAGE MODIFICATION 


What is amperage, and how modified? 

Amperage is the quality of mode and it is modified by the size of the. 

elements, the depth of their immersion in the electrolyte, their nearness to 

each other, and the amount of resistance in the circuit. The number of 
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cells added increases the amperage by enlarging the amount of area of 


the elements exposed to chemical action, when they are connected in’ par-— 


allel, that is, all zincs connected to one supply wire and all carbons con- 
nected to the other supply wire. : | 

The mode strength or output of a battery may be varied by the size of 
the elements, by their proximity and by the area of the surface acted upon 
by the electrolyte. Larger elements offer more surface for corrosion and a 
consequent increase of chemical eneregy and potential. The closer the ele- 
ments are together in the cell the less the internal resistance offered. The 
deeper the elements are immersed in the electrolyte, the greater the surface 
for corrosion and mode strength. As we cannot get large elements into a 
small cell, therefore the size of the cell makes a great difference in the out- 
put of electrification, or mode strength or amperage. 





CELLS WIRED 


FOR AMPERES 


Ihe accompanying sketch shows four cells connected together in par- 
allel for mode strength (amperage). Here we have four small cells all 
alike, each with a certain voltage and amperage, but by connecting all the 
zincs to one wire and all the carbons to another wire while we have not in- 
creased the voltage at all, we have increased the amperage four fold, be- 


' Cause we have the equivalent to one large cell with just four times the cor- 


rodable elemental surface. This method of connection is called “multiple,” 
or “parallel,” and is the method used when it is desired to pass heavy modes 
through slight resistance, and therefore, according to Ohm’s law requiring 
low voltage. This plan is employed in cautery work. 


What is a cautery battery, and its use? 


A cautery battery is one where the cells are connected in “parallel” 
for amperage, and the resulting mode is compelled to pass through a wire 
whose resistance is great enough to heat it red hot. It is used for any 
purpose that requires cautery. If a “wet” battery, the zincs should not be 
allowed to remain in the electrolyte, except when the battery is in use. 
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Any kind of cautery battery 1s used to burn or cauterize the tissues, 
wherever such treatment is desired. It is based upon the principle that the 
ge of a large mode of electrification through a small wire, offering 
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hich resistance, generates heat. The cells of a cautery battery are few in 
co) 


number, generally from three to eight, but the elements are very large, in 
comparison with those of the galvanic battery, thus creating a mode of 
very large volume or amperage, and of very low pressure, or voltage. 





This shows a number of platinum knives and points, which experi- 


ence has proven to be the best acai es cautery work. 
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What is a storage battery, and its use? 


A storage battery consists of two elements, an electrolyte and a jar, or | 
a number of them, connected together. The elements are. both lead. There ; 
is no mode, on account of the similarity of the elements, until a mode | 
of electrification has been passed through the battery, which changes one of 
the elements to oxide of lead, by electrolysis of the water in the electrolyte. 


Then the mode begins for the same reason that it bgins in any cell. 


Sometimes one of the elements is partially prepared in advance by perforat- 
ing it with holes and filling the holes with oxide of lead. This kind-of bat- : 
tery may be used for cautery work, or for running such machinery as fans, x 
etc. It is heavy and not easily moved about. It is also an expensive kind | 


of battery. This prepared element is called a SOV 


DENSITY AND DIFFUSION 
What is understood by density and diffusion? 


Density and diffusion are terms used to refer to the mode of transmis- 
sion of the mode through the patient’s body. They vary with the size of 
the electrode. Where the mode passes through a small electrode it is con- _ 
centrated at the point of application, and therefore more dense. With a _ 


larger electrode the lines.of force are spread out more, or are diffused. 
The density and diffusion of a mode is directly proportional to the 
conductivity of the conductor and the area of the contact surface. 





By referring to the above sketch we can see that if the conductivity of 
the left hand conductor is the same at A, B and C then the density of. the 
mode will vary in different places. The lines representing the mode at A 
are closer together than they are at B, and at B more than at C. By refer- 
ring to the right hand sketch we see that the dense mode at A begins to 


diffuse at B, until at C, the point of contact, the mode is widely diffused © 


over a large area, and that the mode is equally distributed over all parts of 
the surface at C. 
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We can take advantage of this when we wish to apply a large dose to 
a sensitive surface. By spreading it over a larger area it divides the resist- 
ance, and lessens pain. 


POLAR AND INTER POLAR EFFECTS 


What are the polar and inter polar effects? ; 
We have shown the local action going on inside the cell, resulting in 
polarization. It now remains to speak of the local polar, and inter polar 
effects of the electrification, outside the cell, and in the body tissues. 
The chemical, mechanical and physiological polar effects of electrifica- 
tion will be explained later under the heads of electrolysis, phoresis, and 
catalysis. We will here only briefly state that the results or effects of elec- 
trification, passing through the body tissues, are very different under the 


two poles, and between the poles. These effects may: be increased or di- 
minished, according to whether we condense or diffuse the mode through 


the tissues, and is directly proportional to the density, diffusion and mode 
strength. os 
Electrification is a great worker under all conditions and circumstances, 
but is also somewhat of a lazy dog, and always takes the easiest route, and 
goes by the way of the least resistance, regardless of egies: It also 
expends its greatest efforts where there is the most work to do, i. e., the 


greatest resistance to overcome. 





‘The accompanying sketch will illustrate the polar effects at A and C, 
and also the inter-polar effects at B. In the left hand cut we have two elec- 
trodes, A and C, of equal size, thus giving equal polar effects under them, 
and a uniform diffusion of the inter-polar effects at B, where the lines 
spread out, become thin, then thicken and again come together. 

In the right hand cut we have the same size electrode at A but an 
electrode eight times as large at C. Hence the local polar effect mani- 
fested at A will be just eight times as marked as it will be at any spot of the 
same area under the electrode C, and while the aggregate polar effect at C 
will be the same as at A the same will be so distributed as to be of less 
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effect in any part of C. 
between A and B. 


These effects are still further shown in the accompanying sketches, 
showing the diffusion of the field of influence of the mode, when passed 
through the human body from chest to back. The left hand cut shows the 
positive (-++) electrode on the front, and the negative (—) electrode’ on 
the back with the same size electrodes. Here we would get marked local 
polar effects at both terminals, and an equal inter-polar effect through the 


body. In the right hand. cut we have a large positive (+) electrode in. 


front, and a small negative (—) at the back and a more uneven inter-polar 
effect between them. In these treatments while both poles are at work we 
usually speak of the smaller electrode as the active pole, and the larger one 


as the passive or “dispersive” electrode. 7 
_ The sketch (top page 107) shows a concentrated effect under the active 


pole, which in this case is the positive (+), applied to the extensor surface 


of thé upper arm. The two parallel longitudinal lines are made to represent 
an ulnar nerve, which is being treated with a (+) mode, for the local 
polar positive effect, while just beyond the local positive (+) area, is a 
more diffuse general (+) zone of action. In this case the indifferent or 
passive pole is placed so far away as to obliterate any decided inter-polar 
effect, except in a mild and general way, for tonic effect, which will be 
explained more fully under the head of catalysis in another part of the 
book. 
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The above two sketches show the polar and inter-polar effects of elec- 
trodes.of the same size when applied to the spine. The left hand cut show- 


ing a local or restricted field, in the upper dorsal region, and the right hand © 


cut showing general or extended field of action, between the lower cervical 
and the lumbar regions. In these treatments, both poles may be said to 
be “active,” and the inter-polar action pronounced. 


What is meant by “series” connection? 

Cells are in “series” connection when the carbon element of the first 
cell is attached by a short wire to the zinc of the second cell, and the primary 
wires lead, one from the zinc of the first cell, and the other from the carbon 
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of the second cell. Any number of cells may be thus connected to each 


how such a multiple battery is connected, in series, with a milliampere 
other, being careful to have the primary wires leading from the battery, one : 


meter, rheostat, cautery cables and cautery knife. 














from the zinc of the first cell, and the other from the carbon of the last cell. 
We have shown before how cells connected in “series,” like a train of 
cars, or a tandem team, give increased voltage. 


The accompanying sketch shows the scheme of connecting in a series. 
circuit, the battery, milliampere meter, rheostat, conducting cords, electrodes 


and patient. It is not necessary that they be joined exactly in the same 
order as here shown. The patient may be placed anywhere in the outside 
circuit, but the mode must pass through the meter, rheostat, etc., and pa- 
tient to complete the circuit. 
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SCHEME OF WIRING oF GALVANIC ciRCcUIT 


What is meant by “parallel” connection? 


Cells are in “parallel” when one primary wire running the length of | 


the battery is connected to each and all of the zincs, while the other primary 
is similarly attached to all of the carbons. : 
We have sbown how amperage or mode strength can be modified by 


connecting cells in “multiple” or “parallel,” thus greatly increasing the 
surface of zinc to be corroded, and therefore increasing the potential and. 


amperage. ‘This way of connecting cells, to get a mode of great strength 
or amperage, and little pressure or voltage, is used in the cautery battery 
for cautery work. 

The sketch (page 109) shows the scheme of wiring of a battery of 
six cells, arranged in “multiple” or “parallel” for volume and also shows 
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How do galvanic and cautery modes differ? 


Galvanic modes proceed from batteries connected in “series,” and are 
different from cautery modes in that their voltage is high and the amperage 


is low, whereas the latter have low voltage and high amperage. The cautery 


S ” y €¢ 99 
modes are derived from batteries connected in “parallel. 





What is meant by “in shunt?” 


© 


“Shunt” means where a heavy mode is made available for therapeutic 
use by subdividing it by means of several wires of different sizes, OF 
lengths, or both, whereby a mode approximating the desired strength may 
be obtained by putting into the circuit the branch wire carrying such re- 


duced mode. | 
If a mode of electrification is allowed to traverse a number of con- 


ductors, it will always choose the path of the least resistance, without re- 

gard to length, just as water running down hill, and meeting with some 

obstruction in its path, will flow around it. a ae 

- “Shunting” is sidetracking and may be compared to the branching of 
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a stream or river as shown in the mill race, where the water supply may 
be derived from a river running at any velocity; by grading the race to a _ 
given fall the velocity is attained independent of the river. The rheostat 


may be used with either the galvanic or faradic modes. 
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SiX PLANS SHOWING THE FORMATION OF A SHUNT ceRCUIT 


We will call attention to the accompanying sketch in which are shown 
five main wires, each different, but showing the various steps in the devel- 
opment of a “shunt” as adapted for the control of heavy modes so as to 
modify them for use in electro-therapeutics. a 

When we speak of the wires coming from a chemical cell or battery, 


2 : 66 be 99 66 ° ° 2. s 
we = ae the “primary” or prime” wires, carrying a “primary” mode 
in con io ane ry” wire, whic ie : 
radistinction to a “secondary” wire, which carries a “secondary” 


mode. When we speak of the wires coming from an incandescent or street 
circuit, we call them. “mains.” 





SHUNT LAMP RHEOSTAT 


_ The sketch on page 111 illustrates the principle of a shunt when 
used to charge a battery of storage cells. Here the storage cells are wired 
in ‘Series with a double knife cut-out switch, one side with the negative 
main (N), the other in series with a rheostat made of fourteen incandescent 
lamps wired in parallel and connected to the positive main GP). 
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~ STORAGE BATTERY. 


HOW TO TELL THE: POLARITY OF YOUR BATTERY 


How do you tell the polarity of a battery? 


The positive pole galvanic is acid, and the negative alkaline. 


Wet a piece of blue litmus paper; place upon it the cord tips from bat- 


tery, and turn on mode. The paper under positive end will turn red, and 


_ the negative tip will burn bluer. Reverse the position and the red spot will 


again turn blue, showing both acid and alkaline reactions of different poles. 
Place cord tips in water and turn on mode. Bubbles of hydrogen 
will come. from the negative tip, while positive tip will turn black, be cov- 
ered later with white, and nickel will be destroyed. | 
Place cord tips in saturated solution of iodide of potash; turn on mode, 
and free iodine will be liberated at positive pole and will color water brown. 
Attach cords to steel needles, and insert them into a piece of fresh, 
moist beef, turn on mode, and the positive needle will stick fast, while the 


negative will remain loose, and be surrounded by froth. | 
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What is meant by electrification? 


Electrification is a term applied to the force manifested when, through 
chemical action, friction, or otherwise, the normal electric equilibrium ex- 


isting in any substance is disturbed, thereby creating between it and some — 


other substance, what is called “difference of potential.” This difference of 
potential causes a mode of force to flow from one substance to the other, 


when a suitable conductor intervenes, which is called a mode of electrif- 
cation. 


What is meant by magnetization? i 


Magnetization is a force somewhat akin to the force of electrification, 
but differs principally from it in that its force is not prevented from exerting 
itself by the interposition of a di-electric, which is any elastic, transparent 
substance, of which air is an example. It manifests polarity. Lodestone 


possesses this force naturally. Magnetization may be intensified by electri- 
fication. 7 


What is meant by “dielectric?” 


A dielectric is an elastic, transparent insulator, and this term is usually 
applied to the atmospheric air. > | 


What is meant by “field” and “lines of force?” 


Any conductor, when energized by a mode of electrification, is sur- 
rounded by an area or zone of electric influence, the strength of which is 


directly proportional to the initial electric potential and to the distance from 
the conductor. 





The accompanying sketch represents this zone, or series of zones, of 
influence surrounding a live wire. The right hand cut shows the heavy 
concentrated zone close to the live wire in longitudinal section, while the 
small left hand sketch shows the same in tubular or ring zone arrangement 
around a live wire in a cross section.. This area of more or less active in- 
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= fuence surrounding the live wire is called the “field;’ and the different 


zones, 


as represented by the parallel and circular lines, are called “lines of 
ONCE. 





What is meant by electric induction? 
Electric induction is the process by virtue of which a mode of electrifi- 


‘cation is created in a wire by the passage of a mode of electrification 


through another wire lying parallel to it. -It is by this same pice that 
magnetization creates a mode when the wire is brought within the “mag- 


netic field.” 


What 2 an induced mode, and in which direction does it flow? 


The induced mode is the secondary mode set up in the parallel con- 
ductor, immersed in the “field,” and flows in the opposite direction to that — 


of the “primary” or inducing mode. 





This is shown in the accompanying cut. Here is, a primary live wire 
from a battery, showing a field, the influence of which is exerted ae 
left (+) to right (—). Immersed in this field is a secondary ie " 
sulated from and in no way connected with the first. To the ends 0 this 
secondary wire we attach a meter of the galvanometer type, which is co 
sensitive to slight modes. The needle of the meter in this secondary mode 
will be deflected to one side. Mark the direction. Now reverse the primary 
mode direction and immediately the needle of the meter swings over ee the 
opposite side. Thus, reversing the primary reverses the secondary. Now 
connect the meter direct to the primary circuit, with the mode flowing in a 
known direction and you will get the deflection just the opposite to what it 
was when the meter was in the secondary circuit, with the primary flowing. 

The secondary mode which is generated in the secondary wire, in the 
primary field, is called the “imduced mode” and this process 1s known as 


“induction.” 
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What is meant by electro-magnetic induction? 

Electro-magnetic induction is a process similar to electric induction, by 
which is generated a magnetic field and lines of force, which influence a 
conductor immersed in the field, generating an induced mode in the parallel 


conductor. The combination of the two is known as electro-magnetic induc- 


tion, and the combination greatly increases the potential of both, and the 
combined generator is known as an electro-magnet, and consists of a coil 


of insulated copper wire wound around an iron rod known as a “COREG; cans, 


_ forms the basis of the induction machine known as the faradic battery. 





What is meant by hysteresis? 


Flysteresis is a term applied to rapid magnetization and demagnetiza- 


tion of a soft iron core lying within a coil of insulated wire, through which 
an automatically interrupted galvanic mode is passing. 





b| 


THE PRIMARY COIL < 
What is a primary coil? a3 


A primary coil is one of coarse wire, wound about a cylinder, called a 
helix, through which a galvanic mode is caused to pass interruptedly for 
the purpose of inducing hysteresis in a bundle of soft iron rods within the 
helix, called a core. ; 





Thus we see, by the accompanying sketch, where a bundle of iron wires 
is immersed in a primary field. This bundle of iron wires, insulated from 
the coil of wire, is called a “core.” The wire so wound about the core is 
called the “primary coil.” 3 
How is induction modified? 

The induction is modified or varied by several factors: 

First—By the strength of the primary mode. 

Second—By the size of the primary wire. 

Third—By the number of turns in the primary coil. 

Fourth—By the length and thickness of the core. 
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the galvanic mode is in an opposite direction from the one in 
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THE SECONDARY COIL 


What is a secondary coil? oe 
A secondary coil is one of fine insulated wire outside of the ee 

coil. It is of great length, and the only mode that it es a e me 

created by induction from the magnetized core and primary coil. its m 


; 1e “make” of 
: uch as the mode induced by the “ma 
is an alternating one, inasm duced at the 


“break” of the same. 





The accompanying sketch shows a core, primary coil, field and secon- 
dary coil. The heavy lines represent the ‘primary. coil around the core, 
throwing out many lines of electro-magnetic force and generating a 
strong field. The light dotted lines represent many turns of a ae 
coil parallel to the primary coil and immersed in the strong oe is 
secondary coil cuts many more lines of force at right angles, and ; - 
generated an induced secondary mode of very high voltage potential. e 
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longer the secondary, the more maguetic lines of force cut and the greater 


the inductive force, within the limit of saturation. 


What is the limit of saturation? | 


. oe is a limit to the extent of the combination or leche ct 
eld beyond which the induced mode is not strong enough to overcome 


the resistance to the passa 

ge of the secondary mode through the 
e e e e ee 7 

coil. This is called the “limit of saturation.” : = 





THE PHYSICIAN’S INDUCTION COIL 
What are the essentials of a faradic battery? 


The accompanying sketch sh 
OATCOIL ae 1 shows a complete electro-therapeutic induc- 


It consists of the following essentials for the best results in ther- 
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“UWarkimg Diagram. Physicians Tw qetie Coil 


1b: Some form of chemical or other generator. 
*. A primary coil. 
on A soit iron temporary magnet, or core. 
4. An interrupter or circuit-breaker (vibrator). 
5. A secondary coil. 
6. A means of varying the primary mode. 
ie A means of varying the secondary mode. 
8. Binding posts. | 
9. Electrodes and conducting cords. 
10. : 


A shield, or muffler (not absolutely essential). 
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What is the function of the vibrator and muffler? Eee 
The vibrator is in fact a rheotome, whose function it is to automatically — 


‘interrupt the mode in the primary coil, thereby producing hysteresis in 


the soft iron core within the coil. The muffler’s purpose is to restrict the 
extension of the electro-magnetic field into the substance of the secondary 
coil. The amount of restriction depends upon the degree to which the core 
is covered by the muffler. The muffler acts as a short circuit to the mag- 
netic flux. It may be (and usually is) placed between the core and primary 
coil, in which position its restrictive influence is also felt upon the primary — 
mode. 


What is the nature and effect of faradic modes? 


Faradic modes are of two kinds: primary and secondary. The primary 
mode is an interrupted constant mode or rather an interrupted galvanic 
mode, increased and modified in effect by the process of hysteresis going 
on in the central iron core. Its effects are superficial, and more painful 
than those of the secondary coil. The electrolytic and other chemical effects 
are so slight as to be of no consequence. It affects chiefly the superficial 


nerves and muscles. 


The secondary mode is an interrupted, alternating, induced mode, 
created. wholly through the inductive influence of the primary mode and 
hysteresis in the central iron core. Its effects are entirely mechanical and 
will extend to the deeper nerves and muscles. It is sedative and anzesthetic, 
and owing to its high voltage, it will penetrate deeply into the tissues. 


VARIATIONS OF THE INDUCED MODE 
How may the faradic mode be varied? a 
The secondary, induced or faradic mode may be modified or changed 


in the following various ways: 


1. By the size and number of the cells. 
°2°> By the size, length and number of turns in the primary. 


3. By the rapidity ot the interruptions at the vibrator. 


.. By the muffler, in three places: _ 
(a) Between the core and primary. = 
(b) Between the primary arid secondary. 
ae (c) Outside the secondary. oe 
- 5. By the kind, length and diameter of the core. : 
6. By the size, number of turns and length of the secondary coil, 
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_- which is still further regulated by the number of taps of the secondary at 


different lengths, or by the number of interchangeable secondaries. 

7. By the distance the movable “sledge” secondary covers the pri- 
mary. Be 
8. By a shunt primary controller, if the street mode is used. 


What can you say of the polarity of the faradic mode? 


‘The primary mode from a faradic battery has the same polarity as_ 


any other constant mode of similar strength, except that it is interrupted. 
The secondary mode, being an alternating one, reverses polarity at each 
interruption, being in the opposite direction from that in the primary coil 
when the mode is “made,” and in the same direction of that which flows in 
the primary coil when the “break” occurs. The “break” mode is somewhat 
_ the strongest. 


THE SINUSOIDAL MODE 


| What is a sinusoidal mode? 


A sinusoidal mode is an alternating mode whose alternations occur 


gradually, practically without interruption. The potential in one direction 


is gradually overcome, neutralized, and finally succeeded by an equal — 


amount of potential in the opposite direction. These changes follow the 
line: of a sine curve, when illustrated diagrammatically, hence the name. 


What is the nature and effect of the sinusoidal mode? 


The sinusoidal apparatus consists of a permanent magnet, between the 
poles of which an armature revolves, while a coil with a soft iron core is 
connected with each pole upon the outside. This mode produces physio- 
logical and therapeutic effects, which are not obtained by any other form 
of mode. The applications are painless, and. afford excellent exercise to 
muscles, producing marked contractions without any other sensation than 
that of motion. The effects can be limited to a single muscle or set of 
muscles. When the machine is. run slowly it produces interrupted contrac- 
tions, and when run rapidly causes tonic. or continuous contractions. el has 
mode relieves pain and excites the nerves of special sense. Applied to 
the region of the eyes it causes luminous impressions, without any pain, 


_ prickling or the sensations that attend the galvanic or faradic mode. Applied | 
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to ears, entirely deaf, from disease of the middle ear, sounds are heard. 
The sinusoidal mode is often anesthetic when all other modes are not. The 
machine can be run by foot, water or electric motor power. 













Fig. 1. Tracing made by mode from sinusoidal apparatus. 
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Fig. 2: Mode from faradic apparatus. A, make; B, break. 





ee | radic: Fig 2, but with dif- 
Fig: 3. A, mode from faradic apparatus. Same as ; 
- . ferent adjustment of rheotome. B, mede reversed. 


What is the difference between sinusoidal and faradic modes? 


The faradic mode, as distinguished from the sinusoidal mode described 
in answer to the preceding question, is an induced mode whose interrup- 
tions are abrupt, especially the one caused by the break in the primary 
mode, consequently the mode is accompanied by shocks, which may be 
severe and painful, if the mode is strong enough, and the interruptions 
come too slowly to produce tetanization of the nerves and muscles. The 
sinusoidal mode is painless in its passage through the tissues. Both modes 
are alternating, and hence devoid of polar effects. 

AeLO 





the lines of electro-magnetic force soaking through the outer end of the 
secondary coil. You can at once see how, by merely pushing the core and. 
primary further into the secondary coil, that more turns are saturated, more 
lines of force cut and more induction and secondary mode is generated in 


the outer coil. 
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Secondary with over 7000 feet of wire in 4 sections. 

Any one or more can be used at one time. The first con- 

: tains 900 feet of No. 30, second 1600 feet of No. 82, third 
1500 feet No. 34, fourth 3000 feet No. 36. 


SLEDGE TYPE FARADIC COIL BATTERY 
What is a “sledge” coil? 








A sledge coil is a secondary coil which is made to slide on and off the 
- : _ primary coil, for the purpose of varying the strength of the mode which 
it carries. The mode is weakened by drawing it more or less from the 

: magnetic field, and strengthened in the Opposite way. | 
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What is a combination battery? 


33 Teng 


The cut shows a new design for a combination of galvanic and faradic 
batteries, both in the same case, for convenience and portability. It can 
be used with a number of small dry cells or can be connected and used with 
the 110-volt direct incandescent light mode, only requiring a connecting 
cord and plug, to screw into a lamp socket at your office or at the patient's 
home. It consists of an improved double scale (0-20, 0-400) shunt milliam- 

“pere meter, graphite rheostat, pole-changer and other necessary switches. 
The coil has both the hammer vibrator, with heavy ball attachment for slow 
vibration at one end, and a ribbon rapid vibrator or “singing rheotome,” at 

the other. This gives a wide range of usefulness, both for office and out- 


121 





- The accompanying cuts illustrate the complete separation of the core 
and primary connected to a galvanic cell, from the secondary connected to 
the meter. Simply lowering coil (b) inside the coil (a) starts the induc- 
tion. This is shown in the left-hand cut. The small right-hand cut shows 
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side work. The case is 10x1114x15 inches, and is strong, light, hand-— 
some and durable, with a Carrying strap. 
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The galvanic, faradic, separate or 
combined and sinusoidal if attached 
to any alternating lamp socket. 

~The milliamperemeter is shunt 
long and short scale 0-20, 0-500. 
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vibrating. The rheostat is fire 
_ burned graphite: 

Has pole changer, all necessary 
switches, cords, handle, series 
lamps, ready to attach to any 110 
direct or cells. . 

If attached to alternating the 





sinusoidal delivered but the faradic 
will not be as good as if operated 
by cells or direct. Can also be used 
with a rectifier. 
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THE WARL PLATE 
What is a wall plate? | 


Many physicians want some apparatus for the practice of electro- 
therapeutics, which will be complete, well made and reliable, compact, 
ornamental and attractive, at the same ‘time reasonable in price. The plate 
shown herewith contains the essentials. It is mounted in a handsome well- 
made oak, imitation rosewood, or white enamel case, to be attached to the 
wall, with glass front door and sides, and a drawer below for electrodes, 
and a shelf above. The cells may be in an adjoining room, or in some 


convenient closet, or in the attic or cellar, or if the street mode is used, the 


wires are easily attached and concealed. | 
When closed it adds to the appearance of the room, and the different 
122 


PORTABLE OR WALL ~ BAT- 


The coil is double singing and ball: 


faradic coil can be operated, also- 





parts | are protected from dust and moisture. When open it is ready for 
use at a moment’s notice. The plate contains a long fine wire high tension 
faradic coil, with a fine and coarse interrupter, also double singing ribbon 


and ball vibrator, giving a great variety of effects. The graphite rheostat, 


which is the best kind, will safely and surely control either the galvanic, 





















































































































































































































































faradic or combined modes so that the operator may give any dosage from 


the mildest to the full capacity of the battery without danger of shock. 


The shunt milliampere meter is the most important part, as it measures 
the dose. It has a long scale for heavy doses, registering from 0 to 500 ma., 
a short scale for light doses, from 0 to 50 ma. You always should know 
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the amount of mode passing all the time. The rheotome gives various in- 
terruptions of either, from 8 to 600 per minute. It is automatic, and has 
a scale on the face with guide to set the ball on the pendulum so as to get 


any desired number of interruptions. 


At the top of the battery is the regulator for raising or lowering the 


voltage or amperage while the battery is in use. 


_ There are no switches except the pole changer at the bottom of the 
cabinet for throwing positive or negative to either electrode. Operated by 
cells, direct street mode or by using a rectifier the alternating street mode 
may be used, which will also give the sinusoidal mode. 

Anyone who can read galvanic, faradic, sinusoidal, etc., can place the 
finger of the indicator on the dial of the selector and operate it. 


The whole is simple and easily operated, and will not get out or order. 


This wall plate is not intended for diagnostic or cautery work, but for gen- 
eral electro-therapeutics, and aside from the fact that in neatness and 
elegance the outfit leaves nothing to be desired it is guaranteed to be sub- 
stantial, and will give many years’ service. 

3 The marble slab is 18 x 24 inches. The cabinet is 22x37 inches with 
door and drawer for holding electrodes. One pair of cords, one -pair of 


hand electrodes, one foot plate go with each case. Shipping weight about 
150 pounds. : 


What is a dynamo? 


A dynamo is a machine for the purpose of generating a mode of elec- 
trification. It consists of a revolving part, called an armature, from which 
a mode is conducted to the wires leading from the dynamo, and which is 
induced in the coil contained in the armature, by the revolution of the arma- 
ture between the poles of a magnet, which constitutes a part of the dynamo. 


\ 


What is the nature of a dynamo mede? 


A mode generated by a dynamo is made up a large number of impulses 
caused by the armature passing the magnet as. the armature is revolved. 
When a commutator is used on the dynamo these impulses all flow in dic 
same direction in the line wires; and this is called. a direct mode; but when 
no commutator is used, the impulse travels out. on one line ne: and lier 
the armature has traveled one half revolution, the impulse travels out over the - 
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other line’ wire, or in other words, these impulses change the direction 
‘n the line wire to the opposite direction each half revolution of the arma- 
ture. If you number these impulses, the even numbers will all travel in 
one direction and the odd numbers will all travel in the opposite direction 
‘n the line wires. This is called an alternating mode. Each impulse is 
called an alternation. Two consecutive alternations are called a cycle. 
The ordinary alternating mode has 60 cycles a second, or 7,200 alternations 
per minute. 

The) constant mode generated by a dynamo or storage battery differs 
in action in no essential particular from the constant or galvanic mode pro- 
duced by chemical action in some one or other of the many forms of galvanic 
cells customarily used by physicians, while the electro-motive force is, as_a 
rule, much less variable. The advantage to the physician of having a sup 
ply from a central station and thereby freeing him from the innumerable 
annoyances inseparable from the attempt to keep a series of primary bat- 
teries in efficient working condition, can be readily seen and appreciated by 
all who have worked in this field. If, then, incandescent light or dynamo 
modes used for propelling street cars or running other motors were acces- 
sible to all physicians, it has occurred to many that electro-therapeutic 
apparatus might be greatly simplified, for then provision for controlling 
and adapting them to the physician’s work would alone be needed. 


What commercial modes are to be used? 


There are two modes of commercial power available for therapeutics. 
One is the direct, the other the alternated. | 

The direct mode is usually delivered in three voltages, viz: 110 v., 
220 v., and 500 v. | | : 

The one most universally distributed is the 110 v., but this is being 
changed in many cities to the 110 v. alternated for light, and 220 v. for 
power, as the alternated is cheaper to generate, and gives less loss in leak- 
age. Either the 110 v. or the 220 v. may be transformed by means of 
lamps in series and parallel, and used with safety. The 500 v. mode may 
also be used, but it is dangerous, and not advisable, unless it be first passed 
through a transformer, which is large and expensive. The following dia- 
erams showing the ways to wire lamps will aid the operator to use these 
modes in his work. Any local electrician will readily translate the drawings 
and mount the lamps for you, if you cannot or do not care to do it your- 
self. The insurance regulations are strict, and it is advisable to have it 
done by a commercial expert. 
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How may we use the 110 v. direct mode? 





The drawings “G,” “H,” “I,” “J” show how to wire 110-volt lamps so 
as to use the 110-v. direct mode. One lamp is wired in series, and the other — 
in parallel. The figures in the circles representing the lamps indicate the 


candle-power of the lamps used, and the figures at the bottom, above the 
letters, indicate the approximate voltages and amperages delivered. 


How may we use the 220 v. direct mode? 





The drawings “K,” “L,” “M,” “N,” “O,” “P” show how to wire 110- 
volt lamps so as to use the 220-v. direct mode. 3 
Iwo lamps are wired in series and one in parallel. The figures in the 
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circles representing the lamps, indicate the candle-power of the lamps 
used, and the figures at the bottom, above the letters, indicate the approx- 
imate voltages and amperages delivered. | 

Experience has shown the author that for the ordinary wall plate 
cabinet which is described in this book, when used with the 110-v. mode, 
the wiring shown in ‘“‘G’ is best for mild doses, and “J” for heavy work. 
When using the 220-v. mode, experience shows that for mild dosage the 
wiring shown in “K” is best, and for very mild dosage, such as used in 
hair work, then “O” is best, but for the average run of treatments the 
wiring of “M” is most satisfactory. The sinusoidal generator in the large 
specialists’ cabinet will not run well with a potential of less than 100 
volts, and “M” is the one I use. If more voltage is desired, then use 
“N,” but the 4-candlepower lamp will soon burn out. When “M” is used 
the two 32-candlepower lamps will glow a dull red, and the 8-candlepower 
lamp will light up brilliantly. This wiring, in combination with the reg- 


- ulator at the top of the plate, gives entire satisfaction. 





How may we use the 500 v. direct mode? 


The drawings “R” and “S” show how to wire 110-volt lamps so as to 
use the 500-v. direct mode. Here four 16-candle-power lamps are wired in 
series, and one in parallel, giving approximately 85 volts and % ampere 
below. As stated before, this mode is dangerous to handle, and not 
advisable. 7 
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How should the apparatus be connected? 


The drawing “T” shows how the main wires from the street service 
should be connected, viz.: first to a single throw, double-pole knife switch, — 
“S”; thence to two single or one double, Edison, cut-out fuse plug blocks, — 
‘“F-F”; thence to the bank of series and parallel lamps, “L-L-L”; thence 


to the wall plate or cabinet thence to the patient, 7.” 
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Reducing Board, for cutting down the 
220. or 500 volt modes to 110 volts so that 
it can be safely used for operating bat- 
teries, etc.; for treating patients. 


How may we use the alternated commercial mode? 


The alternated incandescent light mode may be used in .connection | 
with a rectifier, when the direct mode is not avilable. This mode is the © 


one now generally supplied for lighting purposes. 


EER RE CITEDER 
What is a rectifier, and its uses? 


A rectifier is an apparatus by means of which it is possible to so 


change or transform an alternated commercial mode, as to make of it a 
direct or unidirectional mode, which may be used for electrolytic work. 
It will not, however, remove entirely the pulsating character of the mode, 
and therefore is not to be advised for delicate operations about the face, 
such as the removal of hairs and small facial blemishes. 
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Many claim the galvanic mode secured by first passing the alternating 
through the rectifier, is equal to cells or direct mode for the treatment of 
patients. This is not true. 3 7 

For the ordinary run of electro-therapeutic work the rectifier can be 
used in connection with the alternated mode. Neither a direct or a recti- 
fed alternated mode is as mild or as good in effect as the true galvanic © 
mode which is derived from the chemical cells of a battery. 


























The accompanying cut shows the common form of rectifier, with four 
aluminum cells arranged in a quadrangle, although they may be arranged 
in a row, if more convenient, to place on top of a wall plate case.. 

By passing the alternating mode through the rectifier it will operate 
a galvanic battery. By throwing the knife switch to the opposite side of 
the rectifier and passing the direct mode to the galvanic side of the battery 
you have the sinusoidal mode. This will also operate the faradic. 

There are several kinds of rectifiers, as the magnetic, inductive, 
mechanical and electrolytic, but the last named kind is the best, because 
it is the most reliable, simplest and cheapest, and most economical, and 
having no moving parts, will not get out of order. = 

They are called aluminum cells, because one element of the cell is _ 
made of aluminum. | : | 

The practical value of the rectifier depends on the pecuiiar property 
possessed by aluminum, in that it will offer a very high resistance to the 
passage of the mode, when it is so placed as to be the anode of the cell, 
but does not so act when placed so as to be the cathode in the cell. 

This disposition of the cells was arranged by Greetz, and is an applica- 
tion of what is known as the Wheatstone bridge. 

If we pass an alternated mode through an aluminum cell, as mentione 


; a | 129 























~~ 


above, we will have an almost complete and instantaneous arrest of an 
imptlse in one direction, but there will be no change in the impulse in the 
alternate direction, and we would have an interrupted mode, and it is on 
this basis that the four cells of the rectifier shown in the accompanying cut 


are grouped so as to lead all the impulses of both alternations in the same 


direction, and deliver a continuous mode. 
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ATIENT ciRcuIT.D 


PLAN ot WIRING or ALUMINUM FOUR CELL RECTIFIER. 


An alternating mode is positive first on one lead, then the other; 
the rectifier will allow mode to pass only in the direction indicated by the 
arrows; therefore, by tracing the wiring as the arrows point you will 
see how both waves of the mode must pass through the apparatus over 
the plus (-++) wire, making it unidirectional. | Saag 
_ The diagrams (page 131), A, B, C and D, show the connections of a 
three and four-cell instrument for both the two and three-wire service. _ 

Some power plants prefer to use the three-wire system, so as to better 
balance their load; figures C and D show how we block the plus wave on 
the two outside wires, causing the true unidirectional mode to pass through 
the coil over the “neutral” wire, returning to the outside wire alternately 
as indicated by the arrows. i 
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Show these diagrams to the superintendent of your central power 
station, and he will tell you which form of wiring is best suited for the 
primary mode supply at your command, and he will doubtless see to it that 
you are supplied with sufficient mode. | 

The most efficient generators on the market require 40 amperes at 
110 volts for quick picture work; therefore, if you cannot get as much 
mode you will not be able to make good X-ray pictures with any kind of 
apparatus. : 





The secret of success in making good X-ray pictures from either 
direct or rectified alternating mode is to have a primary mode supply of 
not less than 40 amperes for a period of 20 seconds at a normal pres- 


sure of 110 volts. 


The key to the situation is—if mode is direct, the lead wires between 
your supply dynamo and your coil must be of sufficient size, depending 
upon distance and other local conditions. ee | 

If mode is alternating, the high-tension mains should connect with 
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a step-down feed transformer of proper size located within a few hundred 
feet of your coil installation, having No. 6 lead-in wires, or larger, other- 
wise the voltage will not remain normal when drawing 40 amperes. 

This requirement is not excessive; such a mode should be available 

in any locality where electric lights are used; if not, your service is insuf- 
ficient or defective. From 3 to 10 amperes eal do for treatments but not 
for picture work. 
: Three cell rectifiers can be wired for either two or three wire systems, 
as shown by diagrams Fig. A and Fig. C-on page 131. It will be 
observed that by either method one cell performs: double duty by containing 
two valve electrodes. 


Four cell rectifiers can be wired for either the two- or three-wire sys- 


tem as shown by diagrams B and D on page 131, therefore, when 
ordering it, it is only necessary to state rectifier, A, B, C, or D as may 
be selected. : 3 





The Giant As© Rectifier. - 


_ The elements of this rectifier are immersed in fourteen gallons of 
liquid. In this the pure lead cyiinders serve the double purpose of elec- 
trolyte container and positive electrode for each cell, thereby distributing 
the mode evenly over the whole length of the long round valve cylinder 
throughout its length. | 7 | 

The diagrams show the connections for both the two and three wire 
110 volt service, and when ordering, state which system is to be used. 
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The superintendent of your electric light plant will tell you which you 
have. If you should have the 220 volt service, the connection shown in 
diagram, Fig. “D,”’ shown on page 131, may be used, without lowering the 
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efficiency, or See and by this method may be attached to the cells 
for hours, without noise or injury. This rectifier occupies a floor space 
only 9 x 31 in.; height 32 in. 
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This shows a rectifier consisting of one cell only, for use with X-ray 
coils, and storage cells for use in automobiles, dental engines etc. ~ When 
using the alternated mode, it is necessary to rectify or change it to a direct 
mode, before passing it to the electrolytic interrupter, and it is a great 
economy of energy as well as space to have the rectifier all in one cell 
rather than in a number of them. This jar holds five gallons of the elec- 
trolyte, and the active or working surface of the lead and aluminum elec- 
trodes is very large. This is adapted to use with both large and small 
apparatus, and for heavy and light work, and has a special cooling device 
which prevents overheating, eh adds greatly to its efficiency. 
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| THE CONTROLLER 
What is a controller, and its uses? 


The cut below, at the left, shows a complete electro-therapeutic 
cabinet, in which is a controller in the shape of a round graphite rheostat. 
The sketch below, at the right, shows the arrangemient and work- 


ing plan in detail of this graphite shunt rheostat or controller which we 


will explain fully. In order to have a controller for a heavy mode, so as 
















SHUN 





PATIENT 


to be able to administer large doses, such as are necessary in the phoric 
treatment of cancers and other growths, the rheostat is enlarged, till the 
graphite surface is twelve inches in diameter. This adds a wider range of 
resistance and will allow a fractional and perfectly smooth reduction of 
resistance, and consequent increment of electrification passing, with a 
range of dosage from a mere fraction of a milliampere, up to as high as 
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1500 milliamperes, if desired. It may be used with either the 110 or 220 
volt direct street mode, or a battery of primary cells. | 

But when we use very slight modes, we should have correspondingly 
low voltage, so as to lessen the painful effects, when removing hairs, or 
when working about the organs of special sense. Therefore, in order to 
adapt this controller to the street mode, the shunt principle of control 
(which has been fully explained before) has been added to this controller. 
By referring to the sketch below and following this explanation of it, it 
will be made clear. First, you will notice an incandescent lamp is placed 
in series with the negative main and connected to the post N. This adds 
resistance and according’ to Ohm’s law, reduces the amperage. The other 
street main is attached to the post marked P. These posts connect with 
the graphite surface of the rheostat, and the main mode passes around 
through the graphite, shown by the concentric circles, and out through 


the series lamp. Then, if the patient’s circuit be connected to post marked 


P P and N N, we know that the patient will be im shunt. The meter 
should be in the patient’s circuit. So far the new controller is just the 
same as the ordinary shunt wired graphite rheostat, and differs from it in 
no respect except in size. The improvement lies in the addition of an- 
other wire from N to N N, which is then connected to a second incandes- 
cent lamp, im series with post marked P P, which is connected by a wire, 
shown as the dotted lines, from post P P, to the pivotal end of the sliding 


contact switch. This arrangement puts the patient still furher removed 


from the primary mains, and makes the patient’s circuit really a double 


shunt, or a shunt within a shunt. This makes the voltage and amperage 


still more reduced. The milliampere meter should be placed in this second- 
ary patient’s shunt circuit, so that it will measure only the electrification 
flowing through the patient, and not the mode passing through the lamp 
also. By his arrangement, the most of the voltage is used in the lamp 
circuit, which is a better conductor than the body of the patient. There- 
fore, the patient gets a small dose under diminished pressure. 

Now if the key of this lamp is turned on, and the rheostat switch arm 
moved over the graphite, the electrification will traverse the three tracks 
shown in the sketch above, and be distributed proportionally, according to 
their several resistances. Thus, so small a mode will pass through the 
patient that the large switch arm will have to move half way around to get 
the patient’s meter to register one milliampere, while the shunt lamp will 
glow a dull red. This very gradual increase very much lessens the dis- 
agreeable sensation, and there is a marked difference in the feeling of 
the passage of two or three milliamperes, under a full 110 volts, and the 
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same dose under the greatly reduced voltage of this secondary shunt 
circuit. In the cut of the plate, page 137, this rheostat is shown at the 
bottom of the plate, with the two lamps above, the one in shunt, the 
other im serves, as shown in the sketch at the right. The one in series 
is to cut out part of the amperage and protect the graphite from burning. 
This series lamp may be cut out of the circuit if desired, and thus enable 
an expert to utilize the full potential of the street mains, in series circuit 
only, for giving very heavy modes. 

When both lamps are in use, as shown in sketch, the patient’s dose 
may be made very small, and be almost identical with the galvanic mode 
from a primary battery. With both lamps off, you get the effects of the 
dynamo mode, with series control, and it can be used with either the direct 
mode for electrolytic and phoric heavy work, or for controlling the farddic 
secondary induced or the sinusoidal modes, in therapeutics. 

With both lamps on, and the meter and patient cut out of the circuit, 
the patient’s secondary shunt circuit mode is adapted for use in lighting 
small power diagnostic lamps, for exploring and illuminating cavities. A 


large battery of primary galvanic cells may be used with this cabinet and 


controller, as well as the street mode. This controller may be had also 
in portable form, mounted in a separate receptacle, so that it may be trans- 


ported easily, and used in connection with some other source of power, as 


occasion may require. We believe that this new controller answers all re- 
quirements for the safe, successful and satisfactory control and use of what 
is otherwise a sometimes disagreeable and dangerous mode. : 
By aid of this device the physician may utilize the 110 or 220 volt 
direct or constant dynamo mode for therapeutic work—electrolytic work. 
Or by aid of this device the physician can utilize the 52 volt or 104 volt 
alternating dynamo mode for therapeutic work—faradization, 


THE POPE-JUETTNER-BENNETT GALVANIC, FARADIC AND 
SINUSOIDAL CABINET 


The milliampere meter is of low resistance variety, and is known as 
the “dead-beat instrument.” This means that the needle at once stops at 
the proper mark indicated by the mode and does not flutter, as do the or- 
dinary meters. This effects a saving of valuable time when operating. 
It reads from 0 to 30 milliamperes on the upper scale and from 0 to 1,500 
milliamperes on the lower or shunt scale. : - 

When treating cancers and tumors a milliampere meter measuring 
up to 1,500 milliamperes must be used. : | 

There is also attached a volt meter which will give a correct reading 
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of the voltage in use. This meter will register from 0 to 125 volts in one- 


yolt divisions. : 
The shunt graphite rheostat or controller which has been previously 


described measures 12 inches in diameter and is adjusted so finely that it 
will absolutely control any mode from the mildest up to the full capacity, 
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which is about 2,000 milliamperes. These heavy doses are used in treat- 


ing cancers and tumors, : us 
At ithe top is the amperage and voltage regulator. Just below 
and at the right are the milliamperemeter and voltmeter, one below the 
TST 








other. On the left is the combination sinusoidal, oscillating, wave and in- 
ae mode generator, which will be described fully. Just below this 
to the left is the compound induction coil, which will be also more fully 


described. Below this to the right is the large controller, which has been 


fully detailed, and to the left is the new mode selecter, which does away 
with all the old style multiplicity of switches. The only switch is the pole- 


SINUSOIDAL, OSCILLATING, WAVE AND INTERRUPTED 
MODE GENERATOR 

This apparatus shown on page 138 and found on the large specialists 
plate on page 137 1s for use with either the direct or alternating 
street mode, and gives a great variety of modes and combinations. Here- 
tofore the sinusoidal could only be obtained from the street alternating 


changer at the bottom. The two lamps are described in connection with — 
the controller, mentioned before. : : 
‘This cabinet is not to be operated by cells, but with either the 110 

or 220 volt direct street mode or the rectified alternated street mode. 

| The cabinet is beautifully designed and made of thoroughly kiln- 
dried quarter-sawed oak, “hand-rubbed and polished, and special care 
has been taken to make it free from all joints and all gingerbread work 
and perfectly plain, so that it can be easily kept free from dust by simp] 
wiping with dry cloth. It stands 69 inches, is 26 inches wide and 22 nah 
deep, and will weigh, boxed for shipment, about 400 pounds. 


mode, or from a combination motor generator, or magneto machine. 
Moving the lever at the top, from left to right varies the frequency 
and periodicity of the various modes, while moving the lever at the 
bottom from left to right selects the four modes and combinations, as 
follows: 
“A” is the sinusoidal in cycles. | a 
“B” is the oscillating, in strokes. © . | iW 
“C” is the wave, in undulations. | 
“D” is the interrupted in breaks and makes. | : Wil, 
Way |: 


~ 


What is the sinusoidal? 


; 


Q 





The Sinusoidal Mode. - 

The diagram “A” shows the curve which represents the sinusoidal | 
mode. In this drawing and the ones following, the horizontal line repre- 
sents the neutral or zero line between positive and negative. In the 
curve “A” there is a rise of potential, followed by a fall, which goes from 
the positive to the negative, as shown by the curves above and below the 
line, and marked (+) and (—). This makes one complete cycle. 





Oo 
GEDERGREN | 
SmStRLOSLATNG AE ANDMTERUPTED CURE ATS 


PATENTAPPLIED FOR. 

FRANK S.BETZCO., 
ASINUSOIDAL STO 70 GYCLESPER SECOND 
B OSCILLATING nuuinis STROKES 

WA chad WAVEurhian 
O INTERRUPTED Hh nn BREAKS wi 


What is the oscillating mode? | | | : 





The polished marble slab upon which the essentials of this magnificent The O " ting M a : 
e Oscillating Mode. 


cabinet battery are attached, measures 24 inches wide by 36 inches high 
and is 1% inches thick, and attention has been given to have it free from ~ 
all imperfections. 2 





The diagram “B’ shows the curve which represents the oscillating 
mode. In this drawing the curve shows a rise and fall of potential, above 
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_ the line, which goes down to zero, but not below it, which is immediately 
followed by a similar rise and fall, as shown by the curve marked (+). | 
This same thing is shown in the lower drawing, as below the line, 


where there is a fall of potential, which is followed by a rise to the zero 


line but not above it, which is repeated, and shown by the curve marked. 


(—). The potential in the oscillation mode varies, but the polarity does 


not change. The oscillations may be either positive (+) or negative . 


c. 


What is the wave mode? 








The Wave Mode. | 

The diagram “C” shows the curve which represents the wave mode. 
In this drawing the curve shows a rise of potential followed by a slight 
fall, but not to the zero point of beginning, and is followed by another 


rise and fall, but never to the zero. This is a sustained fluctuating mode. — 


This mode may be obtained on the negative side or below the line of zero, 
as shown in the lower drawing. In the wave mode the polarity is more 
marked, and may be likened to waves on the ocean at either high or low 
tide. 


What is the interrupted mode? 
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The Interrupted Mode. 


The diagram “D” shows the lines of potential, which may partake of 
either positive (+), or negative (—) polarity. The make and break may 
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vary in frequency, as shown by the different lengths of the lines and the 
spaces between them. The lines representing the time during which the 
mode acts, and the space, when it is inactive.- In this mode the potential 
is constant, when once the mode is operating through the circuit. 


Ay 





The Multiplex Mode. 


The diagram “E’ shows the curves, which represent the multiplex 
mode, as used in combination with the sinusoidal. These drawings indi- 
cate that while the sinusoidal mode is operating, there is a secondary effect 
made apparent at the same time, which may be likened to small ripples 
often seen on the surface of waves of water when the wind blows, and 
which robs the billow of the smooth glassy surface. 

The upper drawing of diagram “E” shows one frequency of the multi- 
plex mode, and the lower drawing a still more rapid one. , | 

While “E” shows only the multiplex sinusoidal, it may be had in com- 
bination with any of the other modes, shown in “B”, oscillating, ECs 
wave, or “D”, interrupted. For economy of space only one multiplex com- 
bination is drawn. 3 : 2 





Variations in Strength and Frequency. 


The diagram “FE” shows the curves of the sinusoidal mode divided : 
into various potentials, cycles and periods. This drawing can be applied 


: e e : e e 66 599 
‘to either the sinusoidal, “A”, oscillating, “B”, or wave “C”, modes. 


The curves at the left, show a high positive (+) and negative (=) 
potential, through four cycles. The middle part shows a lower potential, 
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both positive (--), and negative (—), through three cycles, but both parts 
show the same periodicity. 
The curves at the right show both a high and a low potential, posi- 


tive (+), and negative (—), through one cycle, -and with a longer ~ 


period. The combination generator in the specialists cabinet will enable 
the operator to make use of all the modes shown in the diagrams “A”’, 
“B”, “C”, and “D”, in combination with any of the multiplexities, “E”, 
and the different potentials, cycles and periods, shown in “F’”,. These 


modes are obtained by means of the regulator, rheostat, selecter and, 


generator. 
Experiment and experience have demonstrated the intrinsic value’ of 


these modes and combinations, in electto-physics, electro-physiology, and: 


electro-therapeutics, and this apparatus is a valuable addition to our arma- 
mentarium, and the price makes it within reach. 


9 36. 34°30 28 26 22 2056 
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The Pope-Massey- Juettner-Bennett Coil. 

This coil is a great improvement over the usual faradic or induction 
coil. It is made in seven sections, any or all of which may be used in 
a great variety of combinations. Both primary and secondary modes may 
be used at any rate of interruptions, with the fast and slow vibrators. 
It is composed of the following lengths and sizes of wires: No. 20, 200 
feet; No. 22, 300 feet; No. 26, 500 feet; No. 28, 800 feet; No. 30, 1500 
feet; No. 34, 2500 feet; No. 36, 3000 feet. Total 8800 feet. 


the large rheostat, and may be used in combination with the other modes 
through the selecter. 


THE MODE SELECTOR 


This apparatus is of great assistance to the operator, for the selec- 
tion, and combination of the various modes derived from the galvanic, 
faradic and sinusoidal generators. It does away with switches, makes the 
selection and combination positive, and correct; no guess work. It resem- 
bles a telephone board, in that you simply select your mode, instead of 
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3 The differ- . 
ent combinations are made by sliding contacts, and all are controlled by. 
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plugging in for your subscriber. The knob at the right turns, and the 
indicator travels up and down a scale with a rack and pinion gear, that. 
is so simple, as to be a wonder that we did not have it before. The follow- 
ing is the list of fifteen selections, to be made, any or all of which 
may be multiplied by varying the modes from the several generators con- 
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The Mode Selector. 7 

nected. No. 1, the cautery, when it is attached. No. 2, rapid sinusoidal. 
No. 38, multiplex sinusoidal. No. 4, slow galvanic sinusoidal. No. 5, 
galvanic. No. 6, slow primary faradic. No. 7%, fast primary faradic. 
No. 8, slow secondary faradic. No. 9, fast secondary faradic. No. 10, 
slow primary and secondary faradic combined. No. 11, fast primary and 
secondary faradic combined. _ No. 12, fast faradicy and sinusoidal com- 
bined. No. 18, fast faradic and sinusoidal and galvanic combined. No. 
14, slow faradic and galvanic combined. No. 15, fast faradic and galvanic 
combined. These are made in two sizes, one with twelve selections for 
the wall cabinet, and the one described above with fifteen selections for the 
large floor cabinet. 


What is an electric belt, and its uses? 


The ordinary so-called electric belt is a fake pure and simple, made to 
sell, and then to disintegrate. This is for two reasons, one to make room 
for another sale, and the other is to destroy the evidence of the first fraud. 
They are usually a flexible chain of pieces of zinc and copper, covered with 
felt or some other absorbent material, which is soaked in some dilute acid, 
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which may be employed in producing galvanic effects; a motor-dynamo 
outfit, so styled, is used for this purpose. The process of transforming the 
mode really amounts to developing power by passing the alternating mode 
through a small alternating motor; the shaft of this motor is either geared 


or connected directly with the shaft of a small direct mode dynamo; the 








A 


D Sir tA 


power thus produced operates the dynamo, which generates a direct 
mode of suitable voltage and amperage to be used in connection with a 
galvanic wall plate; this mode may also be employed to excite the action 
of the faradic coil of a physician’s switchboard. Strictly speaking, the 
alternating mode employed in this method is used as a mechanical agent, 
rather than as a therapeutic force. - 





What is a cautery-transformer, and its use? 

Another mode of employing the commercial modes, although a surgi- 
cal rather than a therapeutic method, is in galvano-cautery. This is quite 
an important branch of electrification with the physician making a specialty 
of eye, ear, nose and throat work. ‘The great advantage of cautery in 
many minor cutting operations is in the almost certain avoidance of 
hemorrhage. A transformer working on the principle of an induction 
coil is used to adapt the mode to cautery work. The 110 volt or 55 volt 
alternating or the 110 volt or the 220 volt direct mode is attached to the 
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proper binding posts of the transformer; a mode of about two amperes 
is thus fed to the appliance. The transformer converts this mode of 110 
volts and two amperes to one of about six volts and thirty or forty 
amperes, which is sufficient to heat most platinum cautery knives and loops. 





Direct Cautery. Alternating Cautery. 
The cautery transformer is a very simple device and makes a most valua-_ 
ble addition to the equipment of a physician who has the alternating mode — 


available. 





ELECTRIC MOTORS, BOTH DIRECT AND ALTERNATING 


GENERATOR 

If you have alternating 
power and use a motor or 
gasoline engine and want 
110 volt direct for operat- 
ing a galvanic battery this 
generator will give you % 
ampere. 
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operating a_ gal- 
— vanic and faradic 
tae battery. 


This alternating motor is the only one 
made that can be operated with a rheo- 
stat, any speed obtained by merely chang- 
ing the lever of rheostat, the same as‘ 
with any direct motor; no mechanical 
speed controller required. 
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How to Connect THE MacuineE To Motor 


Put the large belt wheel on the rear end of main shaft at outside of case. A 
speed controller should always be furnished with a motor. Start motor slowly, 
never with a jerk. It is seldom necessary to run a machine faster than 350 revolu- 
tions per minute for X-ray work. 

To oil the machine, fill the oil cups with vaseline or some hard oil. A little 
grease on the fiber collar will stop any squeaking of the shaft. After the oil cup 
is filled with vaseline give the top of cup a turn once or twice a month. This will 
force the grease into the bearings. : 


- How is electrification used in diagnosis? 


Another use to which the alternating mode may be subjected is to light a 
diagnostic lamps. Perhaps this matter may seem a very simple one to =f >= cae 
dwell upon at first thought, but upon further consideration the complexity — 2 ~. Cystoscopes, Male and Female. 

; SE ye ibis tlhe appreciated. | 4 | _Two separate baste of See cee with mag- 
There is frequent call for a wall plate § —“— es ogee es 
or other piece of apparatus which will - | 2 
combine a mode for diagnostic lamps _— = | se 
among other features; this is an easy = | ea ~~ 
matter to arrange, regardless of whether - LN Q 
the plate is to be used with either direct . 
or alternating mode; but especial stress . = 
should be laid upon the fact that a _ - 





















































separate contrivance, such as a large, = . | 
heavy graphite .rheostat will prove * = 3 | _ Galvanic and sinusoidal. 7] i eae 
more suitable to the purpose. Another _ | = Controller ie oo eee eee Be een ae ane 110 a 
manner of using the alternating mode - | FRNMPADUCEPnen ised with a direct mode; you get the galvanic effect. When 
| to light small lamps is by using series . used with the alternating od oe ee ee effect. It has a sliding 
lamps in connection to regulate the flow of mode. A number of diagnostic a. couact (Olen ¢ ee 2a 
lamp sets are on the market which embody. this principle, among which : e s - f; fz ~ 
will be found a very unique one, in that the small lamp is absolutely a S és a 
guarded against an excess of current; which may be accidentally encount- + | - 


ered when used with a wall plate or other controller. 
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DIAGNOSTIC LAMP 


In case with cells, lamp and tongue 
depressor which can be removed thus. 
making a good outfit for throat, 
vaginal and rectal work. 
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STEREOSCOPIC BINOCULAR HEAD LIGHT : 
This shows an improved head light, with stereoscopic 
binocular magnifiers, which will be greatly ‘appreciated 
by those requiring a means of brilliant illumination over 
| Z = a limited area and for close and careful work. It leaves E 
148 a ee \ both hands free, and may be quickly attached or detached 
oe | , -- 1 | | by means of a handy connector. : 
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‘ Head Lamp. With cut out, ball and socket for 110 
| volt. 
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_ volt mode. 


ELECTRIC BLANKET 


Made large enough to 
envelope entire body ex- 
cept the head. When used 
dry produces the same 
effect as a Turkish bath. 
When used outside a wet 
pack will act like a Rus- 
sian or vapor bath. Heat 

, easily regulated and may 
be held at any desired 
degree of temperature, 
will not break, short cir- 
cuit, or get out of order. 








Head Lamp. New model with cut out for any 110 sigs — 4 





























ELECTRIC BANDAGES 


Made any length and width for the pur- 
pose of applying heat. 









HEATING PAD 


Made all sizes and styles for the 
treatment of pneumonia, rheuma- 
tism, neuralgia, painful or delayed 
menstruation or wherever hot ap- 
lications are indicated. 

The 12x15 inch pad recommended 
for cases of pneumonia. Instead of 
using poultices, use flannel and put 
the pad on top. May be arranged 
for giving 8 different heats with 
cord and plug for lamp socket. 
































CATALYSIS 


What is meant by catalysis? 


By catalysis we understand the nutritional, chemical and physiologi- 


cal effects produced in tissues and organs of a body by the passage, over _ 


or through, of electric. modes. 

This catalytic action, is that peculiar action of electrification, or that 
effect which it has or exerts upon the vaso-motor nervous system, by which 
it affects nutrition, and is the most important of all the attributes of elec- 
trification, and catalysis is the keystone of the entire arch, and upon its 
thorough understanding depends our success or failure in the science of 
the practice of electro-therapeutics. 4 

Therefore, let me urge upon you the great importance of thoroughly 
mastering this subject, and if you do so, I assure you that you will never 
be at loss to know what application to make, to get a desired effect, and all 


the therapeutics of electrification which follows in this book will be plain 
and easy. 


Catalysis, is entitely a physiological process, dependent altogether — 


upon the definite action of all the known variations of the electric con- 
dition, known by whatever name they may, galvanic, faradic, static, high- 


frequency, sinusoidal, cautery or X-ray phenomena. 


We see at once from this fact, how universal and far reaching is this 
catalytic action, and how necessary it is to know and understand, because 
it follows in some way either beneficial or harmful, good or bad, upon 
every application of electrification, from every known source of genera- 
tion, and from all methods of application. 

By the catalytic action, the nutrition is directly and indirectly, locally 
and generally affected, and by this process the stimulation, sedation, tem- 
perature, growth and function of every part of the body can be more or 
less accurately regulated through the vaso-motor nerve supply to the part, 


_ thus controlling the circulation. 


All positive applications will produce sedation, relieve pain and inflam- 
mation, contract blood vessels, thereby quickening circulation. All neg- 
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3 applications produce stimulation and dilate blood vesels, thereby 

ative | 

- circulation. x 

-— |. the direct local effects, while at the same time there are 

4 me it Sea ote parts. | 

.: indirect general effects in rem 

. ae accelerated flow of blood will, by osmosis, hasten the ot . 

e roducts, and at the same time replace the loss with oe one 

a. ee the parts, making them grow. The increased bloo | ke 

a s a thermic effect, warming the cold parts and cooling the no 
re-establishing the normal equilibrium. This removes ee 

: ics and effusions, and on the other hand nourishes and feeds 

2 itions. 

a nd wasted and starved condi Ss. . 

eo | S once readily see that this nutritional effect of electrification 

r of if ereatest importance. If we increase the nutrition of a weak- 

a ;, or diseased organ or tissue we assist in strengthening it and restor- 

ene 


ae ; mal condition. 
ing it to its nor 


also 
part 
hyp ertr 


Bice 


Sow does electrification effect nutrition? 


Electrification effects nutrition by stimulating the circulation and 

a nce bringing or sending more blood to the. parts and providing ae 
3 Peau for the cells of the tissues. It also stimulates and assists : 
BF chents in their work and hastens the depuration of the tissues a 
Beans of effete products. The direct effect upon the trophic nerves an 
E al ion is also marked. 

the indirect nervous stimulation 1s al = : 
: It is through the process of nutrition that the majority of chronic 
Bases are cured. Improve the nutrition of an atrophied part and it eTOWS 
Mareer. Improve the nutrition of a hypertrophied part and it grows 
smaller. oe | : 
3 Electrification appears to effect its curative results first in acting oe 
general tonic to the entire organism. By ee the Soe 
. ive to put on renewed action. andu 
‘whole vegetative system seems | : 
“secretions are stimulated, absorption promoted, the waste of a oe 
e carried off with greater rapidity, repair is hastened in still grea = ia 
portion. Nutrition is increased, the vital nerve force 1s aes wi 
Pereater strength, and the whole well being of the organism becomes 
“improved to a wonderful extent. 
." How electrification acts, whether through its mechanical action Be 
“all muscular tissues, or its physiological action upon all the oe aS 
“glands of the body, or its chemical action upon the contents of the minu 
“cells of which the tissues are composed, or the ae of these oe 
3 7 remains 
‘bined effects, would require volumes tell it, but the fact ren 
4 153 
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electrification will build up a reduced system better and quicker than any 4 


other known means. 


These effects are brought about in various ways, and the processes 4 
are mechanical, thermic, physical, ‘chemical, physiological, secretory and _ 


absorbent. 


What are the physiological effects of electrification? » 
The catalytic action is doubtless responsible for the results produced 
in the treatment of chronic exudations of -the joints, glandular enlarge- 
ments, cicatrices, swellings, fibrous adhesions, contusions, sprains, etc. 
The process started by the action of the mode continues for some 
time after the treatment has ceased. | | 


Through proper electrical treatment we may increase or diminish or 


modify the action of an organ or tissue. 


We may affect the circulation and the absorbents and promote secre- . 4 


tion or excretion. This is through a physiological process. 
In the same manner we may, with the proper mode and the proper 


method of application, produce various phenomena upon the skin, increase 


the process of exudation, raise the temperature, affect the nerves of special 
sense, causing flashes before the eyes, a peculiar taste and odor, and by 
electrizing the pneumogastric nerve increase or diminish the heart’s action. 

Through the effect of electrification upon the heart and upon the mus- 
cular fibres of the arteries we may affect the circulation most decidedly. 


We may also influence the circulation through the central and peripheral 


nervous system. 


Through a general treatment of electrificaion, either mode being 


used, we may affect capillary circulation, increase the flow of blood, dilat- 
ing the veins and producing an elevation of temperature. | 

Through the increase in circulation the warmth of the parts is in- 
creased and will usually remain at an elevated temperature for some time 
after the treatment. , 


What are the secretory effects? 
A mode of sufficient strength will stimulate the activity of the secret- 
ing organs. | 

The SECRETION of the mucous membranes, the salivary glands, the 
stomach, liver, kidneys, etc., may be very greatly increased by proper elec- 


trical treatments. All are capable of stimulating the secretions of all 


these organs, but the’ galvanic mode acts more powerfully and produces 
better results. Many cases of catarrh may be cured by stimulating the 
secretions of the mucous membranes. | 
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We may also stimulate the menstrual flow, the secretion of milk, the 
flow of saliva, the spermatic fluid, the action of the sweat glands, etc. 
Under the proper heading will be given directions for the proper appli- 


cation of the mode in producing these conditions. 


It should be understood that the benefits derived through the use of 
electrification in influencing nutrition is due partly to the indirect as well 
as the direct action of the treatment. 


What are the absorbent effects? : 


The ABSORBENTS may be stimulated through the use of the gal- 
vanic mode and through the stimulation of circulation and also through 
the chemical effect, influencing the process of osmosis, we may reduce 
hypertrophies, morbid growths, effusions, etc. 

Electrification properly applied is the most valuable treatment known 
in removing thickening of the skin, enlarged joints and glands, and in 
many kinds of tumors. 

There is scarcely a chronic disease treated with electrification where 
we cannot trace at least a part of the good results of treatment to the 
results of nutrition. In treatment of almost any chronic disease always 
remember that electrification properly applied will stimulate the circulation, 
and that the increased flow of blood will bring an increased amount of 
nutrition; that the contractions of muscular tissue produce the same effect 
as massage or gentle exercise; that nutrition may be affected through a 
chemical process; that the process of waste and repair may be promoted, 
and that the nutrition of the entire system may be improved through the 
indirect action as well as by the direct effect of treatment, securing a 
constitutional, tonic, stimulating effect. 


—— 


What are the mechanical effects? 


The MECHANICAL EFFECTS of electrification as pertaining. to 
nutrition can-be explained in quite a similar way to massage. The faradic 
mode produces better mechanical effects than the galvanic mode. 

The interrupted mode being constantly opened and closed, during its 
passage through the body produces very much the same effect as gentle 
tapping or pounding or rubbing of the parts. This communicates an effect 
to even the more deeply seated tissues. 

The corpuscles of the tissues. through which the mode passes are 
agitated and the beneficial results obtained are due in a certain degree to 
the endosmotic action which has been stimulated by the mode. 
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SEDATION AND STIMULATION 


The static potential variation, which will be fully explained later, is 
very marked in this respect, as is also static vibration. 

Phoresis, which will also be taken up fully later on in our study, is. 
purely a mechanical process, and is brought about by the galvanic and 
the static modes and also by the X-rays, but it remains yet to be shown 
that it is any way secured with faradism, or high-frequencies. 


How do you cause sedation and stimulation? 


The positive pole has a soothing sedative, anodyne effect on irritated 
nerves, relieving pain. The negative pole has a stimulating or irritating 
effect upon irritated nerves, and will increase pain. In inflammatory and — 
congested conditions there is usually pain. Here the positive pole has a 
double action, both upon the vaso-motor and sensory nerves. Where there 
is pain without inflammation, it exerts its influence upon the sensory 


What are the thermic effects? 
nerves only. 


THERMIC EFFECTS.—tThe passage of the mode through the tis-- 
sues also creates heat. This is more noticeable in using the galvanic 


mode, but it has been demonstrated that even mild faradic modes tem- « NO CONTRADICTION 











porarily raise the temperature of the parts through which they pass. Is electro-therapy contradictory? 
A. static insulation almost invariably raises the body temperature and _ Pe are hot acquainted with these various polar effects, have 
oe oe seca cane — SHES Su a oe plgod Pits : 7 4 condemned electro-therapeutics as being contradictory and paradoxical. 
ee eae the Catsonval ener eaucncy , aitorcon da aloy : oes a - @ They say that electrification is used to produce or relieve pain; to cause or 
pac Od pressure oe | 3 4 reduce congestion; to enlarge atrophy and decrease hypertrophy. There- | 
a | 3 fore it is contradictory. But we, knowing the different and diametrically : | 
What are the physical effects? — opposite polar effects, can explain the seeming paradox, and by following . | | 
PHYSICAL EFFECTS.—One of the physical effects of the passage - 2 the known laws of electrification can get uniform results, and just as we 
of an electrical mode through the body is to cause transference of sub- 4 = want them. He who is ignorant of the fine points, has one chance out of 
| stances from one pole to another. The stimulation of this osmotic action — e 4 two of getting the application right or wrong. We, who are instructed, | 
depends upon the physiological rather than the mechanical or chemical a 2 take no chance and get the application right every time. : 
effect of the mode. | a 4 
What are the chemical effects? 7 3 
‘THE CHEMICAL EFFECTS of electrification are secured by the | 
galvanic mode, there being very little, if any chemical effect from the use = a 
of the faradic, or sinusoidal, and none at all from the static mode. 4 2 
The chemical effects of electrification are chiefly of an electrolytic = | 
nature. Many of the chemical substances of which the human body is . 4 
composed may be decomposed by the action of the mode. The effects 4 





produced by what is known as catalytic action of electrical modes are by 
an increased absorption produced by dilation of the capillary blood vessels 
and lymphatics, an increased capability of the tissues for imbibing fluid 
through osmotic processes, changes in the nutrition of nerves resulting 
from the stimulating and refreshing effects produced, changes produced . 
in the molecular arrangement of tissues caused by electrolytic action . = 
and the result of the transportation of fluids from one pole to another. S33 
Electrolysis, which will be explained in another place, is a chemical 
process, and is brought about only by the constant galvanic mode. ; 
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- PHORESIS — 


What is meant by phoresis? 
Phoresis is the generic term for that property that is had by the constant 


mode to drive compound substances—a compound salt in solution for ex- 
ample—into and through the tissues of the body. Also of moving substances ~ 


in solution from one part of the body to another. 


By phoresis is meant that power possessed by a galvanic mode to— 


convey medicinal substances in solution and in contact with anode or cath- | 
ode, through and into the tissues of the body with the view of securing © 


the local effect of such remedies. The term need not be, nor should it be, 
confined to the introduction of substances without the body into it by this 
method, but may include the transfer of substances already in the tissues, 
whether normal to their composition, or not, from one part or place in the 
body to another; or from within the body or any part of it to the surface, 
with the view of removing such substances from the body. The primary 
physical phenomena illustrated by phoric action are those long since observed 
when the ordinary processes of osmosis were found to be modified by the 


passage of a direct or galvanic mode through the solutions and members | 


in which osmosis was taking place. It was found that processes of osmosis 


could be hastened or retarded by the passage of such a mode according as 


the mode was made to flow in one or other direction. Though the fluids 
in tissues are themselves repelled from the anode and increased at the cath- 
ode, this is not true for all substances that may at any time be dissolved 
or suspended in those fluids, since certain elements and compounds are 
known to travel in the opposite direction from that which is usually assumed 
to be the direction of the electric mode, that is from anode to cathode. 

In the light of the present knowledge, as the result of observation and 
experiment, the phenomena which we include under the name phoresis or 
electric-osmosis, must be regarded as the result of several causes operat- 


ing at the same time and more or less inter-dependent, since certain of thse 


phenomena are electrolytic, some are mechanical, while others should be 
classified as chemical. . 
: 158 








What is meant by anaphoresis? 
Anaphoresis is the driving of substances in solution that are electro- 
negative, by the positive pole to or toward the cathode. 


What is meant by cataphoresis? 


Cataphoresis is the process of driving substances in solution that are 
-electro-positive, by the negative pole to or toward the anode. 


MODE DIRECTION 


"Of what importance is mode direction? 


Much has been said and written concerning the different effects of the 
ascending and descending modes, but it is now conceded by the best 


authorities that what was supposed to be a difference in the effect of mode 


direction is due to the difference in action of the two poless. | eee 

We pay particular attention to the location of the two poles in the ap- 
plication of electrification and recognize the difference in action and effect ot 
the positive and negative pole, but we do not recognize any particular dif- — 


4 ference in the direction in which the mode flows. 


It is stated by some authorities that the descending mode, or the one 
flowing from the center to periphery, is more sedative in its effect, while 


q the ascending mode, or the mode flowing from periphery to center, is more 


stimulating. We know that this difference in effect is produced by the 


4 two poles and have no reason for thinking that the direction of pr 


itself has anything to do with the different effects produced. 
ky 


VASO-MOTOR EFFECTS 


- What vaso-motor effect has electrification? 
Electrification in its various modalities has different effects upon nu- 
trition through the vaso-motor nervous system, affecting circulation. This 
4 is due to the polar actions of the mode. This effect was noted long ago, 
before we knew the polar actions of modes, and it was then thought that 
these effects were due to the mode direction, and much stress was laid on 
ascending and descending modes. That is, from the periphery toward the 
centers. Now, we know that these effects are not due to direction at all, 
a but entirely dependent on polarity. : 
4 The positive pole will act on the vaso-motor nerves, supplying the 
muscular coats of the blood vessel walls, causing the circular fibers to con- 


3 159 






































tract, and the longitudinal fibers to relax, thus lessening the caliber of the | a 
capillaries, and consequently lessening the amount of blood flowing through 


them. This produces anemia. The negative pole has the opposite effect. 
It relaxes the circular fibers and contracts the longitudinal ones, thus en- 
larging the caliber of the capillaries and increasing the amount of blood 
flowing through them, inducing congestion and- hyperemia. The larger 
vessel not only carries more blood, but carries it slower. This favors the 
process of osmosis in both directions, and favors the nutrition of starved 
tissues, bringing them food and oxygen, and hastens the process of repair, 
and at the same time assists in the elimination of waste and dead matter. 
Thus we see we can control the blood supply to a part, and cause or 


reduce both anemia and hyperemia, and feed atrophy, or rob hypetrophy by 


restoring the normal electric equilibrium or electro- tonus. 


ELECTRO-TONUS 


What is meant by electro-tonus? 


When each ultimate particle of the body or part is in its own normal — 
condition, and in its normal relation with its surroundings, it is in a state of 


normal electric equilibrium, and is in tune or tone. This state we call elec- 
tric tone, or electro-tonus. - 

Electro-tonus is that condition of the nervous system and the body 
through it, in which there is an electrical equilibrium established, and the 
nerves and system of nerves act and react to physiological stimuli in a nor- 
mal manner and to a normal degree. All electro-therapeutic treatments 


and applications are given with the end in view of establishing or restoring © 


the normal electro-tonus. 


What is meant by swelling application? 


By swelling application is meant the process of beginning an electric 
treatment with a mild dose and gradually increasing to the highest point 
of tolerance without producing pain, and gradualiy decreasing it. This will 
produce more or less of a rhythmic contraction and relaxation of muscles, 
which is beneficial. 


WHICH POLE TO USE? 


| This question is often asked and is important to know in using med- 

icine by phoresis. Every element is an ion, with either a positive or neg- 

ative electrification. It is one law of electrification that like poles repel 
160 
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and unlikes attract, so that if corpuscles are free to move, there is a double 


action going on, of attraction and repulsion, and if we know the relative 


potential we can do good phoric work. Two elements may be of very un-_ 


like polarity like sulphur. and chlorine, which are highly negative ions, 
and potassium, sodium and lithium, which are the highest positive ions ; 
therefore, sulphate of morphine and hydrochlorate of cocaine having a neg- 
ative attraction will be repelled by and driven into the tissues. by the posi- 
tive poles from which they are farthest removed by repulsion. Likewise 


iodide of potassium being attracted by the positive would be best applied - 


under the negative which would most repel it, for in phoresis, although at- 
traction and repulsion are both manifest, the repulsion 1s the stronger. A 
great deal of experiment has determined the relative position of the different 
elemental ions, and Berzelius’s final series stands thus : 


Electro-Negative 


Oxygen Carbon. Copper Zinconium 
Sulphur. Antimony Bismuth Aluminum 
Selenium § ~—_ Tellurium Tin Didymium 
Nitrogen -. 2 fantalum Lead Lanthanum 
Fluorine Titanum | Cadmium Yttrium 
Chlorine Silicon = Cobalt. Glucinum 
Bromine Hydrogen §_—_— Nickel | Magnesium 
Todine Gold’ Iron Calcium 
Phosphorus Osmium Zinc Strontium 
Arsenic Indium Manganese Barium 
Chromium Platinum Uranium | Lithium 
Vanadium Rhodium - Radium Sodium 
Molybdenum Palladium Polonium Potassium 
Tungsten Mercury Cerium Electro-Positive 
Boron 7 Silver Thorium S 


At first glance the above statements and table would appear contra- 
dictory, but remember the Berzelius table is based on the attraction of the 
ions, and not the repulsion on which we depend most for phoric effect, 
so that potassium being the highest negative ion is the most attracted to 
the positive pole, therefore gets closest to it and vice versa with oxygen 
and the negative. Change the poles and the ions would, if possible, all 
reverse their position on the list, metallic mercury, being near the center, 
would not care much which way it went, but the oxychloride of mercury. 
negatively attracted would be repelled most under the positive electrode. 
Two ions may be on the same side of the neutral point, and partake of and 
be attracted by the same polarity, but would be mutually repellant, and 
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the weaker would be pushed back, just as two strong men will contend for 
the same prize but the stronger will overcome the weaker and keep him 
away from first place. 


When a difference of potential is established by a direct mode of 


electrification sent through a collection of molecules, each atom or corpuscle 


of any substance that is free to move, deports itself according as the electric _ 
Those atoms of corpuscles with 


charge it receives is positive or negative. 
a negative charge will move toward the anode, and those with a positive 
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charge, toward the cathode. The direction therefore, which a medicine in 
solution will travel, whether from anode or cathode, or the reverse, when 
the attempt is made to use it phorically, will depend on its initial charge. 

Solutions of cocaine, and adrenalin hydrochlorate, aconitine or tinc- 
ture of aconite, helleborine, mercuric bichloride, mercuric succinide, strych- 
nine nitrate, menthol, thymol, hammemelis, thiosinamin, fibrolysin, verbas- 
cum, thuja, sulphur, ichthyol and eosine, can when used in contact with 
the anode, be conveyed into the tissues by anaphoresis; while calcium, lith- 
ium, sodium and potassium iodide, chloride and bromide, find entrance by way 
of the cathode. Just reverse the table of Berzelius, when thinking of phor- 
esis, and you will see it. 

Affinity is attraction, and the Berzelius table is based on attraction. 

Phoric medication is just the opposite and is based on repulsion. 


- Human nature and chemistry follow the same laws. You hate harder than’ 


you love. 
The negative polar action and reaction is alkaline. 
Likes repel and unlikes attract. - : 
Oxygen is an acid, and: has a strong affinity or attraction for its 
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_ hydrogen, because the copper is more of an opposite. 


opposite, hence gets closest to the. alkaline negative pole, and farthest away 


from its like, the positive pole. 

- Oxygen is the highest positive element, and chlorine is five steps below. 
Therefore if you want to introduce any oxide or chloride or oxychloride 
into the tissues, you may do it in two ways, viz: Draw it in by the attrac- 


tive negative pole, which loves lightly, or drive it in by the positive repul- 


sive which hates vigorously. Copper is only slightly soluble, but when at- 
tacked by the hydrochloric acid of the tissues, liberated at the positive 
pole by electrolysis, it forms oxychlorides of the metal copper, which try 
at once to get out of disagreeable, and into more congenial company. The 
formation of the oxychloride of copper is purely chemical. Put copper. 


~ into hydrochloric acid, anywhere and it will form. The electrification is not 


necessary. 

The process of phoresis is complicated yet simple. 

Ordinarily the human tissues are alkaline. The body contains oxygen 
of course, but in a fixed compound, viz: water. 

Electrolysis breaks up this compound, water, and sets free the acid 
oxygen, which unites with the copper, rather than to return to its divorced 
Chlorine does just 
the same thing, and the hydrogen is left out, and flies away as a gas, being 
lighter. The copper oxychloride forms in the tissues. The copper metal 
is fast to the electrode, The new oxychloride is free to move, and it stands 
not on the order of its going, but goes at once, and it keeps on going as 
long as the repellant hateful electrification keeps nagging after it. 

Electrolysis does not decompose copper at all. It decomposes water, 
liberates an acid, which forms a chemical compound, which is repelled by 
the positive pole. The same process goes on at the negative pole when we 
want to drive iodine into the tissues. Iodine alone will not penetrate the 
tissues. Try it and see. Iodine is also an acid, and will unite with the 
albumen in the tissues and stop. Iodide of potash however, is freely solu- 
ble in water, and will not coagulate albumen. Therefore we use the vehicle 
potassium to carry the iodine to the part we want to treat. Then it is 
seized by the pirates, (chlorides) and the iodine is robbed of the potash, 
and left alone to do its work. Potash is the closest to the positive by 
chemical attraction, being an alkali, and the positive an acid, and gets the . 
farthest away from the negative alkaline pole, (its like) by repulsion. 

The drugs most used in electric phoresis are the alkaloids and halo- 
gen salts, the chief ones being cocaine and iodide of potassium. Cocaine 
hydrochlorate is a complex salt containing oxygen, nitrogen, chlorine, car- 
bon and hydrogen, and by referring to the table, you will see that all of 
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these are electro-negative elements and are therefore best applied under the 
positive pole. 


Iodide of potassium contains iodine and potassium, the iodine which 
we wish to use, being loosely carried in the vehicle, potassium, which 


is the element with the highest electro-positive attraction or affinity, is 
most repelled by the negative, and should therefore be applied phorically 
under the negative pole. 


The potassium iodide being very soluble, easily carries the iodine into. 
the tissues in a much less caustic form than iodine alone, and being higher 


in the scale than iodine, goes in faster and in greater quantity. Todide of 
potassium is also a very unstable salt; having only one bond of union it is 


easily decomposed after it gets into he tissues, so that the iodine acts free © 
within the tissues, and it is iodine we want in a rheumatic joint, and we - 


can put in more in a local spot, by cataphoresis, than by the mouth, and do 
it more quickly, safely and pleasantly. Remember to apply cocaine and 


alkaloids tinder the positive pole (anaproresis), and iodide of potassium ~ 


and other halogen salts under the negative pole (cataphoresis). 





How may we save these costly drugs? 


D iim 
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The Bennett Improved Slip Center Aluminum Disc Foric 


The accompanying cut shows the improved Bennett slip center reser- 


voir phoric electrode, which is the simplest and best of its kind. ‘Lhe — 


stem (A) and cup (B), is of hard rubber. The disc (C) is aluminum. 
To use it, simply unscrew the binding post (D) on the stem, slip out the 
central rod attached to the perforated disc (C) for an inch, cover disc with 
absorbent cotton, tuck edges of cotton in behind the disc, and replace in 
ctip, and screw on the binding post (D). Soak the cotton with the drug 
to be used and attach to the proper polarity, apply the wet surface to the 
part and turn on the mode. The cup should be level full of the wet cotton. 
When::done using, lay aside, and allow to dry till needed again. . Then 


simply wet with water or more of the drug solution, it is oe for use as . 


bette. 


ee for from eight to ten hours. 
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When used upon a constricted limb it is quicker and more effective in 
action, for the self-evident reason that there is no circulating blood to carry 
the medicament away. Goiters have been atrophied by the electric diffusion 
of iodide of potassium into their substance. 

No special mode strength is required. There should be no pain, and 
not more than moderate discomfort. But it is a fact that the stronger the 
mode, the sooner the effect. It should also be remembered that the lar- 
ger the electrode, the stronger must be the dose. Therefore the value 
of this small electrode. 

Small operations upon a limb may be done under ae eophoric anzes- 
thesia, if aided by arrest of circulation. Thus, for instance, a section of the 
tendon on the back of the hand of pianists may be done in this way. The 
forearm is constricted so as to slow circulation. Cocaine and aconite may 
then be applied with the anode until the part is anesthetized, when the 
section is at once begun. 

Cocaine anesthesia is more cue, produced, is more enduring in 
effects, and necessarily requires less of the drug, by this method, than ~ 
the usual injection without arrest of local circulation. 

A four per cent. aqueous solution of hydrochlorate of cocaine placed in 
contact with a cutaneous surface by means of absorbent cotton or sponge 
will ordinarily have no effect in numbing the sensibility of the part, even 


if kept in place an hour or more. If, however, the same solution is used. 


in the same way, but with the addition that a direct mode of 12 to 30 ma. 
is passed through it by means of the anode, the cuticle in the region of the 
anode is soon found to be in a state of cocaine anesthesia and will remain 
so for a period varying from a few minutes to several hours, depending up- 
on the strength and density of mode, the length of time it was applied, 
and the per cent. of cocaine in the solution used. _. 

Every electro-therapeutist should have at least two of these, one for 
cocaine, and one for potassium iodide, both of which are costly drugs, but 
as there is no waste with Bennett phoric electrodes, they will save their 
price and value many times over. 


LOCAL ANASSTHETIC 
What is a good local anaesthetic? 


Adrenaline chloride, 2 drams; cocaine, 5 grains; water, half an ounce. 
Soak the cotton in the Bennett phoric electrode with the solution and apply 
as the positive electrode; place a negative electrode elsewhere and slowly 


induce a dose of 15 to 30 milliamperes, five to ten minutes. Then wash — 


ue surface with ether, when any small operation may be done without pain. 
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A one per cent. solution of stovaine, known as anzesthaine is also excellent. 
While it is slower in action, the effects are more lasting and the solution 
will keep indefinitely without deterioration, which is the great objection 
to cocaine. 


VARICOCELE PHORIC ELECTRODE 
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The above cut shows a special spring clamp electrode for the phoric 

te treatment of varicocele. The drugs usually used with the varicocele phoric 
_— electrode are hemmemelis (witch hazel), thuja, iodide of potash solution, 
c | or adrenalin sotution. The electrode is divided, with a block tin concave 
terminal on each side. Cotton saturated with the drugs is applied to the 
: scrotum with the varicocele enclosed, then the clamp electrode is applied 
yy and tightened by the thumb-screw and connected to the battery, the other 

: 

{ 





SPECIAL HYDRO-ELECTRODES 











pole connected to the back electrode, held in place by a strap about the body, 


The cuts show two special phoric electrodes, for treatment of trou- 
| as shown below. 


bles of the eye and ear. These are to be filled with either plain or medicated 
water and applied to the eye or inserted into the ear, and then attached ° - 
to whichever pole or mode is indicated. By means of these the most sen- f 
sitive membranes and delicate tissues of the eye and ear may be safely a 
treated. In these the water acts as the active electrode. The conducting \ : 








cord is fastened to a binding post, which passes through the insulator and _ 5% 
makes contact with the water. \ - Z 
*y 
e Flexible Rubber Back Electrode, 3x5 in. Can be buckled 
| around any part of body. : 








THE BENNETT SPIRAL SPRING DISC ABDOMINAL ELECTRODE : . 


E The accompanying cut shows the abdom- 
| inal electrode invented by Dr. H. C. Ben- 
nett, and is the simplest, and at the same 
time the most convenient and inexpen- 
sive electrode of the kind yet invented. It 
is light, cleanly, aseptic and strong. It 
is adapted to fit any surface or part of 
the body, and can be applied to the knee, 
hip, elbow, shoulder, head, back, or ab- 
-domen, but is intended mainly to fill a . 
long felt want for a light, clean, strong and efficient abdominal electrode. 
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The sketches show the technique of the application of the special _ 
hydro-electric or phoric eye and ear electrodes. Fill the eye cup with 
water. Then lean over and apply it to the eye. Then holding it in position, 
straighten up with the eye cup as shown in the left-hand sketch above. 

To use the ear cup, let the patient recline on his side. Introduce the 
funnel of the ear cup into the canal. Then fill with water and attach to 
battery as use as shown, in the right-hand sketch, - 
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It is applied thus: Wring out of hot water a towel or pad oe cotton, square 
or round, and a little Jarger_ than the base of the spring. Place the spring 


on it and tuck the edges or corners between the spirals, then place it on the 
abdomen, with the patient on the back, with a dry, towel over it to protect 


the clothing and retain the heat, then have the patient press it down with 


her hands, insuring a perfect contact with a good conductor. We have 


given 200 milliamperes through this electrode without any discomfort. It 


is made of No. 14 spring steel wire, with a binding post at the apex, hand- 


somely plated, and weighs only 4 ounces. Outside spiral is 7 inches in 
diameter. ; 
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ELECTROLYSIS 


What is meant by ec oly aise 


Electrolysis is the chemical decomposition of a eonieund body by elec- 
trification; anything that is subject to electrolysis is called an electrolyte, 
and as a compound body must contain water and a salt. 

Nicholson and Carlisle discovered the process of electrolysis, and in 
the year of 1800 decomposed water into oxygen, and hydrogen—so that the 
theory and process is not new. Electrolysis is the process of dissociation 
or analyzing a fluid, by an electric mode, hence the term electro-analysis 
or electrolysis. 

The galvanic mode is the form that causes chemical decomposition, 
and the two poles have each a different potential, and for convenience the 
pole having the higher potential is called the positive, and the one with 
the lower potential is called the negative pole. 

The direct or constant commercial or incandescent light mode has the 


“same properties and characteristics of the chemically generated galvanic 


mode and will also produce electrolysis. However, owing to the usually 
high voltage of the street mode, and the sensitive nature of the parts 
where we usually desire to produce or cause electrolysis, it is generally ad- 
visable to use the galvanic mode for this work. 

The galvanic form is a constant, steady, silent mode, and when applied 
mildly, will stimulate absorption and is useful in the removal of strictures, 
sub-involution, hyperplasias, exudates and foreign deposits, while with a 


powerful dose you can burn, cauterize or even destroy tissues. 


Remember, this thermic or cautery effect is produced only by very 
strong doses, and is therefore not to be considered in electro-therapeu- 
tics, as an effect. Persons coming in contact with live wires, where a 
bare metal electrode or wire, a good conductor, is in contact with the skin, 
a poor conductor, the high potential mode concentrates its local polar 
effects. at the point of contact and we have the same result we get in the 
cautery point, viz., a rapid production of heat and incandescence, and 
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‘cautery or thermic effects. But these effects of lethal doses are not what 
we mean when we speak of electro-therapeutic doses. Therefore, we say 


that electrolysis is not cautery or thermic, as some claim, but is a purely 


chemical effect on the tissues. : : < 

According to our understanding of the term, electrolysis refers: essen- 
tially to the decomposition, re-arrangement, etc., of chemical compounds, 
induced by means of the electrical mode. This particular effect of elec- 
trification in its passage from one pole of an electrical generator, through 
any matter acting as a conductor back to the other pole, is a property 
belonging to the galvanic mode only, and is not produced by the faradic, 
magnetic, sinusoidal, static or high-frequency modes. 


Again, this action of the galvanic mode upon the various compounds is 
due to the polar effect of such mode, which must be unbroken or uninter- 


rupted for a certain considerable length of time, in order that there may be” 


demonstrated any decided change going on in the electrolyte. 


This action of the galvanic mode is called its polar effect, because 
the principal energy or force of such action appears at the two poles where 


the terminals of the rheophores come in contact with the electrolyte. | 
The two poles have a still further dis-similarity in the marked differ- 


ence in the chemical action of each. As the positive pole oxygen and -the i 


acid elements are liberated, and with powerful doses it has the effect upon 


living tissues of an acid caustic, causing coagulation of albumen, a shrink-— 


ing of tissues and a superficial, dry, white, hard cicatrix, and with a few 


exceptions, when a bare metal electrode is used there is a corrosion of | 


_the metal and a deposit of the metallic salts in the tissues. 


Gold and platinum, the “royal metals,” are not at all corroded by elec- 


trolysis, and aluminum, to but a slight degree, by the ieee pole. These 


are the only exceptions. 

At the negative pole, hydrogen and the alkaline elements are liberated, 
and upon living tissués it has the effect of an alkaline caustic, not coagu- 
lating albumen, nor shrinking tissues, but produces a deep, red, moist, soft 


condition, and when bare metallic electrodes are used there is no corrosion 


of the metal (except aluminum, slightly), nor deposition of metallic salts. 


Thus when we see what a vast difference there is between the action 
of the two poles, we realize how important it is to understand that differ- 
ence, for if we go to guessing or applying it haphazard, we have only one 
chance in two of hitting or missing it, and that chance of success or failure. 

Now, in moles, warts, corns, papillomata and the like, we have a 
dense fibrous tissue, and knowing the different action of the two poles, it 
is easy to select the negative pole to resolve and remove them. 
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In other conditions, even where we have soft vascular growths to re-_ 
move, as epitheliomata of the lip or nose, angiomata of the cheek or eye- 
lid, where, for cosmetic effect, we do not wish any scar or white contraction 
to appear, the negative pole is again indicated, although the positive, at 


- first thought, seems the more preferable. 
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Urethral Stricture Set, 12 Tips and Base. 


Probably. the greatest field of usefulness of deceives is inthe -te- 
moval of strictures of the various canals of the body. The details and tech- 


nique of these applications have been more fully detailed before in the part 


on electro-therapy (pages 70, 71). 

There is no one branch or principle in relation to medicine and sur- 
gery that is more clean, exact and scientific than that of electrolysis of the 
living tissues, when intelligently and properly applied. 

Electrolysis of living structures is (except dry epidermis and bone) 
like that of weak saline solutions. 

The active electrode is usually a partially insulated needle, which 1s 
attached to the negative pole. To the other pole is connected a large sur-_ 
face-electrode (well wetted) which may be placed on any part of the body. 
The needle is then inserted into the growth and the circuit closed, and 
electrolysis begins immediately to take place around it. 

The needle attached to the negtive pole, of course attracts the hydrogen 
corpuscles and alkaline bases, repelling the oxygen and acids, which are 
attracted toward the positive pole. There is always an escape during the 
operation of a portion of the products around the needle, especially of the 
hydrogen gas, yet there is always a portion of the products retained in the 
tissues so acted upon, which becomes as foreign matter. ‘The forces of 
absorption promptly set to work to take up and carry away this disorganized 


~ matter, the process being completed in a few days following the operation. 


Should the growth be small, the one operation, as partially detailed, may com- 
plete the removal, provided always that the details have been properly car- 
ried out. When the growth is a large one, a proper interval should elapse 
before a second puncture should be made. 
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_ An electrolyte to be susceptible to electrolysis, must beca compound 
body, consisting of water and a salt in solution. 
All soluble inorganic, as well as all organic compounds in solution or 
in a moist state, are susceptible to y cleo 





ys, 
Electrolysis of small 


Electrolysis of Mammar 
growth on face. 


’ Carcinoma. 


We have shown that the passage of a galvanic mode through water, 


for a given length of time will decompose a certain volume of the water 
into its elements. Hydrogen, which is electro-positive, will collect at the 


negative pole, while the oxygen corpuscles, being electro-negative, will 


gather at the postive pole, thus corresponding to the old principle in mag- 
netization, that like repels like, but attracts unlike, or positive repels posi- 
tive, but attracts negative. 

This operaion of electrolysis on certain forms of tumors is safer against 
their return, and also much less disagreeable to the patient, than an opera- 
tion with the knife. The most delicate and particular work in electrolysis 
of living tissues is for the permanent removal or epilation of hairs, but 
which is tedious, requiring great care and accuracy. 

The details and technique of epilation and electrolysis in applied electro- 
therapeutics has been taken up fully in the part devoted to these subjects. 

Be cautious about using the mode for electrolysis from a continuous 


commercial circuit about the face and head, brain and organs of special 


sense ; why? Any interruption of the mode may prove unpleasant if not 
fatal to your patient. Such interruptions may be caused by the electrician 
at the station changing circuits from one machine to another, or the ground- 


ing of a wire, and melting out the main fuse, as well as various other 
_ mishaps. 
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What effect has anodal electrolysis? 

Anodal electrolysis occurs at the positive pole, and is similar in action 
to an acid application owing to the liberation oe oxygen and: the formation 
of acids. 


ee effect has cathodal electrolysis? 
~ Cathodal electrolysis occurs at the negative pole, and is similar to the 


. application of an alkaline caustic owing to the liberation of hydrogen and 


the formation of alkalies. 


: What is metallic electrolysis? 


This term is used in electro-therapeutics to designate he use that is 
made of the secondary products formed at the anode or cathode, when the 
electrode employed is composed of a substance that will, by uniting with 
the ions set free, form secondary products of some medicinal value. Thus 
needles, or urethral, uterine and nasal electrodes made of pure copper or 
zinc and used as the anode, have been found of service by reason of the 


oxides and chlorides of copper or zinc that are formed at the point of ap- 


plication. By phoresis, which is also an effect of the direct mode, these 
metallic salts are made to penetrate the contiguous tissues for a greater or 
less depth, and whatever local medicinal effect they possess is thus inten- 
sified. 

Metallic electrolysis is for obvious reasons almost exclusively a func- 
tion of the anode. One metal, aluminum, which is frequently employed 
as a material for making electrodes, is corroded by the alkali ions, but it is 
not yet known that the aluminates of potassa and soda are of any value as 
local remedies. It must be remembered that such decomposable electrodes 
should not be used for the anode where a dposit of the metallic salts in the 
tissues would be objectionable. 








Copper a Tne Set for Positive Metallic jes Six 
Tips and Staff. | | 
In using electrodes with the constant 6de for electrolytie effects, 
orananly the action at only one of the electrodes is desired. This is then 
the “active electrode” while the other electrode, broad and well moistened 
is the “dispersing electrode” and should be placed on some remote surface 
of the body, as the palm of the hand, the sternum or the back. — 
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The anode is the “active electrode” in anodal electrolysis. But both 
anode and cathode can be actively employed at the same time in an elec- 
trolytic treatment ifthe operator so desires. | 


ANAPHORO-ELECTROLYTIC METALLIC INTERSTITIAL 
DIFFUSION | | 


What is metallic interstitial diffusion? 


We know that the acid positive pole attacks corrodable metals, and an 
oxide is formed. This unites with the chlorine in the tissues in the form 
_ of the soluble chlorides, forming an oxy-chloride of the metal. This oxy- 


chloride follows the law of polar affinities of unlikes repelling and is driven 
into the interstices of the tissues, where they exert their chemical properties. ~ 


This is astringent and antiseptic. The metals usually employed are copper, 
zinc and mercury. This form of treatment has been found very useful in 


various forms of acute and chronic conditions, and especially so in the treat- 


ment of malignant growths, etc. The method consists of an electric inter- 
stitial diffusion into, through and beyond the cells of the malignant growth, 
of the nascent mercuric and zinc oxychlorides developed within the growth 


by a powerful electric mode, the patient being under an anesthetic. These - 


substances are developed by electrolysis from metallic mercury and zinc in- 


serted into the tumor, the pure mercuric salt requiring the use of a gold 


electrode to diffuse it. These chemical substances are fatal to the germs of 
cancer, causing an area of total destruction corresponding in extent to the 
apparent limits of the growth, surrounded by a zone of infiltration reaction 
within which colonies and prolongations not evident to the senses are 
destroyed without harm to the healthy tissue. 

By this treatment the salts of mercury are driven into the cancer by 
phoresis with heavy electric doses; the patient being etherized and placed 
on a large leaden plate covered with heavy pads, constituting the negative 
electrode, the positive being a tube of gold with amalgamated tip through 
which mercury is injected; three or four hundred and even as many as 
%,000 milliamperes are used, sometimes for two hours or more. An inod- 
orous slough separates in from one to three weeks. 3 


PROSTATE PHORIG REECTRODE 
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trouble and prostatic enlargement. It consists of a hard rubber catheter, 
perforated at the distal end for about two inches, with numerous small 
holes. Inside this is placed a flexible twisted copper wire, around the tip 
of which is wrapped absorbent cotton, wet with a solution of the drug to be 
used phorically. The water acts as the conducting medium to convey the 
drug to the membrane by phoresis. If it is iodide of potash, it is to be con- 
nected to the negative pole of the battery, and the effect produced by cata- 
phoresis. If you desire the local effect of the oxychloride of copper, from 
the wire, then attach to the positive pole, for the anaphoric effect. The 
other pole of the battery can be attached to a self reaining sponge electrode, 
either the back electrode shown before, or to a band spring electrode, which 
holds itself around the leg, as shown in the cut of the electrode below, or 
held on the skin by the hand pad. ae | 





Hand=Pad: 





SOLUBLE. ELECTRODES 


What are soluble electrodes, and their use? 


For many years it has been almost impossible (not to say impractical) 


to treat internal organs of the body, on account of having to use metal elec- 


trodes, which could not adjust themselves to the irregular walls, villi, and 
folds which are in abundance in all the cavities of the body, and for this 
reason I have adopted the soluble process. Taking first the treatment of the 
stomach. We can readily dilate it with a saline solution, and introduce an 
electrode through the cesophagus and we have a large electrode covering the 


entire stomach. This will be an invaluable aid in many cases of dyspepsia 


and other diseases. And if we wish to concentrate the mode to any one 
side it is only necessary to place the outside electrode (size to suit) on a con- 
venient spot to secure the proper direction of the mode. Either kind or 


any mode can be administered with these electrodes. 
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We call these soluble electrodes, not because they are soluble, but because 
the copper wire in them can be dissolved by chemical action, and will then, 


in the form of an oxychloride of copper, be diffused through the water, 
which acts as a positive active electrode. Thus we can apply both the positive 


sedative galvanic treatment, for the relief of pain, congestion and inflam- 


mation, to a mucous surface internally, where we would not dare to apply 
a bare metal electrode. At the same time we get the positive or anaphoric — 


introduction into the tissues of an astringent, germicide and antiseptic. 
Thus we get a double action, which in some cases is most desirable and 
beneficial. 


_ The rectal electrode can be used to great advantage in constipation and | 
neuritis of the abdomen, intussusception, aperistalsis, appendicitis, and ~ 
many other disordered conditions of the viscera, as the saline water can be 


forced, not only to dilate the colon, but also reach the small intestines, SO 
that they will also be available as electrodes, and with this electrode one can 
accomplish decided results that we have not had the means of doing before. 


Lhe vaginal soluble electrode. Most of our practicians know that the 


orifices of the reproductive organs are a network of sensory nerve cells, or 
plates, and a tonic to the nerves in these parts is like the gardener sowing 


his seed in good ground, then hoeing and watering it. Thus we can apply - 
electrification to these organs, without feeling that we may burn the patient, 


or catise any erosion or unfavorable results. | 
“Urethral soluble electrodes for both male and female, can be used 
with great success, especially in cystitis and other complications “of the 
bladder, as it can be used to wash out that organ, or dilate it, with saline 
water and then you have converted it into a large electrode. These same 
electrodes can be used (with care) as intra-uterine, with oreat success. 
Lhe soluble electrode for the ear is a valuable adjunct to the armamen- 
tarium of the electro-therapeutist, as you can touch the tympanum with 
many of the saline solutions with ease, when you cannot touch it by any 
other electrode, and one that is adept in the use of the modes for disease 
will readily see the value of these electrodes. Much more might be said 


about these electrodes, but they will be mentioned ‘later where indicated ~ 


in therapeutics. 


SOLUBLE ELECTRODES 


' FOR USE WITH THE POSITIVE POLE 


There is no known case that requires internal treatment but can be 
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readily reached by this process, such as inflammation, congestion, strangula- 
tion, obstructions, ulcers, erosions, or absorption of pathological conditions. 
Any medicament can be administered by the osmotic process through these 
electrodes, as a perusal of the list below will show. : 

No. 1 is the adapter, and is used to connect both the water and electric 
supply to the electrodes which screw onto it. 





No. 2 for the ear, and No. 3 for the rectum, are used for giving treat- 


“ment for all aural and bowel trouble. 


No. 4 is for vaginal treatment, electric douche, and is a good treatment. 
for leucorrhoea or whites, and inflammation of the vaginal walls and cervix, 
invaluable in all cases of ulceration and infectious diseases of the female 


organ. Marvelous work can be done by the application of electrification — 


with this electrode. 

No. 5 is to be passed through the female urethra, and by admitting 
enough saline water to dilate the bladder, it makes an electrode that is val- 
uable for treating any disease of that organ, as the galvanic mode acting 


on the salt in the water creates hyperchlorates, which is a germ destroying 


agent, as well as the action on the copper, which gives off copper oxide, 
which is a germicide of itself. 
No. 6 is the same as No. 5, only is used in the male organ. 


These electrodes are made of hard rubber, and protect the mucous mem- — 


branes from being injured by coming in contact with any metal. Inside is 
a copper wire which carries the mode; and in connection with the galvanic 
mode it produces an oxychloride ; which is an astringent, germicide and antt- 
septic agent, and is invaluable in that respect to the practician. 

~ Normal salt solution gr. 2—oz. 1, is used with all these electrodes. 
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THE BENNETT NEEDLE HOLDER 





The above cut shows the first needle holder, invented by Dr. H. C. 
Bennett, and since it was introduced to the-profession it has been im- 
proved until now it is the best needle holder on the market. It now has a 
thumb screw on the handle, and the needle holder is now made in one 
piece, instead of two as shown in the cut. ‘This needle holder was invented 
as a result.of a necessity for it, and it will hold from one to ten needles, and 


is adapted to the treatment for the removal-of small growths of all sizes and ~ 


shapes, whose bases are an inch or less in diameter. Each needle is held 
firmly by a separate screw which allows of one or more needles being re+ 
moved without disturbing the others. This holder is strong, handsome, 
well made and inexpensive, and can be used for a-variety of putposes. Its 
uses are well explained in Lesson No. 25 of the mail course of the National 


College of Electro-Therapeutics, on the “Removal of Small Growths, Sup- 
erfluous Hair and Blemishes by Electrolysis.” This holder is 534 inches. 


in length, handsomely nickeled, with polished hard wood handle. 


Electrical applications which are painful are hardly ever the panes 
thing. | 


| ELECTRO-THERMO-VAPOR BATHS 
How give electro-thermo-vapor baths? 


The modus operandi of the electro-vapor bath is as follows: 

A suitable cabinet and proper electric connections being at hand, the 
patient is stripped and put inside, the cabinet closed and the heat turned 
on, having the pan half full of water. As soon as the skin becomes 
moistened the electrodes are placed in position and the mode turned on, 
the patient moving them as desired. After a few minutes, or when the 
sweat begins to show on the face; the heat is turned off, the mode turned 
off, and the patient removed, sponged or douched, massaged, and allowed 
to rest in bed. : . ; 
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RESUME OF THE ELECTRO-VAPOR BATH 


What advantages have these baths? 

The electro-thermal bath is given in a cabinet, specially designed for 
the purpose, or constructed to suit the convenience of the physician. In 
the cabinet, the patient is subjected to the influence of hot air or vapor, and 


to the electric mode chosen for the treatment. 


The patient receives the benefits of either the Russian or Turkish baths, 
and is, at the same time, submitted to the influence of the physiological 
and therapeutic properties of the electric mode, employed. | 

The Russian or Turkish bath constitutes the best known means for 
reducing to a minimum the resistance of the epidermis, thus facilitating 
the application of electrification to deep-seated organs. 

In the thermal bath, the patient is undressed and general electrization 
is quite easily performed. The general tonic, stimulating properties of 
general faradization give tone and energy to a system which would be de- 
pressed and relaxed by a vapor bath alone. | 

The Russian bath is a sedative tonic. Blood in increased quantities 
is brought to the skin, perspiration is stimulated and becomes profuse, | 
poisonous products are eliminated from the system through all the glands 
of the skin. The nervous system is calmed by the vapor bath and all 


symptoms of nervous irritation rapidly disappear. 


The Russian bath is, so far as elimination alone can do it, the best 
known blood purifier.. The increased. cutaneous circulation relieves | 
promptly congested conditions of internal viscera, and allows these organs 
to continue their functions under more nearly normal influences. | 

The electric vapor bath is, next to static methods, the best means for 
producing general electrification. Like static methods, the patient in an 
electric bath is subject to general electrification, and at the same time the 
mode may be localized on any portion of the body requiring local treat- 
ment. The direct or alternating mode may be used, and the treatment 
can be made local or general or both combined. This method of treat- 
ment combines the effects of hydro-therapy and electro-therapy, and fur- 
ther, it diminishes cutaneous resistance, and permits the use of stronger 
doses if these be desired, than could be tolerated outside the bath. , 

Whenever the physician desires to eliminate toxic material from the 
system, electro-thermal baths are indicated. Tonic sedative effects are 
also produced at the same time that the toxic materials are eliminated, — 

The electro-vapor bath is useful for increasing the skin elimination, 
for its indirect effect on the nervous system, and for lowering the arterial 
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along the inside vertical, horizontal and slant lines, arid you will have a 


a eee 


pressure. The addition of electrification gives it a deeded tonic effect. | : : build se = 
: | The baths are convenient, inexpensive and devoid of the depression catised 3 : OLE he som wie any cary oe ee at as bay abies ee Z 
without te use oF elect cnc cica. ; > The dimensions are not exact to the fraction of an inch, but are ap- ae 
aE: ‘proximately correct. It showlkd be made of only clear, throughly kiln- : : 
ee : e dried wood, as the heat will shrink and warp unseasoned wood. The 
Le material may be any straight-grained wood and should be at least seven- 
A HOME-MADE BATH CABINET |e. eighths of an inch thick. The floor may be left off, if desired, and the 
How construct a bath cabinet? : 4 = shell set on an oil cloth, but a floor makes it stronger and it will keep 
If it is not desired to invest in an elaborate .or expensive office electro- : a eis habe peters foot, pe pe fet pone Go ted fee 
thermo-vapor bath cabinet, one may be constructed by yourself or your * e poor (2 Fe Bon cikats One mies pant 0 Mt tay De Taiccd shiciah 













local cabinet maker at small cost, and do just 12: four inches to accommodate different people. One of these will pay for 
itself many times over. It should have at least three coats of hard paint 
micide and out, and a new coat every six months, if used much. 


as well as one costing a hundred dollars. 

I will tell you how to build one yourself. « 
You make it just as elaborate and ornate as = , Pao Ee ee | | 
your fancy dictates, and the cost will be what . at | | ae. q 


you may decide, and it will do just as well as ie ‘PORTABLE ELECTRO-VAPOR BATHS 
any other. f 22 | 


‘CABINET 
BATH. 
PLAN. 4 









FAR SIDE. 


697. 
SEAT CLEATS. 





It is sometimes necessary to give an -electro-vapor bath treatment at 
_f the home of a patient who may be unable to come to your office for treat- 
ment. You may give such cases treatments by means of portable, collap- 
sable baths, similar to the three shown above. Two of these fit about the 
neck and envelop the body, while the left-hand cut shows one leaving the 
arms and shoulders exposed. This may be advisable in cases of obesity, 
where you wish only to heat and: deplete the body below the bust. These 
are cheap arid durable and will answer the purpose in cases of necessity 
: | | and emergency. ‘The patient sits on an ordinary chair with the heater and. 


: vaporizer underneath. The material should be some heavy waterproof 


The above sketch shows an outline diagram or pattern of a home 4 : 
_- ° e . * ill Z ; 
A ie ee Fasc Sek Gide pe sin hea ola cloth, similar to cravenette, not rubber or oilcloth, which will crack and 
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merged electrode, the other pole is | connected to the electrode on the 
floor. The patient’s body is either wholly or partially immersed, the 
water acting as one electrode, and the other | 
(on the floor) is applied to some part of the 
body out of the water, thus completing the 
circuit. However, the hydro-electric bath is 
not as useful as other forms of treatment. 

Do not use the street mode in the bath 
tub that is in any way connected with the 
ground. Ground circuits on dynamos are of 
frequent occurrence. 

Electric bath tubs should in nowise be 
connected with sewer or water pipes. 


break, and be affected by the heat. This bath may be slipped tinder the 
buggy seat, and with your portable battery between your feet and. your 
electrodes in your pocket, you are prepared to administer a beneficial 
electro-thermo-vapor bath treatment anywhere, in a scientific and satis- 
factory manner. | | : 














: THE HYDRO-ELECTRIC BATH: 
How give hydro-electric baths? 
Hydro-electric baths are given in tubs which have no connection with 
the plumbing. One electrode is put in the water and the dose is thus 
diffused over the whole of the body immersed in the water. The other is 
applied to the part of the body out of the water. a | 
| Much stress has been placed upon the benefits following the hydro- 
electric bath, or the bath in which the patient is immersed in water, 
through which an electric mode is passing. We know that water is a 
better conductor than the body, and therefore, according to Ohm’s law, 
— the mode will follow the path of the least resistance, and pass around the 
patient, rather than through him, so that the amount he gets will be 
exceedingly small. If, however, the water is connected to one pole of 
the battery and the patient, in the water, holds in his hand the other 
electrode, above the water, then of course, the mode must traverse his body 
and the water in order to complete the circuit. Because of the water 
being such a good conductor, it may be used as an electrode, with the 
part to be treated immersed in the water in which is one pole. By this 
method phoresis may be ‘employed by medicating the water with the 
remedy to be used. Very painful conditions like arthritis and gout may 
be treated thus, when the contact of the ordinary electrodes would. be un- 
a bearable. : = : 
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SCHNEE’S: FOUR CELL BATH 


The Schnee systém of treatment by what he calls the four cell bath, 
three treatments being shown schematically (page 184), consists of four 
glass tubs, which are partly filled with water, either plain or medicated, in 
which are immersed the electrodes and the patient’s hands and arms, and 
feet and legs, as the case may be. The terminals are connected to a select- 
te a ing switch or key board, and the modes may be directed in any of one, 
i a two or three directions. The right hand drawing shows the connection 
Bie | from the right hand to the left foot, the middle drawing, from the left | 
q hand to both feet, and the other, from the right hand and both feet to : 
the left hand. : 
By this method the different polar effects of galvanization, positive 
sedation, and negative stimulation, may be localized as desired, and also 
anaphoresis and cataphoresis may be used separately or simultaneously. 
An almost endless combination may be worked with this bath. 






The accompanying sketch shows an ordinary bath tub equipped for 
the hydro-electric bath; one cord from the battery is attached to the sub- 
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Prof. Hoffa of Berlin, in a report dated October 8th states that he 


considers the Schnee system one of the most important steps forward, in 


the history of electro-therapeutics technique. 


This may’ be used with any galvanic, faradic, sinusoidal, or high fre--_ 
quency generator. It is bulky, and unsightly, but efficient, and especially 


useful in the gouty and rheumatic, and anchylosed conditions. 

_ The parts being submerged in the water, which acts as a dispersive 
electrode, enables the operator to treat a larger surface, and use a 
stronger dose, than could otherwise be given or taken, any other way. 





Schnee’s 4 Cell Bath. 
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General Constitutional Electric Treatments 


How give general galvanization, and faradization? : 
General galvanization and faradization is given with the negative elec- 
trode to the feet while the positive is moved along the spine and to the 
muscles in general. 3 
In many constitutional diseases, among which we might name rheu- 
matism, paralysis, neurasthenia, etc., as being more frequently met with, 


it is necessary to give a treatment that will affect the entire system. 


General treatment may be given by general faradization, general gal- 
vanization and central galvanization. | s 


GENERAL ‘FARADIZATION 


As its name implies, is general use of the faradic mode. This treat- 
ment ‘has a direct influence upon the entire system and by indirect action 
may remotely have a therapeutic effect on some particular organ or part 
which may be diseased. General faradization is indicated wherever a gen- 
eral constitutional tonic influence is called for, in conditions of depressed 
vitality, in tedious periods of convalescence, wherever there is poor circu- 
lation, defective. assimilation and in nearly all nervous conditions. 

One pole is usually placed at the coccyx or feet (preferably the lat- 
ter), the other passed slowly over the entire surface of the body. 
The clothing of the patient must be so arranged that the electrode may 
be passed over every part of the body. Many operators have the patient 
remove all clothing and substitute a light robe made for the purpose, open 
cither in the back or on the sides, so the active pole may without delay or 
inconvenience be used wherever it is desired. : 

Others loosen all clothing around the waist and arrange to pass a 
small electrode over the surface, adjusting the clothing separately for each 
part. In this method there may be less embarrassment to the patient, but 
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the treatment cannot be given as successfully, the skin can not be moist- 


ened as thoroughly, hence the greater resistance to the passage of the mode, 


and the patient’s clothing is invariably soiled and wet by the moist- 


ened electrode. ae 


These treatments are given with the patient seated upon a stool so the 


operator can give a thorough treatment and not be impeded by the arms 
or back of a chair. The general treatments are also given with the patient 


in a recumbent position, all clothing removed and the person protected 


by a sheet or blanket. This is a very easy and efficient manner of making 
general applications. : : on 
In many cases these treatments may be given largely by the patients 


themselves as far as the manipulation of the electrodes is concerned. If 


the patient is in an erect position during treatment one wire from the hat- 


tery may be attached to a zinc or copper plate upon which the feet rest; 
or the feet may be immersed in a bowl of water and the one pole placed. 
in the water. | 


In the former method the zine and copper is frequently unpleasantly 
cold to the patient, and as the skin upon the soles of the feet is so thick 


as to afford great resistance, it-does not make as good a conductor as the 


water. The water may be warmed, a little salt added to assist in over- 
coming the resistance of the skin, and as the water comes in contact with 
the sides and upper surface of the feet as well as the soles, it makes a 
much better mode of application. 
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If the treatments are given while the patient is in a recumbent BOs 
tion, the zinc or copper plate may be used at the feet, or sponge or cotton- 


covered electrodes preferably attached to the ankles instead of the soles, on™ 


account of less resistance. 


The question, “Which pole shall be passed over the body?” is the one | 


first asked by nearly every physician and by them is considered the all-im- 
portant point. i | : 
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The question of polarity is not of as great importance in the use of the 
faradic modes as galvanic. : ; 

These points, however, may be borne in mind: 2 

If in the treatment of nervous conditions or whenever it is desired to 
relieve pain, a sedative effect is indicated, the negative pole should be at 
the feet or coccyx and the positive pole applied over the seat of pain and 
passed all over the body. , 

If an irritating or stimulating effect is desired, as for instance in 
amenorrhoea or paralysis, place the positive pole at the feet or coccyx and 
pass the negative over the seat of disease and all over the body. In other 
words the positive pole should be applied to the diseased part where pain 
is present or active irritation exists; and the negative pole should be used 
to influence morbid chronic processes. The primary coil would be the 
preferable one to use where it was desired to obtain relief through muscu- 
lar contractions, and the secondary coil where it was desired to reach a 
deeply-seated trouble or treat the nervous system. The peripheral nerves 
and capillary circulation could be affected to a greater degree by the use 
of the primary coil; and the spinal cord, the sympathetic nervous system, 
and the circulation and nutrition of internal organs, or deeply-seated 
structures could be influenced to a greater extent and with better results, 
if the secondary coil was used. | 


Rapid vibrations would be much more preferable in nervous diseases, _ 


and slow interruptions in nearly all conditions where a mechanical effect 
was desired, and violent muscular contractions were to be produced. In 


this, slow, even, interruptions would be preferable. 


The strength of dose should be regulated by the sensations of the 
patient. Never carry the treatment to the point of pain. If the patient 
says it is unpleasantly strong the dose should be reduced. | 

It is best to begin the treatment of general faradization with the posi- 
tive pole at the base of the brain, pass it slowly down the spinal cord for 
three to five minutes, then pass it over the chest and hold it over the 
epigastrium for a few moments to influence the coeliac-plexus, then over 
the abdomen to stimulate intestinal action and the abdominal muscles, then 
upon the thighs, arms and legs, varying the strength of the dose to suit 
the resistance afforded by the different parts. 7 | 

In giving general faradization it is important that the treatment should 


not be neglected at the back of the head, down the neck, the upper portion © 


of the spinal column and over the coelio-spinal center. The most import- 


ant nerves of the body can be treated here. 
In giving treatments to the head it is frequently advisable to pass the 
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mode through the operator’s hand so it will not be felt as plainly by the 
patient as if the ordinary electrode had been used over the sensitive nerves 
of the forehead and face. As the hair is practically a non-conductor, it 


must be thoroughly moistened or a wire brush electrode used. 








Hair Brush Electrode (either monopolar or bipolar). : 


The usual length of treatment is from 15 to 20 minutes. They should 
be given daily or every other day—very seldom more than once a day. 


Any intelligent physician would understand that in the use of these 


treatments for chorea, neurasthenia, hysteria, etc., particular attention 
_ should be paid to the treatment of the nervous system, while in a case of 
theumatism we would direct our treatment to a greater extent to the 
muscles affected. 7 | 
The effects of general faradization are: | 
To act as a sedative upon the nervous system, allaying irritability 
and pain. Sleep is: facilitated. | 
To temporarily act as a stimulant. 
To improve nutrition. This may be local or general. 
To promote the process of waste and repair. | 
_ During and after a course of general faradization the patient will feel 
exhilarated and stimulated. Tone has been given to the entire system ; 
pain has been allayed; all feelings of weariness, lassitude and lameness 
removed. : 
The temperature has been equalized, the circulation improved, and in- 
creased warmth given to the surface and extremities, digestion improved 
and appetite increased and the bowels regulated. 
The muscles develop in size and hardness. The body, responding to 


increased appetite, improved digestion and circulation, increases in weight. 


Nervousness is allayed, sleep is facilitated, the brain and mental fac- 
ulties strengthened and there is a greater capacity for, and endurance of, 
brain labor. | 

The good effects of general faradization usually continue for a con- 
siderable time after the treatments have been discontinued. — 
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GENERAL GALVANIZATION 


General galvanization, or the general use of the galvanic mode, is 
given in precisely the same manner as general faradization. 

' Many of the directions given for the use of the poles should be the 
same. he : | 
The differential effect of the two poles is much more marked in the 
galvanic mode than in the faradic, so that rules laid down for the use 
of the positive pole to allay irritability and pain and the use of the nega- 
tive pole where a stimulating or irritating effect is desired should be more 
particularly observed. 

Some authorities attach more importance to general faradization than 
general galvanization, while with other authorities this is reversed. 
Either treatment would be of benefit in the same conditions. 

Galvanization has the advantage that stronger doses can be used, 
that it has greater penetrating power and will reach a deeply seated trou- 
ble where in some cases the faradic mode would be ineffective, and that 
it has a chemical effect which the faradic mode does not possess. 

To produce muscular contractions through general galvanization it 
would be advisable to use the interrupted galvanic mode. ; 

- Ordinarily general faradization would be preferable in muscular 
trouble and general galvanization in nervous diseases. The sedative effect 


is much more marked in the latter treatment than in general faradiza- 


tion, as is also the effect upon the absorbents. 3 

The general nutrition of the entire system can probably be more pro- 
foundly affected through general galvanization than by general faradiza- 
tion. Either treatment is successful in influencing the circulation. 

In giving general galvanization, care should be taken that the mode 
is not suddenly interrupted while the electrodes are in position, as this 
causes a shock to the nerves which may aggravate the trouble. The treat- 
ment cannot be properly given without the use of a rheostat and milliam- 
pere meter. : 


CENTRAL GALVANIZATION 


How give central galvanization? 


Central galvanization is given with the negative electrode over the 
solar plexus, the positive being moved over the head and spine, and over 
the pneumogastric nerve in the neck. ee — 

By this term we mean a treatment with the galvanic mode which 
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will bring the entire central nervous system—the brain, ES and 


spinal cord—under the direct influence of the treatment. 


This treatment may be given independently of any other, or co- -jointly 
with general faradization or galvanization, and is applied by having one 


pole, usually the negative, at the epigastrium and the other at the; vertex: 


or passed over the forehead, down the back of the neck, and down the 
entire length of the spine. Having the negative pole at the epigastrium 
and the positive pole at the base of the brain and down the sides of the 
neck is the best method of stimulating the sympathetic, pneumogastric and 
phrenic nerves. 
liamperes should be used, while upon the vertex and down the spinal 
column, 10 to 15 milliamperes is the usual strength of dose, although this 
may be increased to 25 or 385 in many cases. 
should not be continued more then two or three minutes at a time. 
Particular care should be taken in treating the head that there is not 
a sudden interruption of the mode. The electrodes at the epigastrium 


tion. 

The length of treatment is from 12 to 15 minutes. 

Central galvanization would be the indicated treatment wherever 
there is a condition of exhaustion or irritability of the nervous system. 
It is usually a good idea to combine central galvanization with general gal- 
vanization or general faradization. In-nearly any patient who would 
come to us suffering with hysteria, neurasthenia, chorea, epilepsy or anal- 
ogous conditions, where we desire to use central galvanization we would 
also find in one case defective assimilation, in another rheumatism, and in 
others constipation, muscular atrophy, the results of lagrippe, various skin 
diseases, and so on ad infinitum, and these outlying symptoms or conditions 
could be removed or improved by general treatment, while the central 
treatment alone would effect little if anything. | 

The central treatment and the general treatment may be given on 
alternate days; or, what is a better plan, give the central galvanization 
ten minutes and then general faradization or galvanization ten minutes 
more, during the same sitting. 


Central galvanization and general faradization have in the effect of 


the treatment many things in common. With either treatment a feeling 
of exhilarationand warmth of body is produced. A tonic effect, improve- 
ment in sleep, increased appetite, improved digestion, regularity of the 
bowels and equalized circulation may be secured with either treatment, as 
can also increased size and firmness of the muscles. 
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Over the forehead not more than from two to five mil- © 


Treatments to the head 


should cover eoneronle surface to prevent any pain or burning sensa-. 
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Either of these treatments, both by direct effect and indirect action, 


~ will act as a tonic to the brain and increase the capacity for brain work. 
General faradization, however, 


acts more markedly upon the muscular 
system and central galvanization upon the nervous system. 





What effect has electrification on the blood and strength? 


Electrification has not only a direct effect upon the circulation, 
through the catalytic action on the vaso-motor nervous system, but it also 
has a marked effect upon the constituents of the blood itself, and we find, 
after careful experiment and observation, that the increased circulation and 
oxidation of the blood lessens the number of red blood corpuscles. ‘These 
corpuscles must have gone into the tissues in the form of nutrition. At 
any rate experiment shows that the muscles are stronger after a treatment 
by electrification than they were before. 


v4 


What are the four classes of electrification ? 


Electrification may be divided into four classes, according to the 
various phenomena of manifestation, as follows: , 

1st—Electrification in motion, or dynamic. 

Qnd.—Electrification in rotation, or magnetic. 

3rd.—Electrification at rest, or static. 

4th—Electrification in vibration, or radiant. 


How is the static mode generated? 
Static modes are generated by friction and induction as we know from 


‘experiments with the box, glass, paper, comb, etc., or a pan of sealing wax 


which, rubbed with a piece of fur or silk, will become charged. Tia, piece 


of metal, with an insulated handle is held upon the wax it also will be 


charged and will carry the charge with it when removed, and when 
touched will emit a spark. . 
The modern static machines are mere elaborations of the simple : 


—electophorus which have been adapted for developing electrification con-' 


tinuously. With a number of glass, hard rubber, or mica plates, placed 


vertically, and so arranged in pairs that the charges of the same polarity 
are conducted to the same terminal on one side of the machine, and the 
charges of the opposite polarity to the same terminal on the other side 
of the machine. ; 

The static machine is constructed with one or more pairs of plates, 
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mounted on an insulated axle, with two insulated metal rods connected — 
with the plate. The ends near the plate terminate in toothed collecting 
combs, while the other ends terminate in balls. The mode is generated 
by starting the machine in motion. If it be of the Toepler or self-charging 
type, which has six small disks cemented to: the plates, when the brushes | 
come in contact with these small disks as the plate is revolved past -the 
brushes it causes a slight friction, which generates the initial charge, which 
is communicated to the other plates, thus charging the machine and keep- 
ing it charged. After being charged the induction keeps up the genera- 
tion. . = oH 

As the plate rotates, a part of the negative charge is carried over to 
the inductor, thus charging it negatively. The remainder of the charge 
being «repelled by the negative, passes over into the Leyden jar. Later it 
- becomes charged by induction, this time positively, increasing the positive 
charge upon this inductor, while the remainder of the positive charge 
Passes over to the Leyden jar, and passes on to complete the cycle. : 

As the rotation continues the plates acquire stronger and stronger 
charges, the inductive action becomes more and more intense, the positive 
and negative charges are continuously imparted to the Leyden jars or 
prime terminals, the stress of the high potential becomes so great as to 
Overcome the resistance of the surrounding elastic transparent dielectric 
(the air) when there is a convective discharge in the form of a spray or a 
disruptive discharge in the form of a spark across the gap between the 
prime poles. This temporarily relieves the stress, and the same process is 
repeated. g es : 

Friction between two bodies causes a separation of electrification. — 
One body becomes positively, and the other negatively electrified. 

In this condition they are mutually attracted to each other. If two 
bodies similarly electrified are brought into proximity, the ones of the same 
polarity are mutually repelled, while the ones of the opposite polarity are 
mutually attracted. 

There is a mooted question as to whether the electric charge of any 
conductor simply resides upon the surface or penetrates into the substance 
or the tissues of the body, in the case of a patient. No matter which 
theory is true, the results in therapeutics are the same, so that we need not 
discuss that matter. : | 


What are condensers? 


Condensers are apparatuses consisting of two conductors, supported — 


and insulated from the earth, and separated from each other by some die- 
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lectric, or non-conductor. This intervening dielectric may boners 
glass or other insulator. If one plate is charged with one ee ee A 
will be induced in the other an opposite’ polarity. Glass as a OE ectric Ww 
induce a greater potential in the second plate than will the air a. 
The condenser most used is called a Leyden jar, which ae : : 
jar or bottle of glass lined on the inside, part way up from . S H oe 
with tin foil, and covered for the same distance on ee e wi re 
same material. The inside coating is connected to a ball on the ee ae 
lid,-by means of a chain. If the inside foil be charged Ce ive S a 
electrification, there will be induced on the outside coating of toil an opp ; 


site or negative charge. 


How is static capacity modified? 7 | 

The capacity of a conductor of static electrification Soe a 
degree of insulation, against the loss of charge by leakage, an ee 
size of the conductor, or patient, and upon the state he is in at the cs 
of treatment, and also upon the proximity to the generator. 


How is static electrification governed? ; 

Static electrification is governed by the same laws of conduction a 
‘insulation as is the dynamic modes, but to a less degree because c the, 
far greater voltage and very weak amperage. On account of its ue eo 
much greater insulation is required, and a correspondingly ae: conduc - 
will carry a charge. Thus a small air space will insulate a galvanic mo 
but a wide air gap will be leaped across by a static charge. 


How is static electrification distributed? | , oe 
The distribution of the static charge of electrification is uniform, al | 
things being equal, and the potential of any part of a ee ee is 
equal to that of any other part, but this is not true of irregu ar oe ee ors, 
as the density of the charge or the potential varies according to : e Le 
t or. | | 
2 oe es will not be as marked from a flat part of ene wcll) 
as it will from some bony prominence, therefore we must be Sore 3 
drawing charges from the smaller parts of the body, as Hee oe | 
ductivity is lessened, and the + effect is_more marked. is ee : : uf 
therefore, follows the same law oi density and diffusion as do t 1 0 es 
forms studied in previous pages. | 
: 193 
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What can be said of static polarity? 


The same polar effects are manifested here also, in that the positive is 
sedative and anodyne, and the negative is irritating and stimulating.» 


What is the difference between static and faradic induced modes? 


The static. induced mode is not of the alternating character of the. 
faradic induced mode. Instead, it is a unidirectional mode, but interrupted : J 
at the same rate that the primary static mode which induced it, is inter- 


rupted. | 


Of what use is the hygrometer? 





The hygrometer is a little instrument which is placed in the case of 
the static machine. It indicates the percentage of moisture in the air, 
and tells the operator why his machine works badly, and when to dry 
it out. | 


What is the physiological effect of static electrification? 


The static mode produces no chemical effect in the tissues, it acts as 
a general tonic and stimulant to the nervous and circulatory systems. It 
will increase the circulation, improve nutrition, assist digestion and assimi- 
lation, promote absorption, quiet, refresh and invigorate the nervous sys- 
tem. | 

On account of its great voltage it puts the surrounding air in a state 
of great stress, liberating allotropic oxygen, which in the form of nascent 
ozone is inhaled or absorbed through the skin and enters directly into the 
circulation, thus increasing oxidation. In acute painful conditions, as 
lumbago, sciatica, locomoter ataxia, etc., static electrification affords a 
great measure of relief. Being a sedative, the positive static modality is 
indicated in all nervous functional disorders. As a counter irritant, the 
negative modality is useful in breaking up adhesions and- promoting 
absorption. | : | 
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As a Stimulant to paralyzed muscles we have in the static modes a 
most active agent, producing active contractions, whether due to lack of 
tone, partial or complete paralysis. In painful and diseased conditions, 
and where metabolism is to be stimulated or elimination and excretion 
hastened, or as a restorer of the normal electric equilibrium, it probably 
acts more generally and quickly than anything else. 

Also in all states of poor nutrition, and impoverished blood, it is 
valuable. The great voltage puts the surrounding air in a state of stress, 
and breaks up the combination of the gases, liberating allotropic oxygen, 
which in the form of ozone, is inhaled or absorbed through the skin, and 
enters directly into the circulation, in the nascent state, thus rapidly in- 
creasing oxidation, and purifying the blood, and thus promoting nutrition, 
and growth. A patient on the insulated platform, is bathed in this ozone 
bath, and as a result, in a few minutes, the body temperature is raised from 
a degree to a degree and half, and the blood pressure increased. : 

This fact can be easily demonstrated, with the aid of a clinical ther- 
mometer, before and after a treatment by static insulation. Static treat- 
ments will also tone up and restore the balance in cases of depressed nerv- 
ous functions, as in neurasthenia, and in various cachexias. 

Mental exhaustion, brain fag, and the subnormal states following 
prolonged literary labor of teachers, lawyers, clergymen, physicians, 
public speakers, etc., respond most favorably to the gentle but powerful 
stimulating effects of static electrification. In rheumatism, gout and 
uremic states it acts well, relieving the pain, and hastening the absorption 
of deposits, and the elimination of urea. 

The positive breeze relieves congestion when the positive pole is used, 
and, being a sedative, is indicated in headaches, epilepsy, neurasthenia, 
hysteria, etc. The static spark is a stimulant, producing counter irrita- 
tion, and is useful in ganglia, rupture, and in breaking up adhesions and 
in aborting acute rheumatism, etc. : 

Static electrification is useful in convalescence after operations or pro- 
longed illness, tuberculosis, neuritis, tic douloureux and constipation. 

While. static electrification produces no chemical effects in tissues, it 
will increase the circulation, raise the blood pressure, improve nutrition, 
assist digestion and assimilation, promote absorption, and quiet, refresh 
and invigorate the nervous system. 

In neuralgias, and the acute painful troubles, as lumbago, sciatica, the 
lightning pains of locomotor ataxia, and in migraine, and “tic” it affords 
a great measure of relief, sometimes almost like magic. 

In many relaxed nervous conditions, it is beneficial, and it will some- 
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times prevent epileptiform attacks, when all else fails. In chlorosis and — 

anemia, and in incipient tuberculosis, the results obtained are sometimes ~ 
marvelous. Poor circulation, as evidenced, by cold feet, clammy and . 
pale skin, can sometimes be changed.in one or two treatments. A dozen. 


inhalations of the fresh nascent ozone, will flush the face of a pale patient 
to a rosy red, and a static roller. massage application, through the cloth- 
ing, will warm the patient all over for hours, and the roller or sparks to 
the soles of the shoes will take away the cushion sensation, in threatened 
paralysis. Static treatments will relax contracted and drawn and even 
stiffened muscles and points, and fill out atrophies. In the vague and 
troublesome symptoms incident to the menopause, static electrification is 
very satisfactory. | 

As a stimulant to paralyzed muscles it is the remedy to be used, as it 
will produce active contractions without pain, and in constipation, due to 
lack of tone or to paralysis from over distension, or the prolonged use of 
cathartics, there is nothing better. It may be applied even to children, 
sensitive women, and weak convalescents, without pain, and the peristalsis 
is at once started, and in sometimes continues for hours after the seance. 

There being no direct chemical, electrolytic, or mechanical or phoric 
effects, then the great and grand function of static electrification is the 
catalytic effect on nutrition, through the vaso-motor nervous system. 

In giving dynamic electrification, we must necessarily make the treat- 
ments largely local, whereas we can rarely make a static treatment local. 
When the patient is on the insulated platform, we may concentrate the 
most of the effects to some part, or local area, but we cannot prevent the 
excess from traveling all over the patient, thus giving him a general treat- 
ment at the same time. , 

With a proper diagnosis, and a full realization of the needs of the in- 
dividual case, and a full knowledge of the technique of the treatments, the 
man with the static machine can accomplish wonders, and do it so safely, 
quickly, and pleasantly, and withal so profitably to himself, that he will no 
longer resort. to the older and slower, and more disagreeable methods of 
the past, when once he gets started in the new ways. 3 

Do not get the idea that the static electrification will do everything, or 
that it is a cure-all, or that it will take the place of galvanism, or faradism, 
or drugs, in all cases. If you start out with the idea, you will be disap- 
pointed, and are only laying up for yourself trouble. Static electrification 
has its place in our work, and in many instances it has a place which 
nothing else can fill...Use sit in conjunction, or in alternation, with the 
other modes and get-a.combination which cannot be excelled. 
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There are some advantages in giving this treatment over all others. 
It may be applied, either generally, locally, or both, without disrobing, | 
exposure, or the annoyance of delay. For this reason it is- popular with 
the women, who are usually our best patrons. Again the treatments take 
less time, as there is none lost in preparation before or after the treatment. 
Then you may treat a number at a time if desired. For instance, the plat- 
form is usually large enough for two stools upon it, or a mother may hold 
her child on her lap. You may treat infants this way, which you could 
not do with any other method. : 

In static electrification, we possess one of the most useful agents for 
the relief of painful and diseased conditions, and when properly applied, 
will usually prove beneficial, and where tissue metabolism is to be stimulat-_ 
ed, or elimination and excretion to be hastened, there is probably nothing 
superior. : ae 

As a restorer of the normal electric equilibrium, it probably acts more 


generally and quickly than anything else. Generally catalytic or nutri- — 


tional effects are more quickly produced with static, than with the other 
modalities. | | 


The use of static sparks ‘ought ‘to be discouraged. The static breeze 
will usually do what sparking can do, and is by far more agreeable. 


What are the ten therapeutic static applications? 


The various modes of static treatment are: 

Static insulation, or bath; static crown breeze, or shower; localized 
static spray; diffused static breeze; direct spark; indirect spark; solenoid 
shunt mode; surging, or static wave; general tonic treatment, with roller ; 
induced mode, or Leyden jar shocks; interrupted continuous mode or static 
vibration. | 


What size and kind of static machine is the best? 


A sixteen plate machine will be amply sufficient for all ordinary static 
therapeutic work, and will do good X-ray work, but for the more difficult 
X-ray work you should have a twenty-four plate machine. ‘This is espe- 
cially so in wet weather, when the machine works at a disadvantage and 
will not deliver its full potential charge of electrification, on account of 
leakage, through the moisture in the air, which will condense on the 
plates in the form of dew and, acting as a conductor, will short circuit the 
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the machine short circuited when not in use, that is never to leave the balls 
on the sliding rods of the prime conductors in contact. Always leave — F. ———___——— ‘ 
them wide apart, beyond the sparking distance, when not in use. I have | 

had experience with nearly every kind of static generator, and have found | 
the Tcepler, or self-charging type, to be the most satisfactory, and the 
twenty-four plate the best. The roller bearing shaft machine, for ease of | 8 
running, strength of construction, and economy of repairs, is far superior . - 
to all others. : | 


machine inside. It is well to always make it your rule never to. leave el ot | 2 STATIC TECHNIQUE 





Directions for Giving the Various Treatments. 
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What can you say of static voltage and amperage? 


=e 


Static electrification manifests enormous pressure or voltage. This is 
shown by its ability to overcome great resistances, and to pass obstacles 
which would effectually check the weaker dynamic modes. We have 
seen that in order to get a galvanic or a faradic mode, we must have a 
complete metallic conducting circuit. Such is not the case with the static, 
as we are able to give treatment with only one pole of the static machine. 

Dry air is a poor conductor, and is a sufficient insulator for even higiv <= ac 
pressure dynamic modes, but the static machine will generate a potential | 
sufficient to overcome or break down the'great resistance of the air dielec- 
tric, and cause a spark or discharge to take place through long gaps be- 
tween poles, or from the machine to the earth. The principle of the dif- 
ference of the potential, as creating a transference of energy from the 
higher to the lower, is applicable to the study of the phenomena of static 
electrification. Thus we speak of the static mode flowing in the same 
sense that we say the same of the other modalities which we have studied. 

Static electrification manifests no strength or amperage and con- 
sequently will cause no chemical action, and will not produce electrolysis 
or dissociation of compound electrolytes. For the same reason it will 

not have any phoric action. This statement may be disputed by some, but | 
we now know that if there is any transference of medicaments, it is not a . he 
phoric process, but merely a repulsion of electrified particles, which must 

be either a vapor or a gas, and will not penetrate the tissues. 
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A Modern Static Influence Machine. 


Static INSULATION—Place the patient on the insulated platform. 
Connect the platform by means of the rod, cord or chain to one pole of the 
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outside of the Leyden jars short circuited. Swing the crown above the 


machine. Ground the other pole of the machine by means of the chain or 
cord attached to the water pipe. Separate the sliding rods beyond the 


sparking distance. Short circuit the outside of the Leyden jars. Start 
the machine in motion. 


Static Crown BreEzE—Place the patient on the insulated mat torn | 


Connect the platform by means of the rod to one pole of the machine. Con- 
nect the other pole of the machine to the overhead crown attachment, the 


patient's head so that it is about fifteen inches above the head. Start the 
machine in motioni.- ~~. : S mae : 


LocaLizep _STATIC SpRAy—Insulate the patient, attach any of the 
point electrodes to the chain or cord and localize the breeze with the point | 





Positive Electrification (Insulation). 


electrode on the part to be treated. The grounding See attached to the 


electrode may be omitted, a | | 
hand and body. sae the: node etounecd daroueh We cy 


by means of the rod or chain to one pole of the machine. 


DrirEcT SPARK—Place the patient on the insulated platform connected 
Attach any of 


= electrodes by means of the hook and chain or cord to the other pole of 
the machine, holding the electrode in the left hand, and using the insulat- 
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spark will be drawn. 


skin wherever you wish to get a sedative effect. 


ed hook to hold the chain away from the patient and the floor. Approach 
the electrode to the part to be treated, from which the sparks will be 
drawn. | 
InprrEct SparKs—Place the patient on the insulated platform con- 
nected by means of the rod to one pole of the machine. Ground the other 
ole by means of the cord or chain attached to the water pipe, with any of 
the electrodes either grounded to the floor by means of the chain or the 
electrode held in the hand, grounding. the circuit through the operator's 
body, and approach the electrode to the part to be treated from which the 
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Stationary Negative Crown Breeze (Shower). 


INTERRUPTED Direct MopEe—Place patient on platform; connect a 
wet sponge-covered electrode to the positive side of machine (with posi- 
tive sliding rod drawn out) by an ‘nstilated cord. Place electrode on bare 
Likewise place another 
wet sponge electrode on bare skin wherever a stimulating effect 1s desired. 
Then connect this electrode to the negative X-ray spark gap, the rod and 
ball placed on a level, and in line, and in contact with the negative sliding 
rod. The negative prime pole not erounded. Start machine and regulate 
impulse through patient by pulling out negative sliding rod, away from 
negative X-ray terminal. The length of this gap regulates effect on patient. 
Grounding negative prime pole increases the effects. 

To Use THE ConcenTRATOR—Place the patient on the insulated plat- 
form connected by means of the rod or chain to one pole of the machine, 
the other pole being grounded by means of the chain or cord attached to 
the water pipe. Place the point of the concentrator on the standard, to- 
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_wards the part to be treated, the concentrator being grounded by means of 
the chain attached to the water pipe, or by means of the hand and body of 


the operator. 


SURGING—Proceed the same as in the static insulation, but bring the : 
sliding rods within sparking distance, the strength of the surging being 


regulated by means of the spark gap between the sliding rods. 

GENERAL Tonic TREATMENT—Place patient on insulating platform, 
connect one pole of the machine by means of the chain to metal foot plate 
on the platform, covered with a thin book, on which the patient’s bare feet 





Local or Moving Positive Spray. 


are placed. Connect the other pole of the machine to the overhead crown 


the same as in static breeze. 


This treatment may be used as a variation 


of the static insulation, static breeze and surging, 


VARIATIONS OF STRENGTH—To get the mildest treatment, use the 


smallest Leyden jars, run the machine slowly, and give either the static 
insulation or the indirect breeze, with the wooden point electrode. To 
give the most severe treatment, run the machine very fast, and give the 
direct spark with the large metal ball or roller. | 


in the standard the induced mode service. 


INDUCED MoprE—Remove the concentrator from the standard. Place 
Place the standard and device 


directly in front of the machine with the device parallel to the sliding 


rods with the scale to the front. 
jars. 


Disconnect the outside of the Leyden 
Separate the sliding rods beyond sparking distance. Connect the 


sliding rods by means of two short’ chains and hooks to the binding posts 
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an the device. ‘Attach the sponge covered disc electrode to i Beas: 
osts in front of the Leyden jars by means of the red and green si oe i. 
sora: the sponges well wet. Apply the sponge Sos oe ae a 

| d. preferably to the bare skin, but it may be give ) 
ee ‘Sea the Tce and regulate the strength 2 ae, a a 
wheel on. the device. The static induced mode may be app y we on - 
the other electrodes, with the patient either upon the insulated p 


or not. 





If you do not have the special induced mode regulating device, os 
mode may be given without it, by connecting the ae Soe No 
d bringing the ba 
trodes to the outside of the Leyden jars, an | g oe 
idi ide of the jars not connected to 
sliding rods together, with the outs! ee 
hine and regulate the secondary 
other (switch open). Then start the mac : ee 
. To do this, gradually separate 
induced mode, by the primary mode. O- ee 
idi liding rods regulating the imp 
liding rods, the spark gaps between the s tods = | 
eee the patient, in the induced mode circuit from the outside of 
> tS ean the small pair of Leyden jars on the ee of Bt ce 
: f one of the jars with the roller elec- 
conductors, and connect the bottom o oe 
7 | late on platform. Or conne 
de and the other jar to the foot p 
ae ei a pair of metal hand electrodes, or any other electrodes that 
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Be De desired. When the large jars are used, the connections are sou r = 3 
1 the accompanying cut. The jar mode or the static induced is regulated 
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The Leyden Jar or Induced Static Mode. , ae 
ote ag = is spark gap between the small balls on the sliding rods. = a (ieee & 
g the large jars the switch between the posts should be open. ,) & 7 -g 
3 a Figure 8. 
= g Figure 8 shows how to attach the X-ray tube, the ozone outfit, the electro- 
ae phoric outfit and the Morton wave. Only one outfit of the above can be at- 
- | 3 tached and used at a time. ; 
Pio : ELECTROPHORIC OUTFIT 
3 4 : '_ (See Figure 8). 

" 4 Connect the positive pole of the machine to the binding post on the 
ae electrode 9, Fig. 8, and the negative pole of the machine should be connected 
de to the patient or to the platform. A rubber tube should connect the elec- 
AE “trode to your nebulizer or container under which an alcohol lamp may be 
af placed. The electrification drives the medicated vapor to the patient by 

placing the open end of glass on the hare skit = 3. ao 
ee 3 ie Morton wave is given with the machine, connected the same as giving 
ee | a] 7 1 frictt k. Instead of lectrode bet pplied th h the clothi 
eS riction spark. Instead of an electrode being applied through the clo ng, 
| 7 ; it is applied to the bare skin. Electrodes made from block tin give the best 
results as they may be made in any shape and bent to fit any part of the body. 
The block tin should be from 1/16 to 1/8 inches thick. The length of 
spark should be from 1 to 4 inches or as much as the patient can stand. 
The speed of the machine should be governed so as to get from 1 to 4 
sparks a second. oes Be 3 
GENERAL INSTRUCTIONS CONCERNING THE -ExtectropEs—The hook 
and ring is for handling the chains, ot connecting overhead crown, in order 
to avoid shocks to the operator. The long rod with the crook is to con- 
nect the machine to the, platform. The silk covered cords are to be used 
Plates VII and VIII show eonacctions made for Leyden j | ; Ez oe a ae oS ae : nO na te % connect: the induce 
: ses eyden jar mode. e mode device to the static a ee long chains are for grounding 
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the machine or giving the various treatments with the different electrodes. — 


The one with the snap is to be used with the electrode. The wooden’ point 
gives the mildest treatment. The wooden ball next. The wooden electrodes 


are for the breeze treatment. The single metal and the multiple metal ' 


points are for localizing the breeze, and are stronger than the wooden 





Massage Roller, with Induced Mode. Ee 
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ones. The carbon point gives the mildest direct spark and the stronger — 


local breeze. The small metal ball is for giving mild sparks, the large 
metal ball for giving more severe sparks, either metal ball to be used 
either direct or indirect. The roller is for giving general massage with 
short sparks either direct or indirect. The felt-covered disc rtibefacient 
is for giving severe localized applications, either direct or indirect, with 
induced mode, and is to be held in contact with either the clothing or 
skin of the patient, where the effect desired is to be produced. The sponge 
covered disc electrodes are to be used with induced mode device. The spark 
gaps should be attached to the sliding rods, separated beyond sparking dis- 
tance, with the small ball close to the ball of the sliding rod, and are of 
use in X-ray work. 

FLuoRoscopic EXAMINATIONS—Remove concentrator from standard. 
Place wooden tube holder in standard instead of the concentrator. Fasten 
the Crookes tube in the cork jaws of the tube holder. Attach the spark 
gaps to the sliding rods of the static machine, with the sliding rods widely 
separated, by means of the long green silk cords with snaps and hooks: con- 
nect the negative pole of the static machine to the ring nearest to the alumi- 
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num concave disc in the Crookes tube. Turn the side of the Crookes tube, 
which is at right angles to the surface of the platinum plate, toward the 
front. Start the machine in motion, and if the connections are properly made 
the Crookes tube will develop a yellowish green fluorescence, which will 
indicate that the X-rays are being generated. Lengthen or shorten the spark 
gaps on the static machine, sliding rods until they give the steady, continu- 
ous white spark and the tube shows steady fluorescence without flickering or 
spots. If the platinum plate becomes red hot, slow the speed of the machine. : 
Place the object to be examined directly in front of the most brilliant 
field of the fluorescence as close as possible. Place the fluoroscope on 
the opposite side of the object to be examined, and as close to the object 
as possible, and the shadow will be shown upon the fluorescent screen 
inside the fluoroscope. This work should be done preferably in a dark 


room. 





a e 
Regulating Tube for Radiographic and Fluoroscopic Work. 


RADIOGRAPHIC Work—Turn the tube holder and tube so that the 
most brilliant field of fluorescence points downward, and directly above the 
object.to be radiographed. Short circuit the prime conductors of the static 
machine. This will darken the Crookes tube. Place the photographic 
plate which has been previously wrapped in black and yellow paper, with 
the film side upward, upon the table directly beneath the Crookes tube. 
Place the object to be radiographed upon the photographic plate as close 
to it as possible. Remove the short circuit from the prime conductors of 
your static machine, then the tube will again fluoresce, and the shadow of 
the object to be examined will be impressed upon the photographic plate. 
If the object to be radiographed is thin, it may be placed within six Oe 
eight inches of the tube, and short exposure made, varying from one ‘to 
six minutes. If the object to be radiographed is thicker, the exposure 
should be longer, and the distance between the object and the Crookes 
tube greater, in order to avoid a burn. ; 
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from repeated experiments will elaborate much of this technique, so that 
the operator can do the best work with the least trouble and loss of time or 
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. SPARK MUFFLER 
[ : oe To use the spark regulator suspend it by 
[ e hooks on the sliding rods. Have the sliding 
& 7% rods separated and sliding rods of spark muffler 
a close together. Then separate sliding rods of 
: a spark muffler as you want to increase the mode. » 
_- This device is to deaden the noise of the spark. ig i 
. of Tf the mode does not pass through the cylinder If. 
: properly, take the spark muffler apart and clean y i : 
_ the glass cylinder and all parts carefully then gurus Gece ut 
a put the cylinder in a warm oven a few minutes Abe ie 
ie to dry the glass thoroughly and also to dry the oa \\ “_ ‘ 
= air inside of cylinder so the mode will pass N AN 
a through the regulator properly when assembled 
oe again. 
a7 - | GROUNDING THE STATIC MACHINE 
nee . Various Static Electrodes. a : 
e above cut shows a variety of static applicators, for giving static treatments. _ 7. 
They accompany every machine, and they will be found adapted for giving differ- E Se 
ent treatments, and their uses will be advised in the therapeutic pages, and the needs ae 
of the operator will adapt them to his cases, as he meets them. a 
. ; | | aye : 
GENERAL INstRUCTIONS—Should the Crookes tube not fluoresce it | 
indicates that the tube is either punctured, or the vacuum is too high, or =p 
the mode running backwards. If the vacuum is too high, it may be Es 4 = 
lowered by gently rubbing the tube with a silk handkerchief, or gently _ | a a 
warming it by means of an alcohol lamp. Should the tube be punctured, ae 
there will be purple light inside the tube, and no fluorescence on the sur- ab 
; 3 K ; Be 
face. If the vacuum is too low, it can be raised by running the mode Pia 
through the tube backwards. X-ray work should be done in a perfectly ; ae 
dark room, and preferably at night. Keep the photographic wrapped plate 3 i ; 
in a cool, dry, dark place beyond the reach of the X-rays when not in use. te : : 
A special automatic vacuum regulating tube is a great advantage i 
where prolonged X-ray therapeutic treatments are to be given. A mul- : = 
tiple spark gap device also increases the efficiency of the tube, and a pole Ab i This shows the static machine with wire attached to anes part 2 case 
chansoines devi : ze : ; : as E | which can easily be transferred to opposite pole when wanted. From this point 
: S : evice avoids Pee EOS and delay, but neither of these Et ee the charge is led to the ground by means of a gas pipe or wire and can return 
, ast appliances are absolutely essential. : ae by another ee or wire which must be entirely spare LO the gas pipe or 
. These direction : 3 — rst wire, then with a metal chain connect to the electrode which you use. a. 
Seay, 1 see pole aie general and apply to all makes of machines and aS machine is grounded it cannot be over charged and a patient will be treated with 
are only intended as a guide to the beginner. Experience and practice 7 ~~ — a ~‘more uniform dosage. When. giving a treatment with heavy modes or doing 
208 | ei a X-ray work, connect direct to the machine and do not ground it. 























When the plates are removed from the boxes, stand them on edge, 
but place them in different groups. Do not allow moisture of any kind — 
to come in contact with the coating on the plates. If the air is damp the 
plates should be placed where it is perfectly dry and where they would be 
protected from moisture in the air. It is often convenient to stand plates 
‘on edge between the stove and wall where the heat will keep the plates dry. 
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HOW TO ARRANGE THE PLATES 


Plate No. 1, Set 1, this side faces front. Front revolving plate; plate 
No. 2, set 1, this side faces front, front stationary plate; plate No. 3, set I, 
this side faces rear. Rear stationary plate; plate No. 4, set 1, this side faces 
rear, rear revolving plate. . CE Se oa 
The above represents the numbers as they are pasted on the plates 
before taken apart in factory. Care should be taken to replace them in the 














Plate I. same manner. The numbers read from the front to the rear as shown 
HOW TO: REPLACI below. “ oe Ce esa 
Is eee Ce vee . ae : If any plates are needed, order them by number only, counting from the 
the 2d see consists of 4 plates. The 1st and 4th are revolving and oe | front as shown below. Also give size, etc. as explained above. +s : 
: . ase 3d are stationary... The concavity of all plates is towards the Fiz 5 | : | SS 
ack or the machine, The first dnd last plate in all machines has 6 metal ‘ | 3 23 o7 Jou #4495 FWIs9 ARAS 


buttons. All the other revolving plates are plain. The second plate in each 


of four plates has ® large pieces of paper, over 2 small strips of tin HOI7| | 2022 | 22 
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IF THE STATIC MACHINE FAILS TO GENERATE, READ THE 
FOLLOWING SUGGESTIONS CAREFULLY = 





~ Be sure the machine is thoroughly clean inside and outside. See that 
everything is properly adjusted so that the brushes touch.the metal buttons 
well. Be sure the case is air tight. 3 





Figure 4, ; | 3 
. ar When the air is cold and dry, as in the winter time, there is but little re- 
naa Lae oe e meee ae ie oe a aS 2 combs. The ‘ - 3 sistance in the atmosphere, and if your machine should generate faster than 
i Ga ee ke ee . 2 = * side of plate. _ ee the mode is used it will spark across, following the path of least resist- 
ic eee ee ne : er of plate and diameter of q = ance. If the machine for above reason should spark on the inside move the 
| | ae Or case. a. neutralizing combs down near the collecting combs and run the machine 
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slower. If your machine does not generate properly after it is assembled dry - 
it out thoroughly as it may have absorbed some moisture in transit. If it has 


been working properly, but stops generating, dry out the atmosphere on the 

inside of the machine carefully with calcium chloride. | 

Moisture and dirt on the outside are just as injurious as on the inside. 
Your machine should be cleaned daily on the outside and when the air is per- 
fectly dry it should be opened up after each day’s work to let the foul air out 
and the fresh air in. A machine, to give the best of service, must have good 
air just as much as a person. | 3 meee 

The machine should stand about two feet from the wall, so one can pass 
all around it and wipe it off dry and clean every morning. It is a good plan 
to take a piece of cheese cloth and run over the electrodes and fixtures in 
front before each seance.. — 

_ The case should be made as nearly air tight as possible by puttying up 
all openings and then shellacing over the putty. Use strips of felt under the 
doors. Once a year your machine should be taken apart and thoroughly 
cleaned to get the best results. If the coating on the glass plates does not 
show perfect insulation the plates should be recoated. The necessary ma- 
terial for this work would cost $3. If the old coating is in bad condition so 
that the new coating cannot be put on top of the old coating, then it is better 
to have the plates sent to the factory where the old coating can be removed 
and new coating put on. ~ 

If your machine changes polarity, when running, it means that it needs 
cleaning. Use a clean, dry woolen cloth to cleanse the glass. If this will not 
clean the glass properly, first, use a cloth slightly moistened with alcohol, 
being careful not to injure the coating; then use the woolen cloth. Clean all 
the metal parts and wood on the inside with a cloth slightly moistened with. 
gasoline, being careful not to injure the coating. : | 

If the brass fixtures are tarnished and if they cannot be cleaned as above 
directed, they should be removed and put in strong soap suds and heated to 
the boiling point, so that the lacquer will soften and scale off. Add lye to 
the solution to hasten the process. When the old lacquer coating is softened 

‘remove the parts from the water and clean them with a dry cloth quickly, 
while they are hot, then brighten them with common whiting and recoat 
with lacquer. : 

_ From June to September the machine must be kept in first-class condition 
or it will not work properly. Remember, every static machine will work if 
the plates are clean, the brushes in good condition and the air on the inside 
of the case dry. The ozone will cause a coating to form over the plates, and 
for this reason your machine must have special care. 


It is a good plan to use precaution to prevent the machine discharging, 
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especially in warm, moist weather ; after using the machine remove all port- 
able attachments, as connecting rods and grounding chains. A piece of 


plate glass put under each leg will improve the insulation and help to prevent 


the machine discharging. 


HOW TO RECOAT THE PLATES 
Read carefully ; you will see it is very simple and after it is done your 
machine will be just as good for work as it was the day it left the factory. 
When taking the machine apart use every precaution to lay every part 


out in order as you take it apart so that when you are ready to put it to- 


gether again you will know where each piece belongs. Remove all the combs 
and fixtures. Loosen the fiber nuts on the supports to stationary plates 
at the bottom and top. All at the support can be loosened and turned 
to one side on the small screw that holds it. Follow carefully the direc- 
tion to assemble the machine and there will be no difficulty in knowing in 
what order the different parts should be loosened and removed. 

If there is any difficulty in getting the plates. loosened from the metal — 
hubs, use a liberal amount of alcohol or chloroform if your machine has rub- 
ber washers, to loosen them. Some operators prefer to take a thin piece of 
steel with a sharp hook on the end so that the soft rubber washer can be cut 
just the same as a rubber is cut out under the lid of a fruit jar. 

Simply place a piece of asbestos 33x33 inches on the top of an ordinary 
cook stove, then take three small blocks of wood about one inch square 
and half an inch thick. Drive a shingle nail through each block, then set 
the blocks on top of the asbestos with heads of nails down and put the plate 
on the end of the nails. The blocks should be set so that they will be equal 
distances apart. This will keep the plates up about one inch from the 
asbestos. : 

To eecoat the plates, take the machine apart and place the plates on _ 
table. Clean them thoroughly with a cloth slightly dampened with alcohol. 
If the coating is firm and hard and has not been damaged by using alcohol on 
the coating, then the coating can be applied on top of the old coating, but if - 
the old coating is inclined to be soft and sticks or if alcohol used has eaten 
through the coating to the glass so that the insulation has been injured, then 
the plates need to be sent to the factory where the old coating can be re- 
moved and the plate properly dried and new coating applied. All moisture 
must be driven out of the glass before new coating can be applied. It is very 
important that the glass be absolutely free from moisture before applying 
any coating material. 


To warm and dry. the plates thoroughly before applying the coating ma- 
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terial, hold one plate at a time over a gas or gasoline stove moving the glass _ 
back and forth so it will heat gradually until it is thoroughly warm and ab- 


solutely dry and no moisture in the glass. Take a little less than half a pint 
of the coating material and add an equal amount of alcohol. Run over both 


surfaces of the plate with this coating. Then heat it again and as soon as the. 


glass is as hot as you can bear your hand on it and is perfectly dry and free 
from moisture, follow with a heavy coat of the material furnished, without 
any alcohol whatever added to the material. The work should be done in a 
toom where no drafts of air will strike the plates while you are recoating 
them. Move the brush from the center of the plate to the outside. Then 
turn the plate over and coat the other side. Reverse again until you have 
applied the thin coat and the heavy coat on each side. When it gets dry it 
should be transparent. If the plates are cloudy and milky in appearance, it 
indicates that the moisture is affecting the coating material and must be 
dried out at once. Apply the coating over the old coating and tin foil and 
metal pieces on the plates but not on the buttons on front and rear plates. 
In handling the plates be careful to touch the edge only. The hands 
should never touch the flat surface. 
It is sometimes very convenient to stand the plates on edge between a 
radiator or stove and the wall, to warm and dry them. 
As full directions for taking the plates out of the static machine should 
come with it, you will have no trouble fixing up your machine so it will 
last forever and always do the same work it did when you first received it. 


WHAT IS THE BEST COATING SOLUTION? 


Dissolve orange shellac in enough ethyl (grain) alcohol. Do the 
same with gum copal in amyl (potato) alcohol. After the gums are all 
dissolved, mix the solutions in equal parts, and color with enough methyl 
violet to make any shade desired. Then follow the preceding directions 
for coating on hot glass plates. Apply three coats over new glass, or 
two coats over old coated glass. Allow plenty of time to dry between 
coats. This is the secret of a certain well known coating, and is the 
best. : 


HOW EO Ree ATR As CRACKED: PIUAGEE 


If a plate should crack, it may be repaired temporarily by sticking a 
piece of silk about 4 inches wide on each side of the plate over the crack 
with shellac. Then put a coating of shellac on top of the silk to insulate 
it. If a stationary plate should crack, change the position of the plate 
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so that the crack is perpendicular to the neutralizing combs, for when in 
this position a crack would be in the neutral field and would not interfere 
with the machine generating properly. If the position of the plate is 
changed, then you should also change the tin foil, paper and metal combs 
so they would be in the right position after the plate has been changed. 
The metal hubs of regular machines are all the same size. If you 
should have a machine where part of the hubs are short and part are long 
remember that the stationary plates fit over the short hubs and the long 
hubs go between the revolving plates which gives more space for the 
combs and the wide combs are used so that they come as near as possible 
to the revolving plates. oe 
In some styles of machines there are 2 wires underneath at the right 
hand end that should be fastened together so that they make good contact 
when the machine is assembled. There are also 2 wires underneath at the 
left hand end which should be fastened together in the same manner so 
that the metal bases of the Leyden jars are connected together by these 
wires when the short circuiting switch is closed. 
Be sure that the plates of the machine are revolved in the opposite 
direction to the movement of the hands of the clock and run up the speed 
to 300 revolutions per minute if the machine does not charge when 
it is assembled. If the machine has absorbed any moisture in transit, dry 


it out. 


HYGROMETER 


For measuring moisture of the atmosphere 
every owner of a static machine should have a 
hygrometer which should be hung on the in- 
side of the case to indicate the moisture of the 
atmosphere. Should you have a hygrometer on 
the outside of the case or in the room and it reg- 
isters 30 or more, you are near the danger point. 

The best dryer for general use is 10 lbs. of 
pure fused calcium chloride placed in glass 
trays inside the static machine, so that all the 
surface possible of the calcium chloride is exposed to the air. i 

A good plan is to spread 2 or 3 pounds of calcium chloride in a glass 
tray spread out with as much surface exposed as possible, when the cal- 
cium chloride has absorbed moisture until it appears wet on top, then 
remove the tray with contents and put in its place another tray of fresh 
dry calcium chloride and continue according to this plan until the air. 


inside of case is thoroughly dried out. 
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Before placing calcium chloride in the machine, it should be baked in 
an ordinary cooking oven until itis thoroughly dry and takes on the ap- 


pearance similar to common salt. It will first appear wetter, and as you 
continue baking it, it will then become dry, and when it is thoroughly dry 
it will form in a solid mass, take a hammer and break it up. Then place it 
in trays in the machine and close the case up tight. 


This plan removes moisture from the machine. Repeat the process. of 


baking the calcium chloride if necessary, until the hygrometer registers 
about 20. Always remove the calcium chloride from the machine when it 
has absorbed moisture and has become wet in appearance and bake until it 
becomes: thoroughly dry. ) : 

It is a good plan to have a second lot prepared while using the first !ot 


and put it ina good receptacle and seal it up tight so it will be ready for 
use when needed. 


There is a difference between fused chloride of calcium and chloride . 


of lime, the latter being chlorinated lime which is used as an agent for 
bleaching straw, paper and cloth, and gives off fumes of chlorine gas. 
Therefore do not make the mistake of trying to dry your machine with 
chloride of lime instead of the fused chloride of calcium, for if you do, 
the chlorine gas will be set free and it will spoil the brushes and unite 
with the ozone and form a coating over the entire inside of your ma- 
chine and prevent it from working. If you use calcium chloride that is 
not dry. it will do no good, but give off chlorine and do harm. In such 
a case you would be compelled to clean it thoroughly before you could 
expect the machine to work. ee 3 

In case of emergency, dry out the inside of the static machine with com- 
mercial sulphuric acid. Put one gallon in open vessels filled only half full 
and put on the inside of case. It is a good dryer but not recommended to 
keep in static machines continually. If your atmosphere is only slightly 
charged with moisture, put a quantity of chipped ice and a liberal supply of 
coarse salt in fruit jars that you can close up tight. The moisture will settle 
on the jars and run down into a pan under the jars which can be removed 
after:an hour or so. | 

Another plan which may be tried in an emergency, is to put one half 
peck of the common unslaked carbonate of lime into a sack of coarse cheese- 
cloth, then put this into another sack of the same material and lay this on a 
newspaper in the bottom of the case. By using two sacks in this manner, one 
inside the other, no dust will pass through the cloth from the lime, which 
should be removed when the case is dried out. This plan gives good results 
and has the advantage of being cheap and always available for temporary 
use. : 
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STATIC VIBRATION — 


TECHNIQUE OF AN IMPROVED METHOD OF APPLICATION 


Since static machines have become more popular, on oes e 
improved construction, reduced cost, greater knowledge of o oe O 
electrification, and the excellent results from treatments, there ne a 
many developments in the technique of treatments in order to ren = = 
remedy more effective, and more easily and pleasantly applied. Ss : 
various modifications of static treatments, as the insulation, breeze, 
and indirect sparks, induced, and surging, probably the latter has recely ; 
less attention than any, since its introduction by Monell, but this a 
is probably the one that is’ the most effective when the details of cae 
nique are mastered. The static surging 1s used to produce a wave-like 


- surge or vibration among the tissue cells. It gives the muscles work and 


‘stimulates contractions in a mild. form. The usual method is to use the 
ball electrode on the standard as an interrupter, by drawing sparks from 
the prime conductor, instead of from the patient, with the same Us 
conductor connected to the insulated platform foot plate, over whic 
a pad of paper is placed, between the plate and the feet of the patient, 
or the bare feet are better placed on a wet towel, on the plate, to avoid 
irritation: The opposite prime conductor is connected to the overhead 
crown, or grounded, or both, according to the effect. desired. This tech- 
is illustrated in Fig. 1. . 
ee simpler, ee therefore better way, is to omit the standard 
and ball. rod. Ground the negative side of the machine, or, better still, 
attach it to the overhead crown (same as in Fig. 1), placed two or 
three feet above the patient’s head, on platform. Then attach the positive 
side of the machine to the bare skin of the patient, with a wet sponge 
electrode placed directly over the part most affected. Bring the sliding 
rods of the pime conductors together (instead of being separated as in 
Fig. de) Start the machine and gradually separate the sliding rods, as 
in the static inducted treatment. There is a still better modification which 
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has been used for a long time by the writer, with very satisfactory results, 
The apparatus is simple and not costly, and it should be an attachment ~ 


of every static machine. It is easily adjusted to those machines having 
two adjustable spark gap posts, such as are used in X-ray work. 


It is shown in place in Fig. 2, and consists of a curved tod D,. 


made so as to fit into either rubber post I, and held rigidly by a thumb- 
screw, so that the ball on the top is in the center, between the sliding 
rods P and Po. It can be used on either side. Experiment has shown 
that the positive point of entrance to the patient has a sedative, soothing 
effect, while the negative point of exit has a stimulant irritant effect. In 





ENS 


Potential Variation, or Surging. Fig. 1. 


this respect it closely resembles galvanism, and those who are in doubt 
as to static polar effects may note a difference in the static vibration, 
although it has not been the experience of the writer to note any marked 
polar difference in the other modifications of static electrification, but to 
be safe he follows the usual rule of polar modalities. The technique of 
the writer’s improved mode of vibration treatment is shown in Fig. 2. 
If you have one part where you wish sedation, and another where you 
desire stimulation, you can get both at once, or by placing one electrode 
on some indifferent part, you can get either effect desired, at any other 
part, by arranging the connections as shown in Fig. 2, or the exact 
reverse. For instance, if you wish to stimulate the spine or kidneys: Pull 
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out the positive sliding rod P. Attach same by cord A, to foot plate FB 
(indifferent). Attach wet sponge pad electrode H to back on bare skin. 
Connect by cord B to the insulated terminal D, close spark gap at G by 
pushing in the sliding rod Po, which is connected by C to ground plate J. 
The Leyden jars, one or both, may be either off or on. The effect is more 
pronounced if both jars are on, and still more marked if the outer covers 
of the jars are connected, by closing the secondary induced mode from 
S to So, by means of the switch We, 2 cle effect can also be modified by 
taking out the ground circuit C, and completing the circuit through the 


‘machine. The size of the jars, and the.size, number and speed of the 


plates all change the effect, but the length of the spark at G regulates 
the force of the wave surge, or vibration. : 
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INSULATED PLATFORM E. 





The Interrupted Continuous Mode (Vibration). Fig. 2. 


When the gap at G is closed there is a constant flow of static electri- 
fication from P, through A to F, through patient to H, through B to D, to 
Po, through C to J, and with patient on platform E, he has a static flowing 
bath, without sensation. The entrance then is positive at F, atid exit 1s 


‘negative at H. Simply opening the gap at G backs up the positive mode, 


and puts the patient in a state of stress, which increases like a rising wave 
until the potential pressure or strain is sufficient to overcome the resistance 
of the transparent, elastic, dielectric air spaces at the gap G; then there 
is a spark there, which relieves the stress, and there is a consequent reac- 
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tionary subsidence of the wave, in the patient’s circuit, which again rises 
and falls with successive. surgings, regulated to a nicety by the spark 
gap G. This effect can be made in the ordinary insulation, by drawing 
direct or indirect sparks from the part to be treated, but it is very painful, 
and a succession of such sparks will blister. The above technique trans- 
fers the spark from the sensitive skin to the metal terminal D, so that the 
effect can be kept up a long time, not only without pain, but pleasantly, 


and with relief of pain. The writer has used the vibration by applying the 
‘sedative positive sponge, electrode F, to a very painful skin, in gonor- 
thoeal rheumatism, with the effect of completely relieving the pain, and 


taking the swelling from feet that had not had on shoes for weeks, so that 
he could wear shoes in three days, and walk without canes. At first a 
spark gap of half inch was severe, but in a week, with half-hour daily 


treatments, the spark gap was lengthened to ten inches without discom- 
fort. Sexual neurasthenia has been greatly benefited the same way, with | 


sponge pad to perineum to sacrum. Lumbago in the person of the writer 


yielded like magic, and sciatica and other deep-seated nerve troubles are 
easily handled. All gynecologic cases can be treated the same way, using | 


a bare vaginal, rectal or uterine electrode. If the roller electrode is 
attached to B, and applied to body, labile, it may be applied to any or all 
muscles in turn, and rapid or slow, mild or powerful, but painless con- 
tractions, may be set up. To give perfect exercise to the arms, wind posi- 
tive chain around bare forearm, and proceed to interrupt the mode or 
make a positive connection with bath and immerse the hand. Every muscle 
of the arm will be brought into play, and with continous exercise the arm 


_ becomes brown and tanned. —Writer’s cramp is relieved in a few treat- 


ments by this treatment. The sponges H, applied to the breasts, stimulate 
circulation and development. This form of treatment has been found of 
wonderful benefit in Bright’s disease and diabetes, by attaching the posi- 
tive pole to a bifurcated wet sponge electrode, to the bare skin, over the 
kidneys. Some apparently hopeless cases have been symptomatically cured, 
without drugs or diet, with this simple treatment. Cases of hysteria, 
neurasthenia, chorea, melancholia, hypochondriasis, and other allied neu- 
roses, will receive greater and.-more prompt benefit from static electrifica- 
tion applied this way to the spine and genitals than perhaps any other 
form of treatment. Do not approach or touch the patient or machine with 
the spark gap open, or you will regret it. Simply closing the gap G 
renders everything safe to approach or handle on the negative side, and 
sliding the rod P until it touches D, makes the positive side safe to handle. 
After giving a vibration treatment as above, it is well to wind up with a 
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static insulation or bath, for a few minutes. To do this, simply pull out 
a the sliding rod -Po, quickly, beyond sparking distance ; and it is done. 
Treatments should be given daily, for from ten to thirty minutes, and in, 
severe cases, longer. While it is not known: that this treatment produces 
any chemical effect in the tissues, it will by its catalytic action, increase 














a the circulation, improve nutrition, assist digestion, and assimilation and 

4 quiet, refresh and invigorate the entire system, locally or generally. 

4 AN IMPROVED DEVICE AND TECHNIQUE 

oe BRASS ROD 7) 

Bea So : (ea 

a : ; , aa 

a 3 ey ad 

a BENNETT STATIC VIBRATION DEVICE = 
’ 2 : ea . Can be attached to any machine. | 2 

q Inasmuch as some of the recently made machines do Bor have the old 
3 style double spark-gap posts, as shown in the sketch (Fig, 2), to which 

| . = may be fitted the curved rod “D,’ I have devised an improvement in the 

a 2 way of a single post shown above, which has a multiple spark-gap arrange- 


ment. This is to be placed in the center of the base, in front of the 
machine, and the gaps may be turned either way. It may. be a 
attached to any machine, and is simple, strong and durable, and the adde 

feature of the multiple gaps adds much to the efficiency of the vibration 
mode, All that is required is a rule, a gimlet and a wrench. The brass 
rod, telescopes into the rubber post, so that when not in use the gaps are 


| a dropped down out of the way, and can be raised to any height, and held 


by the set screw “R,” to which the conducting cord is hooked. 





STATIC INDUCED SOLENOID SHUNT MODES 


The question has been asked as to the advisability of having a static 
machine or of having a large induction coil. If it is a choice between the | 
two when you may have but one or the other, then by all eens the 
| ic machine (see page 233). . | | 
ae coil ae i ee Dee for prolonged and heavy X-ray work, 

and it is also useful for what is known as the high frequency mode. Both 
of the subjects will be taken up in detail later, and we only mention them 
here in this connection, in order to answer the question above. | 

Aside from these considerations, there is little or nothing to commend 
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the coil in therapeutic work. On the other hand the static machine> will 
do all of the work of the coil, as the work of the general practician will 
need them, and in addition to this, the static machine has such a wide range 
of therapeutic usefulness, which the coil does not have, and is withal 
so easily regulated and controlled, that the balance is greatly in favor of 
the static machine, as against the coil. An oscillatory or vibratory mode 
effect may be derived from the static machine by means of a simple appa- 


ratus, in connection with the induced mode, from the outside of the Ley- | 


den jars. This apparatus consists of a solenoid, or coil of wire, the central 


part of which conducts the static induced mode in short circuit, while 


the electrodes are attached to the outer ends of the solenoid with the 
patient ‘ ‘in shunt.” 


“The strength of the mode gotten in this way from a static, eee 
upon the number and size of the plates of the machine, and the size of 
jars used, while frequency depends upon the rapidity of the discharge 
between the prime conductors, which in turn depends upon mS oy 
with which machine can be run. ! 


3 Solenoids can be made in many shapes, according to tastes, and the 
space you have for them. The connections are made from the bottom of 
the Leyden jars, with the solenoid, so that the middle third of its wire is 
embraced by them, leaving the free ends of the solenoid wire to furnish 
the modes in question. From binding posts at each of these extremities is 
taken the mode, and carried by common flexible light wire to the patient. 
It is applied in a mono-polar or bi-polar manner. One end is attached to 
tin foil, wetted pad or other electrode and bound snugly to the opposite 
side of the part to be treated, or some indifferent point, and the other end 
is attached to a thick, very fine wire brush, and passed about the part to 
be treated, taking care not to approach too near, lest the patient receive 
a shock. 


As a rule the brush should not be held nearer than: 2 inches, nor more 


distant than 5 inches from the part, unless it is pressed firmly against the - 


part treated, as we give galvanism. This mode can be derived from any 


static, but the wire used in making the solenoid must be diminished in- 


length and size, according to the number and size of plates in the machine. 
The larger the Leyden jars used, the longer the effluvial discharge. The 
room must be darkened in order to see the discharge, which. in a darkened 
room is seen to pour forth in millions of purple streams, all along the con- 
ducting wire as well as from the brush, where it throws forth one ray for 
each fine wire it contains, and the more it contains the better the effect. 
The Leyden jar mode can be introduced at other points in the solenoid 
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wire, than as shown in the diagram, and the high tension high frequency 
mode taken from most any point extérior to the introduction of the excit- | 


ing one. 
This mode is most excellent in the treatment of cancers, that are 


exposed, lupus, old sores and other such like superficial skin Ones, 
whether caused by certain bacteria or not. 

A case of tibial ulcer was cured after only twenty consecutive daily 
applications of this treatment. When the treatment was begun, the ulcer 
was three inches in diameter, and had resisted all kinds of treatment from 
several other good physicians, for a period of three years. Other ulcers, 
skin cancers, and the lungs in consumption, are treated in about same 
manner. 

The technique of the application is to place the negative, back of the 
part to be treated, and keep it concentrated on the fixed point for from five 
to fifteen minutes daily, unless it causes too much reaction. In the treat- 
ment of rheumatism or paralysis, the technique is about the same. In, con- 
stipation, put one pole to the nates, or in the rectum, and pass the brush 
over the abdomen, following the course of the colon, from right to left. 
In goiter and enlarged prostate gland, apply the positive pole to the gland. 
Most excellent results have been obtained in these cases. 
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The above sketch shows the details of the construction, and the 
method of connection of this solenoid, so as to get this shunt mode, and 


223 












































by referring to the sketch the following explantion will make the same 
clear, so that you can construct one, if desired, and get the same results. ~ 

This modification of the static mode is one of the best drawing cards 
in the whole electric line, being catchy, impressive, popular, and is painless, 
requires the removal of no clothing, and at the same time gets splenic 
results. 


It acts on vaso-motor nerves, as is manifested by the patient’s pespir- : 


ing after a fifteen minute seance, and this without any suggestion what- 
ever. This effect has been noted repeatedly, but is not always a constant 


result. One case who had not sweated for six months, began at the first | 


sitting. In this case the negative electrode was applied to the bare skin 
over the abdomen, and the positive brush, directing effluvia, was held a 
few inches from the cervical and dorsal spine. This mode is also a seda- 
tive, relieving pain, which subsides as soon as they get warm, and the re- 
lief lasts for several hours. | 
The prime conductors will act as a rheostat to control the effect of 
the mode, by simply regulating the length of the spark gap. The 
sliding rods should be brought together whenever the electrodes are being 
placed or moved, so as to short-circuit the machine, and so avoid dis- 


agreeable shock to both the patient and operator. 


In ordinary cases we can short circuit the secondary or induced mode 
from the outside of the Leyden jars by simply closing the switch at C. 


By opening the switch at C, and connecting jars to the solenoid we simply | 
lengthen the connection between the jars by interposing the middle third 
of the solenoid. This will not change the character of the induced mode, — 
—as it is of such great voltage-that the wire would not offer any appreciable 


resistance. Thus, the middle third of the solenoid connected to the jars, 
carries the main or direct induced mode, so that whatever part of the mode 
that, according to Ohm’s law, would escape from the two outer thirds of 
the solenoid, and be applied to the patient-as shown in the cut at A and B, 
would be an indirect or shunt mode. This. shunt mode would be affected 
in the same way as the main or direct induced mode, from S to So, by 
whatever would change or affect the prime or inducing static mode from 
P to Po, or by length of the spark gap at G. If the prime mode P be 
positive, then the induced secondary mode at S would have the opposite 
polarity and be negative, and also the shunt secondary at B would be 
negative. The reverse would be true at Po, which would be negative. 
So would be positive, and also the shunt terminal A would be positive. 
This will settle the question of polarity as long as the prime poles P and 
Po are beyond sparking distance at the gap G, and with the switch open 
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at ©. If you short-circuit the prime mode by closing the gap G, you get 
no induced mode at all, anywhere. If the prime rods, P and Po, are 
beyond sparking distance, then all parts on both sides are put under great 
stress. If you make a gap G, and a spark jumps, you get a surge through 
the whole secondary circuit, both direct and shunt. After the stress at the 


prime terminals is relieved by the spark at gap G, there is a reactionary 


wave restoring the stress, all through the circuit, which increases until 
the strain breaks down the resistance of the elastic air dielectric, at G, and 
another spark again relieves the stress. This is repeated, the rapidity 
being governed by the length of the gap at G. The shorter the gap the 
less the stress and the milder the surge or potential variation in the sec- 
ondary circuit. This potential variation or surge, caused by the spark 
at G, will account for the glow in the vacuum tube, without reference to 
anode or cathode. While the polarity of this solenoid mode does not 
alternate as does the faradic or magnetic induced mode, it varies in poten- 


tial and remains fixed. As there is no amperage to the static mode, either 


prime or secondary, there can be no magnetic induction. | 


Which static machine would you prefer and why? s 

The static machine which is the best for general purposes is the one 
which will give the most uniform output of electrification with the least 
annoyance and expense. 

The static machine is a dynamo or generator, and the plates may be 


likened to the cells in a chemical battery. That is, the more the plates 


the greater the volume and potential. | | 

However the static machine has one great difference, viz: the 
enormously high voltage and the correspondingly infinitesimal amperage. 
The one too great, and the other too small to be measured. There has 
been great stress laid on the rate at which the plates are revolved, as 
having much to do with the voltage, but when the voltage is so high as 
to be beyond measurement, probably up into the millions of millions, what 
difference does a few millions, more or less, make, and how absurd the 
statement that a few plates turned very fast will deliver the same volume 
that a large number of plates turned slowly will deliver. 

A feather and a cannon ball in a complete vacuum will fall with the 
same rapidity, but when they reach the bottom one is still a feather, and 
the other a cannon ball. They are not both cannon balls, and the one 
will break the bottom out of the tube, while the other will not. A little 
dog running beneath a carriage will have to move his feet very fast in 
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order to keep up with the horse, although the larger animal may be travel- 
ing at a moderate pace. | 

They both arrive at the journey’s end at about the same time, and the 
canine may even outstrip the equine, but, when both see what a Some | 
there is in avoirdupois. | 

Various materials have been experimented eh in the construction © 
of the static machine plates, and all have given more or less satisfaction 
and trouble, and none are perfect, but the concensus of opinion among 
investigators and physicists is in favor of glass for the plates, both sta- 
tionary and revolving. | 

On account of the difficulty of rolling the glass thin, and at the same 
time having it cool without warping, some have tried the heavy plate 
glass, but fies: have been abandoned on account of the extreme weight. 
Aneto it is a drawback that the glass is seldom true, or balanced, and 
on account of the elasticity and small power of cohesion, the glass plate 
cannot be turned very fast with safety. However, this is not at all neces- 
sary, and the glass being cheap, we may add more plates, and with less 
expense for power turn more plates slowly, with better results. The 
different thicknesses of the various plates can be so evenly balanced on 
the axle or main shaft as to effectually minify or prevent vibration or 
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pounding, which must follow the revolution of an eccentric weight. 4 4 
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There is no material used in the construction of any static machine x | : 


plate which is perfectly true, or which will remain so if it could be made 
so, on account of the effects of the physical conditions surrounding it, 
such as heat, cold, humidity, etc. 

If any one should tell you that such or such a machine will generate 
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electrification all the time, and under all conditions, without any qualifica- 
tion, then beware. There is none that will do it. 

- They are selling machines; we are stating facts. Take your choice. 
There is no question whatever among machinists about the great advan- 
tage which the roller bearings have over the old style ball or spindle 
bearings, as the difference in the cost is more than made up in the 
lessened friction and strain, with the consequent decrease in expense of 
repairs and outlay for power. Get the best. (See page 226.) 

On account of the ease of operation and generation, the type of 
machine known as the Tcepler, which is self-charging, is the more prefer- 
able. Therefore, after twenty years of study of the physics and mech-_ 
anism, and experiments with nearly all the different makes and materials, o 
and after noting and consulting with many disinterested students, experi- 
menters and observers, I would advise the selection and purchase of a 
Toepler type of self-charging machine, with all glass plates and roller 
bearings, set in a rigid frame case, as nearly air-tight as possible, as likely 
to prove most satisfactory and economical. 


In which direction must the plates turn? 


The plates of a static machine should revolve from right to left, at the 
top, or just the reverse of the direction in which the hands of a clock move. 
Many blunders have been made by beginners, on account of overlooking 
this simple rule. 


How would you restore a lost charge? 


If you should not have a self-charging machine, or if for any cause 
the machine will not generate, or has “lost its charge,’ there are various 
ways of charging it again. 

Thoroughly clean and dry the machine, case and plates. 
If the shellac coating of the plates is old and “dead,” then remove it, 


and recoat the plates. 


Connect the terminals of the machine in series circuit with another 
machine or a higher tension induction coil, which is generating, and 
transfer a charge to your plates. Hold a piece of fur, cotton or silk lightly 
against the front of rear plate, while the same is turning. Warm the plates 
slightly if they are chilled. Lift up the end of the case and jar it down 


slightly. Discharge a heavily charged condenser or Leyden jar charge 


upon the prime terminal of the machine. Run the plates backward for 
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a few minutes, and then reverse, and run forward as they spoiled turn. 
Renew the brushes if dirty, greasy or worn. 

Renew or thoroughly bake the dryer if it is wet. Set the machine in 
the bright sunlight for a few hours. Remove the machine to another rooth, 
or upstairs, or away from an open He or brick wall, or from over 
a cellar. , 

When no spark can be generated, ip the wires are all in their places, 
then it is because the moisture has settled on the plates, and, if yeu read- 
ers or operators will rub your fingers on the revolving and the stationary — 
plates, you will find a gummy substance adhering thereto; so long as that 
remains no spark can be generated. Another remedy for quick and per- 
manent relief is as follows: Get about four ounces of benzine. A piece of 
muslin or coarse cheesecloth about 36 inches long and 5 or 6 inches wide. 
Saturate the cloth with the benzine, wring out about three-fourths, and 
then at full length hold the cloth between the plates, while another person 
slowly revolves them. Work between each plate in the same way, also 
rub on the back of the stationary plate; afterwards gently rub the iron and 
painted parts, also the inside of the machine, all over the woodwork. Then 
for one hour close up the case. Afterwards place in the machine the dry 
calcium chloride, and within fifteen minutes you may generate a spark of 
from nine to twelve inches. Occasionally bake the chloride, when the 
operator finds the spark does not immediately generate. Reversing the | . 
machine, say for five or ten minutes (run it backward and forward) will os : The cut shows a skeleton of static machine, with ee various parts 


What are the names of the parts of a static machine? 






























































































































































often start the mode flowing. 7 3 numbered so that by referring to the list of numbers and names, you can 
If you have a high frequency or X-ray coil in your office, as well as. | = recognize each part by itself. Different machines will all vary in the de- 
a static machine, and your static has lost its charge, you can transfer a . tails of construction, but the above are the main parts of the self- charging 
charge from your coil to your machine in this manner. oe Toepler static machine. 
Connect the large Leyden jars to your prime conductors, with the E | a No 1 Upper cross bar with washers. No. 20 Crank shaft large pulley wheel: 
sliding rods about an inch apart. Start your machine at a moderate rate. . No. 2 Lower cross bar with washers. No. 21 Rear axle pulley wheel. 
Sees : Si é os No. 3 Front support at upper cross bar. No. 22 Rubber handle and mode con- . 
Connect the negative pole of your X-ray or high frequency coil to the a No. 4 Upper arm equalizer and combs. troller (a nuisance). 
positive side of your machine, using one of your X-ray cords. Start your < s No. 5 Horizontal arm and combs with No. 23 See switch and mode in- 
; : : . se ears. icator. 
coil to operating. You will get a bluish stream of sparks across your As No. 6 Upper left side brush arm. No. 24 Base of Leyden jar. 
prime gap on your static machine. Gradually pull out:a sliding rod on ee No. 7 Clamps holding arm to plate. No. 25 Rubber washer on sleeve front 
h tj ide of the static machine until t t hi cat ae No. 8 Oil cup to front bearing. elass. 
the negative side of the static machine until you get an in ermittent white Pe a No.9 Exciter brushes. * No. 26 Sleeve of hard rubber, threaded 
spark, about two or three inches long. Then with your insulated static pa os N60 ele posts OE Se es No. 27 ue washer 
Ee || : there is no multiple spar a O. ras if ts. 
hook, disconnect cord from the static machine which conveys the charge | . No. 11 or pole: -changer_ Piece = No: 28 Oil as me ae a 
from your coil, and stop your coil. By this time your static machine is are : ae i. plate ae re post. | Ne ee Eroue hub on main shaft. 
probably working properly. If not, repeat the operation until it does. 3 1 No. 14 Sina wae ball “ Hoa ee 
Any one or more of these expedients will sometimes start the ‘ quice.. BA =, AS, Sudme neds with rubber handles. No. 31 opie support for etavonacy 
| 4) ee O. Large Leyden jar. | plates. 
to running from an apparently dead machine. ig No. 17 Small Leyden jar. ~ No. 32 Iron bracket for crank shaft. 
| | ; 992 | ve i aan bee to hand shaft. No. 33 Lower right side brush arm. 
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a few-minutes, and then reverse, and run forward as they should turn. 
Renew the brushes if dirty, greasy or worn. | 

Renew or thoroughly bake the dryer if it is wet. Set the machine in 
the bright sunlight for a few hours. Remove the machine to another roorh, 
or upstairs, or away from an open weno or brick wall, or from over 
a cellar. 

When no spark can be generated, if the wires are all in their places, 
then it is because the moisture has settled on the plates, and, if you read- 
ers or operators will rub your fingers on the revolving and the stationary 
plates, you will find a gummy substance adhering thereto; so long as that 
remains no spark can be generated. Another remedy for quick and per- 
manent relief is as follows: Get about four ounces of benzine. A piece of 
muslin or coarse cheesecloth about 36 inches long and 5 or 6 inches wide. 


Saturate the cloth with the benzine, wring out about three-fourths, and_ 


then at full length hold the cloth between the plates, while another person. 
slowly revolves them. Work between each plate in the same way, also 
rub on the back of the stationary plate; afterwards gently rub the iron and 
painted parts, also the inside of the machine, all over the woodwork. Then 
for one hour close up the case. Afterwards place in the machine the dr: 

calcium chloride, and within fifteen minutes you may generate a mine & & 
from nine to twelve inches. Occasionally bake the chloride, when the 
operator finds the spark does not immediately generate. Reversing the 
machine, say for five or ten minutes (run it backward and forward) will 
often start the mode flowing. 


If you have a high frequency or X-ray coil in your office, as well as 


a static machine, and your static has lost its charge, you can transfer a 
charge from your coil to your machine in this manner. : 

Connect the large Leyden jars to your prime. conductors, with the 
sliding rods about an inch apart. Start your machine at a moderate rate. 
Connect the negative pole of your X-ray or high frequency coil to the 
positive side of your machine, using one of your X-ray cords. Start your 
coil to operating. You will get a bluish stream of sparks across your 
prime gap on your static machine. Gradually pull out:a sliding rod on 
the negative side of the static machine until you get an intermittent white 
spark, about two or three inches long. Then with your insulated static 
hook, disconnect cord from the static machine which conveys the charge 
from your coil, and stop your coil. By this time your static machine is 
probably working properly. Ii not, repeat the operation until it does. 

Any one or more of these expedients will sometimes start the “juice” 
to running from an apparently dead machine. 
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The cut shows a skeleton of static machine, with the various parts 








numbered so that by referring to the list of numbers and names, you can 


recognize each part by itself. 


Different machines will all vary in the de- 


tails of construction, but the above are the main parts of the self- -charging 
Teepler static machine. 


lel: 
. 12 Hard rubber ‘main post. 

. 13 Large brass ball. 

. 14 Small brass ball. 

. 15 Sliding rods with rubber handles. 
. 16 Large Leyden jar. 

1 Stialk-dseyden> jai 7 

. 18 Crank handle to hand shaft. 
19° Crank’ shaft. 


1 Upper cross bar with washers. 

2 Lower cross bar with washers. 

8 Front support at upper cross bar. 

4 Upper arm equalizer and combs. 

5 Horizontal arm and combs with 

ears. 

6 Upper left side brush arm. 

7 Clamps holding arm to plate. 

8 Oil cup to front bearing. 

9 Exciter brushes. _ 

10 X-ray posts for. use when 
there is no multiple spark gap 
or pole-changer attachment. 
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. 20 Crank shaft large pulley wheel. 
. 21 Rear axle pulley wheel. 
. 22 Rubber handle and mode con-. 


troller (a nuisance). 


. 23 Rubber switch and mode in- 


dicator. 


. 24 Base of ‘Leyden jar. 
. 25 Rubber washer on sleeve front 


glass. 


26 Sleeve of hard rubber, threaded 


for washer: 


. 27 Brass head to main posts. 

. 28 Oil cup to rear bearing. 

. 29 Front hub on main shaft. 

. 80 Glass plates, revolving and sta- 


tionary. 


. 81 Lower support for stationary 


plates. 


, 32 Iron bracket’ for icrank shaft: 
. 33 Lower right side brush arm. 


















































THE POLARITY OF A STATIC MACHINE 


How do you distinguish static aes 


To test polarity of direct static mode, start the machine separate 


sliding rods a half inch to get a steady purple stream, one end ou which, 
the positive, will have a white spot. 

Separate the sliding rods several inches, and the whie ‘end of the 
stream of sparks will be on the negative side. 

Separate still further four or five inches, and get z a steady. SOnunuDie 
flow of sparks. The end having a single stream dividing into several 
about a half inch from ball, like a tree trunk with branches, will be posi- 
tive, and:have a pink color. The other side, having a number of streams, 
like tree branches, will be negative with bluish color. 

- Separate still further, six to ten inches, to get the brush or io tail 
discharge, like a paint brush, on one side, and a feather duster on the 
other. The brush side is negative and bluish; the duster side is positive 
and reddish. 


Separate balls on sliding rods two or three inches, with several steady 
streams of sparks passing between them. Hold the head of a match close 
to, or in contact with, one ball. If you can concentrate the streams of 
sparks into the head of a match, so that there is only one stream, and 


coax it away from the center of the ball to one side and hold it there 


till the match burns, it will be the positive pole. 


Separate sliding rods beyond sparking distance, and look through the 


machine from the end, so as to see between the plates, and on the negative 
side, the revolving plates will be covered with a violet sheet of light for 
several inches ahead of the collecting combs. 


When the machine is in action, and the sliding rods sepaiatee beyond 
sparking distance, there will be a distinct hissing sound produced at the 
positive pole. 

When some insulator or non-conductor, as a rod of hard rubber, glass 
or dry wood, is brought near to the prime poles, there will be a discharge 
of electrification to it, from the positive pole, and not from the negative. 

’ With the machine in action, and the sliding rods beyond sparking 
distance, if a lighted candle or alcohol flame be placed between the poles 
the flame will be bent away from the negative and toward the positive 
pole. 

When the overhead crown treatment is being given, the positive will 
relieve pain and congestion, while the negative will irritate and stimulate 
circulation. 
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When the X-ray tube is properly connected with a machine, one half 


of the tube, opposite the flat electrode, and on the side towards the concave 
electrode, will have a uniform greenish yellow color. 


To tell polarity of high tension induced (faradic) mode; attach a 
Geissler tube to terminals of coil and start vibrator. 





The above cut shows a Geissler vacuum tube for testing the polarity 
of high tension, high frequency induced modes. A mode passed through 
this makes the positive end glow red, and the negative end glow with a 
bluish light. This test should be made in a darkened room. 

Static induced mode is tested the same way. The Leyden jar mode 
on positive side will have a negative polarity, and vice versa. 


How do you change the polarity of a static machine? 


Connect both prime poles with the ground wires, till the charge is 
dissipated, then reverse the direction of the revolution of the plates, for 
a few turns, then reverse again and turn them contra-clock- wise, and start 
as at first. 


What causes loss of static charge? 


When a machine does not generate, it is said to have “lost” its 
charge. This condition may be due to a number of causes. Plates revolv- 
ing in the wrong direction. Dust, gum, oil or moisture on the plates. 
Rotten shellac on the surface of the plates. Worn-out brushes. Loosened 
plates. Neutralizer rod or wire disconnected. Displaced collecting combs. 
One or both poles grounded. Leaving the sliding rods short-circuited. 


What precautions should be taken with a static machine? 


Remember that the man with the static machine always hee trouble 
coming. It may not come to you. I have seen very poor machines gen- 
erate well under the adverse circumstances, while on the other hand I have 
seen some of the best makes utterly refuse to work under the most favora- 
ble conditions. I groomed a fine, beautiful machine carefully for two days, 
and it did well for three hours and then quit, and I had to tickle it up with 
a chain from another large machine in the next room every time I wanted 
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to use it, and even then it would sometimes refuse to work. I had it ina 


dimly lighted, cold room, surrounded by brick walls. Another mar took 
it to the second floor of a frame walled room, under a bright skylight, and 


it has been working well ever since. I took a small homely, cheap rubber | 
plate machine out of the box in which it came, all dusty with excelsior, and | 


set it up in a room which was freshly scrubbed and still wet, right by an 


open window with a rain storm raging outside, and before the case was 
put on, it gave a fat six-inch spark and did good X-ray work for several 
months. It was sent to the mountains of Tennessee and it has never done 
a bit of work since. If you take the proper precautions, with the right kind 


of a machine, you can expect and get uniformly satisfactory results 


from it. Keep it clean, free from dust and moisture. 


TO PREVENT DISAPPOINTMENT WITH STATIC MACHINES 


Owners of static machines must remember that moisture and dust on 
the outside of a static machine are just as injurious as on the inside. Your 


machine should be cleaned daily on the outside and when the air is per-_ 


fectly dry, as indicated by the hygrometer, the machine can be opened up 
to let the ozone out. The machine to render the best service, must have 


good care, just as much as a person. The machine should stand from | 


the wall, so that you can wipe it off clean every morning. It*is a good 


plan to take a chamois skin or piece of cheese-cloth and run over the elec- 


trodes and fixtures in front of the machine before seance. The case should 


be as nearly air-tight as possible by puttying up all openings and then 
shellacing over the putty on the inside. This should be looked after thor- 
oughly at least once a year. Doors should always close on strips of felt 
to prevent dust and air from entering. It is a good plan to take the 
machine apart at least once a year and thoroughly clean the plates and all 
metal parts, in order to get the best results. 

If the coating on the glass plates does not show perfect insulation, the 
old coating should be entirely removed with alcohol and five fresh coats 
put on, although this is not necessary if the instructions given further on 
are followed. ‘The necessary material, including camel’s hair brush for 
recoating the plates and work will cost you $3. If your static machine 
changes polarity when running, it shows it needs cleaning. In order to 
clean the plates without removing them, use a clean woolen cloth slightly 
dampened with alcohol. But the cloth should not be wet. Great care 
should be taken so as not to injure the coating on the metal parts. All 


coating on the inside should also be cleaned the same way and with the 
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same amount of care. If the inside fixtures are made of brass and are_ 
tarnished with ozone and cannot be cleaned as above directed, they should 
be removed and put in strong:soap suds and heated to the boiling point, 
so that the lacquer will soften and scale off. Add lye to the solution, and it 
will hasten the process. When the old lacquer coating is softened, remove 
the parts from the water and clean them with a dry cloth quickly when. 
they are hot, then brighten them with common whiting and recoat at once 
with lacquer. 

From June to September, the machine must be kept in first-class 
condition or it will not work. Every static machine will work if the plates 
are clean, the brushes in good condition and the air on the inside of the 
case dry. 

Those who have never taken proper care of the static machine by 
opening up the case on dry days and allowing the ozone to escape, will 
find a coating has formed over the plates, and for this reason there are 
many machines which will not do satisfactory work. It is a good plan to 
use precaution to prevent the machine from discharging, especially in 
warm weather after using the machine, by removing all portable attach- 
ments, as connecting rods and ground chains. Every owner of a static 
machine should have a hygrometer, which should be hung on the inside 
of the case to indicate the moisture in the atmosphere. Should you have. 
a hygrometer on the outside of the case or in the room, and it registers 30 
or more, it shows you are near the danger point. The best dryer is 30 lbs. 
of calcium chloride (not lime), placed in a glass or enamel trays inside of 
the static machine. Before placing in the machine, it should be baked 
in an ordinary cook oven until it is thoroughly dry and takes on the ap- 
pearance siitnilar to common salt. After it has been used several times, it 
will form one solid mass. With a hammer, this should be broken up De- 
fore placing back in the machine again. Never allow the calcium chloride 
to remain in the machine with over half an inch of water in the bottom of - 
the dishes, and it is a better plan to remove the calcium at least once a 
month and bake it thoroughly. : 


Shall I buy a static machine or coil? 


What shall I buy—a static machine or a coil? This question is asked 
with unvarying regularity by every man who wants to do electro-thera- 
peutic work. Here is the answer: If you wish to become an X-ray 
specialist, get a good coil (not less than 12-inch). If you want to do 


general electro- therapeutic work, including X-ray work, get a static ma- 
chine. For therapeutic X-ray work the static machine answers as well as 
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a coil. For radiographic work the coil is the thing. For high frequency 
work the static machine is, other things being equal, superior to the coil. 


The coil does better radiographic and fluoroscopic work: In all other - 


respects the static machine is preferable. If you want to be perfectly 
equipped, get a coil and a static machine. (See page 221.) | 


HOW TO MAKE YOUR STATIC MACHINE WORK IN MOIST: 
AE MOSEHERE 3 


The man with a static machine, usually, and in fact nearly always, 
has troubles of his own, especially during the hot, moist weather of the 
months of July and August, and along rivers, lakes and the coast. 


Static machines are variable and fickle, but are governed by certain 


laws which must be obeyed. Moisture and dust are the greatest troubles 
to contend with. No matter how tight the case may be, dust and mois- 
ture will get into it. Some machines are less susceptible to the atmos- 
pheric conditions than others, and, notwithstanding the claims made by 


makers, there is no machine that can be depended on to generate always, 


under every circumstance and condition. We may so alter the circum- 
stance and modify the conditions that we can be reasonably sure of our 
machine working, but never be absolutely certain of it. 

Some machines have a smaller machine, or charger, inside the case, 
in order to start the mode and charge the larger plates, but even then 
they sometimes fail to work. ‘The glass and mica plates should be covered 
with -a coating of shellac. Hard. rubber plates are left bare. Various 
methods have been tried to keep the air inside the case free from moisture, 
such as lamps, incandescent lights, electric coil heaters, jars of sulphuric 
acid, common lime and chloride of calcium; but lamps, light and coil heat 
too much, acid gives off destructive fumes, lime dust flies. The most gen- 
erally used and probably the most satisfactory, when all else is con- 
sidered, is fused calcium chloride. This is not the ordinary chloride of 
lime of the stores, which is chlorinated lime, or bleaching powder, which 
gives off the fumes of chlorine gas, which will ruin the metal parts, but 


the fused chloride of calcium, which comes in rough, hard lumps. It. 


should be thoroughly baked, bone-dry, in a deep, flat granite or earthen 
vessel and kept inside the case, all the time. Being very hygroscopic, it 
quickly absorbs all the moisture in the case, and keeps the air within quite dry. 
As it gets wet it becomes soft and sticky, and should be then removed 
and again thoroughly dried or baked. Do not allow it to get on the stove 
or metal part, as it will ruin it, but when carefully handled it is safe and 
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reasonably sure. The same calcium can be used over and over indefinitely. 
Probably the safest, quickest and cheapest way of drying the case is the 


jar of cracked ice and rock salt. Do not use snow or common salt, or 


forget the saucer, but use as follows: Take a one-quart glass fruit jar 
with screw top, fill with a mixture of chopped ice and rock salt, screw 
down the cover and wipe the moisture from the outside of the jar; place 
the jar in a saucer or bowl inside the case of | ; 
static machine, close the door and set the 
machine in motion, keeping the plates mov- 
ing until the machine begins to generate at 
its best. After, say an hour, when the ice is 
nearly melted, remove the jar and quickly 
close the end door, so as to prevent the 
outside air from getting into the case. ‘This 
simple remedy will dry the air within the 
case in from five to twenty minutes. Ma- 
terials for this experiment are accessible~ to 
every physician at all seasons of the year, 
and the application of this remedy is entirely 
free from the danger of corrosion of the 
metal parts of the machine and the annoying care and labor of frequent 
drying and baking of chloride of calcium. 

Apply the remedy when next your machine refuses to generate, and 
it will insure the very best of results in the. operation of your machine 
on any and every day in the year. 2 

Simply holding a pledget of absorbent cotton against the revolving 





plate, while in motion, will often cause the machine to generate at once, 


especially the rubber plate machines. 





What precautions should be taken in giving static treatments? 


In giving static treatments be careful not to approach too close to the 
patient, for you may accidentally draw to your patient a discharge, in the 


form of a spark, which will be painful, or at least unpleasant, and which 


may frighten, or annoy, so that they will not return, and the effect may 
even be harmful. 

Always have female patients remove their hats, and also the pins from 
their hair, if made of wire or celluloid. Always begin with a short seance, 
and a mild treatment, to new patients. Avoid sparks as much as possible. 
Make no spark application to bony prominences, or to the nails, or to the 


nipples, or the organs of special sense. 
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Do not concentrate a series of sparks, or a brush discharge to metal 
buttons, or to corset stays. You may blister the skin beneath. Have the 
overhead crown just far enough away to be distinctly, but not unpleasantly, 
felt. Remember that you can do good or harm with a static machine, and 
do not make a show, or have fun with it at the expense of the patient or 
his friends. Do not abuse a good thing. 

The uses of static sparks ought to be discouraged. The static breeze 
will usually do what sparking can do, and is by far more agreeable. 


In what condition is static electrification indicated? 


In giving dynamic electrification, we must necessarily make the treat- 


ments largely local, whereas we can rarely make a static treatment local. 
When the patient is on the insulated platform, we may concentrate the 
most of the effects to some part, or local area, but we cannot prevent the 
excess from traveling all over the patient, thus eee him a general treat- 
ment at the same time. 


With a proper diagnosis, and a full realization of the needs of the in- » 


dividual case, and:a full knowledge of the technique of the treatments, the 
man with the static machine can accomplish wonders, and do it so safely, 
quickly and pleasantly, and withal so profitably to himself, that he will 
no longer resort to the older and slower, and more disagreeable methods of 
the past, when once he gets started in the new ways. 

Do not get the idea that static electrification will do everything, or that 


it is a cure-all, or that it will take the place of galvanism, or faradism, or 


drugs, in all cases. If you start out with that idea, you will be disappointed, 
and are only laying up for yourself trouble. Static electrification has 
its place in our work, and in many instances it has a place which nothing 
else can fill, Use it in conjunction or in alternation with the other aide 
and get a combination which cannot be excelled. 

There are some advantages in giving this treatment over all others. It 


may be applied, either generally, locally or both, without disrobing, expos- - 


ure, or the annoyance of delay. For this reason it is popular with the 
women, who are usually our best patrons. Again the treatments take less 
time, as there is none lost in preparation before or after the treatment. 
Then you may treat a number at a time, if desired. For instance, the plat- 
- form is usually large enough for two stools upon it, or a mother may hold 
her child on her lap. You may treat infants this way, which you could 
not do with any other method. 

In static electrification, we possess one of the most useful agents for 
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the relief of painful and diseased. conditions, and when properly applied 
will usually prove beneficial, and where tissue metabolism is to be stim- 
ulated, or elimination and excretion to be hastened, there is probably 
nothing superior. 

As a restorer of the normal electric linea it probably acts more ~ 
generally and quickly than anything else. General catalytic or nutritional 
effects are more quickly produced with static, than with the other modal- 


ities. 
‘ | 


} 


How does electrification cure diseased conditions? 


Electrification cures diseased conditions in three ways. The purely 
mechanical, by phoresis, by means of which we may force directly into the 
tissues, drugs or compounds of the metals, thereby getting the local effect 
of the materials so employed; by electrolysis, which is a purely chemical 
process, by means of which we are able to break up the tissues of the body, 
by a chemical process of decomposition, or dissociation of the component 
parts, with the liberation of the elemental gases, and getting the local polar 
effect of the acid and alkaline radicals upon the healthy and morbid tis- 
sties. Both phoresis and electrolysis are more or less local, and therefore 
limited in action and effects. By catalysis, which is both direct and reflex 
in effect, and is both local and general, and is therefore by far the most 
important effect of electrification in all of its varied modalities. The nutri- 
tional effects through the complex vaso-motor nervous system, is at once 
most important and far-reaching of all the results of electro- -therapeutic | 
applications, and is the keystone of the whole science. 

Electrification appears to effect its curative results first in acting as a 
general tonic to the entire organism. By stimulating the circulation, the 
whole vegetative system seems to put on renewed action. Glandular secre- 
tions are increased, absorption promoted, the waste ofthe system is car- 
ried off with greater rapidity, repair is hastened in still greater proportion. 
Nutrition is increased, the vital nerve force is’ endowed with greater 
strength, and the whole well being of the ee becomes improved to 
a wonderful extent. “uSRe 

Electrification begins its remedial effect immediately upon being ap- 
plied, and is much more prompt in its action than are most drugs. 

Electrification avoids hemorrhage caused by many operations. 

Electrical treatment obviates the necessity of an anesthetic. 

Electrification produces a powerful physiological effect, which in many 


instances is of great value. 
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It does not retard the action of any remedial treatment that may be 
used, as is frequently the case when different drugs are employed. 
The science of electro-therapeutics is one of the most tangible, positive 


and practical in the domain of medicine and surgery. And the physician’ 
who attempts to ignore or belittle its claims is simply displaying his own 


ignorance and getting in the way of a power that will speedily convert him 
or sweep him aside in its onward progress. In the field of surgery its dem- 
onstrations are open and undeniable. The electro-cautery and the gal- 
vanic modes are positive and palpable in their work on the tissues and 


morbid growths, in phoresis. The galvanic and faradic modes in general | 


diseases and in diseases of the nervous system are applicable in the widest 


range of troubles, and yield results that cannot be accomplished by drugs, 


exercise or massage alone. 

To those who are skeptical we do not wish to bring a new “doctrine, 
but would refresh their minds on subjects that are old in this connection. 
A glance will show that the entire nervous system receiyes and transmits 
its impressions and influences purely as an electrical battery, which it is 
essentially. When we consider that every element in our bodies is either 
electrically negative or positive, we must see that we are the most thor- 
oughly constructed, sensitive and readily affected electrical machine that can 
be found. 


MOLECULES, ATOMS, CORPUSCEES; IONS 


We have been taught in school for years, in the study of physics and 
chemistry, that the molecule is the smallest particle of matter that can exist 
in a free state, as matter, partaking of all the properties of the mass, and 
_that a molecule consists of two or more atoms. We are also taught that 
the atom was the smallest divisible particle of matter and that it was sup- 
posed to be about one twenty-millionth of an inch in diameter. More re- 


cently we have been working on a later theory that even the atom was a- 


complex body, containing one thousand other smaller particles, which are 
called corpuscles. Now we go a step further toward infinitesimalism, and 
believe that even the corpuscle is a community, consisting of 1oms, which 
are one five-thousandth of the diameter of a corpuscle. Now, going down 
through the division of the scale, through the successive stages of imagina- 
tive conception, through the different theories, viz.: molecular, atomic, 
corpuscular to the ionic, with our pencil we can figure out the stipposed size 
of the ions. Thus, we find that one hundred quadrillions (100,000,000,- 
000,000,000), or one hundred thousand thousand millions of ions can be 
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placed on the flat point of a needle, which is small enough to go inside the 


central canal of the finest hair you ever saw. Can imagination go any © 


further? Whether this is correct or not, and it remains yet to be proven or 
disproven, we only offer it, not as a practical fact, but to further carry out 
our statement previously made that each ultimate particle of human tissue 
is independent and free to move, and is possessed of its own individual polar 





affinity, and follows the laws of electrification, that likes repel and unlikes 
attract. Therefore, if we conceive of such a condition, it will help us to 
understand how electrification can exert its catalytic effect upon the vaso- 
motor mechanism, controlling circulation, and also the endosmotic and 


exosmotic processes, by which nutrition is affected. 


‘What advantage has large dispersing electrodes? 





Large dispersing electrodes have the two-fold property of, at the same 
time, increasing the diffusion, and lessening the density of electrification, 
and by means of the proper appliances, we are able to so modify our treat- 
ments, and effects, as to adapt them to a wide range of usefulness. A 
thorough understanding of the law of Ohm is essential and easy, both to 
demonstrate and nee and it enters into every equation of treatment by 
electrification. 

The resistance of the skin, which is very ereat, is diminished by en- 
larging the electrodes, which allows greater diffusion of the dose. If the 
dose be too strong and applied too long a time at a given place there 
appears at the positive an eschar from acid reaction. At the negative, 
ulceration from alkaline reaction. The electrodes should be moistened with 
a solution of chloride of sodium; this is a better vehicle than water, for the 
reason that the positive takes the chlorine and the negative the sodium 
ions. 
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HIGH FREQUENCY 
What are high frequency modes? 


ese 


The consideration of this subject has assumed so much importance re- | | 


cently, that we offer a few items of interest concerning them, with some 
observations and experiments, and the conclusions deduced, which we hope 


will be useful to the beginner. While the use of the so-called ultra-violet. 


ray has been extensively exploited but lately, it is by no means new, as 
there are well known physicians who have been using and experimenting 
with them for the past twenty-five years. . : ; 


_ The so-called high-frequency mode is derived from either an ordinary 
X-ray coil or static machine, and is usually passed through an apparatus 
consisting of a specially constructed inductions coil, arranged in series with — 


Leyden jars, and an adjustable spark gap. : 


The Leyden jar plays the part of the condenser in the production of 


the high-frequency discharge. The mode is induced in the outer arma- 
ture of the jar and thence passes into the high-frequency coil. The pri- 
mary mode passes between the terminals of the sliding rods. | | 

This produces a mode with very rapid periods, running up to many 
hundreds of thousands per second, and a voltage up in the millions.’ This 
is, of course, guess work, as we have no way to count or-measure such 
things, but the figures are certainly low enough. The rapidity and pres- 
sure is governed by the size and speed and capacity of the generator and 


apparatus employed. With such great stress, the air is no longer an insu- ‘ 


lator, and the effect is seen at a distance, with or without conductors. It is not 
necessary to complete the circuit, and the treatments can be given from 
either terminal. There is marked difference in the phenomena, effect, and 
feeling, from different poles. Vacuum tubes placed near either pole will 
slow, and if connected direct will light up more strongly, and if brought 
near the body will emit the ultra-violet rays. This demonstrates the passage 
of the mode through space. These rays have considerable peretrating 
power, and on account of their ease of generation, and safety of appli- 
cation, may be more valuable as a curative agent than the X-rays. They 
can be applied internally as well as externally. They seem to be analgesic, 
anzesthetic, and antiseptic. They affect the blood supply through the catalytic 
action on the vaso-motor nerves increase arterial tension and stimulate ab- 
sorption, secretion and excretion. Their antiseptic, or bactericidal power is 
probaby due to the great amount of nascent ozone liberated. They are there- 
fore useful in parasitic skin diseases, microbic infections and suppurative 
conditions. The affections most amenable to the ultra-violet rays are pul- 
monary consumption, tubercular ulcers, glands and joints; gleety, gonor- 
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- ordinary faradic form, but-with a much higher tension. 
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rheeal, gynecologic, and urinary troubles; cutaneous, cancerous, and lupoid 
diseases; rheumatic, gouty, arthritic, and lithemic states ; nervous affections. 


_ There are numerous methods of application. 


The same rules govern the high frequency treatments, that apply to all 
the other forms of electrification, as regards the polarity. a 





What are high voltage modes? 


High voltage modes are those which are derived from a static machine 
or an inductorium, and have very high potential, so much so that they will 
overcome great resistance, and leap across spark gaps of considerable dis- 
tance. 3 

When derived from a static machine they are usually secondary or the 


induced form. “A condenser in the form of a Leyden jar is in series circuit, 


and one or more spark gaps may be introduced. 

This gives a rapid interruption and imparts an oscillatory character 
to the mode which sets up rapid waves or vibrations, of such great fre- 
quency, as to be beyond the point at which muscular contractions are caused. 

“When derived from an inductorium, the modes are the same as the 

Sometimes several induction coils are superimposed upon each other, 
the secondary of the first one being used as the primary of the second, and 
this second secondary being used to energize the primary coil of a third in- 
ductorium, etc. Thus each step up in the process of induction greatly 
augments the tension or the voltage. The same way a number of conden- 
sers or Leyden jars may be coupled in series, either with a static machine or 
with a coil, or both may be used with a coil. 

There is no amperage about these modes, which accounts for the im- 
munity from danger in taking or giving treatments with then. [tis sup- 
posed that the beneficial results derived from the use of these high fre- 
quency, high voltage, oscillatory modes depend upon the vibrations imparted 
to the tissues, which stimulates metabolism, thus rearranging the electrons 
into their normal relations, and stimulating the elimination of the effete 
matter produced by retrograde metamorphosis. It is a well-established fact 
that great good can be derived from these treatments, especially in nervous 
functional derangements. | 

A high tension mode may be applied to the patient by passing the 
derived mode through a large coil of wire, which is insulated from the earth, 
and so arranged that the patient either wholly or in part, is immersed in the 
field or rapidly oscillated influence which will be created within the coil. 
The effect may be modified by means of the primary spark gap, so that a 
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thrill either mild or vigorous may be felt, and either a strong or mild stimu- 
lation given the patient. Usually only one pair of Leyden jars are con- 
nected between the static machine generator and the diasolenic coil. 


‘kee DEASOLE NIG ZONE 
What is a diasolenic zone? | 
This field of influence is called the diasolenic zone, and this method of 


‘treatment and nomenclature is to be credited to Dr. Otto Juettner, of Cin- 
cinnati, who first brought it to our notice. 


Here are a few points concerning the clinical uses of a valuable attach- : 


ment to the static machine. The so-called “diasolenic” is a large hollow 
cylinder made of pasteboard which is covered with a layer of asbestos, 
over which many thousand feet of insulated wire are wound. Both the out 
side and the inside of the cylinder are covered with some suitable matter, 
preferably thin imitation of leather which is durable and gives the cylinder 
a neat appearance. One end of the wire is secured by a binding post. The 
diasolenic should have a length of at least three feet and a diameter of not 
less than one foot. The cylinder should be made large enough to admit 
an arm or leg or even the whole body of a patient without touching the 


sides. The full mode from a static machine condensed by two large Leyden — 


jars is sent through the wire of the diasolenic by connecting its binding-post 
with one side of the machine. The spark-gap between the sliding-rods 
should be three or more inches in length. The diasolenic should be sus- 
pended from the ceiling or from a suitable stand. It should be absolutely 
insulated. While the mode is passing, the air inside the diasolenic is 
literally alive with electric energy. A glass-electrode held inside, without 
any wire or cord attached, lights up instantly. A distinct thrill or vibration 
is communicated to the hand held inside. The sensation is not a static 
breeze, but a vibration of a peculiar kind. It is due to electrical vibrations 
bombarding each other from all sides. The wires which carry a mode of 
intensely high electro-motive force are surrounded by an areola of electric 
energy, whose intensity and extent depend upon the power of the mode 
passing through the diasolenic wire. This areola of electric energy 
within the diasolenic cylinder is known as the diasolenic zone and is capable 
of producing peculiar effects therapeutically. Its vibratory _ thrill 
is communicated to the tissues of the part held inside. Every corpuscle is 


charged and thrilled in response to the waves of electrical vibration attack- _ 


ing it from every side. The effect is distinctly tonic and stimulating, re- 
sulting in intensified metabolism. Subjectively the sensation, is pleasant, 
restful and invigorating. The diasolenic zone has every advantage of the 
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solenoid which is used in connection with the alternating mode. As an 
attachment to the static machine it‘is an attractive and useful novelty. 


« 


What is the diasolenic mode? 


Tue Drasotentc Mope. If the static mode condensed by Leyden Jars 
is allowed to pass through a diasolenic, the attachment being made to one 
side of the static machine, effects resembling the high frequency mode may | 


_be produced. For this purpose the diasolenic is fastened on top of the static 
‘machine, one end of the diasolenic wire being connected with either side 


of the machine, the other end being attached to a glass-electrode by means 
of a’cord. The spark-gap should be two, three, or more inches. The appli- - 
cation is made with the glass-electrode in the ordinary way. Care must. 
be taken to hold the cord at sufficient distance from the metal parts of the 
machine. If the electric zones, surrounding the metal parts and the cord 
should happen to touch, the mode is short-circuited and this electrode will 
not light up. The therapeutic indications are the same as those of the high- 
frequency mode. (N. B.—The word “diasolenic” is derived from two Greek 
words: “dia,” which means “through,” and “solen,” which means etube) 
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THE D1asoLenic BatH. ‘The apparatus consists of a huge diasolenic 


tube, 5 feet long and 8 feet in diameter, which is mounted on a suitable 


243 - 














stand from which it is suspended by four chains. It hangs freely in a 
horizontal position, not touchng any part of the stand. A platform, 6 1-2 
feet long and 2 feet wide, is placed inside of the tube, resting upon the 
aforesaid stand and not touching any part of the diasolenic. The platform 


can be rolled in and out. The diasolenic proper is covered -with from 2500 - 
to 3000 feet of wire while the platform is covered with about 1500 feet ot = 


wire. The mode is taken from one side of the static machine, the Leyden 
jars being properly connected. The wire from the static machine is con- 
nected with a binding-post on the platform, the mode running through the 
1500 feet of wire on the platform to a binding-post from which it passes 
to the diasolénic proper. (The word, method and apparatus originated with 
De. Otto Juettner.) 


- What are the high frequency methods? 
(A) The Morton method. 

(B) The d’Arsonval method. 

(C) The Tesla method. 
(D) The Oudin method. 








| GeATIENT) 
What is the Morton Method? 


The Morton method consists of giving a wave or surging treatment, 
from a static machine. The patient is placed on the insulated stool, and 


connected to one prime pole, and the other grounded. Or the connection is” 


made to the outer armature of one jar, and the other grounded. The length 
of prime spark gap causes a wave or surge of electrification to reach the 
patient. This mode has high frequency and voltage but low amperage. 


The attached drawing of the static (Morton) induced mode shows _ 


the patient connected to the outside of both jars. In the Morton surging 
or wave treatment the patient is only attached to one electrode, either A or B 
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and the other one grounded. Or the patient may be connected to one elec- 


trode attached to either the positive or negative prime pole, and the other 
grounded. Either of the Morton treatments may be modified by also 
grounding the wire connected to an electrode placed on the patient. That 
is, either wire A or B shown in the drawing may be dropped to the ground, 
with the patient on the insulated platform. | 


c (D’ARSONVAL). D 
(/ 


IR) 
CREED 
PATIENT wy TeolA 


What is the d’Arsonval Method? | 

The outer armatures of the jars are connected by a short heavy wire 

solenoid, and the patient is placed in the field of a shunt from this circuit. 

tts given by the bi-polar way, with both electrodes in direct contact, and 

also by two indirect ways, viz: 7 
(A) Auto-induction. 

(B)  Auto-condensation. 
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In auto-induction, a large coil of wire is connected in shunt circuit with © 


the primary coil charged with the mode derived from the outer arma- 
tures of the jars. The patient is insulated from the coil about him, and 
he is placed in a field charged with a rapidly oscillating mode. This is 
called the “cage,” and it may be eHUICe vertical or horizontal. It is shown in 
the CSO eas cuts. 


What is the electro-static cage? 





The above cut shows the large high frequency, or alternated mode 


body cage, made after the pattern of d’Arsonval, in which the patient is. 


placed and about him is thrown the oscillatory mode field. This method 
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of treatment is especially useful in asthenic conditions dependent on im- 
poverished blood, and has been extensively used on the continent, in the 
treatment of pulmonary tuberculosis, asthma, pertussis, and various other 
respiratory and nervous troubles. It may be used with the alternated 
dynamic mode, and results secured, which rival those obtained from the 
auto-induction cage, when connected with a high frequency apparatus from 
a high tension inductorium. This solenoid has no magnets in connection, 
hence the field is not as strong as the ones with magnets, but on account 
of the great weight of a magnet coil of this size, it is not advisable. This 
is to be connected to the alternated mode, and will be found especially bene- 
ficial in all forms of general debility, weakened states, and in convalescence 
from continued fevers, etc. | 
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In auto-condensation, the patient is so placed as to become one capacity 
of a condenser. One wire from the shunt circuit is connected to a plate, 
which is insulated, upon which is placed the patient, who is connected to 
the other terminal of the shunt circuit. 

The d’Arsonval mode has high frequency, medium jules and high 


amperage. 





THE “AUTO-PAD’ZEOR AUTO CONDENSATION, 
AUTO, CONDUCTION, AU PO INDUCTION 


Tn order to obtain the full benefit of the d’Arsonval mode some form 


of condensation couch or chair is necessary. Heretofore apparatus for 
this purpose has been cumbersome and expensive. To meet the de- 
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‘ : 
mand for an inexpensive article, at the same time efficient, portable and 
inexpensive. Dr. C. H. Fessenden devised a simple apparatus which he 
calls the “auto-pad.” This consists of two pieces of fiber hinged together 
so as to fit the seat and back of a common chair. One piece is 13x14 inches, 
the other is 13x21 inches. On the back or lower side of these pieces ‘is 
fastened metal plates about two inches smaller than the fiber, these are 
connected together and both attached to the conducting cord and then cov- 

ered with leatherette and bound. pees ae 
While being but little thicker than a book cover, it is so perfectly insu- 
lated, that a very heavy mode of high voltage to produce all the therapeutical . 
effects obtained by d’Arsonval, may be used without fear of sparking into 
the patient. | 


id 


When not in use it may be folded and hidden. The technique of its j 


use is clearly shown in the drawings shown herewith. 


\ 


val and patient to other side, as per 
cut. Switch F on 2nd point (next to 
“High’). Spark gap regulated to make 
discharge steady. es 

Switch P on 2d point, gives about 
400 M. A. 

Switch P on 4th point, gives about 
600 M. A. ‘ 

Switch P on last point, gives 800 to 
1000 M. A. 

According to best authorities the 
largest necessary dosage is from 000 
to 700: M.A. 

A similar treatment of about half 
this strength may be obtained by at- 
taching to thermo-faradic terminals. 


AUTO CONDUCTION 


Connect each section of pad to one 
d’A. terminal as per diagram. 

Regulate mode as for auto conden- 
sation. Mode strength about 75 per 
cent. that of auto condensation, and 
thermo-faradic proportionately weaker. 
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AUTO CONDENSATION... 


Connect pad to one side of D’Arson- ~ 





handle) in bare hand and apply- 














B N | 
2. - =) 
r a) 
AUTO INDUCTION | | | 
Connect pad to post B, as per : : 
cut. Spark gap used as in h-f. > S f=} os Se 
treatment. Switch F on 2d or FS ee 
8d point. Switch P from 1 to 6 = 


points according to volume de- 
siredss. 

If local application is desired 
in addition to induction, this 
may be accomplished by grasp- 
ing electrode (not insulated 


AT 


ing to desired part. . 

A more powerful local effect 
may be obtained by connecting 
electrode (in insulated handle) 
directly to post N of the coil. 





CAUTION 


In using the auto-pad be sure that the fibre side is next to the patient, also that 
the cord connecting the pad with the coil is so arranged that it cannot come into 
accidental contact with the patient. Seat patient before turning on mode. ; 





Adjustable Auto-Condensation Couch. 


This shows a handsome and durable and effective piece of furniture to 
be used with the high frequency mode for giving the auto-condensation 
treatment, to the patient in any position. The head and toot extensions may 
be placed at any desired angle, and the patient is comfortable, and the in- 


sulating mattress is thick and easy. It may be used as a rest, when not in 
‘use as a treatment couch. z : 
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What is the difference between the Morton and d’Arsonval modes? 
The Morton mode is a vibratory mode. 


Auto- Condensation— —Auto-Conduction—Auto= | Cl The d’Arsonval is an oscillating mode. 
rier Violet Ray—Also for applying . | : . 
Sinusoidal and, Thermo Faradic — aoe 













‘Head section: for) 
lp’ Arsonval treatment. 


Condenser | 


‘Pushbutton 





Metal hand / control of, 
electrode adjustable 
back 3 
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|| What is the Tesla Method? - ‘ | 
| This is the one ustially derived from the many portable high frequency ae 
le and X-ray coils sold, and has some resemblance to the d’Arsonval mode, but 

i has higher voltage, and very little amperage, and is most remarkable for 

j the very high frequency and rapid oscillation. It is used in the usual bi- 

| polar way, and is called by some the thermo-faradic mode. 

a It may be applied with the glass vacuum tube electrodes. 





‘ What is the Oudin Method? 
‘This is derived from a secondary wire coil attached to one end of the ) 
-d’Arsonval solenoid, and is usually applied by the single pole method, with 
the electrode in contact with the skin, but is more often applied through the 
various glass vacuum electrodes. It has high frequency, high voltage and 
low amperage. The apparatus for generating the mode used in the Oudin | | 
method is the solenoid resonator. | ) 













One’ of the 


connections, 


to coil HOW TO MAKE A SOLENOID-RESONATOR 


What is a solenoid-resonator ? 
A solenoid-resonator is 2 combination of d’Arsonval solenoid, and an 
Oudin resonator. With it you may get both the oscillatory 8 resonant 


: 4 high frequency modes. 
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| Condenser 
Leg Support for, = 
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The accompanying cut shows the scheme of the construction of the 


solenoid-resonator, which is easily made and is the most satisfactory general 


purpose apparatus one may have, for use with a static machine. 

The old style so-called “German” resonator, which was sold for several 
years and placed on top of static machines, and which was worthless, may 
be utilized as a basis for the construction of a good one. If not then make 
one this way. es | 
















GOR 


\ 
a 


‘A . : ze 
("1 _soLeion GaTIENT. 


For a horizontal apparatus to be placed on the top of the static machine, 


have turned a stick of wood, either soft pine, or poplar, five inches in 
diameter and forty inches long. This ‘should be perfectly clear, and 
thoroughly kiln dried. It may be made twelve inches longer and a round 
ball turned on either end, for ornaments, if desired. : 

Cover this thoroughly with three coats of good shellac varnish, each 
one well dried. Before the last coat dries, coat both sides of the end 
of a strip of heavy jute express paper, and wrap the cylinder with the 
paper, coating both sides as you wrap it, till you have two coats of paper. 

Allow this to thoroughly dry. Then wind on the wires, and by follow- 
ing the accompanying diagram you will understand how it is done. 

Get from your electric supply house some No. 8 rubber coverel copper 
wire, (the kind used for wiring houses) and make a small loop in the 
bared end large enough to go around a lead pencil. Through this loop, 
screw a double binding post into the left hand end of the prepared cylinder, 
as shown at the point marked with the figure 1, which should be in a lathe 
or so held as to be easily rotated. | sae 
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Beginning at figure 1, wind about the wooden cylinder, tightly, and 
closely together, carefully shellacing as you go, till you have made 25 turns, 


‘then cut off the wire, bare the end and make another small loop, as before, 


and through it screw into the wood, another double binding post, at figure 
2. Allow this to dry. 


Get some double cotton covered No. 20 copper magnet wire, and a 


ball of express twine of the same size. | 

Scrape the cover from the end and make a small loop, as before, and 
attach it to the binding post base at figure 2. 

Wind on this wire, with a strand of twine between each wire turn, to 
keep them evenly apart, until you reach the end of the cylinder, which will 
take about 325 turns, or 13 times as many turns of the small wire as of 
the large. This will give you 13 octaves, as it were, in the secondary, to 
one in the primary. At the right hand end place a single binding post, in a 
loop of the bared wire, shown in the diagram at figure %. If desired a num- 
ber of other single binding posts may be set at intervals of each 25 or 50 
turns, as shown at figures 3, 4, 5, 6. The windings of the small wires should 
be well shellaced, as put on, and well dried. The whole may be covered, 
with leatherette, pantasote, felt or velvet, for ornament. : 


‘The ordinary large Leyden jars on the front of the static machine have © 


not enough condenser surface. Remove the top, and line, and cover, 
inside and out with tin foil, from the bottom, to 2 1-2 inches from the top 
of a jar 5 inches in diameter, and to 3 inches from the top of a jar which 
is 6 inches in diameter. This foil may be fastened with the ordinary strong 
mucilage, and should be put on smoothly, and pressed down, so as to remove 
all wrinkles. This greatly increases the condenser surface. The foil will 
be about 8 inches high. z ae | 

Mount the completed solenoid-resonator on the top of the static ma- 
chine, on posts about 6 inches above the case. 

From the -base of the left hand jar, run a strand of the heavy rubber 
covered No. 8 wire, through cr beneath, the case, and up the back, and 
across the top, to the front, aud attach the bared end to one hole in the 
double post at figure 1. De the same from the right jar, to post at 
figure 2. | | | 

- There are usually two binding posts on the front of the base of the 
machine case, from which to get the static induced mode, and the above 
wires may be started from these posts. 

Now with the jars connected to the prime poles of the static, the 
induced mode from the outer armature or covering of the jars, will pass 
through the windings of the large wire, and will constitute a d’Arsonval 


solenoid. 
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The patients may be treated with this mode by simply attaching the 
cords and electrodes to the posts on the base of the case, or to the double 
post on the solenoid, at figures 1 and 2. One cord miay be attached to the 


atito-condensation pad or couch, and the other to the electrode applied 


to the patient. 
The frequency and strength of the ecdilation through the d’Arsonval 


solenoid, and patient, who is in shunt, is regulated and controlled by the — 
rapidity of the machine, and the nee of ine spark-gap, (S-G), between 


the sliding rods. 

To get the Oudin, or resonant mode, the cord should be attached to 
any of the single binding posts, 3, 4, 5, 6, 7, according to the volume of 
resonance desired, the greater number of turns used the milder the effect 
and the more pleasant the sensation. _ | 

The cord, shown at figure 7, in the diagram, may be attached to the 
sponge covered wet electrode, or to a block tin bare dry electrode, and 








applied directly to the Ve skin of the patient, wherever to be treated. Or 


the cord may be attached to any of the glass vacuum electrodes, and applied 
to the bare skin, to the cavities of the body, or outside the clothing, according 
to the effect desired. 
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In this treatment the patient may or may not be placed on the insu- 
lating platform. In this treatment only one electrode is used. | 

The effect of the resonator treatment is greatly increased by ground- 
ing the side of the large coil, by the wire shown at A. 

The cost of such an apparatus will range from five to ten dollars at 
the most, according to how much you do yourself. The material will not 
cost over five dollars. 

The strength and frequency of the resonator mode may be regulated 
and controlled by the rapidity of the machine, and the length of the spark 


gap, (S-G) between the sliding rods in the prime poles of the machine. 


The usual spark being from a half to an inch in length. This will give a 
heavy shower of sparks and purple effleuve from the body vacuum electrode, 
from an eighth inch to two inches long, which will be painless, cool and 
sedative. The same length of spark from an Heat AON tan would be unbear- 
able, and hot. 




















If it is desired to make an upright, portable apparatus, it may be fash- 
ioned after the pattern shown in the cut on page 254, with the jars in the 
base and the standard and crown above, and all placed on wheels. In this 
case the cost will be much greater, and it may be purchased cheaper than 
made. In such an apparatus, if it is desired to place vertical beside the 
static, instead of horizontal, above, the dimensions will be 9 inches in di- 


| 255 


























» 
\ 
ipa a La NE a ah SR a Nt ce eg ae EI 





























ameter, and 28 inches in height, with 14 turns of No. 8 wire fan the solenoid 


part and 182 turns of No. 20 wire, in the resonator part, with the other 


details of construction just the same as for the other. 

If economy of space, and efficiency are desired you may make your own 
apparatus, and this simple and inexpensive apparatus, as devised by the 
author will give service and satisfaction, rather than a more elaborate and 
expensive one. 

The cut on page 255 shows. still another form of portable Tesla high 
frequency apparatus, which contains condensers, .a solenoid-resonator, with » 

interrupter and muffled spark-gap. This may be operated with either ae 
~ static or X-ray coil generator, and will, with a static, deliver an effleuve of/ 
from 12 to 18 inches. Several patients may be treated at the same time with 
this apparatus, and when in active operation will soon surcharge the air ina 
room with nascent ozone, which may be used as in an inhalatorium. The. 
discharge from this apparatus makes a wonderfully impressive appearance, 
when operated 1 in a dark room. 3 


How are high frequency modes measured? 


They are hard to measure and then only approximately, by means of a 
- faulty thermostat called a “hot wire meter.” The mode heats a wire, causing 


it to expand and deflect a needle indicator. 


What are the effects of high frequency modes? 


The physiologic action of these modes varies with the mode used, and 
it is almost entirely catalytic, except the fulguration, which is a cautery. 


All these modes will cause hyperemia, which increases leucocytosis, phag- 


ocytosis, absorption, and they also have analgesic, and even anesthetic ef- 
fects. They improve glandular activity, stimulate oxidation, elimination, 
and retrograde metamorphosis. They fave both a superficial and deep effect 
on the tissues. They are specially good in auto-intoxication. 





What is the effect of the Morton mode? 


This is not a high frequency mode in the full sense. It is a wave or 
vibratory mode which is distinctly felt. The hair stands erect and there is 
a feeling of exhilaration, stimulation and well being. It is a static mode. 


: What is the effect of the d’Arsonval mode? 


This markedly affects tissue metabolism, but when electrodes are on the 
skin there is no sensation. It may be applied with the glass vacuum tubes. 
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It stimulates the glands, raises temperature, aids oxidation, lowers blood 
pressure, increases elimination and secretion, and soothes the nerves. It may 


be produced by either a static or coil generator. This mode will not con- 


tract muscles, unless a spark-gap is placed in the patient's circuit. 


What is the effect of the Tesla mode? 


It has little effect on general metabolism. It causes hyperemia, and 
analgesia, and can be used with the glass vacuum tubes. It usually is a coil 
generated mode. 


What effect has the Oudin mode? 


This causes hyperemia, increases oxygenation of the blood, oxidation 
of effete matter, elimination, secretion, absorption of exudates, and forma- 
tion of carbonic acid. Warms without raising temperature, and is a local 
analgesic, aneesthetic, antiseptic and germicide. While the effects are more 
apparent locally, the general system is effected, especially with long treat- 
ments. It is most often applied with the glass vacuum electrodes and sparks 
to the spine. Will increase arterial tension. Very strong sparks have a 
drying and even a caustic effect, known as fulguration. Prolonged applica- 
tions will produce annoying superficial blisters or even burns. The red or 


-rose-pink color of the tube indicates a low vacuum, and produces the most 


heat, is soothing, arid most useful in acute and painful, and inflammatory 


. conditions. 





ULTRA- VIOLET. RAY VACUUM ELECTRODES 


What are vacuum electrodes? 


The cut shows a set of six, at about one-third actual size. Fig. 1, for 
external treatments. Fig. 2, vaginal, with concavity to fit the cervix. Fig. 
3, rectal. Fig. 4, urethral. Fig. 5, fauces and larynx, Fig. 6, flat, for nasal 
and post-nasal region. The handle shown at the right fits all the tubes, 
and is of hard rubber and brass, with connection for conducting cord. 

The blue or bluish-violet tubes indicate a higher vacuum, and are 
more useful in chronic and impaird nutritive conditions, lack of tone, and 
sluggish circulation, as in old sores. The violet or violet white tubes have 


the highest vacuum, and are better adapted to skin diseases, and bacterial 


conditions, as there are some ultra-violet rays emitted. The white colored 
tubes have the very highest vacuum, and give off chemical and some X-rays, 
and are best for malignant growths. 
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The sketch shows the technique of the single-pole treatment of frontal 
and supra-orbital neuralgia by means of the high frequency mode. Here 
























































the operator holds the surface glass vacuum electrode, or applicator in his 
hand, and the mode passes through his body and is then applied to the 





The “Electric Hand” Application of High Frequency. 


patient who is either insulated or grounded, according to the effect desired, 


as shown above. 
This is a very simple yet effective method of treatment, and gives 
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good resuits, and has a profound psychic effect in addition, aonet the 
effects will be secured without any suggestion. 





Application of High Frequency for Stomach or Bowel Troubles. 


The sketch above shows the method of applying the surface electrode 
to the abdomen of the infant, where suggestion would not avail. This form 
of treatment is to be recommended in the sluggish conditions found in in- 
fants and small children, requiring muscular stimulation. | 


HIGH FREQUENCY SUMMARY 


What are the methods of high frequency treatment? 
The methods of administering the high frequency treatment are: by 
auto-induction, auto-condensation, resonator, two-pole and single pole. — 
Auto-Inpuction. The part is surrounded by a coil of wire through 
which is passed the high-frequency mode. The body being soaked in the 
rapidly fluctuating electro-static field, which sets every conpuecls of the body 


in vibration. 
AUTO- CONDENSATION. Patient reclines on a couch over a large metal 


plate, placed beneath, and connected to one pole, the other apd directly - 


to the patient. 
RESONATOR-TREATMENT. In this a coil is connected to one pole of 


the apparatus with a spark gap in series. The electrode is attached to a 
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cord connected to a slide contact, which moves over the coil, similar to 
wire rheostat. This regulates the mode used. 


Two-Pote MetrHop. One pole is attached to any ordinary electrode 
in contact with the patient, the other pole is applied directly to the part to 
be treated. In the above treatments the ordinary electrodes are used while 
the low vacuum glass tube electrodes are used in the single pole application. 

Ordinarily the high-frequency coil is used with but one cord attached 
to either binding-post. The characteristic action of this application can be 
intensified by using both poles, a cord being attached to each binding-post 
and two glass-electrodes being used on the same patient. If the application 
is made in this way, care must be taken to avoid cutaneous irritation. In- 
tense local reaction not infrequently follows. In cases of skin-troubles this 
local irritation seems to have some therapeutic value. It alters the path- 
ological condition and starts a reaction which tends towards restoration 
of the normal state. In chronic eczema this is a therapeutic indication of 
some importance. That the high-frequency is a prompt and effective agent 
for the relief of pruitus, is a fact not generally known. The itching of ec- 
zema can usually be relieved by a mild application of the high-frequency. 
The use of two glass-electrodes attached to the coil enables the operator 
frequently to treat two patients at one time. 


A bi-polar application of a high-frequency mode localizes the effect 
between the two electrodes. Considering the affinity of high-frequency 
energy for oxygen, we can readily see the value of a bi-polar application 
in cases of tuberculosis of the apex, one electrode being placed anteriorly, 
the other on the back, the infected apex being in the path of the electric 
discharge. 


StIncLE Pore Metuop. This is the one most used. The patient is 
placed on the platform, as in simple static insulation, with the bare feet on 
the foot plate, which is connected to one pole. The other pole is attached 
to the vacuum electrode and applied to the body. This is only a modifi- 
cation of the two-pole-method. 

Tue Stmptest Way, however, is to place patient on platform, not con- 
nected with either pole. Then attach the vacuum electrode to the positive 
‘pole, and eround the negative. Close the spark-gap. Approach to the 
part to be treated ‘with the vacttum electrode, and either touch it lightly, or 
hold it a short distance from the skin. Then gradually open the spats SE 
till you get the desired effect. 

There is much ado made about the use of the coil, and it may be nec- 
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essary in the first four named methods, for using the high-frequency but we 
know from many experiments, that in order to generate the ultra-violet rays, 
and use the vacuum electrodes, according to the single pole method, the coil 
is not necessary. With the proper static machine, and the proper technique, 
the effects can be obtained with much more ease, safety, and simplicity, and 
a great deal less expense, than with the condenser and coil. The more © 
simple the apparatus the easier to operate, and the better the result. In our 
experiments weuse a twenty-four plate, static machine, thoroughly dry and 
clean, run as fast as is safe, by a 1-3 H.P. 220 volt, direct, series, motor and 
speed controller. Close spark gap between sliding rods of prime conductors. 
Remove Jars, Ground negative pole. Connect glass vacuum electrode to 
positive pole. Put patient on insulated platform. Bare the part to be 
treated. Place electrode in position (either internal or:external). Start 
machine. When speeded up enough, then slowly open spark gap between the 
sliding rods, till you get the desired effect. The glass vacuum electrode 
when not in contact with patient will glow slightly bluish. Placed in contact 
with skin or near to it, it glows a bright deep violet, and a shower of fine 
violet rays flow from electrode to patient. The best distance is about an 
eighth of an inch away. With the tube in contact a slight warmth is felt. 
When attached to the positive pole the distal end is most violet, and the 
proximal end shows a greenish fluorescence. With the negative pole, the 
proximal end is most violet, and the distal end shows the greenish fluor- 
escence. The positive pole, applied to the inside of the wrist, produces tonic 
spasm of the flexor muscles, and is most felt in the forearm. The nega- 


tive pole, applied to the wrist, is most felt in the hand. Applied to tne 


forehead with very short spark gap, either pole causes much drawing and 
a stinging pain, even with the hand placed between electrode and skin. ‘This 
application caused intense frontal headache for several hours, so much care 
must be used in applying to the head, or over superficial nerves. Negative 
pole applied to nasal mucous membrane caused stinging, and pain in upper 
teeth, with sneezing and increased secretion. Positive pole to nasal mem- 
brane, produced no pain or sneezing, but in a few minutes there was the 
same sensation as if the nose had been sprayed with cocaine. The secretion 
stopped and congestion disappeared. There was a strong smell of ozone, 


The same experiments made with one and both jars on, and with one jar 


grounded and electrode connected to other jar, produced same effect, but 
very much less marked. Same tests made off the platform were not satis- — 
factory. The tests applied to the skin produced slight redness only. The 


violet spray from negative pole was much more disagreeable. ‘The too fre- 
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quent use of the rays will cause intense conjunctivitis and irritation of the 
eyes. Several positive treatments were given an old case of psoriasis on the 


arms, and the patient said it was soothing and made the patches feel more 


natural. From these experiments we get the following conclusions: 

In generating the ultra-violet rays a coil is not necessary. 

A good static machine is sufficient. It should be run fast. 

The spark gap should be short. 

Both jars should be removed. 

The positive pole is richer in ozone and violet rays. 

The negative pole is richer in X-rays. 

The positive pole is sedative, soothing and astringent. 

The negative pole is stimulant, irritating and congestive. 

The polarity of ultra-violet therapy follows the same laws, as of static, 
faradic and galvanic electrification. 

The deep effects are greatest when electrodes are in contact with skin, 


or mucous membrane. 


The superficial effects are greatest when electrodes are close to, but _ 


not touching the skin, or mucous membrane. 

Great care should be used in treating on the head, or over superficial 
nerves, and especial care should be used to keep the rays from striking the 
eyes, to avoid irritation. 

The rays can be applied, by proper electrodes, in the treatment of dis- 
eased conditions, through any of the skin or mucous surfaces, or cavities 
of the body. — | 

~ In the ultra-violet rays with glass vacuum electrodes, we have a most 
valuable adjunct to electro-therapeutics. ! 


PORTABLE X-RAY AND HIGH FREQUENCY OUTFIT 


We show here a new model in X-ray and high frequency portable coil 
outfits, which has some important improvements, chief of which is the 
milliamperemeter, which has not as yet been attached to any portable coil. 

With this coil fully ninety-five per cent of all ordinary X-ray work 
may be done, in a satisfactory manner, both therapeutic and radiographic. 

In addition to this important feature, it will deliver the following high 
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frequency modalities: Thermo-faradic, d’Arsonval, Tesla and Oudin, using 
the ordinary electrodes and the glass vacuum electrodes, from which we 
may derive the ultra-violet rays. The dermo lamp, which produces the rich 
actinic rays may also be used with this coil. The auto-condensation, and 
induction treatments may also be employed. 
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This outfit also delivers both a high and a low voltage sinusoidal mode, 
a cautery mode, and another for lighting small lamps for diagnostic and 
trans-illumination purposes. 

All these and other combinations are derived from this portable outfit, 
by simply connecting the plug to the ordinary lamp socket of the alternated 


lighting service. 
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The addition of the milliamperemeter, which shows how much of tie 
mode is passing through the X-ray tubes and the other electrodes, is a new 
departure and a great advance toward the goal of accuracy in. treatment, 
and uniformity-in results. : 


Electro-therapy is emerging from the realm of guesswork into that 
of knowledge, which is so essential to success. 


The coils are all well insulated.and guaranteed against “short circuit,” 


“burn out” or “break down,” and they are built in series with a powerful © 


four section condenser, which is guarded against over-heating by a self-cool- 
ing device. 

All the various modes are easily selected, controlled and regulated by 
_ knob switches and calibrated scales, printed in large type so as to be easily 
read at a glance, and any change may be made easily and quickly, as occa- 
- $10n may require. 


The tube holder is adjustable to any position or angle for X-ray, radio- 
graphic or therapeutic treatments, by placing the apparatus on a table or 
chair near the patient. 


The meter is mounted on an insulated swivel fork, and has three scales 
registering from 0—10, 0—100, 0—1000, and is always in plain sight when 
needed, and can be quickly removed and packed away when not in use. 


The primary regulator for the high voltage mode is divided into seven 
sections, and controls the mode from 0 up to 500,000 volts. . 


The low voltage regulator controls gradually, the mode for sinusoidal 
and diagnostic work, from 0 up to 110 volts. 


There is a small safety or pilot lamp always in plain view of the oper- 
ator while at work, which also serves to illuminate the switch- board when 
working in the dark. 


The case is 25x14x7 inches, made of the best kiln dried quarter sawed 
oak, with a strong carrying handle, and weighs about 60 pounds, with room 
in the lid to put the accessories except the X-ray tube and meter. It may 
be taken to the hospital or the patient’s home or hotel, and operated wher- 
ever there is the alternated light service installed. 


The full page drawing on page 266 shows the scheme of the con- 
struction and wiring in detail, with the various coils in the center, and the 
therapeutic uses shown to the right, with the nunibers corresponding to 
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those on the switchboard shown in lower left hand corner, while ane wave 
lines in the left hand column show the various modalities. 


In the left hand column at the top we see the sine curve which repre-_ 
sents the usual form of sinusoidal alternating mode, derived from the 
primary street service which is the 110 volt, 60 cycle form. Just below it 
we see the same curve illustrating the same mode after passing through the 
transformer, which changes it to a secondary sinusoidal, which has been 
stepped up to a mode of 15,000 volts, but with the same 60 cycles. The 
low voltage sinusoidal being a powerful, though painless, muscular stimulant, 
very useful in such relaxed conditions as we find in prolapsus, subinvolution, 
constipation, etc. The high voltage sinusoidal in addition having de- 
cided analgesic properties, and useful in dysmenorrheea, ovaritis and nervous 
conditions of the spine and pelvic organs. 


The three other curves show the oscillatory modes of the thermo-faradic 
having a high amperage and voltage, running up to 15,000 volts, and a 
periodicity of from 200 to 1000 per second. 

The d’Arsonval mode has a high amperage and frequency and a still 
higher voltage, going up to some 25,000 volts, while the lower curve shows 
the Oudin and Tesla modes with very low amperage and exceedingly high 
frequency and a voltage up to 500,000 volts. 

Figures 11 and 12, show the d’Arsonval mode connected to a 100 candle 
power lamp, with a capacity of some 3,000 milliamperes, which means that 
a lamp of this size and capacity can be lighted by this circuit and mode, 
when the coil is being operated to its full power, and this dose would pass 
through the patient, when placed in this circuit, if the patient had the same 
resistance as the lamp. : 

_ This shows the great power of this mode, and why it produces such 
remarkable effects on metabolism, when used in the auto-condensation treat- 
ment, with the couch, or with the auto-induction pad. 


The vacuum electrodes may be used with any or all of these various 
modes. A very useful electrode may be made from a split bamboo fan 


or the common whist broom, when moistened with water, and used as a 


brush or spray. 


A series of tests in laboratory and clinic shows that with the same 
apparatus and arrangement of switches the dose from the d’Arsonval or 
thermo-faradic connections passing through the patient varies by some 
three hundred milliamperes. 
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In one coil tested, a patient took but 500 m. a. and another nearly 800, 
adjustment of coil being exactly the same. 
To secure uniform and accurate dosage with the same, or different sub- 


jects you see how necessary it is that the dose should be measured by a 


meter. 

You see the advantage of certainty over guess-work in using these 
modes of appreciable volume and the value of a meter will appeal to you. 

The full page drawing on page 266, if carefully studied, will give 
a full understanding of the various coils and circuits, and by comparing 
the figures with the corresponding numbers on the plate of the apparatus, the 
operator will have no trouble in selecting and applying the different modes 
in his diagnostic, cautery, X-ray and therapeutic work. 


HIGH FREQUENCY OUTFIT 
























































The general utility and increasing demand for the high frequency and 
X-ray has necessitated portable apparatus, two of which are shown. ‘The 
smaller one has a double coil, and will throw a five inch spark and weighs 
only eighteen pounds. The larger one is about the size and shape of 
an ordinary suit case being 25x13x7 inches, and weighs 85 pounds. It has a 
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double coil and will throw a heavy six inch spark. These portable outfits 
are so arranged as to be connected to the ordinary lamp socket and may be 
operated from any direct or alternated electric light service. They can be 
depended on for all ordinary X-ray work, but are not as rapid as the 
large stationary coils. They will do any high frequency work, and their 
convenience, low cost, and light weight, makes them valuable for certain 
work. | 


CAMPBELL MODEL “E” PORTABLE X-RAY AND HIGH 
FREQUENCY COIL : , 
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Ritandle for Spark Gap Controt_, 


This shows a combination portable X-ray and high frequency coil, give 
ine in addition to the X-ray mode, the d’Arsonval, thermo-faradic, sin- 
usoidal, cautery, and diagnostic service. It is compact, strong, well- 
made, handsome, durable and efficient, and answers all the purposes for 
which it is intended in an admirable manner. It is made for either the 
alternating or direct service, and is ready for use when simply attached 
to the ordinary lamp socket. Complete set of attachments-go with it and 
are conveniently arranged in the lid, so that it is a multum-in-parvo. It is 
all self contained except of course the X-ray tube which goes in a separate 
carrying case, with the glass vacuum electrodes. When mounted on a cabinet 
it makes a nice office outfit as well as for outside work. 
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What is fulguration? © | 

The effect in and on the tissues of the concentration for a time on one 
point, of the high frequency spark, which causes a drying, dessication and 
even charring of the surface. The effect is but superficial. It is used for 
the removal of small growths, and will check bleeding. The spark should 
be about one sixteenth of an inch, and free from heat. On the face a local 
anesthetic may be used, but if carefully applied, it is not painful. Repeated 
applications are required till the growth is removed. Several days should 
elapse between treatments. ‘The surface will dry and turn black, and peel 
off. Jf too severe application is made, there will form small granulating 
sores. Mild treatments repeated p. r. n. are best, and leave no scars. Longer 


‘and heavier sparks, and prolonged treatments, under general anesthesia, 


have proven effectual in removing the remains of malignant growths, post 
operation. In some inoperable cases, it has given great relief, and even 
curative. 













HUEGURATION. POINT EEWCERODE 
For use with any coil or resonator. For the treatment of moles and 
warts the fulguration point electrode is attached to the machine, and a 
tiny spark is drawn from the patient, encircling with this spark the growth 
to be eradicated, thus cauterizing the growth, so to speak, and cutting off 
its blood supply, with the frequent result that moles or warts are removed 
in one or two sittings. 





What are the results of fulguration? 


Vaso-constrictive and anti-hemorrhagic. Profuse serous exudate. Ne- 
crosis may follow excessive dosage. With mild treatment there is a scab 
or scale which drops off leaving a pink surface. With heavy treatment 
there is a slough separation and a granulated surface. There is some anes- 
thetic following. A short mild treatment, will first sting, then a white wheal 
will form, like that following a bee sting. This fades, and a zone of hy- 
peremia appears which soon disappears. 
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In treating in cavities, an insulated electrode should be used to localize 


the effect. Fulguration should be used only on a small area at one time. 


In some cases it will be better and safer than the X-ray or radium, both 
pre-and post operative, in cancer, as the effect can be localized. 


RCENTGEN OR X-RAYS 


What are Roentgen rays? 
Reentgen rays are so named after the man who first put them to a prac- 
tical use, and are usually called the X-rays, on account of their formerly 


» 


unknown classification. 7 


The X-rays will cause certain substances to fluoresce, or glow in the 
duce heat, and therefore belong to the violet end of the spectrum. The © 
X-rays differ materially from the cathode rays, and the ordinary light rays. — 


They travel in straight lines to infinity, and can be neither refracted, re- 
flected, or deflected by a magnet, (as may the cathode rays,) or by some 
polished metal, or glass, as are the light rays. They do not produce the 
sensations of either heat or light. They will pass through substances which 


are opaque to ordinary light, without heating, and at the same time will 


not pass through such substances as glass, which is transparent to light. 


The X-rays will cause certain substances to fluoresce, or giow in the 


dark, especially the platino-cyanides of barium and potassium, uranium 
fluoride, and calcium tungstate. They will decompose the sensitive silver 
salts, producing the same effects as those of light. They have the property 
of discharging either positively or negatively charged bodies, and as stated 
before, will penetrate bodies which are ordinarily considered as opaque. The 
transparency of these bodies to the X-ray is proportional to the atomic 
weights of the substances. Thus, aluminum is more transparent to the 
rays than lead, which has a much greater atomic weight, and we may use 
the lighter metals as a filter to keep back the weaker rays, and allow only 
the more penetrating rays to pass through. ; | 


What are cathode rays and electrons? 


Cathode ray is the name applied to the stream of particles known to 
pass from the negative to the positive electrode inside a vacuum tube, when 
energized by a mode of high voltage electrification. This stream of infi- 
nitessimal particles, constituting the cathode ray, and which are assumed 
to be the ultimate division of matter, is composed of what are termed 
electrons, and are estimated to travel at the rate of 70,000 miles per minute. 
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What is meant by the term vacuum? 


Vacuum, in electro-physics is that condition of the attenuation of the 
atmosphere inside of a tube, which is about the one millionth of the density 
ofthe outside air, and which is the best condition known for the generation 


of the X-rays. | 


What is fluorescence? 


_ Fluorescence is a property possessed by certain crystals of glowing, 
when acted upon by the X-ray in the absence of light. fe 


What is a fluoroscope, and how used? 


A fluoroscope is a funnel or pyramidal shaped metal box, in the base of 
which is set a screen of some fluorescent chemical, so that the light iS ex- 
cluded, and the shadows of some object intervened between it and the tube 
will be projected upon the fluorescent screen, and thus become Visible to the 
operator. Inside’the box between the screen and operator is a pane of glass 
which protects the eyes of the observer from injury by the X-ray and ema- - 
nations from the chemicals on the screen, 


What is meant by anode, cathode, anti-cathode, target, focal point? 
The anode is the electrode in a vacuum tube to which is connected the 
positive pole from the electric generator. It is flat, and usually composed 
of platinum, and is fixed at an angle of 45 degrees to the long axis of the 
tube, and is usually the target, or point of impact, on which the stream 
of the cathode rays are concentrated, at what is known as the focal point, 


by means of a concave disc of aluminum, which constitutes the cathode, 


which is the electrode to which the negative pole of the electric generator is 
connected. Sometimes another electrode is inserted inside the tube, opposite 
the cathode, which is known as the anti-cathode. 
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How are the X-ra S gener > | ee . 
ee ate should be lowered too much by using the regulator, prolonged running, or a 


When the cathodal stream of electrons is focused at a point on the q 3 rest, will raise it again. 
ee they are deflected at right angles and strike the side of the tube, and, ! E We believe that experienced manufacturers of X-ray tubes are now 
e A-rays are generated, on the outside of the tube, by the process of induc- | in a position to furnish a proper vacuum and one which will not be materially 


tion, and pass straight off into infinity, starting at right angles to the outer 4 - lowered by. use. | 
sulace OF me Lup | ’ 4 The diameter of the plate of a static machine determines greatly the 
| The divergence of the X-rays equal, in all conditions, in every sixteen : 4 length of the spark. Experience has shown that a plate of thirty inches © 
inches, 13-16 of an inch. The distortions of fluoroscopic views may be ' q Bs will excite sufficient length of spark for all purposes. The number of | 
Be oanclly eoteriet: oy : | . q a plates determines the quantity and fatness of the spark, and twenty-four 

: The rays travel in straight lines to infinity, and cannot be deflected, __ q 4 plates seems to provide the limit necessity. 7 
reflected, or refracted, or stopped by ordinary opaque substances. The 4 3 When a good tube which has given good service, after a while begins 
part of the greatest concentration of the X-rays, or rather the field of strong- a to fail to longer give off the Reentgen light, it can be restored to usefulness 
est activity, is opposite the focal point, and in a line at a 45° angle to the ~ ‘ 3 in a few minutes; reverse the discharge through the tube by reversing the 
surface of the target which is usually the anode. 3 a Ee amection. | 


In most instances five to fifteen minutes will restore a tube that has 
been “worked out.” A tube which has too great resistance for X-radiance 


When is a tube said to “back up a spark”? 
be restored to its efficiency by interrupting the negative discharge 


may 


When the discharge refuses to pass th iio ee . E 
eae: S* pase pout a tube it is said to “back = a while properly connected; this will lessen the internal resistance. If the 
up a spark,” which may be two, four, or more inches between the terminals. a r Ee fe a ee Ee ie purpose ulte 
This | ees ees s i tube is improperly connected, purposely done so tor the ose of re- 
is is the condition in which we experience a great waste of mode and 3 s ducing resistance, interrupting the p ositive discharge on its way to the 


the possibility of electric burns.- When the resi e i betas 3 
stance in the tube is high, . i eae Mego : 
and the X-rays intermittent, the liability to these injuries is apparent. 4 4 Babe wi! accist the reversed eonuecnn mireducime; Ete resistaice. 


What are X-ray or Crookes tubes? ~ : How do you test X-ray tubes? 


X-rav tubes are i | : ; 4 q While the machine is in operation it sometimes occurs that the mode is 
and i Cee es ee ee Be a : pees 4 4 suddenly reversed, or it may be that the tube is improperly connected. It 
well illustrated and described elsewhere in ae ae Bees ena Ce a ei this is the case with a good tube it will present a green strie, with very 

mets 3 = faint nebule, together almost filling the tube, or in a higher generating ap- 


paratus the cathodal end, including one-third of the tube, is bound with a 

| _ = distinct zone with lighter right angle radiations. Bugs or beads may cling 

TOBE POLENEERS q q to the tube. This phenomena is quickly dispelled when the mode is 
4 E, properly connected. An improperly connected tube will generate but 


What points should be remembered about X-ray tubes? 
feeble X-radiance. ? 


a ae ae pe oe and run continuously, as too much gas q = The simplest method of testing the penetration of X-ray tubes is to 
| a ‘oe fc ae ew sparks, sometimes one or two, should 3 ; examine the shadow cast on the screen of a fluoroscope 
ower the vacuum sufficiently for the ti 4 . | 
Wiehe abe ce ee - fae es ; 3 4 The density of the shadows seen, determines the degrees of penetra- 
ee i do use the vacuum will probably go up 4 tion of the X-ray from the different tubes, the tubes being denominated 
[ee wee focs own as in the first instance. A long run may a 4 “hard.” “medium.” or “soft,” according to the density of the shadows 
also raise it somewhat. . J noe 2 : 3 
; : e 4 E seen, : 
The best X-ray results depend upon a nice adjustment of the vacuum, - a The density of the human tissues will also act as filters, so that we 


for hi h z 1 ; 5 Ss 
a soe nes are cee es If by chance the vacuum 4 3 will get different degrees of shadows or silhouettes on the photographic 
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plates. and fluorescent screens, and thus distinguish betwéen the flesh, 
bones, and foreign metallic bodies. This fact is of great importance to us 
in surgery, enabling us to detect and correct fractures, dislocations and 


abnormalities of the hard parts, and to diagnose diseased conditions, and-to 


locate foreign bodies of metallic nature. Many lives have thus been saved, 
and operations simplified, and deformities prevented. | 

CauTION:—In the accompanying illustrations—Figs. A, B and Ce 
- showing the three hands, bear in mind that these illustrations are only: 
~shown to demonstrate the different degrees of penetration with various 


tubes and generators, and to show the density of different parts. It is not. 


advisable to use the hand often for this purpose, because the effect of the 
X-ray on the human tissue is cumulative and therefore dangerous, and 


many operators have lost their hands in the past through ignorance of this. 


fact, and even yet some are careless enough to expose themselves unneces- 
sarily. 





Fig. A. Shadow of hand shown with a soft tube. 


When the shadows of the bones of the hand are so dence and black, 


when seen in the scope, that the joints cannot be distinguished, it shows | 


either a weak mode or that the tube is too soft for good fluoroscopy, or 


radiography, although a fairly good radiograph will result from a long 


exposure. 


This condition of he tube will be indicated by the cut above, which 


shows the shadows cast on the scope screen by a very soft tube. The 
whole hand shows dark, and the bones run together. Such a tube can be 
used only for superficial treatments, and prolonged exposures at a short 
distance, may be given with safety. 

The condition of a medium tube is shown in the cut (Fig. B), page QW 5, 
which shows the shadows cast by a medium vacuum tube. The bones of 
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the hand and wrist stand out clear and distinct from each other, and the 
4 flesh casts a dim shadow. Such a tube can be used for nearly all fluoro- 
7 scopic work, especially of the extremities, and all but the thickest and 


densest parts, and for the more extensive and deeper seated diseases, it 
will be adapted in therapy. 





4 Tig. B. Shadow. of <a hand ey wih, a medium tube 

a T a ocd xe the heed, tube is ceted by ne Git ne. 6), which 
3 shows the shadows cast by a hard tube, as seen in the scope. Here the 
q shadow of the flesh is hardly seen, and even the bones cast but a faint 


shadow, and you notice the texture of the bone, the marrow canal, and the 





g Fig. C. Shadow of a hand shown with a hard tube 


cells in the cancellus parts. Such a tube is best adapted for all deep fluoro- 
scopic examinations, through thick and dense tissues, and for radiographic 
work in any part. It is not best to use this tube for treatments, as there is 
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Hi | more danger from dermatitis, on account of the penetration and the Sreater: 2e | a 
| superficial effect. Of course these directions are not arbitrary, because you. | | = 
| may be able to so manipulate the various tubes as to get what you desire, . & 

| in the way of work, from one or two tubes, but for the sake of economy of ~ . = 

| time, and to get the best results, it is cheaper and better to have several q 

| = tubes, which you know are best suited for various work. Then if you are © 9 | | 
| unfortunate enough to break or puncture your best tube, you will have —_— 

another handy, which you can coax to take its place while you get the : 

| other repaired, or a new one arrives. The life of a tube will vary with =“ | , 1 
| different tubes. I have had tubes break down time after time with little _— i | Se : HIT 
1g use, with no apparent ‘cause, and then I have had the same tube in use , GENERAL DIRECTIONS TO: OPERATE AN X-RAY TUBE 

_ for hours at a time, and for years intermittently, without any trouble. — | : 

| 


I have found the simple and cheaper American made tubes to be more - @ & All X-ray tubes are carefully tested and must work perfectly before 


satisfactory,. and economical, and practical, than the complicated and : sent out. They are then shipped at owner’s risk. 








1. Target cap and positive pole. 
%. Regulation glass pocket containing chemicals to reduce vacuum. 
3. Regulation cap. 
4. Anode cap and positive pole. 
ee 5. Anti-cathode. 
6. Support for target. 
7 
8 
9 





Target with platinum face and copper support. 
Cathode. 


expensive imported tubes. Some of my best work has been done with a Cathode sap ailouecate Gore 


| simple non-regulating tube, costing but six dollars, and I have done several = ae : 
| hundred dollars worth of cash work with a simple chemical regulating [_ oa 10. Cathode neck which fits into clamp of tube holder. 
| 





tube costing but twelve dollars. My favorite has stood by me now for 
about three years, and, with a great deal of use, shows no signs of deteri- 
| aae oration. When you get a good tube, stick to it. Learn its habits, as it 
were, and allow it to work as it seems best adapted, and do not try to do 
everything with one tool, any more than you would treat every condition 

with one remedy. | 


Owing to the delicate nature of an X-ray tube, the most important 
point to be remembered is to handle it with the greatest of care at all times. | 
The slightest jar may dislocate the anode or cathode so that the tube wil 
- not focus the rays properly, and the tube would be entirely worthless. 
= When a tube is sent from the factory the vacuum is regulated to about 
3 medium, unless otherwise specified, and the majority of tubes are equipped | 


| | ! : a | | | : q - with attachments for raising or lowering the vacuum in the tube to any | 
| | g degree desired. : 
| a The weather and temperature has a great deal to do aaa the con- | 


dition of an X-ray tube, and, if possible, it should be kept in a dry room 
at ordinary temperature at all times and as near a uniform temperature 
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as possible. The tube must be free from moisture and dirt outside of glass 
when in use. 


Tubes of different vacuum are required for different kinds of work. — 


A high tube is used for heavy fluoroscopic work, medium and high tubes 
for radiography or making radiographs, and a low tube for the treatment 


of cancers, tumors, etc. Tubes should not be regulated in the vacuum | 


to meet the requirements of all kinds of work, but it is always best to have 
different tubes, and in this way the same degree of vacuum may be main- 
tained in each one at all times, and it will give much longer service. | 


How must the tube be connected? 

To connect an X-ray tube properly the anode and No. 1 or No. 4 
of the tube must be connected to the positive pole of a static machine, or 
X-ray coil. Then the cathode end No. 9 of the tube is connected to the 
negative side of a static machine or coil. Some tubes work better to 
have a wire connecting No. 1 and No. 4; some work better without this 
wire. Remember, in an X-ray coil the sliding rod with point is the positive, 
and the sliding rod with disc is on the negative side. When the mode is 
turned through an X-ray tube, if it makes circles in the lower part of 
the tube and does not light up the upper portion at all, the polarity is 
wrong and the cords must be reversed where they attach to the tube. The 
vacuum. of an X-ray tube will become higher as it is used. If a heavy 
mode is passed through a tube for too long a time, the vacuum will become 
too low to be used. When the target or anode becomes red, the mode 
should be shut off and the tube allowed to cool. If it is shut off in time 
the vacuum of the tube will increase after the tube cools. | 

The ordinary way of testing the vacuum of a tube is to connect it up 
to the static machine or X-ray coil and see what the greatest length of. 
spark is that you can get to pass between the sliding rods before the mode 
passes through the tube. For ordinary work a spark gap of 2 to 5 inches 
is about right. It is also necessary to consider the general conditions of 
atmosphere, in making a test in this manner, for the reason that, if the 
atmosphere is thoroughly dry the mode may pass between the sliding rods 
much wider than when the atmosphere is moist. 

There are different kinds of regulating devices to raise and lower 
the vacuum of X-ray tubes. In most tubes the tube is connected up so that 
the electrification passes through a small projecting tube or regulator. 
No. 2 on side, which contains chemicals and when the mode passes through 
these chemicals a gas is generated, which lowers the vacuum. In other 
tubes the same result is obtained by connecting the metal cap No. 3 on end 
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tor with metal cap No. 9 on cathode end of tube with a metal 
rod for a second or more. When the tube lights up properly break the 
connection with rod quickly, so vacuum is not reduced too much, The 
yacuum in a plain Xray iube can be lowered by applying heat to glass 
bulb. Vacuum in still another style of tube is lowered by removing the 
cover glass, which protects the platinum tip, and then heat the latter 
with a small alcohol lamp for a few seconds. Do not allow it to get more 
than dark red. Do not switch on the mode until this tube has become 
quite cool again. Although the majority of tubes have special regulating 
attachments, these sometimes fail to bring the tube to the proper degree 
of vacuum, and other methods must be applied. 


When is a tube too high? , 

4 tube too high can be noted when the mode flashes and sputters 
inside the tube or sparks pass outside of tube from cords and then the tube 
lights up for a short time only, instead of throwing a steady ray, anid 
sometimes will not light up at all on account of the great resistance 
offered the mode inside of the tube, then the vacuum must be lowered. 

If, after following instructions, which apply to each tube for using the 
regulating devices, you fail to reduce the vacuum, then connect the tube 
up in the regular way to the static machine or coil and take a small alcohol 
torch or lamp, which will furnish a flame about one inch in diameter. 
Keep this flame in motion under and around the bulb of the tube, being 
sure that the heat is evenly distributed for about three minutes. If the 
tube is connected up properly, you will notice a gradual change in the rays 
‘of the tube (at this moment the lamp should be removed) and the bulb 
of the tube will retain enough heat until the vacuum has been reduced so 
that it shows a steady green or yellow light over the entire front half of 
the bulb. If heated too much the vacuum becomes too low and must be 
raised again before using. Another plan of reducing the vacuum is to put 
the tube in the oven of an ordinary baking stove at the temperature 
required for baking bread. Use a pasteboard box with the bottom re- 
moved, allow the tube to rest on the edge of the box, leave it in the oven 
for about five minutes, then allow it to cool; when tested, if the vacuum is 
still too high, allow it to remain a little longer in the oven next time, and 
so continue until vacuum reduced. 






When is a tube too low? 

A tube too low can be noted by a dull blue or purple light inside the 
tube. Some tubes will show a perfect green ray when connected, but may 
219 





















































~ be too low to see the bones of the hand through the fluoroscope. - In some 
cases the fluoroscope is at fault, the screen may be too old or the box may 
allow light to enter. It should be operated in a dark room. If the vacuum 
of a tube is too low it can be raised by increasing the spark gap on either 
the negative or positive pole, and sometimes works best when the spatk 
gap is increased on both the positive and negative pole. A very low tube © 
must be re-exhausted. If the regulating attachments fail to raise the — 
vacuum of a tube, then reverse the polarity of the mode and allow it to 
pass through the tube in the opposite direction by changing the cord con- 
nections to the opposite ends of the tube. After running the tube this way 
for a period of three to five minutes, then reverse the polarity to the proper 
direction, and you should notice a decided change in the tube; however, 
if the vacuum has not raised when first applied, reverse the polarity again 
and allow it to run a little longer; only a very small amount of mode can 
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BRIER DIRECTIONS -FOR ADJUSTING VACUUM 
Most tubes are high in vacuum. Always test your tube first on the 
A and C terminals, and if the mode will not pass through the tube, or if 
tube will not show satisfactory illumination, reduce the vacuum by using the 


5 ees - 4 : Have your tube connected, ready for use. ‘Then 
be sent through a tube, when the polarity is reversed, otherwise the glass a a Becalator ae pOU OWS ate a Caan: attach” to orepulator end Be Pica 
tube becomes black. Several trials may be necessary before the vacuum 3 a remove wire from cathode en ae $ - oe eee ee 
will raise to a proper degree. The vacuum of a tube can be raised by 3 3 a ie ie Lp ee C ee tube sean and if the 

; . 3 a c in ) 
sending a very heavy mode through the tube for a very short time. The 4 a OE at he coe 
tube ee a in the ee way, and when the anode becomes. 4 a va . not yet correct, repeat lowering ee until proper vacuum 
red turn off the mode and allow the tube to cool. When tested, if the a a I ee ‘ 
vacuum is still too low, repeat in the same way again, but we have never : P 


known these methods to fail when applied to tubes which were not punc- == 2 


(Re 
tured or broken. : 





When is a tube punctured? | 

A punctured tube can be noted by bright sparks jumping from: the 
attachments on the inside of the tube when the mode is turned on. On 
account of not enough mode passing through the tube, sometimes it will] 


make a hissing sound and sparks will light up around the edge of the disk 
on inside of the tube. 











What tube should be used? 4 q SS fil’ A 

When using an X-ray coil, be sure that you have a tube especially ‘ .. | i | iN 
designed for coil work. The general line of tubes are made for use on 4 3 : ys } 
static machines and will not stand the heat which is generated in a tube 4 E THE GERMAN-AMERICAN ae a ee 
when being used with a coil. Tubes with special attachments to prevent q 4 : ae 
heating are made for this purpose, and no tubes should be used when 
anode becomes red or there is danger of burning them out or puncturing 


 them.. Coil tubes should have a heavy anode, but any tube can be used i Lhe operatorcan regulate the vacuum of the tube while he is 


if coil is made so it can be regulated to give small enough mode. — = many feet away from the tube, and thus protect himself. 
280 | | _ 281 


This new electric regulator has many advantages over all other reg- 
ulators. | . ves 








_ ®. When reducing the vacuum there is no spark to frighten the 
patient and cause the skiagraph to be spoiled. Also the danger of the 


spark puncturing the neck of the tube while reducing the vacuum is 


removed. 


8. The regulator is simple, and it does not require an expert to reg- 


ulate the vacuum of the tube. 


4, This regulator will outlast the life of the tube, while the life of | 


~ 


an asbestos regulator is limited, and in time the gases will cease to gen- © 


erate, as the high-tension mode is passing through the asbestos packing. 
5. The mode passing through the regulator is entirely separate from 
the high-tension mode which lights up the tube, and for this reason it 


does not interfere with the rays of the tube in any way and does not cause © 


an inverse mode in the tube, which always interferes with the correct 
timing of the exposure. | | 

6. The inverse mode causes the inside of a tube to become black; 
this shows plainly in an old tube. The regulator will prevent this condi- 
tion. 3 : 

This regulator will change the vacuum of a tube more often, with 
greater convenience, and with less harm than any other regulator, as there 
will be no inverse mode and no gases to fail to generate when the tube 
becomes old. | 


Following is an explanation of the parts of the X-ray tube: 


1. Coil in regulating device. 
Plug of regulator. 
Cap of socket for regulator. 
Cord to lamp plug. 
Plug to lamp socket. 
Glass pocket for regulator. 
_ Bowl of tube. 
Cathode neck, which fits into clamp of tube holder. 
Pump tip. eee : 
Cathode. | 
Cathode cap and negative pole. 
Neck of anode of tube. 
18. Anode or target. 
14. Anode cap and positive pole. 
15. Key to lamp socket to turn mode on and off regulator. 
When ordering one of these tubes with the German-American Reg- 
ulator, you should state the kind of mode you have, giving voltage, and if 
alternating, the number of cycles. 3 
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To connect up the regulator, when the tube is connected up to a static 
“machine or X-ray coil, attach the plug end of the cord to the regulator, 
then screw other end of cord into lamp socket in your office,, so the oper- 
ator at the lamp socket can turn the mode on. or off as it is required to 
ulate the vacuum. When the vacuum of the tube is properly adjusted, 
the plug can be disconnected from the socket. In case the operator does 
not have a commercial mode, a regulator can be furnished that can be 
operated -with a few dry cells connected up special. When no mode is 
specified with the order, the regulator will be-furnished for 110 volts, either 
direct or alternating. S 

Owing to the delicate nature of an X-ray tube, the most important 
point to be remembered is to handle it with the greatest of care at: all 
times. The slightest jar may dislocate the anode or cathode so that the 
tube will not focus the ray properly and the tube would be entirely worthless. 
When a tube is sent from the factory, the vacuum is regulated to about 
medium, unless otherwise specified. 

The weather and temperature have a great deal to do with the con- 
dition of an X-ray tube, and, if possible, it should be kept in a dry room 
at ordinary temperature at all times and as near a uniform temperature as 
possible. The tube must be free from moisture and dirt outside of glass 
when in use. 

Tubes of different vacuum are required for different kinds of work. 
A high tube is used for heavy fluoroscopic work, medium and high tubes 
for radiography or making radiographs, and a low tube for the treatment 


of cancers, tumors, etc. Tubes should not be regulated in the vacuum 


to meet the requirements of all kinds of work, but it is always best to have 
different tubes and in this way the same degree of vacuum may be main- 


' tained in each one at all times, and it will give much longer service. 


To connect the X-ray tube: Anode No. 14 must be connected to the 
‘positive pole of a static machine or X-ray coil. Then the cathode end No. 
11 of the X-ray tube must be connected to the negative side of a static 
machine or X-ray coil. In an X-ray coil, the sliding rod with point is 
positive, and the sliding rod with disc is negative. When the mode is 


_ turned through an X-ray tube, if it makes circles in the lower part of the 


tube and does not light up the upper portions at all, the polarity is wrong 
and the cords must: be reversed where they are attached. The vacuum of 
an X-ray tube will become higher as it is used. If a heavy mode is passed 
through an X-ray tube for too long a time, it causes the anode to heat and 
the vacuum will become too low to be used. When the target or anode 
becomes red, the mode should be shut off and the tube allowed to cool. 
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static machines and will not stand the heat which is generated in a tube. 


at 


creased by moving levers L and L to 1 and 2. When a tube is properly - 
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Lf it is shut off in time, the vacuum of the tube will increase after the tube ; @ when being used with a coil. Tubes with special attachments to prevent ! 
cools. nes E heating are made for this purpose, and no tubes should be used when i) 
| The ordinary way of testing the vacuum of an X-ray tube is to connect _ q anode becomes red or there is danger of burning them out or puncturing 
i it up to the static machine or X-ray coil and see what the greatest length of ; 8 them. | Coil tubes should have a heavy anode, but any tube can be used | 
| spark is that you can get to pass between the sliding rods before the mode a if coil is made so it can be regulated to give small enough mode. | 
| passes through the X-ray tube. For ordinary work a spark gap of 2 to 5 . = | To operate an X-ray tube from igh frequency cous, better results : 
inches is about right. It is also necessary to consider the general con- | will be obtained by Pome e, tube designed for. this kind of a coil. Such : | 
| ditions of atmosphere, in making a test in this manner, for the reason that, ’  & tubes are provided with double cathodes, and connections should be made i 
| | if the atmosphere 1 is thoroughly dry, the mode may pass between the sliding ‘ 4 . from prime conductors of machine to the cathodes, leaving the anode { 
III rod much wider than when the atmosphere is moist. Bf or target cap unconnected. 
| | A Vibe 10. Wao cam be noied when ine aide facie. ad sptitters 4 = Caution. Do not run the mode too long through the regulators and | 
| inside the tube cr spark passes outside of tube from cords, and then the 7 ey 0 te oo etlicar the ee 
| tube lights up for a short time only instead of throwing a steady ray, and 2 | - 
| sometimes will not light up at all on account of the great resistance offered + a HOW TO USE AN X-RAY TUBE WITH A CED ERGREN 
| inside of the tube, then the vacuum must be lowered. : - & POLE CHANGER | 
i To reduce the vacuum of this X-ray tube, turn the mode through the = — (CS : | q 
Hy tube from the static machine or X-ray coil, then turn on the commercial a . Connect the center ball in the fixtures on each side of machine with the ; 
| - mode, either direct or alternating, with key 15, and watch the light con- & 4 sliding rod at 3 and 4, Fig. 9, using the short rubber covered cords. Con- | 
ii || stantly, and the instant the tube lights up with a green illumination as it a | nect the X-ray tube with metal buttons marked 1 and 2, as shown in Fig. 9. 
| : should do, turn the mode off with key 15. In some cases it would require Re 4 The anode end of the tube is positive end. The polarity of the tube never 
My this mode to be turned on one or two seconds, in other cases 10 or 15 = q changes but the polarity of the machine may change. This can-be reversed 3 | 
: ] | seconds, and it should seldom be necessary to turn it longer than 30 es by sliding the rod H. Fig. 9, so the ball 3 will come in contact with ball | 
| seconds. _ = 5, see Fig. 9. Also have a spark gap when using an X-ray tube, unless i 
Hi | A tube too low can be noted by a dull blue or sae light inside the ae 3 the vacuum is very high; in that case connect the tube direct to prime : 
| | | tube. Some tubes will show a perfect green ray when connected, but may a | 
| | be too low to see the bones of the hand through the fluoroscope. In some 7 a : = 
| | | cases the fluoroscope is at fault, the screen may be too old, or the box may r| 2 : | 
Hl allow light to enter. It should be operated in a dark room. If the vacuum ee i 
ia of a tube is too low it can be raised by increasing the spark gap on either re a i 
| | the negative or positive pole, and sometimes works best when the spark oe | 
HW | gap is increased on both the positive and negative pole. A very low tube 4 ) 
must be re-exhausted. : | eS 3 
| | A punctured tube can be noted by bright sparks jumping from the | 
ial attachments on the inside of the tube when the mode is turned on. On eg | 
; account of not enough passing through the tube. sometimes it will make a a q = | 
Hl : ' hissing sound and sparks will light up around the edge of the disk on the a 4 Figure 9. | 
| la : e 7 conductors. If the vacuum of tube is low the spark gap needs to be increased 
Hh | : When ESE X-r gy cou, be Sune that you have a tube especially Ea by moving levers L and L one or more buttons so spark will pass from 1 and i 
| i designed for coil work. The general line of tubes are made for use on me 2 to L and L. If vacuum of tube is high the spark gap needs to be de- | 
| HI | 
: 
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ia : inside of the tube. 
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connected it will be illuminated with a bright green light showing plainly 
in one-half of the tube. If the green ligne flickers in the back of the tube 
and forms circles, the polarity is wrong; the polarity of the mode must be 
reversed with sliding rod H. Fig. 9, ie pole changer. If your tube is too 
high the mode will not pass through the tube but will escape from cords 
and off ends of tips. Sparks will jump between cords and brass balls on 


front of machine. Tube will probably light up at intervals and then give 
put a hissing noise along cords and points of connections and vacuum of ~~ 


tube must be reduced. 
To accomplish this if you have a tube with self-adjusting attachment, 


follow the directions that accompany the tube. If you have a plain tube 
a good plan is to put it in the oven of an ordinary baking stove at the 
temperature required for baking bread. Use a pasteboard box with the 


bottom removed, allow the tube to rest on the edges of the box, leave it in 
the oven for about 5 minutes, then allow it to cool and when tested, if the 


vacuum is still too high, allow it to remain a little longer in the oven next ~ 
{ime. 


Another plan is to heat the tube over an alcohol or gas flame, keeping the : 


tube moving so the heat will not become too intense in any one spot but will 


be distributed evenly over the whole surface. There is no danger of break- 


ing the tube by the heat unless you let it get too hot i in any one spot or let 
a cold draft strike it while warm. 

If the tube is too low, the tube is illuminated with a purple light, which 
indicates the vacuum should be raised, which can be done by increasing 
the spark gap with levers L and L. If tube is still too low, another plan is to 
reverse the mode and run the positive through the negative end of the 
tube. ‘This should be done without any spark gap. Run the tube in this 
manner for a short time, then change back to right position and see if tube 


is raised sufficiently. If not, repeat the operation as before until desired | 


results are obtained. If sparks pass through tube from cathode and strike 
the target, your tube is punctured and no good. 

When your tube is properly illuminated, place the object about one inch 
from the tube and the fluoroscope against the object on the opposite side and 
you get the desired results. As a tube is used the vacuum increases and 
gives better results in deep penetration. 

An X-ray picture is made by placing the X-ray ehotoecannt plate in 
the black. envelope, this to be placed in another envelope and sealed. Notice 
which side of the plate the film is on and have that placed next to the 
object to be radiographed. Then place the object on the envelope and the 
tube about eight inches above the object. Turn on the X-rays and an ex- 
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posure of about a minute or longer, according to intensity of mode will give 
a satisfactory radiograph, ~ 7 

Do not keep plates and the photography paper in the same room as 
static machine as the ray will expose them. Keep fluoroscope in dark, cool 
place. 

To treat cancers and other skin diseases, select a tube that is not too 
high. The patient should be placed in front of tube and from 4 to 8 inches 
from it. All parts of patient should be protected from the rays except the 
part treated. This may be done by making a mask of two or three thick- 
nesses of X-ray tin foil and make a hole in it just large enough for the part 
treated to be exposed. Exposures should be made from 8 to 6 minutes. 


Why use multiple spark gaps? - 

Multiple spark gaps are an advantage, in that the breaking of the 
mode a number of times while the tube is in circuit, imparts a greater 
tension, and also gives it an oscillatory character, which greatly increases 
its generating power. They are usually placed on both sides, with about 
twice as many on the positive as on the negative side. 


What value have ne changers? © 


Pole changers are an advantage, on account of the easy nenipaeen 
of the direction of the mode through the tube, without changing the con- 
nections between the tube and generator. 

A good attachment to have on the static machine is a pole changer, so 
that if the tube is connected and the polarity of the machine should change 
as it will on some of the static machines, then you may reverse the mode 


through the tube, without disconnecting and re-connecting the tube. 


This is also very convenient if the vacuum is too low, and you wish to 
raise it by merely running the mode through the tube backwards. A good 
combination of a pole changer and multiple spark gap combined, and which 
can easily be attached to any make of machine by any one, is shown on 
page 285. 


What is the technique of X-radiography? 


The technique of X-radiography is to bring an energized vacuum tube, 
and object to be radiographed, and a sensitive photographic plate in line, 
so the part to be graphed will be in direct line with the anodal axis of the 


tube. The exposure having been made, the plate is developed as an ordi- ~ 


nary photographic plate. 
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he same time possibly save him trom troublesome complications, and 

id annoyances, due to accidental irritations, or dermatitis, or S0- 
Ae or from suits for malpractice. A careful operator will not 
a ‘kely have any such trouble, especially if he takes the precaution to 
ee he patient of the possible danger, but it is always best to be 
Better to be much too careful than a little too careless. 


at t 
dela 


How do we compare fluoroscopy with radiography? aN 
| : The great difference between fluoroscopy and radiography is in the 
distinctness of the image fixed on the plate, as against the irregular outline 
and dim shadow seen on the screen. The one is for perfect and accurate 
record, while the other is for examinations not requiring much exactitude, 
and often in cases where time is an important factor. — 7 : 


always warn t 
on the safe side. 





What is the radio-activity of a tube? 

The radio-activity of an X-ray tube is dependent upon the source of 
energy which acts, and also on the degree of vacuum within the tube. A - 
tube with a low vacuum will “not generate X-rays of as great penetrative 
powers as will a tube of higher vacuum, and vice-versa. Therefore a soft 
tube should be used for treatments requiring but little penetration, and a 
hard tube employed for the treatment of deeper seated troubles, or when 
you wish to make a radiograph through the thicker parts of the body. 














What is meant by the anodal axis? 


The anodal axis of a tube is that part of a tube which generates the 
strongest rays, or rather that part of the field in which the rays are most 
concentrated, and this axis is a plane exactly at a 45° angle to the plane 

of the anode or target, within the tube. se 

In making either fluoroscopic examinations or taking radiographs this 
anodal axis should be directly over or in line with the part which it is most 
desired to examine or radiograph. : 











f 





Of what value are shields and screens? 


In either fluoroscopic or radiographic work there should be much care 
exercised that you do not expose too much healthy surface to the action of 
the X-rays, therefore it is always advisable and in fact is very essential, 
that the operator have some means of protection for the surrounding parts. 
For this purpose some form of metal shield should be used, which will 
effectually cut off the rays from all but the field, or part which it is wished 
to ray. 2 | 

It is also best for the operator to take precautions for his own safety, 
so that he will not be influenced by the rays. For this purpose a screen 
may be used, behind which he may observe the work he is doing, or he 
‘may wear an apron of some material which is opaque to the rays. These 
precautions will greatly add to the safety and satisfaction of the work, and 
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THE ALLEN X-RAY SHIELD AND TUBE HOLDER 


The cut above shows a good combination of a tube holder and an 
adjustable protecting screen, which may be used in any position. The shield 
is made of aluminum, which is partially opaque to the rays, with a central 
shield made of sheet lead, which is very opaque to the rays. In the lead a hole’ 
may be cut of any desired shape or size, for the purpose of irradiating only 
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a limited area, while the parts in the immediate vicinity are completely 

protected from the more powerful rays, and the parts more remote are 
also protected from the weaker rays by the larger aluminum shield. The 
stand of a shield should be of metal, to act as a “ground” to carry off the 
stray static modes or streamers, which may annoy the patient and cause 
him to move, which would spoil the result if a radiograph was being made. 


MANNER OF ATTACHING X-RAY APPARATUS TO THE 
STATIC MACHINE 


What is the technique of tube connections? 


Disconnect or remove the jars. 

Ascertain the polarity of the machine. : 

Place the X-ray tube holder in the desired position. 

Affix X-ray tube in tube holder, taking care that the anode will be in 
the same relative position as the positive pole of the machine, i. e., if the 
positive pole is indicated on the left hand side. of the machine, then the 
anode of the tube should be on the left, and vice versa. 





Connect the heavy insulated X-ray cords to the prime conductor posts 


and then to the X-ray tube. 

Start the machine with the prime conductors closed and then after the 
desired speed is attained, pull out the prime conductors their full extent, 
when a green light should appear, forming a hemisphere in front of the 


anode. If a number of green rings appear back of the anode, this indicates 


that the polarity of the machine is reversed and that the tube must be dis- 


connected and reversed, or the mode direction reversed by means of the : 


pole changer. 

The X-ray light radiates from the center of the anode outward, there- 
fore focus the point to be examined directly in front of the center of the 
anode and about six to ten inches from it. 

Press the fluoroscope screen close upon the object so as to reduce the 
length of the shadow. 
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X-rays penetrate all ee according: to their density, ea 


~ pone and metal, having greater density than flesh and blood, will be indi- 


cated by a more pronounced shadow. 
The shorter the distance from the source of light the more definite will 
be the shadow indicated on the screell. 











THE TUBE Ue 


ee is the tube holder? . 


The tube holder is a stand arranged to hold the tube while in action. 
A good stand should have a heavy, firm base to insure stability, an arm 
that will admit of various positions by the simplest device possible, and it 
should have a cross bar holding up the conducting cords. 

A tube holder should be made of wood, so as to be as nearly a non- 
conductor as possible. The accompanying cuts show a small tube holder for 


use on a table, and a large tube holder which stands on the floor. 


COMBINED TUBE HOLDER, SPREADER AND POLE-CHANGER 


This shows a combination of a tube holder with a pole-changer, that is 
convenient, and strong, and handsome. It is simple and efficient, and will 
be appreciated by all who work with the X-ray to any extent, especially 
those who use the static machine for generating their rays, as the pole- 
changer device comes in handy when the polarity changes, as it frequently 
does in some types of machines. By means of this holder the position of the 
tube may be reversed, very quickly without changing the tube connections. 
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It also has in the circuit a spark gap on each side which increases the 


effect. 3 


The device is made of wood, is strong and light, and is universally ad- 


-justable so as to be used in any desired position. 




















HOW TO LOCALIZE THE X-RAY 


In treating small growths, especially when near sensitive organs, like 
the eye, it is necessary to localize the area of exposure in some way. This 
may be done by covering the tube with some opaque material like the tube 
shield, shown elsewhere, but which is more often used as a protection to 
the operator. This tube shield has various size openings in it. Another 
method of localizing is to use a metal shield placed between the patient and 
the tube as illustrated in another place by the Allen shield. Another way 
is to cut small holes in pieces of lead or tin foil, lead glass, celluloid, alumi- 
num or leather, with the hole just the size of the growth to be treated. 
‘Another and the best way for such condition as epithelioma is to use a local- 
izer tube, like the one shown on page 293. 3 : 
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This improved localizer tube is a modification of the tube invented by 
Besser of Gehlburg, Germany. Improvement consists in the very smail size 
of the hammer end of the tube, which in this instance is just the size of 
a silver dime. This part which allows the rays to pass through is made 


of quartz glass. All the ‘rest of the tube being made of lead glass, which 


js opaque to the ray. This tube is to be used with a static machine and is 


, low vacuum, and therefore little penetration and is safer than a high 





IMPROVED LOCALIZER TUBE 
FOR TREATING EPITHELIOMATA 


vacuum tube. The hammer end of the-tube is pressed down firmly on the 
erowth and exposures of from five minutes to an hour may be made with 


safety. The average duration of treatment however is from fifteen to twenty — 


minutes daily, or every other day, according to the nature of the case. I 


have never observed any bad effects produced by this tube by prolonged © 


exposures, and usually the results are beneficial, prompt and permanent. 
The handle is long enough to keep the hand of the operator beyond sparking 


-_ distance from the negative terminal, which is less likely to spark than is the 


positive. | | 

The vacuum is easily regulated and lowered simply by removing the 
glass cap from the chemical regulator, disconnecting the negative cord and 
attaching it to the regulator for a few seconds, then replace as before. This 
tube is light, small, strong, long-lived, easily handled, and low priced. 





RADIOGRAPHY 


What are the requirements for X-radiography ? a 
The requirements to successful X-radiography are a good source of 

energy, which must be constant; a good tube, which may not ‘be either 

costly or complicated; a sensitive plate protected from the light; a knowl- 
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edge of the anatomy of the parts to be radiographed, so as to avoid dis- 
tortion of the shadow; a knowledge of the physics and technique of the 
operation ; and sameone who can develop the plate after it is exposed. 

There are many useful accessories which may be used by the X-ray 


operator, all tending more or less to make the work easier, safer and better, | 


but these things may be added as they are needed from time to time, or 
omitted entirely. Good work may be done with very little spp but 
facilities contribute to success. 


What principles and conditions are to be remembered? 


The results of radiograpic work depend on the care with which the 
different apparatus is used; the location and density of the part examined ; 
the state of the vacuum in the tube; the length of the exposure; the stead- 
iness of the mode generated; the angle at which the tube is placed with 
reference to the part; and the development of the plate. As there is no 


perspective or any high lights in a radiograph, nothing but a black and 


_ white shadow, a plate is in no danger of being over developed, but should 
be developed very slowly with a weak developer. | 


= 


What are the facts about radiography? 


The shadowed picture on a photographic plate excels in detail and ac- 
curacy the shadow cast upon the fluoroscopic screen. Successful radiog- 
raphy requires a good exciting apparatus, good tubes, a thorough knowl- 
edge of both, and skill in the management of the photographic plate. Un- 
less one has some knowledge of photography, he had better let the photog- 
rapher develop his negative and finish his prints. 

For radiographs of the head, hips and abdomen the coil is 5: peeicraple 
For all other parts of the body a static machine may be used. ‘The patient 
should be stripped of clothing about the part to be examined to avoid con- 
fusion from shadows of buttons, pins, etc. Splints, jodoform, and plaster 
of Paris dressing should also be removed, though the bony shadows will 
show through them. The recumbent position is best in most examinations, 
because there is less liability of movement during the exposure. Com- 
mon sense and a knowledge of anatomy will direct the operator in posing 
his patient, always remembering that the nearer the part to be radiographed 
is to the film side of the negative the sharper will be the shadow. 

The higher the vacuum of the tube the more penetrating will be the 
rays produced. The degree of penetration will be determined largely by 
the thickness of the part to be radiographed. The bones of the extremities 
yield the brightest shadows to a tube of comparatively low. vacuum; a 
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ane tube will show less contract between bones and soft noes The 
chest requires a medium tube, and the head and pelvis a high one. 

For the purpose of comparison, it is wise to radiograph both extrem- 
ities where only one is abnormal. This plan is imperative where pictures 
are to be introduced as evidence in a court. 

Malignant growths of the bones, also tuberculous bone, show more 
transparent than the surrounding bony tissue. Malignant growths of the 
soft parts cannot be positively diagnosed by the ray. 

The wrist and hand are the easiest parts of the body to diovan 
Exposing from back to front will show most lesions, but a side view can be 
taken if necessary. 

_ The elbow should ce radiographed through the plane of the condyles 
if possible. 

The shoulder may ne taken from front to back, or from back to front. 
Usually the tube should be placed directly over the glenoid cavity, but if 
it is desirable to show the acromion, the tube had better be over the point 
of the shoulder. 

The clavicle is best shown by ae the front of the body aeainct the 
plate and the tube behind the back. 

In the foot the metatarsals and Dees show best in an antero- 
posterior view. nee 

Injuries of the ankle usually require both the antero-posterior and a 
lateral view. Potts fracture is readily diagnosed by a front view. 

The lateral view of the knee joint is most useful, and unless there are 
contra-indications it should be taken in a semi-flexed position. 

The hip-joint is the most difficult subject of all, except in children. 
Best have the patient lie upon the back with thighs adducted. | 
The skull, face and neck show most abnormalities by a lateral view. 

The chest shows best if the exposure does not have to last longer 
than the patient is able to hold his breath. The respiratory movements 
cause some blurring. 

Stones in the kidneys, ureters and gall-bladder can seldom be located 
by a static machine. Use a moderately low tube with a long exposure, and 
if unsuccessful the first time, try again. | 

The distance of the tube from the plate differs in various parts of the 


body. 


Every operator must learn from experience the time necessary for good 
results with his particular equipment. With a static machine of 12 revolving 
plates, 30 inches in diameter, and running at not less than 400 revolutions 
per minute, the following table may prove helpful to the beginner: 
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A. 24 plate static machine requires about as follows: 


Patt Distance Time 
eat eee eee ee es AP eanChes. 6 2 ee ee : 4. minutes 
TOOL Ae ne CE een ty ea Ves INCHES rai ee 4 minutes’ 
Shoulder. 2 22 ae Pocanch 65a Ae ee 10 to 14 minutes: 
Chest. PT ee eke ee aie Jee OST CILES coer es cee 15 to 30 minutes . 
sO ee Oe rig sere ee: Seip Oe TNC MCG es a eran aie ...20 to 35 minutes 


A 16-inch coil with mercury interrupter requires about as follows: 


ARCs es a eee es Oe eas EAC ES es aera ae 5 to 10 seconds 
POOt. cee eee eS ee TEC CS. sees ee 10 to 15 seconds 
Shoulder. =. 225-5: tre Telos inches. ke 45 to 60 seconds 
Cheshire hee eae eee TOMNCHeS 5 ee Oe 45 to 60 seconds 
Pipi. oe, Ei one, ek ee COPINCHES, 802 a re ee a Os cee 


| The same coil working on an electrolytic interrupter will do this work 
in about one-fourth the time above specified. 


Of what value are intensifiers? 

Intensifying screens are for the purpose of lessening the time of expo- 
sure. They consist of sheets of celluloid coated with some fluorescing sub- 
stance, usually barium platino-cyanide, or calcium tungstate. One of these 
placed in contact with the film side of the negative to be exposed reduces 
the time of exposure to about one-fourth that ordinarily required. 


XRAY PLATES 

What X-ray plates are best? 

Any rapid photographic plate will answer. Some manufacturers make 
a special double emulsion coating for this purpose. They come packed six 
in a box, and accompanying them are envelopes for each negative. The 
plates should be kept in a dry, dark room, and unless solid or plastered 
walls intervene between the machine and the dark room, they should be 
kept in a box lined throughout with lead. When ready to make radio- 


graph close dark room, take plate from the box and place, film side up, in ~ 


the black envelope and this in turn in the pink envelope. The film side 
of the negative should always be in contact with the smooth side of the 
envelope. Place the negative on the table, film side up. If the table is 
padded, a board must be placed under the plate to prevent breakage. If 
the weather is hot and patient is sweaty, lay a piece of blotting paper over 
the outer envelope. See that your apparatus is in perfect order. Place 
your patient in the best possible position to bring out the abnormality 
looked for. 
296 











For the development of plates, see the literature accompanying same. 


Ae 1S much to be termed which cannot be taught, but which will 
come to you as you go along, as the result of your own observations and 


experiments. 


—— 





JHE PROPER APPARATUS FOR PRACTICAL RADIOGRAPHY 


The volume imode is limited to the total area of inductive surface and 
therefore a static machine with 24 plates delivers a larger volume of mode 
than one with, say 4 plates. ; 

Insufficiency of mode volume, is what causes weak definition and poor 
contrast to show in an X-ray tube. Dr. Rollins of Boston built a large 
static machine with 16 plates, 6 feet in diameter, and with this monster he 
got splendid results in fluoroscopy but little is said about radiography. 
The static machine being insufficient, we have to turn our attention to 
other more efficient apparatus, capable of supplying the needed energy to 
light up an X-ray tube with the proper volume of mode at the proper ten- 
sion. This apparatus must be capable of furnishing a uni-directional mode 
of from 1 to 30 milliamperes at a voltage of from 60 thousand to 500 
thousand volts. , 

We turn at once to a so-called static transformer with open core, 
called induction coil. By sending a momentary mode through the coil, 


_ which we will call the primary, 4a meter in the secondary circuit will be 


deflected slightly in one direction when the primary circuit is closed, and 
vigorously in the other direction when the primary circuit is opened. By 
introducing a soft iron core within the primary winding, the deflection be- 
comes much more marked during the closing and opening of the primary 
circuit. By increasing the secondary turns over the primary, we find that 


the tension or electro-motive force called the E. M. FE. increases in direct 


ratio as the number of turns increases in the Condy. For instance, if 
there are ten turns in the primary and 100 turns in the secondary, the ratio 
will be 1 to 10. If an interrupted or alternating mode of 10 volts pressure 
is sent through the primary, a pressure of 100 volts will be indicated at 
the terminals of the secondary. 


The cut on page 298 shows a form of high tension X-ray induction 


coil mounted in a handsome cabinet, with volt and ammeter, controller, mul- 
tiple spark gaps and with an electrolytic interrupter, for use with the alter- 


nated street mode. This is one of the best coils for this purpose, and will do — 


almost instantaneous radiographic work. 
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q | 
4 INTFERRUPSERS | 
4 What are the three kinds of interrupters? 
a There are three kinds of interrupters used in connection with coils for 
| the generation of modes for energizing X-ray tubes, viz: Mercury jet 
3 turbine, rotary break, and the electrolytic. Of these the last named is the 
q more preferable, as being most noiseless, economical and convenient. 
‘ 
Fs p | 
# i ys 
: : 
’ : 
ee ii 
: 
oF 
a ' 
OR ) 
a a ONE TO FIVE POINT ELECTROLYTIC INTERRUPTER 
a The electrolytic type of interrupter was the first to be used and while 
OE much time, labor and expense have been expended in devising other forms 
hi of interrupters, still the original is the favorite, because it is the simplest 
i: and easiest and cheapest to operate. A single point interrupter will do 
for ordinary work, but by exposing two or more points, the interruptions 
a: - = | will be faster, and the bubbles of gas will form and explode at shorter — 
eee ee | 3 intervals, and the resulting service more even and efficient. This one is prac- 
X-ray Induction Coil, with electrolytic interrupter. aE tically three times the size of others, although it occupies no more space 


than the single cell, and it will not heat when in operation. The dial shown 
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in the cut is the same one shown on the marble plate of the complete X- -ray 
apparatus shown on page 298, and is used to lower or raise the platinum 
contact rods in the electrolyte solution, either together or separately as 


desired by the operator. 


5 <— NEGATIVE 





K-K Inverted Interrupter. 


The inverted interrupter shown here, is a new departure from the old 
plan, in that it is the old style Wehnelt interrupter turned upside down, 
so as to get more even interruptions, as the bubbles rise through the liquid. 
Actual test by a number of operators has proven the usefulness of the 
improvement. | : 
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This diagram shows how the apparatus is connected in series, and the 
simplicity of the arrangement of the various parts. 


The following points of merit will appeal to all: | 

The inverted type gives a uniform flow because the hydrogen bubbles 
pass naturally upward from the point “A.” 

It does not stick or intermit, as the platinum stem “F” is smaller than 
its exposed tip “A” and cannot pass enough amperage to overheat it. 





fog 


The interuptions are sharp and complete as the platinum rod “F” i 
burnt into the poteelan plug “B,” so that the tip “A” only is epee i to 


the fluid. : . 


A Tie porcelain eBBe Steet burrow farinel shape as the platinum Sine 3 


der protects its thin edge at “A.” 
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The platinum point “A” will not wear away rapidly as it does not 
soften by excessive heat. 7 

The spark plugs are but two inches long and are as easily changed 
as a gas engine plug. | | 

The cut glass globe is one half inch thick, very transparent and is 
most interesting and instructive to see the electro-chemic action geoing on 
when in operation. — | 


The negative element is well insulated so that the juice does not. 


flow on the fluid surface. 


The poles are wide apart, thus preventing leakage and short cir-. 


cuiting. | 

The container is safe from breakage, as the soft rubber washers “CC” 
and “DD”, press firmly against the sides of the glass and are locked in 
that position by the threaded hard rubber nut “EE.” 

It requires no cover, water jacket or cooling device, cleaning or other 
attention, and is ornamental as well as useful. | 

It may be placed in any coil stand or cabinet, or hidden away in any 
closet, loft garage or out of the way place, as desired, each electrode being 
connected by the five switches in your X-ray room by means of copper 


wires. It is made with five points only and measures 12x 12x14 inches 
high. : 


OPAQUE X-RAY PROOF GLOVES AND GOWN 
What protection is advisable? | 


For the protection of the operator against the cumulative action of 
the X-rays, it is always advisable that he should wear the flexible opaque, 
X-ray proof gloves and gown or apron shown here. These precautions 
will prevent dangerous complications, that may be accidental, but never- 
theless distressing if not fatal. They will lessen or prevent the dermatitis, 
depilation or sterility, that may follow repeated exposures to the action of 
the X-ray. ies ask 


X-RAY GLOVES AND APRONS 


X-ray gloves, for preventing burns. 
Always order size larger than worn. 
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These show a movable shield or screen made of sheet lead with a 
lead glass observation window, behind and through which the operator 
may stand, and observe the working of the tube, and if he must approach 
the tube when in use he may be protected by the gown and gloves. 












































Safety Fluoroscope. Never use a 
wooden fluoroscope box. The best 
operators in this’ country use a steel 
safety fluoroscope trimmed with enam- 
eled leather: and fur. Has © safety 
shutter for protecting the eyes, beard, 
ete: 








































































































































































: X-ray Shield. For pro- 
tecting the operator and 
patient. Made of a com- 
position that isimpervious : 
to the rays, also a non- 
conductor so theré is no 
danger of a spark or punc- 
ture. 3 caps from 1 to 3 
inches sent with each 5 
shield, making 4 different ; & a ee Srl names. 
size openings, also good. = hy MN A) [ 
for making pictures as . = : ml 
they cut off all secondary :- i Fi 
tays, thus improving the . 2 
definition. . = 
| ; CEDERGREN X-RAY TREATMENT, OPERATING AND AUTO-CONDEN- | 
1 ; 2 SATION TABLE — ie 
|| ES 
: 2 
| 4 = 
| é 4 is See a= = 
a 3 Bal 
|) 2 ‘s 
| r | fet | 
| me 3 A perfect combination, with tube holder, 
| 2 a 3 screen, compression diaphragms of various 
| eee Site a sizes, X-ray tube may be placed above, be- 
Hi | The tube may be surrounded by a lead glass shield as shown here, 2 low, in front or behind or on either side 
| . 7 : pies | Sie: a ‘ of patient, with stirrups, sliding slat and E 
| which effectually stops the ray from any direction except through the ~ . reed bed. Gives absolutely every position 
| . window at the bottom. l — or angle. Either end can be raised or 
| | ieee : ce 4 lowered. Mounted on 10 inch glass legs. 
ik : | | 304 : : _ 
| | - = : toa jo : 20 305 




























































































SELF-BALANCING COMPRESSION DIAPHRAGM 


We show here a _ self-balancing 
X-ray camera and compression dia- 
phragm. It limits the field of ex- 
posure and is useful for localizing in 
_ X-ray work. ‘The active tube is in- 


various . size opaque compression 
tubes that can be attached. ‘This ap- 
"=. paratus can -be used in any desired 
oe position with™ the tube either above 
or below. the object to be radio- 








--as to be easily lowered. or raised and 
~ may be locked in any position. 

This device-cuts off all of the tan- 
gential rays which have a tendency 
- to blur the image, and also fixes the 














by compression, it will lessen the dis- 
tance between the tube and the plate, 
which is important when radiograph- 
ing thick parts. It also produces a 
partial anzmia, which makes the 
shadow clearer. This device is espe- 


Ren 2 Sgeegery 
la 








es 


renal and biliary caleuli, which are 
FO the hardest things to radiograph. 
, eee Das i This. device supports’ the tube at 
both ends, and has an adjustable arm reaching over thirty inches from the 
standard, so that it can be used with any table. Ualsos 2 ee 
has an adjustable table for resting the arm, foot or head, 
as shown in the cut. It stands seventy-two inches high, 
weight 160 pounds, mounted on ball-bearing casters. 
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“HANDY RUBY OR ORANGE LIGHT 

This “shows a convenient portable ruby or 
orange light for use in the dark room for develop- 
ing the X-ray plates safely. It is so arranged 
that various degrees of light may be used or it 
may be quickly turned off entirely. It is simply 
attached to any lamp socket. | 
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closed in a lead glass screen with 


a graphed, and is. so. evenly balanced 


object so that it will not move, and, « 


cially useful in radiographing for. 








SAND GLASS TIMER 


By means of this old fashioned sand glass, the time of 
exposure or the length of treatments may be accurately | 
measured, or the time of development of plates gauged, with- 
out referring to the watch or clock. It is specially useful 
in the dark room, as it may be placed in front of the ruby 
lamp, and seen when both hands may be soiled and busy, or [|] (= 
it may be placed on the X-ray coil, and watched while the @lgNs 
exposure is being made. : - 








Diagnostic Box. For the correct interpretation and diagnosis of radio- 
graph, especially where organs are involved which do not offer much con- 
trast. t . . 


This diagnostic box or negative examiner is admirably adapted for 


the close study of the details of the radiographic plates. Various sized 


sash will accommodate the different sizes of plates. It is to be used 
‘na dark room with a bright light behind the negative. Thus only 


the shadow is shown, sharply in silhouette, by the light projected from — 


a dead white background to a ground glass field behitid the radiographic 
plate. This gives a sharp contrast, and protects the sensitive film from 
the radiated heat, in a long exarsination. It takes in all plates, from 5x 7 


‘to 14x17, either perpendicularly or horizontally. ‘Some plates have to 


be shown to the patient or his friends,’or in court, and this is a most 
excellent way to show them to best advantage. The details of a plate are 
often lost when printed and mounted on a card. Complete with rheostat 
controller, cord and plug. 
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Bes 2 This shows a new form of fixing and washing bath, as well as a 
X-RAY. PLATE ‘TITURBAEOR a | drying rack. After the plates are developed they may be placed in this 
= 3 ._ os rack and bath for fixing, or it may be used as a washer. The plates are 
held vertically, and the water plays gently on them from below, thus — 
preventing the deposition of chemicals, specks, spots, and keeps them 
from peeling, or wrinkling. After they are thoroughly washed, the hold- 
ing rack is simply lifted from the tray and the plates may be dried without 
handling, thus insuring the films from damage from handling, as they 
need not be touched. 











TUBE HOLDER RACK 








This shows a simple device by which the X-ray plates while in the 
process of slow development after exposure, may be slowly rocked, by 
means of a small electric motor attached, thus saving the time of the 
operator, and insuring the even development of the plate. 

















_ X-RAY PLATE. FIXING BATH AND DRYING RACK 


This shows a simple and safe rack for holding a number of tubes. 
It is screwed to the wall or in the wall case, and keeps the tubes from 
knocking together, and from accident, and they are always within easy 
and oe reach when needed. 
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- MAGNETIZATION 


~ 


What is magnetism and magnetization? : 
Magnetism is a condition so closely allied to the condition of elec- 
tricity as to be inseparable, and the phenomena of manifestation of both 
conditions are very similar, and in some ways follow the same laws. 
The force manifestation of the condition of electricity is known as 
electrification. » 
The force manifestation of the condition of magnetism is known as 
magnetization. | 





What are magnets? 

There are two kinds of magnets, viz: The natural magnet, which is 
known as the lodestone, found free in nature, and the artificial magnets, in 
which the peculiar properties of magnetization are artificially induced. 

Further there are two kinds of artificial magnets, WAZ 

Temporary magnets, which are made of soft iron, and which acquire 


magnetic properties very readily, and then lose them as readily as acquired, 


and the permanent magnets, which are made of hardened or cast steel, 


and which cannot be so highly magnetized as the soft iron, but which — 


retain, magnetization more of less permanently. 


—— 


State the properties of magnets. 

The presence or existence of the magnetic condition in any object is 
shown by the following phenomena: 

1. By its power of attracting iron filings, needles, etc. 

2. By its attracting or repelling other magnets. 


3. By arranging itself, when freely stispended, so as to parallel the 


polar axis of the earth. 
4. By its power to impart its own magnetic properties to iron or steel, 
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What is electro-magnetic induction? 


We have shown the zones of influence surrounding a primary live 
wire, and constituting the electric field. If this wire is passed around a 
magnetic core the strength of the field is increased, and constitutes an 
electro-magnetic field. ; | 

If a copper wire is immersed in the electro-magnetic field or zone and 
the free ends connected to a meter, there will be registered a secondary 
mode. strength. ; | xe Ane 

This secondary mode is generated in the secondary wire or coil by 
electro-magnetic induction. 3 


LAWS OF MAGNETIZATION 


What are the laws of magnetization? 


A unit magnetic pole is that which at a unit distance from an equal 
similar pole will repel it with unit force, and with this definition the laws 
of magnetization may be stated thus: . | : 

1. Magnetization cannot be insulated. : 

2. Like poles repel, and unlike poles attract. ee 3 
3. Attraction and repulsion is proportional to the strength of the 
poles. | Sue ee 
4, Attraction and repulsion is inversely proportional to thé square of 
the distance between the poles. 3 : | eae 2: S 

5. .The strength of the magnetic field at any point is the force with 
which the field would act on a positive unit magnetic pole at that point. | 

6. The lines of magnetic force follow the direction, at every point, of 
the lines corresponding to the direction of the prime magnetic potential. 

The usual insulators or dielectrics, controlling electrification, have no 
effect upon magnetic induction, which will exert its influence right through 
wood, paper, glass, air, etc., just as if the generator was in actual contact, 


and this force acts across vacuum, water and all known substances, except 


across a network of iron or other magnetic material, but these are not in- 
sulators, but conductors, so that magnetization has one property which is 
distinctively its own, in that it cannot be insulated. pia 

This property makes it especially valuable in therapeutics, on account 
of its easy application and its great power of penetration. 


What is understood by stress? 


: When a body is immersed in a magnetic field, it is placed in a state of 
stress, which has a profound effect on the tissues within, and the results of 
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such stress are very apparent to the close student and observer of the 


phenomena. This stress will disturb the existing state, and the extent of 
the disturbance will depend on the nature and strength of the magnetic 
stress operating within the field, and primarily on the inducing mode.. 


A constant uni-directional mode will induce a strain with a fixed 
tension and pressure. A constant mode, but with a variable: potential, 


will induce a strain with a pulsatory or intermittent tension. A uni-di- 
rectional mode, but interrupted in character, will induce a strain of a 
_ wave-like or undulatory nature, with a consequent rise and fall of pressure. 
An alternated mode will induce a strain of a changeable polarity with an 
oscillatory tension, the frequency corresponding to the periodicity of the 
alternations, and the strength varying with the rate of the mode reversal. 


What effect has stress on living organism? 


There is necessarily a wide difference of potential between the 
extremes of the two polarities with each reversal, which may be likened 
to the distance from the top of the crest of a wave to the bottom of the 
next trough of the wave, and we have found that the most apparent 
physiological response to the magnetic stress in the living organism fol- 
lows the employment of the sudden and wide difference of potential. 

Variations of stress produce a liberation of corpuscular magnets 
from abnormal relations, and permits of a rearrangement in their normal 
relations, thus restoring normal conditions, and equilibrium and magneto- 
= tonus,..0rF -health: 


' What is magneto-tonus ? 


Magneto-tonus is a state or condition of normal magnetic equilibrium, 
existing in a healthy body or part. 


What are the physiologic effects of magnetization? 


Magnetization stimulates tissue metabolism, increases oxidation, and 
raises temperature, the execretion of urea is assisted, elimination and 
assimilation are quickened. Nutrition and growth are aided. If carried to 
excess, over stimulation causes deleterious results, and there is loss of 
weight. : 


SS 


What is the Bennett magnetone? 


The magnetone is strictly an original invention, as I never saw or 
heard of anything like it, and so far, no one who has seen it, has ever 
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seen or heard of anything like it. If there be any such it has not been 


_ published, as the writer has obtained nearly every book relating to the 


science of electro-therapeutics, and also many publications of an electrical 
nature, along physical and commercial lines without so far meeting with 
any suggesticn leading toward the construction of such a machine or 
instrument. | 

Therefore I take a great ae as well as pride, in being able to 
place before the medical profession at large, and the guild of electro-thera- 
peutists in particular, something which is unique, new and original, and at 
the same time to be able to state with the positive assurance of experience, 
just what effects it will produce in certain cases. 

In casting about for a distinctive name for this apparatus, knowing 
the action of magnetization upon the organism in restoring the disturbed 
equilibrium to its normal magneto-tonus, and also having proved to his 
entire satisfaction that this invention came as near deine it as anything 
known could do, the inventor decided to call his apparatus a MAGNE- 
TONE, and as such ‘it will be spoken of hereafter, to distinguish it from 
all other electro-magnetic appliances. | 

The series of experiments and failures, the discouragements, exas- 


perations, expenses, study and labor which preceded the successful com- 


pletion of the magnetones, are not of interest, except as proof of the old 
adage, that “There is no excellence without great labor,’ and to call to 
your minds the motto: “Per aspera ad astra.” 

Before going on to state the results of the therapeutic applications, I 
will give a brief description of the method of its eross construction, omit- 
ting only, for business reasons, the secret of the cores and method of wind- 
ing, which make it distinctive and will surely prevent successful imita- 
tion, by unscrupulous Sipe taco who nright-offer you something “just 
as good.” You know how it is with your prescriptions. 

The magnetone consists of a great length of insulated magnet wire 
wound on a heavy pasteboard drum, and surrounded on the outside by a 
tubular battery of compound electro-magnets, the whole apparatus being 
saturated with an insulating material, and then tightly bound together 
with a layer of heavy express twine, longitudinally inside and out, and 
again tightly wrapped outside of all with manila postoffice twine, which 
wrappings are also thoroughly saturated with insulation. 


The cut shows a BENNETT MAGNETONE, roughly in outline. 
both in longitudinal and cross section. 
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“SECTIONS~ WIRES 
MAGNE T ONE 

In the above drawing the heavy black lines on the outside in the long 
section at the left represents two of the compound magnetic cores. | 
| These are also indicated in the cross section at the right by the circle 
of small rings outside. 

In the left hand cut the several rows of dots inside the cores represent 
the cross sections of the different layers of magnet wire wound round 
inside the cores. : 
| These are also indicated in the right hand cut by several circular lines 
in long section, wound inside the circle of the cores. 2 

As stated before, if the coil is energized with an alternated dynamic 
mode, the magnetic field will assume the nature of a vortex. This is 
especially marked in the magnetone. I get the best results when using 





the alternated commercial lighting mode of 110 volts and 60 cycles, and. 


the wires and cores are so evenly balanced that there is nearly complete 
mutual saturation, both of electrification and magnetization, so that I get 
the most energy from the mode with the least loss of potential, and the 
minimum amount of heating of the wire. 

The direction of the arrows in the lett hand cut indicates the vortical 
nature of the magnetization, from the ends inward toward the center, and 
this force is manifest to the extent that a heavy iron rod or gas pipe will 
be sucked into the magnetone from either end toward the middle. Another 
iron rod may be introduced, and the first one will cling to it, so that it 
cannot be easily shaken off, even with considerable effort. It will follow 
second out to the end of the tube, and will then be sticked back again into 
the maelstrom of magnetic induction. | 

In the cross section at the right, the circularly pointed arrows pointing 
in both directions indicate the alternating character of the parallel field of 
electrification surrounding the coils of wire. This partakes of the nature 


of an alternating eddy mode, the direction of the eddy being reversed or 


rotated with every alternation of the primary mode. 
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| Thus we will at once see that when we unite these two effects, namel 
the eddy mode, or field of rapidly alternated electrification with the : : 
mode or field of rapidly alternated magnetization, we have two oe e 
working at right angles, and as neither can be insulated, they must ae 
trate and thoroughly saturate anything immersed in the field. oe 
If there is anything at all in the theory of the Gor aecale magnets i 
is ae then this shaking up will surely set them all at ie. i 
oe em © un es wonted positions, which correspond to the nor- 
i There is usually no sensation. whatever experienced by. the operator 
patient when the part is immersed in the magnetone that is, in a eee 
subject, and in the diseased subject, the only feeling they aporesets is th : 
of “the pain going away,” which is the invariable result. : : 
; I tried nearly every size of wire, and many sorts of cores, among th 
solid and laminated, round, flat, solid sheet, and twisted “cable * With 
some wire and cores the wire would heat and deliver io inde. With 
others the cores would not be saturated, and would dampen the mod 
Others would choke, and some would buzz like a saw mill, Others Ww id 
burn out and short circuit, but the end crowned the one | a 
No effect whatever, either physical or therapeutic is manifest outsid 
the coil. It is all inside where it may be utilized. ‘ | = 
The effects are most marked nearest to the sides. 
_ The first magnetone was completed in April, 1902, which one was f 
the arm and hand. ‘The other two, one for the leg and foot, and the fe | 
for the head and neck, were completed soon after, so that all three ae 
been in constant and active service for a number of years, so that the ae 


are well proven and the results have stood th ‘ 
eh oe ne e ordeal of all things, namely 


Vv 


At first all treatments were gi iri : 

ee eee mies entirely empirically, as there was no 
Suffice it to say that everything was fish that came to my net, and 

everything possible was put into one or the other of these hee os 
' Pain is the most universally common symptom complained a and th 
results in all forms of painful conditions are simply marvelous tes a 
to give prompt relief in nearly every case. I have found out a eee 
pains are permanently relieved, constituting cures, while othe ae 
only temporarily benefited. : : Ce 
All of the indirect pains are alleviated, some quickly, some slowl b t 

all only more of less temporarily, some of them only while in a ¥ 
Of course in these forms the causes operating to produce the pain ee 
still operating, and the same cause would later produce the ee a 
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so that it is folly to try to cure a pain, due to a torpid liver or an abused 
stomach, or a diseased uterus, or a carious tooth, till the prime cause is 
attended to. 3 

But those pains which are not purely indirect, but which are due t 
functional derangement, are very quickly and invariably entirely cured in 
but a few treatments. 
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Without going into details of reports of cases, will say that the magne- 
tone has for me cured the painful conditions resulting from rheumatism, 
articular, muscular, arthritic, gouty; neuralgia, neuritis, neurosis; old and 
new fractures, sprains, bruises and cuts; various head pains of doubtful 
origin, cerebral, anemia and hyperemia, insomnia and other neurasthenic 
symptoms; pain from eye strain, relieving intra-ocular tension; defective 
circulation in the extremities. In these and many other conditions it was 
used alone, and in many more it was used in connection with other 
indicated treatments. 

My colleague, Professor J. M. Longcoy, has also had free access to 
the magnetones with instructions to apply them whenever any opportunity 
offered in his large practice, and he has availed himself of the permission 
in many instances, with uniformly favorable results, especially so in one 
bad case of synovitis of the knee, which got well without an operation, 
which had been advised, and no bad results followed. Other acute, inflam- 
matory conditions have been allayed by the magnetones. | 

The cuts show the two magnetones, for the head at the left, and 
for the arm at the right. The one for the leg is similar to the one for the 
arm, but larger in diameter. Both of these are round, while the one for 
the head is oval, measuring about 7x9 inches inside. The head ring ts 
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four inchesg wide and two inches thick, contains a quarter of a mile of 
wire, and qhe hundred and ten simple magnet cores, the whole with the 
hangers weighing just twenty pounds, and is to be suspended over a chair. 


The magnetone for the leg is nine inches in diameter inside, an inch 
and a half thick, and is eighteen inches long, contains a-half mile of wire, 
and seventy simple and compound magnet cores, and rests on a revolving 
piano stool. — : | 

The magnetone for the arm is six inches in diameter inside, is an inch 
and a half thick, and eighteen inches long, and contains a third of a mile of 
wire, and fifty-five compound steel magnet cores, and rests in a wooden 


cradle made to fit it, so as to be easily placed on a table, for convenience of 


application. 
When this arm magnetone is energized with the 110 volt, 60 cycle 


mode, and a piece of common black iron gas pipe eighteen inches long is 


held within the tube, there is a distinct vibratory thrill felt in the hand, 
and there is a strong pull exerted upon the pipe, tending to suck ‘it into 
the tube. If this pipe is let lie in the bottom of the tube, and large nails, 
keys, etc., placed in contact with the protruding end, they will be suspended 
and emit a loud buzzing sound, due to the fact of hysteresis going on 
in the pipe, for with every alternation of the mode, the pipe drops and 
picks up again before they get away from it, the nails or keys, at the rate 
of 7,200 times a minute. | 
_ If the pipe is allowed to remain for thirty seconds, it will be too hot 
in the middle to be held in the bare hand, and if filled with water, will 
raise the water to boiling point in a short time, due to the radiated heat 
the pipe, no doubt. | eee | 

If the magnetones are used continuously for an hour, there will be a 
slight warmth developed, on account of the resistance of the wire to the 
mode in a short circuit. 

My explanation of the heating of the pipe, is that the iron being elastic 
and soft, allows the particles of iron in it to vibrate, and knock together, 
and it is due to this pounding together that the heat is generated, the same 
as heat is generated by pounding on iron with a hammer. 

If the pipe is held in the hand while in the tube, a distinct hum is emit- 
ted from the open end of the pipe. 

A steel rod held in the same way will not hum, nor will it heat as 
quickly, on account of the difference in elasticity, and the stronger cohesion 
of the steel particles. | 


The body magnetone is eighteen inches in diameter inside, is two 
inches and a half thick, and is eighteen inches long, contains a mile and 
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a half of wire and two hundred and ten simple and compound magnet 
cores, and is so arranged as to surround any part of the trunk. 

The effects produced and the results obtained by the therapeutic use 
of these magnetones are wonderful, and if used for the symptomatic relief 
of pain alone, they are certainly a wonderful boon to the world. I have 
tried to be very explicit and full in my description of them, and the 
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explanation of their operation, so as to answer in advance a flood of ques- 
tions which are sure to follow the announcement of something new, which 


is good, as I and many others, personal course students, visitors, friends, 


patients and bores, will testify from years of observation, experiment and 
experience. 

The exclusive right to manufacture and sell the Bennett magnetones 
has been reserved by the inventor, who has proven himself your friend, and 
he can and will make them properly, and will sell them to you cheaper 
than you could make them. This is his business. He will willingly give 
you all information concerning them, of a commercial nature. Don’t try 
to make them yourself, for three reasons. You don’t know how. You 
havewt the tyme, and you cannot afford it. They are hard to make and ex- 
pensive when made singly, as pe been found by bitter eXDEESn ee 

‘Here are a few “Don’ts:’ 

Don’t try to use a cell battery mode. 
Don’t try to use a transformed direct mode. 

Don’t use them on any but the 110 volt, 60 cycle, alternated mode. 
Don’t touch the two binding posts; they are alive. : 

Don’t fail to have a safety fuse block in series. 

Don’t use the common lamp snap switch. Use a “Sule switch. 
Don’t expect to cure everything. 

Dont. forget these seven - DON 1s.” 
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MAGNETIC WAVE GENERATORS © 
Physiologic and Therapeutic Effects. 


What are the Bachelet magnetic wave generators? 





Listening to the action of magnetization by theans of the ‘microphone. Large outfit 


for- street circuit. 


Miaenctization iS thie. Soldesk and least understood and possibly the 


most valuable form of electrification. 

We have discussed the’ magnetization & the blood ee tissues of the 
body. The experiments of such eminent authorities, scientists, and physi- 
cists as Von Reichenbach and Cohn, of Berlin, and our own Atkins, of 
San Francisco, and Bachelet, of New York, have shown the fact that there 
exists within the human tissues the power of generation of a mode of 
electrification, to such an extent as to be registered by a meter. Bachelet 
made experiments on lower animals, by means of insulated needles, under 
anesthesia, and Atkins corroborated the same with electrodes, introduced 
into the lungs of sheep, that there was a mode of electrification set up 
with each respiration, which would be shown by a meter attached to the 
wires from the electrodes used. 3 
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Bachelet experimented with nearly every organ of the body, and found 
that the greatest potential was generated in the lungs, probably on account 
of the excess of oxygen there, which, as we have shown, is very magnetic. 


He also showed that no matter how long or how strong a mode of 


electrification was passed through the body, there was none of the energy 
held or stored, as it were. Consequently there was no increase of electric 
potential recorded by a meter. On the other hand, Bachelet has shown 





The small magnetic wave apparatus energized by cells. | 
aenetic field, for 


variable length of time, and then tested for the electric potential, it was 
shown to be augmented very much, the degree of augmentation being 
proportionate to the length of time and the streneth of magnetic bath. 
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that when a living organism was immersed in a m 
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This fact undoubtedly goes far to prove the fact of the power of mag- 
netization of the blood just the same as the magnetization of a bar of iron, 


which will retain the charge. 


The results of the experiments and investigations of Bachelet, extend- 
ing over a period of fourteen years, are summarized by him as follows: 

I, That by no means which I could use or invent, could I, using the. 
electric mode, increase the electrical potential of a living body. | 


%. hat by placing a living. body in a magnetic field, and permeating 
it with magnetic lines of force to the maximum of exposure, I could raise 
its electric potential as high as thirty-three per cent 


3. ‘That the energy thus imparted to the living body did not iepart 
from it, but transformed into vital energy, and was absorbed by and ex- 
pended in the conduct of the vital processes.- 

4. That according to the average established by the series of experi- 
ments, the electrical potential of the living body, twenty-four hours after 
the treatment, showed an ae meniaiOn above the normal of twenty- -five 
per cent. 2 

De hat this atigmentation, forty- een hours after treatment, remain- 
ed on the average, at nineteen Mer. Cent. 

6. That upon the average, it was seventy-two hours before the stored 
energy was oe absorbed and converted, ne the pee returned to its 
normal potential. 

These records correspond approximately to the periods during which 
the magnetized oxygen in the blood retained its identity. 

The importance of these records can hardly be estimated, and the 
great value of this form of treatment is apparent to the most casual 
observer and student. | 

The first invention of Bachelet along the line of magnetic waves, or 


lines of force, generators, was a clumsy six hundred pound affair, but the 
perfected instrument weighs but a few pounds, and is easily handled. 


The perfected generator outfits are in two forms. A complete one 
in the photograph on page 319, shows the man standing between the — 


generators, holding the detector between the two larger with the micro- Bas 


phone to his ear. The large generators are 9 inches square and two . 
‘ifiches thick, while the smaller pair are five inches square and one and a 
half inches thick. Both pair may be used together, or one pair separately, - 
and all are attached to a switch board with a regulating rheostat and 
fuses. They are ready to be used when connected to the ordinary lamp 
socket on the A. C. circuit. If the D. C. only is available, a rotary con-_ 
vertor must be used to change the direct to the alternate mode. 
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The smaller outfit shown in the photograph on page 320 is on ie 
same principle, but with smaller and round generators energized by ce S, 
and is portable. In both photographs the field of magnetic influence 1s 


indicated by the white arrows. 
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The accompanying cut shows the two magnetic wave generators, con- 
nected to the source of electrification, and so placed and supported, that 
the chair, in which the patient sits, is directly within the most active field 
of influence, as is indicated by the straight lines of force, while the 
weaker field is represented by the curved lines of force. Phere 1° no 
appreciable sensation experienced by the person in the field, but that there 
is an influence being exerted, is demonstrated clinically by the cessation 

of the pain, and the prompt relief given. It may be more clearly demon- 


strated by mearis of a third one, held in the hand of the operator, to wil 
is attached a microphone, similar to a telephone receiver, which the opera- 
tor holds to his ear. This way the vibrations of the generators may be 
heard. In a recent test made in the laboratory of the National College 
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of Electro-Therapeutics, the waves were distinctly heard at a distance of 
six feet in every direction from the generator, and even through eight 


inches of a brick wall covered with plaster, and when the detector is held 


close to the generator, the sound is clearly heard all over the room. 


” 


weet 


What are the therapeutics of the waves? 


Ihe therapeutic effect of this method of magnetization is very marked, 
especially so in acutely painful conditions. I have seen, in my own family, 
relief given in a case of acute neuritis with this apparatus, which was more 
prompt and complete, than would have resulted from a hypodermic of 
morphine. 

This opens up a great field of usefulness in the treatment of rheuma- 
tism and allied conditions, neuritis, neuralgia, neurasthenia and all states 
characterized by pain as a symptom. In all forms of inflammation and 
congestion as well as weakened and debilitated conditions, it has been 
shown of great value. In paralysis and mental troubles, as well as kidney 
and other glandular diseases, and even in tuberculosis, it has given sur- 
prising results. oe 

Convalescence is hastened, and the prostration following the stren- 
uous life is combated by magnetization. — | : 

It is not a stimulant, and carries with it no deleterious reaction, but 
simply supplies the weakened body with the vitality it needs, in such 
quantities as the condition demands, so that as the cure proceeds the 
patient needs less strong and frequent treatments. | 

The action is so direct and immediate, that a too strong or long treat- 
ment, in a chronic case, may set up such a decided movement toward the 
normal as to cause a marked disturbance. Therefore the generators are 
arranged as to regulate the effect desired. : 

As in all forms of treatment, frequent and mild applications, so as to 
get the slow and cumulative effects, are best. The effect on the pulse and 
temperature is marked, the tendency being to restore the balance in either, 
whether they be too high or too low, though sometimes in a fever, there is’ 
a slight increase of the temperature, before a recession to the normal. 


What is the physiologic action of magnetization? 


- We know that the dynamic form of electrification, by which we may 
generate magnetization, is easily insulated, and we also know by the law of 
Ohm that the most of our energy is expended or used up or wasted, before 
it can get through the skin, and even then its effect is such that its time of 
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The well known and widely advertised case of spasm of the diaphragm 


action is limited, and we also know that magnetization is not hampered by  @ } 
4 or persistent hiccough, which puzzled and baffled the whole medical frater- 


this drawback, and cannot be insulated, but will permeate every tissue thor- 
oughly and instantly, without loss of power, and when we see by these ex- nity so long, was undoubtedly cured by this method of treatment. This 


| 

| 
periments that there remains long afterward, an effect, we see at once the | was a case of a fifteen year old girl, who hiccoughed on an average of 
nd importance of magnetization as a therapeutic 4 eighty-nine times every half hour during her waking hours, for a period of | | 





























almost inestimable value a : 
agent. over ten months, and which yielded to nothing, until treated by magnetiza- | 
tion. : | 













































































It is evident that a sick or deranged body, or part, when placed in this | : : 


foe Se a Soe : ee = } The accompanying half tone from an actual photograph of the case i 
: eee | shows the hiccough girl being treated, and demonstrates the simplici | | 
must all accept the axiom, that nature is always trying to regain or keep fe cthad 2 tes the simplicity of a 
| its balance . s | | tT 
ae ; : ; ; a In all cases th i : : if 

There is no appreciable sensation experienced by the person in the 4 pente ol ee a aes : : a ee oe! = ae ve if 

field, but that there is an influence being exerted, is demonstrated clini- - Oi) fodd dex when 10 clep a6 5 lache, which 1s armless in itself, but ly 

cally by the cessation of the pain and the prompt relief given. q cor the: present o ote, fe PORE portal cruel a ec ee | 
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HOW TO APPRECIATE MAGNETIZATION 


vee. ache action of the magnetization is appreciable by at least three of 
the special senses, feeling, sight and hearing. For this purpose the 


detector is used, and held midway between the generators in the most 


active field. If the pair of ordinary metal handle electrodes be connected 
by a pair of cords to the detector we may feel the induced magnetic mode 
in our hands. If an incandescent lamp is connected to the detector, the 
lamp will light up brilliantly. If the microphone is attached to the 


detector, it will hum or buzz according to the strength of the field so that_ 


it may be clearly heard all over the room. 


TECHNIQUE OF. THE WAVE GENERATORS 


The wave generators are used thus:—The patient is seated with one 


standard and pair of generators in front and the other behind, or they 
may be placed on either side. One small generator is placed close to the 


frontal sinus, so as to reach the optic area. The other small generator is. 


placed close to the base of the brain so as to include the medulla, and cervical 
sympathetic area. This pair will promote cerebral activity. One large 
generator is placed in front of the-solar plexus. The other close behind 


the lumbar and genito-urinary centers. These will stimulate. activity in 


the abdominal brain, and normalize the visceral functions, and when appli- 


cations are properly localized there is an action upon the nervous system 


which is corrective of many degenerative conditions. 
If necessary, for a more decided effect, the generators may be taken 


from. their | supports, and placed directly in contact with the part to be 


treated. 

: The action of the magnetization upon the nervous centers is very 
decided. This is especially manifested in their power to lessen or pre- 
vent surgical shock. This is well demonstrated in the practice OLDE 


A. B. Gloninger of Lebanon, Pa., who makes it a practice in his hospital — 


work in surgical cases, to place the wave generators under the arms on 
each side of the body of the patient and keep them in action before, 
during and after a surgical operation, thus greatly lessening and usually 
preventing surgical shock. 


Of what value is magneto-therapeutics? 


From a total of 50,000 treatments of all sorts, upon all kinds of 
patients, without any attempt at selection, and with applications sometimes 
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lasting for hours, and though some cases continued for months, the con- 
clusions are, that the applications are in the main beneficial, and that in 
the hands of a careful, prudent practician, the apparatus is entirely harm- _ 
less. 

Magnetization is best in conditions of low vitality, with a sub-normal 
temperature, and insufficient oxidation of the blood, marked by poor circu- 
lation, anemia, and therefore where coldness persists. The results in 
many cases of rheumatism are most excellent, even in’ some of the most 
obstinate forms, and if used for nothing else, would be a great boon to 
humanity. Among other painful conditions which were relieved were 
those of floating kidney, chronic cystitis, neuralgias, headaches, dental 
caries, phthisis, Ae ae | gout, and it was found very useful in hasten- 
ing convalescence. 

The technique of the applications i is extremely simple, and the apparatus 


cannot get out of order. All that is necessary is to attach the solenoid 


to a twin cable with a plug, which is screwed into a lamp socket, and the 
mode turned on, either by the usual thumb snap, or better by a knife 


‘switch, and immerse the body or part in the magnetic field. 


The main features of this agency may be summarized as follows: 
rhythmic-motion and reciprocal “ion” action of a penetrating magnetic 
flux which adjusts itself to the vital impulses without shock or sensation, 
and so rigid and inseparable that it passes through everything, and so 


‘subtle that it leaves no apparent mark in its path, and yet so flexible that 


the human body can pass through its most intensified field of action with- 
out any manifestation of resistance, and during its application through the 
“optic area,” the most sensitive organization of the eye does not experi- 
ence sufficient sensation to cause a quiver, and thus while it seemingly 
has no influence at all, it imparts a most poweriul action in microscopic 
detail toward the restoration of natural function in the treatment of a 
wide range of disease. 

This modality is yet in the formative or experimental stage, and of 
course the treatments are largely empirical, but that is nothing against the 
method, because, after thousands of years of practice of drug medica- 
tion, medicine is still largely empirical, and guess work. There is a glori- 
ous future for electro- and magneto-therapy in conjunction with other 
physiologic or natural remedies. 


THE BODY MAGNETONE 


The cuts on page 328, show the body magnetone for immersion of the 
trunk in the alternated electro-magnetic field. The platform is pulled out, 
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ALTERNATING AND DIRECT ELECTRO-MAGNETS FOR EYE 
: WORK 


_ While on the subject of magnets it may be 
well to call attention to the use of them in eye 
work, for the removal of particles of magnetic 
iron or steel from the eye. 

The cut at the right shows a reduced illustra- 
tion of the giant eye magnet, for use in hospitals om 
and by ophthalmic specialists, desiring a very eo 
powerful magneét in their work. This exerts an ~ AX 
enormous power of attraction, and is capable of Q 


ach Sa 


the patient lies down, and the platform and body is pushed into the tube 
and saturated with the electro-magnetization. | 
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sustaining several times its own weight. It is 
mounted on a heavy base with an adjustable crane, 
and swings in a universal swivel, which adapts it 
to any height or angle and while heavy, is easily 
handled. They have several interchangeable tips, 
and are wound to suit the different modes. 

Many still labor under the mistaken impres- 
sion that eye magnets cannot be operated with the 
alternated mode, but they are so made now as to 
“be. used- with - either mode. This. magnet * is 
mounted on a revolving swivel arm and may be 
used in any position. It also has a controller 
regulating the pull. It weighs 150 pounds and is 
very powerful, and has various tips adapted to 
different uses. 
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What is the magnetic couch? | | 

= 2 The above cut shows another adaptation of the electro-magnetic field 
for the treatment of disease. This consists of an ordinary tufted leather 
couch, concealed in which are a number of heavy horse shoe magnets, bent 
into. a wide and shallow curve, and so arranged that when the patient 
reclines above them, his body sinks down so that when the mode is turned 
on he is traversed laterally by the electro-magnetic fields between the poles 
of the different electro-magnets in the row. To get the effect longitudinally 
through the body or part, it must be placed transversely across the couch. 
This is an ornamental instrument, as well as useful, and is very refreshing 
to the patient, after the exertion of a walk or other treatment or operation, 
which has irritated the nervous system. It will be found especially useful 
after gynecological operations and treatments. 
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HAAB HAND EYE MAGNET 


Weight 85 lbs. for direct or alternating mode, with 
controller and rectifier is suited for work requiring less 
streneth than the large magnet and is a valuable aid to 
the oculist. 
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{i . Eye Magnet with 3 tips for removing iron or steel tl : Wy 
| ‘ pon tie  =&  « PHOTO-THERAPY | 
|| What is E plato. -therapy? if 
Photo-therapy means the therapeutic application of light from any : | 
| || source, and may be the light of the sun, or the light derived from any arti- Wi 
I || ficial source, suchsas the electric arc, or the common incandescent lamp or ii 
i \ the light emitted from the vacuum tube, the X-ray, or the so-called ultra- | 
Hi violet ay or the white light passed through various colored media. | | 
WT eae ae at ae i 
| | : What is the physiology of light? | : | 
i | Physiological experimentation has developed the facts that light has a. i 
| | decided influence on the tissues and processes of the human economy, in- 2 | 
‘| | creasing the oxidation of the cells and augmenting the amount of hemo- | 
] | globin in the blood, and stimulating the absorption of waste matter, and | 
| i hastening the reparative function. | | 
TW | ; peg @ Soe ec ee i 
| | | : 3 s a What is the therapy of light? a 
a an ° P : \ Sie F : Bes : aie Hi 
| | | The ge COMPAL S two cuts show a small eye magnet, which may be Bo 4 Therapeutically we may recognize three distinct effects which are due i 
THN ; used in connection with a small acid battery or a few dry cells, and which Be to the activity of one or the other part of the spectrum. Some of the rays i) 
ni will develop sufficient power to enable the skillful operator to successfully > | produce heat, especially those emanating from the red field of the spectrum. | 
1 | remove magnetic particles from the chambers and coats of the eye ball. fe 2 Other rays, especially the green are essentially light-producers. There. Ai 
| The magnet is small and compact and inexpensive, and will fill a long felt | .y 5 are other effects which are principally due to the activity of the so-called | 
THE want of the general practician. The large cut will explain the technique ae chemical field of the spectrum. These are the violet rays and more partic- | 
Hii : e its use. For this purpose a constant mode with a steady pull is desired. LS a ularly the invisible rays which lie beyond the violet and are, therefore, i 
| | ; : 3 known as the ultra-violet rays. To recapitulate: we speak of heat-rays, Hi 
vi 7 Be a light-rays and chemical-rays. Photo-therapeutic methods depend upon the ~ Hi 
i | : 7 : —— characteristic action of these rays. Some of these methods are dependent Ce 
i) | | : | * . upon the capability of certain rays to produce heat, light or certain chem1- | 
| i| | : ae 3 ag cal effects. At times a conjoint effect, combining the action of light and a 
| HA | os f heat, is aimed at. | 
| Hill | : 4 a What is chromo-therapy ? 

ql) —- The use of colored lights in therapeutics is ella chromo- therapy. , 
















For several years past the therapeutics of light and color have been a very 
interesting department of medical therapeutics. It should be better known 
to more physicians and a great deal more would be accomplished in the 
treatment of various conditions, especially sub-acute and chronic diseases. 








What physiologic effects have the colored lights? 


The red is warming, and especially stimulating to the arterial blood, 
and desirable in cold, pale or bluish conditions. It is contra-indicated in 
inflammatory and over excited conditions. | : 3 

The yellow, aided by some red (yellow-orange), is animating to the 
nerves, being laxative, diuretic stimulating to the brain, liver, etc., and 
especially desirable in constipated, paralytic and Supls conditions. It is 
contra-indicated in delirium, diarrhcea, etc. 

The blue, indigo and violet, being cooling and constricting, are ner- 
vine, astringent, refrigerant, antiseptic, febrifuge, anti-inflammatory, nar- 
cotic and anti-spasmodic. They are contra-indicated in cold, bluish and 
chronic conditions unless considerable excitability is present. 

The green is mainly cooling and much like the blue, as strained through 
ordinary green glass, though the yellow part of green gives nerve stimulus, 

- good for uterine inflammations, etc. The green may often be used to an 
advantage over the small of the back and lower ene in cases of over sexual 
warmth and seminal emissions. 

The purple combines the blood warming red and the cooling antiseptic 
blue and is excellent for the lungs, stomach and other parts where anima- 
tion without irritation is needed. Red-purple is good for a dormant stomach, 
but blue- -purple. is best if stomach is not hot and excitable. : 

The orange arouses both nerves and blood. 

These colors are usually applied externally to the bare body by means 
of colored panes of glass. 

No intelligent physician can dispute the great value of colors in thera- 
peutics. It is a department of therapeutics that is of great value and should 
receive further attention. 

The violet rays of electric light are said by Minin to be anesthetic and 
antiseptic at the same time. 









































CARLSBAD BERGER IC elLGit Bare CARBINE: 
















One that allows the patient to lie down and rest while taking treat- 
ment. It is the latest European model. Does not require as many lamps, 
hence costs less to operate. Made from the best kiln dried quarter sawed 
oak. : 
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The car the patient lies on with head rest is 76 inches long, has 
electric lights and French plate mirrors the full length under the rack the 
patient lies on. | 

Sides, top and end of the cabinet are also covered with the finest 
quality heavy French crystal plate mirrors. There are 36 lamps of 32 
c. p. each, each set of 6 controlled by a separate switch from the oieiestale 

The car is mounted on ball bearing castors. 

On account of being able to rest, patients prefer this ue the 
head being outside they breathe the fresh air instead of the impurities 
thrown off the body as in the old style Turkish and Russian baths. 







KING: EDWARD ELECTRIC LIGHT-BAPH CABINED 
With incandescent and violet ray arc lamps if desired. 


Made of heavy golden oak, highly polished with 36-32 c. p. and 3 
special 4000 c. p. violet ray arc lamps, lined on all sides with the best 
quality heavy French crystal plate mirrors or finished white enamel with 
large reflectors which throw the light directly on the patient. 

Each set of lamps is controlled by a separate switch. Any number 
of sets can be thrown on or off as desired. 
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We always recommend the cabinets lined with French mirrors 
because the extra cost is small compared with the fine appearance mirrors 
have over white enamel and it is claimed the results are better. Stands 
51 inches high, 48 wide. 


What is the technique of the light bath? 


The patient is prepared as he should be for an ordinary tub bath, 
door of cabinet, which is in the side of same, opened, patient seated on a 
stool in the center of the cabinet, arranged so it may be raised or lowered, 
to suit the stature of individual. Patient sits or lies facing long axis of 
cabinet, thus allowing a bombardment of light vibration in all directions. 
Your door is then closed, and top opening also covered with a crash cloth, 
which is tucked snugly around the patient’s neck permitting only his head 


to protrude, upon which a towel is placed, which has been previously 


wiung out of ice water. He remains in the cabinet from twenty (20) 
to thirty (80) minutes. Your patient remains practically cool, yet per- 
spires profusely, which is not at all disagreeable, but on the contrary pro- 
duces an indescribable glow, which is rather pleasurable than otherwise. 
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By reason of previously stated arrangements of lamp and carbons, which 


‘is demonstrated by a thermometer being placed in the interior of the cabi- 


net, in a room whose average temperature is 65 degrees, it is shown that 
the cabinet is never warmer than 85 degrees, fully iyihine the fact 
that the reaction produced from the vibration of light, acting on cell life, ° 
produces untold elimination, one of the prime factors necessary in the 
treatment of all toxic conditions. 

This technique of proceeding with our patient is what I have desig- 
nated SYSTEMIC treatment. After patient is removed from cabinet he 
is treated just as he would be if coming from a tub bath, permitted to have 
a nap, which is usually in demand, and while this is being gone through 
with, if there is any hepatic engorgement, or any other local condition, 
which needs attention, with a third lamp, same as ones employed in the 
cabinet, suspended from ceiling, we proceed to bombard condition demand- 
ing our attention. The latter process cannot as a rule be kept up with the 
liver more than eight or ten days, as the phenomena of bile salts so assert 
themselves, as to render a day or two of rest imperative. All other con- 
ditions may be treated locally until well, without inconvenience. | 





I might here add that the ceiling lamp used for local treatment has a 
shield and reflector attached, which intensifies the vibrations. 


For what is the electric light bath used? 


This form of electrification has given most gratifying results, espe- 
cially so in the treatment of the following diseases: Eczema, tuberculosis 
pulmonalis, lupus, acne, psoriasis, rheumatism, all forms, especially acute 
and gonorrheal types, constipation, arthritis deformans, malaria, hepatic 
troubles of all forms, stomachic disorders, neurasthenic conditions, very’ 
sedative to all forms of functional and valvular disorders, correcting them 
as far as it is possible for them to be corrected, and syphilis. Experience 


_in the treatment of the last mentioned disease hasn’t been sufficient to war- 
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rant stating anything absolutely definite, further than the beneficent results 


or action obtained in other conditions would promise good results in this 


most formidable disease. 
Dr. Crothers, of Hartford, Conn., who has had considerable experi- 


ence in the use of the electric light bath, as an aid to the treatment of © 


alcoholism and drug addictions, considers that the sudorific effect pro- 
duced by the electric light bath is superior to that produced by hot air, 
both as to rapidity of action and duration of effect, and is useful as a 
remedy for the restoration of deranged metabolism, which is manifest in 
these cases. | 

The patients treated by him, like all of their class, suffered from 
various insanities, along with other disorders among which may be men- 


- tioned sclerotic conditions of the heart, liver, kidney and blood vessels— 
particularly of the smaller arterioles. With these pathologic changes 


there were also vaso-motor paralyses, muscular paralyses, anemia and 
neurasthenia. : 


Results other than those noted may also be produced. In tobacco 


heart, so-called, the tachycardia and arrhythmia are both corrected to a 


great extent, and even in cases of irregularity of heart action due to or- 


ganic disease improvement is shown by greater regularity and steadiness 
of .action. 


The insomnia usual in cases of the kind under consideration is gen- 
erally overcome by this treatment. Other conditions found to be improved 
by it are neuritis, gastritis myalgia, nervous irritation, arterio-sclerosis 
and sclerosis of the liver and kidneys. There is also noted a marked ten- 
dency in those taking the baths to lose their appetites for spirits. 


Kellogg summarizes the therapeutic effects and modes of application 
of the incandescent light bath as follows: 1. General and local revulsive, 
effects, by dilating the cutaneous vessels. ‘The reddening of the skin 
begins within a few moments and becomes more and more intense as the 
application is continued. The permanency of the effect may be increased 
by a short cold application following the light bath. 2. Sudorific. It 
induces perspiration more quickly and more vigorously than any other 
agent, and with the least amount of inconvenience and discomfort. Care 
must be taken to protect the heart and the head by means of cold com- 
presses.. Ihe patient should be made to drink water very copiously, both 
to encourage diaphoresis and to maintain the normal blood volume. 3. 
Promoting the absorption of exudates. Both general and local applica- 
tions are valuable. In France the general electric light bath has been 
used successfully in promoting the absorption of exudates in the cornea 
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of the eye, vitreous opacities and similar pathologic products. Kellogg 
has used with success in promoting the absorption of txudates from the 


pleural and peritoneal cavities, and in and about the joints, general appli- 


cations of the electric light bath, combined with local. applications of the 
light to the affected parts, and suitable hydriatic measures. A cooling 
bath is necessary after local applications to the joints, this to be followed 
by the application of a heating compress. The local application of light 
should be made at least twice daily, the general application once a day. 
The heating compress should be changed at least twice daily. Massage 


- and, in some instances, electric applications to the parts, and especially to 


the adjacent muscles, are important adjuvants. 4. Tonic effects. No 
other means excels short applications of the incandescent electric light 
(three to eight minutes). A sensation of well-being, similar to that 
experienced by one who stands before a glowing fire, is pronounced, and 
when followed by a proper hydriatric application, the stimulation to nutrt- 
tion is of the highest possible degree. | 





STEAM, HOT WATER, OR ELECTRIC: hIGHT CABINET 


Made of steel and crystal plate mirrors with false bottoms to be connected 
direct to steam or hot water pipes, or steam and electric light or hot water and 


electric light. 


The object of operating these cabinets with a steam coil in the false bottom 
and the heating coil in the back is for the purpose of being able to give the 
Turkish and Russian bath at the same time. The perforated steam pipes in the 
false bottom of the cabinet are controlled either by the party taking the bath or 


by the attendant on the outside. 2 . 
When operated by electric light and steam or hot water it costs but little to 
treat each patient. 7 
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What are ultra-violet rays? 


Let it be remembered once for all that the term “ultra-violet” does 
not refer to any special color. The term designates the location of the 
rays which bear this name. An ulira-violet ray is a ray whose spectro- 
scopic location is beyond the violet field of the solar or arc-light spectrum. 
The ultra-violet rays belong to the variety of chemical or actinic rays. 
They are invisible and, therefore colorless. 


What can be done with the Finsen and Dermo light? 


The very great popularity of the Finsen treatment is shown by the 
large number of London hospital lamps and Dermo lamps which have 
been installed by physicians in all parts of the country. The two Finsen 
lamps named are without a doubt the best, most convenient and yét most 
serviceable modifications of the original cumbersome device with which 
Finsen made his clinical experiments. 

There are a number of modifications of this lamp known as the Scholtz 
or Triplet, the Bang or Dermo, and the London lamp. . 

Dr. Juettner of Cincinnati, has answered the question and summarizes 
as follows: | 

What can be accomplished with a London hospital lamp and the Dermo 
lamp, the two best modifications of Finsen’s original device? Both lamps 


produce a wealth of chemical light. The germ-killing power of this light - 


has been proven beyond a doubt. It has a strong affinity for oxygen. It 
produces a disintegrating effect upon living tissues. The greater the re- 
sisting power of the tissues, the less intense the action of the chemical 
rays. Since morbid tissues are less viable than normal, the destructive 
effect of the chemical rays upon the cutaneous tissues wherein tubercle- 
bacilli or other germs have found lodgment, can be readily understood. 
Lupus is the classical example of the physiological action of Finsen’s rays. 
Their germ-killing power strikes at the very essence of the affliction. It 
stimulates healthy action by attracting oxygen to the part. The morbid 


tissues of the afflicted portion are disintegrated by the rays. In this way. 


a healthy reaction is set up which tends toward restoration of normal con- 
ditions. . ee 

Applications should be as close to the affected area as possible and 
should last ten minutes and longer. The average duration of a treatment 
is thirty minutes. The light from the Dermo lamp is rather more con- 
centrated and, therefore, stronger. The conditions in which these lamps 
can be advantageously employed are lupus, acne, herpes, tinea citcinata, 
sycosis, wine-marks and many other skin troubles in which an alterant and 
germicidal effect is desired. 
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Alternate applications of X-rays and Finsen-rays have been put to sev- 
eral practical tests in the clinic of the “Cincinnati-Post-graduate School of 


| Physiological Therapeutics,’ by Dr. Juettner. There can be no doubt 


.. about the value of the combined treatment, especially in cases of epithe- 
_lioma, indolent ulcer, etc. The results are prompter than after the use of 
either the X-rays or the Finsen-rays alone. 


Of what use is the localized light bath? 
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Ihe cut shows a local light bath applied to the leg, the leg resting in 
the lower half, while the hinged upper part is raised. After the Patt 1S- 10 
position, the upper half is let down closing in the part to be treated. 





A, POR EA BION (iG BA EE 
The cut shows a portable electric light cabinet bath, which may be 
taken to the bed of the patient, and applied there. The illustration shows 
the manner of its use, the two sides with the row of lamp bulbs and 
reflectors being placed on either side, and the whole covered with the bed 
clothing, so as to retain the heat. : 
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BODY. AND: EIMER. LIGHT BATH 
English model with double air chambers. Long tubular 
lamps, set back out of the way. Made of cold rolled re- 
tinned copper. 


The cuts show local light apparatus, intending to be applied to the 
back, abdomen or other rounded surface. ; 
With this appliance a radiant heat and light treatment may be given 


to any surface desired. This may be so placed as to form an arch over 


a part, as a knee, and is useful in treating sprains, dislocations, fractures, 
synovitis, and other conditions, where the part must not be moved, with- 
out disturbing the part. 


THE BIDET BATH 
‘What are the uses of the bidet sitz light chair? 


The cut shows the bidet or chair bath, in the form of a box stool, with 
a back and arms. This is arranged with six lamps, and with mirrors in the 
floor which give both a radiated and reflected heat and light application. 


This form of local bath is especially good for the treatment of disorders of | 
menstruation, such as amenorrhcea, dysmenorrhcea, vaginitis, and for ovar- 


ian and other gynecologic troubles, also for rectal and genito-urinary 
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characterized by inflammation, pain and exudate. In all of these condi- 
tions the local’use of the electric bidet bath will greatly assist in the 
restoration of the normal condition, by equalizing the circulation and 
relieving the pain and itching, when all other forms. of treatment fail. 

It is especially adapted to the treatment of scanty or delayed virginal . 
menstruation, where other local examinations, or applications, are for ob- 


‘vious reasons, contra-indicated, or not desirable. 


TEE NININ OUTELE 
What is the Minin light outfit? 





cuts show both the front and side view. of the violet light 
outfit as devised and used by Prof. Minin, of St. Petersburg, and as made 
3 341 























by an American manufacturer, who has secured from Dr. Minin the 
exclusive control of it in America. ; i 

ihe outfit which is very simple consists of an upright standard, 
mounted on a heavy metal tripod, giving it stability. The standard is 
double, one telescoping the other, thus giving considerable range of height, 
to the top of which another rod is attached by means of a double clamp and 
swivel joint. | 

On.one end is a ball and socket universal joint, holding the different 
reflectors. This arrangement gives any position that may be necessary. 
There are three parabolic aluminum reflectors polished inside like mirrors, 
and of different sizes to correspond to the different lamps used. These 
lamps are of the usual shape of incandescent bulbs, are 16, 32 and 50 
candle power respectively. The glass of these three lamps is of a deep 
violet color, which gives them the name of violet light. 


What can be done with the Minin light? 


Prof. Minin, of St. Petersburg, after Many years of experimenting, 
has demonstrated theoretically and practically that with the wlétra-violet 
rays produced by Jus special apparatus, better results can be obtained aE: 
a shorter time than by the Finsen method without any of the unpleasant 
after effects so common after Finsen treatments. : 

We have used it for the relief of pain in the eyes, head and joints, 
articular and muscular rheumatism, arthritis deformans, gout, sprains, 
bruises, fractures, dislocations, ulcers, old sores, neuralgia, neuritis, ec- 
zema, psoriasis, pruritis, and in many painful conditions with invariable 
relief, and usually a permanent result. It is a fact that when the light 
is held too close it will cause a blister without either the operator or 
patient realizing it at the time. 

One extremely bad case of chronic eczema of the leg completely 
circling it from the foot to above the knee, and of several years standing, 
was wonderfully improved with a few treatments, and entirely cured with 
half hour exposures for two weeks daily, using all three of the lamps, about 
eighteen inches from the leg, the large one above in the standard, and 
placing the other two on the floor below, and at either side, with the 
patient sitting on a chair, resting the foot on a stool. The intolerable itch- 
ing which kept him awake, and the weeping was soon stopped. One case 


of arthritic trouble in the hands and fingers where the woman had not been 


able to write or sew or drive for months, was quickly relieved so that she 
could do all three in three weeks, with exposures of a half hour three times 
a week. I was severely jolted in an auto accident, ‘producing an acute 
neuritis in the entire right brachial plexus causing an intense pain for 
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several months, and the only thing to afford relief, except opiates, a : 
tried every other form of electrification and vibration, eae. 2 
temporary relief, was daily exposures to the strongest Minin : or : 
hour each night after retiring. After such a treatment I could s oe 
night, without it I could not sleep at all. About ten treatments in two 


months cured the trouble. 


: : kes 
What are some nervous diseases benefited by violet light: 
Neuritis, neuralgia, sciatica, migraine, tic, zoster, etc. - 





What are some painful diseases benefited by violet light? 


: iti ulcerated teeth 
Carbuncle, abscess, sprains, orchitis, burns, fractures, ; 
pleurisy, bronchitis, cystitis, rheumatism, etc. 


e e e 2 
What are some cutaneous diseases benefited by violet light: | 
Eczema. chancroid, varicose veins and ulcers, dermatitis, and X-ray 
‘ e ‘ e 
burns, boils, and as a local anesthesia for operations on the surface, 
bd 
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What are some malignant diseases benefited by violet light? s 


Cancer, epithelioma, lupus, tuberculosis, etc. 


Minin. the Russian doctor who introduced the anesthetic use of the 
rays found ‘t unwise to use the rays in hysterical patients as undesirable 
symptoms sometimes develop. 


What is the Russian lamp? 
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| | e The Russian lamp is a modified and improved Minin violet light ap- 4 z 

Will paratus, which consists of a cluster of seven violet incandescent lamps, 4 
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| 
| with a total of 350 candle power, in front of a powerful reflector, so f 3 
| 3 arranged as to be raised or lowered at will and any number of lamps from s 4 
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| 
| 
| 
| 
| 












i seg | bs THERAPEUTIC 
7 = ; + ! LAMP 
=. Hood almost 11 
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’ to the wall over an 
= |G ae operating table al- 
lowing an 8 _ foot 
swing without mov- 
ing the patient. 
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THE- LONDON 500 C. P. THERAPEUTIC. LAMP 

The London globe is over 7 inches in diameter, the 

hood 14 inches. Has tilting device for holding it at any 
angle or position for treating patients. | 
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Bm} Dr. Minin’s violet ray 
hand lamp with large vio- 
let ray bulb. | 
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Giant therapeutic hand lamp. With Minin’s violet ray crystal and ruby globes. 
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ment the length of the arc may be varied, and by the heavy thease in th 
, | e 


base, the strength of the mode may be regulated, thus eiving a wide a 4 
o 


of regulation and variation, and as the lamp is on an adjustable swivel ; 
may be thrown in any desired direction. The light may be varied up a 
O 


many thousand candle power, and the heat so regulated by the various 3 
controls, that an intense heat may be generated which will burn a hole if 4 
ein 


a board in a few minutes, but of course such an effect is not desired i; 








therapeutics. Any very mild treatthent may-be given as well. The naked 
a zs rich in the chemical or actinic or ultra-violet rays. The heat effect 
ay be increased by means of a ruby glass screen, and the anodyne effect 


produced by a violet glass screen. This lamp has an almost universal 
range of application both mechanically and therapeutically. : 
ee ae is handsomely finished and stands fifty-four inches 
5 on casters and weighs, ready for shipment, about 110 
pounds. It may be operated by a 110 or 220 volt lighting service, requir- 
ing from seven to twelve amperes from a No. 10 wire, and is iniaided 
: ee and is complete with rheostat controller, violet and ruby 
oe a : an assortment of carbons for producing various degrees of 
ght and heat rays, to suit the various pathological conditions; connecting 
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cable and plug, ready to attach to an ordinary lamp socket. It should be 
made safe by means of fuse plugs and a double pole* single throw, knife 
switch. | : : 
The services of an electrician are not required after the proper wiring 
is done in your building as the lamp comes already set up and ready to 
attach to your lamp socket. | : 

The helios lamp will operate from either direct or alternating mode. 
You should have, however, at least fifteen or twenty amperes of mode. 
Your lighting company can supply this by running a No. 10 lead wire into 
your building and providing proper fusing. The cost of operating the 
lamp is very low when the length of each treatment is taken into consider- 
ation, averaging about seven to twelve cents per hour. 
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=. THERAPEUTIC APPLICATION OF. PIE HELIOS LAME 


What are the uses of the Helios lamp? | 


‘The active rays of the helios therapeutic arc lamp are as nearly identi- 
cal to the solar rays as it is possible to secure through artificial means. 
The history of medical practice has demonstrated the importance of the 
sun’s rays in therapeutics as rational and effective, and the new lamp 
should be considered just as rational and; for practical purposes, as 
effective as solar light. The main value of the chemical or actinic rays is 
in the decomposing and at the same time reconstructive molecular action 
on the tissues. The oxidation produced stimulates and increases metabol- 
ism and thus increases nature's regenerative processes. 

The blue, violet and ultra-violet rays, that is the shorter wave rays of 
the spectrum, are especially active in the destruction of bacteria which re- 
main. almost entirely: indifferent to the rays of the other extreme of the 
spectrum ; that is the red and yellow. The bactericidal powers of the helios 


-arc lamp, which are strongly marked, are believed by the best scientists, 


to be due to the presence of “free” oxygen, and these powers are demon-_ 
strated especially in such inflammatory conditions of the skin as acne or 
furunculosis, where the therapeutic effect is especially prompt and certain. 
We hold reports showing remarkable results after brief treatments 
with the helios lamp in extreme cases of acne vulgaris and carbuncles, as 
well as the gravest affections of the skin, the treatments in the cases 
being given with the blue glass screen interposed, lasting from ten to 
twenty minutes. 
Psorasis, ecgema, varicose ulcer, pityriasis and other chronic forms of 
skin diseases usually yield promptly to daily treatments of from three to 
ten minutes. Baldness and indolent ulcers are benefited by the treatment, 
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ip assisted by cold applications and massage. The treatments 


last ten minutes and 
i are to be of s i i : : 
thema. | uihcient intensity to produce a solar ery- 


A | 
ae fee es measure the helios lamp is of the ereatest value in 
See , colitis, neuritis, chronic appendicitis, chronic « | 
and visceral. affections, it g OO Soll Diadacr Uae 

5) S eculi Ha +4 : es eae > 
tabi. p ae penetrating powers being especially 

The visi : 
ee ios chemical rays of the lamp in these cases produce a specific 
eae a inflammation of the skin causing a capillary dilatation 

is detectable for even four or five months after treatment 
oe acute bronchitis the treatment is peculiarly effective and is also in- 

a tas fe Brg u's disease, chlorosis and malnutrition 
nee 5 ce can also be used in connection with electric light 
a Le is S Or hot air cabinets, aS a projector producing general 
piration a ong the lines indicated in thermo-therapy as well : Bae 
photo-therapeutic effects. ool 
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ELECTRO-DIAGNOSIS 


Of what value is electro-diagnosis? 

Electrification is not only very useful in the treatment of 
‘+ is also useful in the diagnosis and prognosis as well, and may be 
employed as an aid to both in a number of ways. » 

By means of electro-diagnosis we are able to distinguish between real 
and apparent death, to decide between genuine and feigned disease, as 
practiced by malingerers, to differentiate central from peripheral paralysis, 
and to detect the presence of foreign metallic bodies, such as bullets, and 


diseases, but 


fragments or iron, etc., in the tissues. 
‘ | 





What is the electro-diagnosis of death? 

None of the usual tests of death are as reliable and decisive as fara- 
dization, which indicates death with absolute certainty, within several 
hours after it occurs. The time at which the muscles will not respond 


to the electric stimulus varies somewhat with condition at the time of 


death, and nature of the disease, but it is a general rule that the shorter the 
disease, and the death, the sooner the electric excitability of the muscles 
disappears, so that if within from three to five hours there is no con- 
tractions of muscles following faradization, then you may know with abso- 
lute certainty that the subject is dead. | 

Crimotel, of Paris, after much experimentation in cases of apparent 
and teal death from many causes, has formulated the following conclu- 
sions : | 
1. Death is certain when all the muscles have entirely lost their 
faradic contractility. No disease, poisoning or asphyxia, will, during life, 
abolish electric contractility in all the muscles of the body. 

9. Faradization is an indispensable test whether life is extinct in all 
suddenly. When there are several vic- 


cases of apparent death occurring 
: 30] 





























tims, as after accidents, it enables the attendants to distinguish the dead 
from the living, and also the order in which the dead ceased to live. 
3. In new born infants, muscular contractility, under the influence of 


the. faradic mode, continues fifty to sixty minutes after the heart has — 


ceased to beat. When they have never exhibited signs of life, the faradic 
test shows whether life is really extinct. 


4. In some cases of cholera, electro-muscular contractions cease 
within half an hour after death. : 


What is the electro-diagnosis of foreign bodies? 

Lhe detection and location of foreign metals in the tissues is entirely 
‘mechanical, and is accomplished by means of a flexible probe, made of two 
spiral wires, insulated from each other, or by a combination of a canula, 
and trocar, insulated from each other. Both are connected with a weak 
cell and a meter in a series, and when the probe comes in contact with the 
metal, there is a circuit formed, which is shown by the meter needle. 
Some of these probes are attached to a microphone, so that the sound of 
the impact and the vibration caused by the closing of the circuit may be 
heard by the operator. However, these things may be so much more 
easily detected by the X-ray and fluoroscope, and the probes are so fragile 
and liable to get out of order, that they are seldom used for diagnosis. 


What is the electro-diagnosis of malingering? Tey? . 


For the detection of feigned disease in persons who want either sym- 
pathy or damages, the deception may be shown by means of faradization 
with the wire brush, shown below, the application of which is very painful 
and harmless, except in cerebral troubles. 
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In these cases if there is electric“'muscular contractility after two 
weeks, you may be sure there is a fraud proposed, but in obscure cases the 
tests should be made carefully as in diagnosing obscure paralysis. 


ELECTRO-DIAGNOSIS IN PARALYSIS 
What are the methods of electro-diagnosis of paralysis? : : 
Electrification in the diagnosis and prognosis of paralysis is the most 
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important part of this subject, as on the careful examination will De 
often not only your reputation, but possibly the life, comfort and happiness 
of your patient. a. | = 
Both the faradic and galvanic modes are used in diagnosis, and either 
may be applied in three ways, viz: the direct, indirect and polar. 7 
Inprrect. Place one electrode over the ganglia or nerve trunk, with. 
the other at a distance. 3 
Direct. Place the electrode either over the motor point or on the 
muscle, with the other at a distance. | 
Both applications may be made with either one or both poles. 





BreoLar. Place both electrodes close together, so as to include be- 


‘tween them part to be tested. 








f , 0 oe 5 S as < 


HUdvuitini 


“ S 


UnipoLtar. Place one electrode over the ganglia, nerve or muscle, 
7 : ICE: 

2 See, ne electrodes are needed either self-retaining or. 
otherwise. The patient must be in an easy position with the muscles to 
be examined in a relaxed state and bare. The skin must be well wet, as 
well as the electrodes, which are to be applied to the nerve trunks or oF 
ters, the motor points, or to the muscles. Hold firmly in roe = 
begin with weak modes, gradually increasing as you plote s meter 
while not essential is advisable for precision. An atttomatic interrupter 1s 


1 dvisable. 
also advi 953 


23 














For testing the motor points the Erb electrodes, shown herewith, are 
used. These are small ball point rods, covered with cotton or wet leather 





mounted on wooden or hard rubber handies and held in the hand of the. 


operator. 

In making een tests upon the arms or neck with the galvanic 
mode, place the indifferent electrode, which should be of large size, 
upon the sternum, while the other electrode, which should be small, is 


placed over the spot to be tested. If the spine is to be tested, place the 


large sponge at the sacrum, and with the other electrode go over the whole 
region as required. An automatic interrupter is preferable to an inter- 


rupting electrode operated by the hand of the operator. It will be readily. 


understood that with a hand interrupter nice distinctions cannot be made, 
and sometimes very careful tests are required to decide as to conditions. 

FARADISM. Rapidly interrupted faradization is the most powerful 
electric stimulant to a healthy nerve. When passed through a muscle it 
will cause a quick contraction, followed by a relaxation, but as the periods 
of the faradic mode are so close together, there is no interval, so that the 
muscles do not have time to relax between shocks, therefore there is a 
constant contraction or state of tetanus, which will continue while the mode 
is passing. For this reason an automatic rheotome is needed and is shown 
herewith. 





In testing the condition of either the paralyzed muscle or nerves oe 
the faradic mode, observe the following: 
1. Whether a muscular contraction is produced or not. 
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2. If one is produced, what is the minimum strength of mode re- 
quired to produce it, and whether the character of the contraction is in 
any way altered; that is, the strength of mode and the rapidity, whether 


slow or quick, of the interruptions required to produce the minimum 


amount of contraction. 


GALVANISM. When an interrupted galvanic mode is passed through 


a muscle, there will be contractions caused when the circuit is made and 
broken, and we have found that the contractions differ with the make and 
break. The healthy muscles will contract more strongly with the break 
than the make, and with the negative more than the positive, which are im- 
portant points to know, and which will be elaborated later (p. 356), but the 
galvanic mode does not produce as strong contractions as the faradic. 

On the other hand the diseased nerves and muscles will not respond 
as readily to faradization as they will to. ealvanization. 

With the galvanic mode, note: 

1. Whether a contraction is produced or not. 

®. If one is produced, note (a) the order of the polar reactions; (b) 
what is the minimum strength required to produce a contraction; (c) the 
character of the contractions, whether healthy or not; (d) the strength of 


mode required to. produce tetanus; (e) whether the contractions are more 


easily excited by slow or quick interruptions of the mode. 

The contractions in any muscle depends on the nerve supply to it. If 
there is good enervation, the muscles will respond most quickly to rapid 
interruptions, but if the nerve supply is poor, the interruptions must be 
slow to cause the contractions, and the wide range of irritability between 
the extremes is the field for electro-diagnosis. 


PROGNOSIS IN PERIPHERAL PARALYSIS 


‘What is the prognosis in paralysis? 


Provided the cause can be removed, as a rule, if there be but little 
wasting of the muscles and they respond somewhat to faradization, a cure 
may be expected in a comparatively short time. If the muscles are much 
wasted, the disease has lasted a long time, and the muscles refuse to 
respond to the application of either kind of mode, the case, though 
possibly curable, requires a guarded prognosis. In case of complete 
wasting of muscles following paralysis, it is useless to expect improve- 
ment. 
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What is the normal muscle reaction formula? : ; : 4 eS eration. It is present in paralysis arising from rheumatism, lead palsy 


| | As before stated, when we apply a galvanic mode to a nerve, and in- - 3 the paralysis peculiar to writers, telegraph operators, etc. In those dif- | 
| terrupt the same, a contraction takes place in the muscle, differing iets ce ficult cases after railway and other accidents, when persons demand com- | 
| | tensity with the pole used, the strength of the mode, and the condition of - e? pensation for damages, the existence of the reaction of degeneration would i} 
{II - the parts. In health, these contractions take place in the following order: = _ * be a fact of vital importance in favor of the applicant, as it would indicate [ 

Be _ that he was suffering from a serious injury of the nerve. Such a demon- aes 


1. When the negative pole is suddenly applied, a contraction takes . 
place, termed Cathodal Closing Contraction, the symbols being Ca. Cl. C. stration in a court of justice is more conclusive than any amount of author- : | 


iii 2. When the positive pole is suddenly applied, and a contraction takes = | itative opinion. 

| place, it is called Anodal Closing Contraction, written thus: An. Cl. C. ee : Be ee | | | | 2 

ut 3. When the positive pole is suddenly withdrawn, the contraction is | . : | Se | | 
| MOTOR POINTS | | | 


called the Anodal Opening Contraction, written: An. O. C. 





: (| 
| 
i] NORMAL REACTION. FORMULA | . a | ee ie the | | a) 
: = to any form of electrical stimulation; he termed this the reaction of degen- =. | 
| 
| 








a56 | | = | a 


| | There is a fourth, called the Cathodal Opening Contraction, but io 3 What is ce Saige oh noah 4 eee | wae |] 
| | | too painful to produce, and I seldom attempt it. As arule, it requires only 3 Hee 2 ee - : ee ae : 3 : | | 
Hl one-fourth the mode strength to produce the first, or Ca. Cl. C., as for 4 | a nerve center is stimulated by electrification, it will cause a — | 
| the last, or Ca. O. C. For practical purposes, therefore, we will drop the contraction in the muscle or group of muscles, supplied by that nerve. The | | | 
1], Jatter formula. We may also drop the final letter in all of the formulas for stimulus may be applied to any part of the trunk of the nerve, either be- | 
: | the sake of convenience. | a= fore or after it reaches the muscles, but the most decided response follows : | 
1] The average mode strength required to produce otmal: contrachons == i @ the stimulation of the nerve, right at the point where the nerve enters the : i 
| | we may tabulate as follows: | > 3 muscle, and, many experimenters have located these points, and they are | 
| 7 t © C, (Gathodal closing)... - ees: 2 to 5 milliamperes Be i definitely known, and may be found by all. They will, of course, vary a | 
| | Ro Corn. 0: (Anodal closing or anodal opening) .6 to 8 milliamperes — = : | rae Th CRASS persons, but it is comparatively easy to find them within a | | 
| | It will be well to observe that in making such experiments, that after 248 ___ Short eeauce 0! the usual place, as is shown in all the accompanying cuts, ae i 
: : | , the skin has become well wetted, less mode will be required to produce a : aoe on pages 3858 and 360, made from photographs of the living _ 
| : model. | 
HN qi 
ane | The motor points decrease in irritability as we get further away from | 
Hl Such tests should be applied whenever possible, so as to become the Eni ety Coe eu: oe | oe | 
Wii: ae ea ili te. reactions: ; f 4 The motor points are also influenced by the physique of the person, i | 
| | Whe Seoniraction of a muscle, in healthy is very quick and short, anaes 3 2% and are not as marked in the large or fat, as in the small and lean. The | | 
| the dose is too strong. This applies, of course, to the galvanic mode. .} Cee development also ‘makes a difference, the larger and coarser the | 
Ti) : ie ce fs issues the more mode is required. | : : | 
WA a ae fl : ; i | 
| eEACTION OF DEGENERATION: PG The state of health of the subject also makes a difference in the I) 
| | : : conductivity, and therefore in the muscular excitability. A strong full ti 
| : 3 What is the reaction of degeneration? 7 Lae blooded person will be a better subject than a weak, anemic, debilitated ) i 
tH Immediately after a muscle has been injured severely enough to de- an eae . | 3 | 
Wi | stroy a portion of a motor, or mixed nerve, it has been found by Erb that et It has been shown that the different nerves will vaty tm their normal i) 
i atrophy of the muscular fibres sets in, which may be seen during the sec- E : eer = se fonOwie ete (Ce Diomncr n S | 
{THT ond week, and reaches its limit about the fifth or sixth week. At first it .. @ 1 = oe eae ey. \ 
Hf ° ° ° REAS 5 e b 5 : | 
I] ceases to respond to faradization; then follows a period when it will — 4 ceo oe i ae anes oe 2 Ee i) 
act only to a slowly interrupted galvanic mode, and finally ceases to react a A popliteal 9 Wha | ae ee ¢, ee crural; 8, External i 
eI ; 9, Musculo-spiral; 10, Internal popliteal. | 
i} 
| 
| 
| 


| 
| contraction than when it is dry, and this must be taken into account in a -, @ | | 
| 
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a s -Corrugator supercilii muscle. 
a ak _ .2 Facial nerve, (upper . branch). 
38 Facial nerve, (lower branch). | 


* LAK | a a rks oe 1. Supra.orbital nerves +-<.--- 0:0 ee Re | ae 


Deltoid muscle, (middle). 


4 
5 
6 Musculo-cutaneous nerve 
7 Biceps muscle. oS 
8 Musculo-spiral nerve. 


Deltoid muscle, (anterior). — eae | Bee : 
— | 9 Brachialis internus. 


Ve 
pear 
SE 


. 

| Triceps muscle. 

i @ Tl Median nerves =~ 2, | 

sas a aes Seah Supinator longus. | ap peKe et | 

a to @ | ae 13 Exten’ carpi ulnaris; | - | 

~~ ae ~ 14. Supinator brevis. BR Ene ee pecan i 

me | ae 15 Exten. digit. communis. Sie at cer | j 

| “16 Exten. digit. minimi. eS A | 

oo a Coe ae Extensor indicis. Gay: | 

—. sees Sai 18. .Extensor indicis.. .(b). : : | 

= 2 cet ae 198 Ee xtén ess: metacar. poll. a Se Ie ee | 

2 a aoe A O07 Bxten..prim,. inter. poll,’ ae | 

. : BEN eras. ae SO Le EE Xten, Sec. inter. poll. er 

ca Wee ee ae 22 Rectus abdominis. Oe eee 

ic Saw 93 Tensdr vagina: femoris. * a ha es Ve 

| Cae nO OO Crural nety é pe ee ee | | 

ce figge > = 25>. Quadriceps, (common. pot SEAS Aa Sa ee a : a 

| | faa ee. 96" Rectds. femoris muscle: # 27 | - pee | || 











<2. Mose 27 > AVastus. éxternus: muscle, IES Ea, LeU tT pelea as Se eae | 


(oe) 


-Peroneal: PLOT. V Cao ee ar WN Sear OR AN aN 


| 


a a 3 Sy a 20° -Gastroenemius musclé. Sl en eta : \ 


at 
’ 
i 


: : 2 eo Oe Peroneus longus.. ie PiU aa ete ee Rae 
co. @ oe ard et eet) SOleUS MyISCle, 7 See ep at eer sot cee 
& ceteey fe 8d Peroneds previs 
i Wee et 83 Plex Hallucis loneus. 7 a 
oo Se (2 34 Interosser dorsales:: eae 
ag | Pe ee om Pxtéen. dicit.. Commun. abrevis.. | | 
co - j ce se 30 exten hallucis longus. eee eae ee : oi 
Pe Do a a Soleus muscle. .¢ ee ee 
en i ; ene - 88 Extensor digit. longus. 


Tibialis anticus nerve. 3 ees 
Cruralis muscle. 
Sartorius muscle. 

Crural nerve. 








2 | | |  @ 45 Pectoralis major muscle. 





| 
| 
| - : Po | |= ee 43 Pectoralis minor muscle. 7 ug ies i| 
| : ck - : 3 —————— ye : 44 Thoracicus longus nerve. q 
| : ~ pee fos @ Serrat. antic. mag. muscle. | | | 
| 
; a 
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lca POSTERIOR 
E q SUPERFICIAL NERVES AND MUSCLE MOOR _ROEN ES 
q : 1 Facial nerve. (middle branch). 
Sa ey 9 Triceps muscle 
Se 3 Musculo-spiral nerve. 
| Rae, | 4 Brachialis internus.. 
; . . 5 Interossei dorsales. ae 
6 Exten. prim. intern. poll. 
2 . 7 Extensor indicis. ~ 
3 8 Extensor minimi digit. 
cS & 9 Extensor radii brevis. 
| 10 Ulnar nerve. 
a : 11 Latissimus dorsi. ; 
= 12. Thoracicus longus nerve. 
ss Serrat. anticus magnus muscle. 
eZ ! 13 Obliquus abdominis ext. 
<a = 14 Tensor vagine femoris. 
= § 15 Gluteus maximus. 
a | 16 Great sciatic nerve. 
cee _ 17 Biceps femoris. (long cap). 
3 : 18 Posterior tibial nerve. 
: | 19 Peroneal nerve. : 
es) a 20 Gastrocnemius muscle. 
cee 3 21 Soles muscle. - 
ae 92. Flexor hallucis longus. 
se 93 Extensor digit. commun. brev. 
| : 24 Posterior tibial nerve, (low). 
ce 25  Plantaris muscle. 
- a 96 Flexor digit. communis. 
3 z : : 27 Tibial nerve. 
= & ~ 98 Gastrocnemius, (int. cap). 
= | 99 Gastrocnemius, (ext. cap. 
a 30 Ischiaticus nerve. 
ee y oy el Median nerve. 
| 2 32 Flexor longus pollicis. 
ee] @ 33 Flexor digit. sublimis. 
‘ 84 «Flex. digit. commun. prof. 
- 35 Flexor carpi radialis. 
| s 36 Ulnar nerve. | 
: : | 37 Deltoid, (posterior). 
eS ee 38 Hypoglossal nerve. 
- = 389 Spinal accessory nerve. 
a Levator anguli scapule muscle. 
ae 4) Facial nerve, (middle branch). 
ae , 
.&§f 
= % g 
2 
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ELECTRIFICATION EFFECTS : 
How should we select the modalities for the various desired effects? 


In choosing any special kind of an electric mode for the treatment of © 


any given condition, the structure to be treated must suggest the mode to 


be used. If the structure or tissue is coarse (muscle, etc.) we would resort. 


to the faradic mode which contracts and relaxes muscle fibers. If we wish 


to make an impression on the local nutrition of these parts, the galvanic 
mode would be the one to use. 


If we wish to alter (augment or dimin__ 


ish the blood supply) we would use a static mode. If it is our desire to 
act upon the vaso-motor nerves, or, in fact, on nerve cells and nerve fibers 
generally we would resort to some form of high frequency. The high- 


frequency coil (uni- or bi-polar) is adapted to trophic perversions of the 


nerves. For the skin (circulation and nerve supply) we would use the 
resonator. “As a metabolic alterant, locally and constitutionally, the diaso- 
lenic high frequency zone, or the magnetone or wave generator, is unsur- 
passed. The general rule is: The coarser the structure, the coarser the 


mode to be used; the finer the structure, the finer the mode. ‘For elec--- 


trolysis and phoresis use the galvanic mode. The polarity depends upon 
the effect to be produced. The negative pole relaxes, the positive pole 
contracts. These rules are the foundation of all scientific electro-therapy. 


conductor are: : 
(a) Heat, 
(b) Magnetization and induction, 
(cy Electrolysis, including phoresis. 
1. Cathode (hyperzemia), 
%. Anode (ischemia). 
(d) Stimulation, 
I. Muscular (coarse alternation), 
*. Nervous (fine alternations), | 
3. Metabolic (sinusoidal and high-frequency, X-radiation and 
magnetization). : | | 
(e) Psychic or central nervous effects, due to 
ie Sensations. 
2. Suggestions. : 
With these physio-chemical effects fixed in mind, and with some famil- 
larity with the necessary apparatus, electro-therapeutics is a simple and 


very valuable addition to the physician’s armamentarium. 


it needs no further mention here. A burn h 
burn, and is treated as such. 


Heat is of so little use practically as a result of electrification that 
y a heavy mode is simply a 
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To sum up, all known effects of an electric mode upon and near its - 


| 
a 


Allays excitability 


The question as to the application of electrification in any given case 


ie imple. ae : 
‘ Be Does any part of the body require increased blood supply? 
| Cathode. ) | S | 
(b) oe any part need reduction of its blood supply? (Anode. ) : 
(c) Do any muscles require stimulation? (Coarse faradic or inter- 
rupted galvanic.) © eon : — 
(d) Do any nerves need stimulation? (Fine or rapid faradic. ) 
(2) cls metabolism of any part defective x (Sinusoidal, magnetiza- 
tion. 2 | | ie oe 
@)- Are ae of these things wanted? Dont use electrification. 
Treatment of warts, tumors, hairs and blemishes, etc., 1s more 


nearly surgical. — 


DIFFERENTIAL POINTS IN GALVANIC ROAR ET 

What is the difference between positive and negative galvanism? 
POSITIVE NEGATIVE 

Is alkaline - 
Softens 
Nutritive = 
Dissolves and absorbs a clot 
Liberates hydrogen 
Produces hyperemia 
Quickens circulation 
Increases excitability 
Increases local heat 
“Increases hemorrhage 
Attracts soluble salts, 
Ageravates inflammation 
Increases vascularity 
Has a moistening influence 
Increases nerve irritability 
Is vaso-motor dilator 
Used in chronic conditions 
Is liquefying to albumen 


Ts< acid 

Hardens 
Denutritive > 
Promotes. a clot 
Liberates oxygen 
Produces anemia 
Slows circulation 


Decreases local heat 
Retards hemorrhage 
Repels soluble salts 
e e a 
Lessens inflammation 
Decreases vascularity 
Has a drying influence 
Lessens nerve irritability 
Is a vaso-motor contractor 
Used in acute conditions 
Is coagulating to albumen 2 ) ae 
Intensifies scars and strictures Dissolves scars and strictures 
| in canals : in. he | a 
( mpose any ee 
metals. (except 4, Does not deco | 
Decomposes all ( cept eee 
gold, platinum and aluminum), (excep 
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(Cut after Gray. Explanation from Haynes.) 


This il i abe A 
illustration shows the principal landmarks for locating the inter- 4 


Lhe ribs a 7 
ribs are tumbered to correspond with the numbers at their spinal q 


ree : 
ee - . useful to remember that the sternal end of each rib lies o 
i | | n 
= Se 7 eae A line drawn horizontally backward from 
he third costal cartilage at its j 7 | 
ue | Hl junction with the st 
Ss touch the body, not of the third dorsal but of the sixth dorsal ae 
aS = a according to the length of the sternum oe 
oe 1e e eventh and twelfth ribs can be felt even in corpulent é 
oping downward. The head of the last ae 


of the dorsal vertebra. ee on: a. level with the spine 
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The nipples (of male) usually lie between the fourth and fifth ribs, 
about three-fourths of an inch external to their cartilage. 7 

The right lung, directly in front, is shown terminating on a level with 
the sixth rib, and the left lung, between the sixth and seventh ribs. 

The heart is marked by a dark outline. The usual place to locate the 


electrodes for reaching it is over the sternum (breast bone) just above E, 


while the other is placed over the cervical ganglia, or at the right side of 
the neck at the point where the electrode A is placed in the cut. An 


electrode at the same spot on the left side of the neck modifies the respira- 


tory movements. 
The lobes of the lungs are outlined by the wavy dark line just above 


the fourth rib on the right, and between the fifth and sixth on the left. 


The diaphragm is marked by the irregular dark line extending across 
the cut. This shows its attachment in front to the ribs and sternum. | 

E marks the cartilage ending the sternum (ensiform cartilage). . 

The stomach may be electrized by placing a large, broad electrode 
between the false ribs below E and two fingers’ breadth above U. 

The liver may be reached by pressing one electrode inward and up- 
ward just below the tenth rib. When the stomach is empty the liver may 
also be reached by pressing the electrode located below the sternum a little 
snward to the right, and upward. : 

G indicates the location of the gall bladder. 

The colon, when treated for torpidity, should have the negative elec- 
trode carried over it from R J to L J, in the direction indicated by the 
arrows. 7 3 | 
U is the umbilicus. It is located as a rule above the level of the body 
of the third lumbar vertebra. 

The spleen. Place a broad electrode over the tenth and eleventh ribs 
on the left. . | 

The bladder may be reached by placing one electrode above the pubic 
bone and the other over the lumbo-sacral region. } 

Electrode A marks the point at which the mode may be made to 
stimulate the pneumogastrics and cervical sympathetics. 

Electrode B marks the location from which a mode may be made to 
reach the brachial plexus of the corresponding side. 





How is electrification used as an anesthetic? 


Sinusoidal alternating electric modes of sufficiently high frequency, 
and in which the positive and negative phases were nearly equal, possess 
the power of producing local anzesthesia. After the frequency has reached 
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lar with medical batteries and other alternating modes, decreases 


ting’ sensations. | 


ie ee Ee effect of the high tension secondary induced mod q 
S been used in dentistry, for the purpose of obtunding pain incident a q 


the extraction of teeth. 


The . = 
ce ee used de this purpose consists of an induction coil am 
Lee ie : a very fine wire and provided with an interrupter which wives . 

vibrations per second, and constitutes ate : 3 a 

» a the most important 2 

: : part of the = 
ae The patient places himself in an ordinary dental chair, tak : a 
€ negative electrode in/his left hand, and the positive in his Heue : & 
, hi he 


mode is gradually increased to the limit which the patient is able to endu 
re, 


ashy | 7 
en the forceps, which are connected with the positive electrode, are 
tv; re: a 


| tee , 

fe es the tooth, and it is immediately extracted and the mode inter 

e : e e Fe 

mses : ae experiences no other sensation than the prickling 
in the hands and forearm b 

y the passage of the mode. Th 

secret of the anesthetic effect produced by the electrical mode obtained 


ruption. | 











Intra-uteti i | 
itetine electrode with copper or aluminum tip. (3 mm. in diameter) | 
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i i : 

9,000 co 1 ee x . 

), mplete alternations per second the muscular contractions so. fam; | & . 
: il. a 


at 25,000 alternations per second a mode passing from the elbow and 
hand completely deadens that portion of the arm, and needles : a 
passed through the flesh without being felt: Witen subiecied to One e i : 
such high frequency, the sensory nerves appear to lose power of ora 4 





ea 
from this -attl : 
: : ; : eS 

pparatus, seems to reside in the extreme rapidity of the inter a 





PAIN 


What effect has electrification on pain, and anesthesia? 
The relief of pain is one of the great functions of all forms of electrifi- 


cation when administered properly with the positive pole as the active one. 


Pain is only a symptom, but is the most constant, annoying and significant 
symptom in aiding us in our diagnosis, treatment and cures by electro; 
therapeutics. 

The presence of this symptom is the danger signal and warning to get 
busy for its relief and for the removal of its cause. The absence of pain, 
when diseased conditions are known to exist, is also most sigmficant in the 
prognosis. If there was no pain we should have few patients to treat, and 
too often as soon as the hurt is stopped the patient thinks he is well, and 
the treatment is likewise stopped, as well as some other things, such as 
practice and income. : : 

_ Pain starts somewhere from some catise, which may be central or 
peripheral. Peripheral pains are usually local and due to visible causes. 
Pains of central causation are usually more general, of diffuse. and the 
cause not seen. Indirect pains are harder to locate, and will be more care- 
fully studied under the title of headaches, which are the most frequent 
indirect pains we are called on to treat electrically. 

Pains of central origin are usually due to some spine lesion, and care- 
ful experiments by eminent neurologists, such as Head and Gowers, have 
given us approximately accurate maps of the human body, locating the 
areas, zones, or lines of pain or absence of pain, which indicate the loca- 
tion of the central spinal lesion. These maps are. shown in the accom- 
panying cuts of the full length figures of the man, showing front, back and 


both side views. While these are not claimed to be absolutely accurate, 
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they are approximately so, and are a reasonably reliable guide for us to 


follow, and a valuable means of diagnosis and assistance in our electro- 


The different shaded areas, zones or belts, shown in the accompanying 
therapeutic treatment. 


figures (after Gowers) indicate both the peripheral location of the anzs- 

thesia, or hyperesthesia of the skin, and also the location of that part of | 

the spine which is most probably affected, and indicating the point at which 
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; ° \ ° ; 
we should apply our treatment for the relief of and cure of the pain,-or- 
paralysis, be it either motor or sensory. Usually the cause of motor or 


sensory paralysis is at the point in the spine denoted by the figures and © 


letters, while the girdle pain or area of hyperesthesia is due to irritation of 
the spine just above the lesion. In these figures the letters C, D,-L and 5 
refer to the cervical, dorsal, lumbar, and sacral vertebra, from whence issue 
the corresponding pairs of spinal nerves, which are distributed to the vari- 
ous shaded areas on the human maps. 

‘For instance, I was called on to treat a case of alleged “rheumatism’’. 






fighu metep.; He also had slid from a roof on to a pile of lumber, very - 
appropriately injrtring the lumbar spine. After a month’s careful scientific 
electro-therapeutic treatment, with not even. relief, I diagnosed acute 
neuritis, and prognosed ultimate complete degeneration, sudden relief from 
pain, and then complete motor paralysis in the dorsal foot flexors, presided 
over by the anterior tibial nerve. He went to an ignorant quack who 
“ouaranteed a cure in a week, or no pay,” who collected his pay in advance, 
and then held the case for two months without any relief whatever, before 
he was fired. In the course of five or six months the pain stopped, and now 


of the feet} which was characterized by partial paralysis, or loss of motion 
in the feet, with most persistent pain in the heel and regions of the tendo 
achillis, in both legs. The case not responding to any or all of the usually 
indicated electro-therapeutic and magnetic treatment, I was forced to 
conclude that there was nothing local the matter, and after long and persis- 
tent inquiry, elicited the history of a fall froma low roof, and injury to the ° 
lower part of the back, and when attention was directed to the first lumbar 
articulation, we located the cause of the pain. You will see by referring to 
the human skin maps that the toes and back and bottom of the foot and heel- 
is marked Sac. 1. [ gave an unfavorable prognosis, and he drifted away, . 
but I- kept watch over him and found that, after going to various baths for 
his “rheumatism,” he got no relief and finally, after a couple of years, the 


gy he walks with a cane and drags his toes. A careful study of the human — 
? skin maps and exainination of the cases along these lines will prove very 
beneficial in the diagnosis, prognosis and treatment of many obscure spinal 
lesions characterized by girdle pains, hypereesthesia, anzesthesia and motor 
paralysis. : 
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pain stopped through degeneration of the nerve, so that it had sensory par- a 
alysis, and today he has no pain, but has the halting gait, due to partial = =» ee oe 
motor paralysis. Another similar case came for the treatment of a severe ~ | Prostatic phon ee in 
pain in the area shown as marked with the L5, the most’pain being on the a | | au 
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MUSCLE DISTRIBUTION—ORIGIN OF THE SPINAL NERVES 


GERV ICAL = = eo, 

1 and 2, small rotators of head. (2 to Isa ‘ 3 ae 
sterno-mastoid, upper neck, upper tra-% RE 
pezius). ar =s Ns awe’ 

Depressors of hyoid bone. (6 to is iewers | Re 
neck, middle trapezius). i 

3, scaleni, levator angulz scapule. ei Sera 

4, 5, diaphragm, pectoralis, serratus, elbow? Raed. = 
flexors, deltold. , Pe dh\e Si 


a © aX ANTERID yo THORACIC 
6, 7, 8, pronators, triceps, wrist, hand and =6P lh) Ne ey 
° & A 
fingers. Reflex, scapular and pupils. 3) ™“gay 





DORSAL L rk x a 


1 to 12, lower trapezius and back muscles. 
1 to 10, intercostals. 7 to 12 and Ist lum- 
bar, abdominal muscles and ileo-psoas. 
Reflex, 4 to 7, epigastric. 8 to 12 abdom- 


DORSAL (TWELVE) NERVES 


inal. =e . 
KX: GES ‘Z, 
LUMBAR TS 2 
Xt. ta f a 
1, ileo-psoas, 2, 3, cremester, hip flexors. mS i 
3, 4, knee extensors, hip adductors. S Qos 


4, 5, hip extensors and adductors. 
6 and Ist sacral, knee flexors. 

pees 1 to 4, cremasteric. 2 to 4, patel- 
at, 


T. LUNBARG?\ J oxi“ 
Ny SE 
AY aden 


(i. .@ 

4 GENITO CRURAL 

> EXTERNAL CUTANIOUS 
ng AS) Re 


LUMBAR PLEXUS 


4,5, gluteal. 5 and Ist sacral, foot clonus. ‘OY. 
j. g ssa 4 x 
SACRAL < [Geen 
3 aw 
1, 2, intrinsic foot muscles. =| x/ . 
Bes: perineal and anal muscles. Si date —— 
Reflex, 1 and 2, plantar. cooleh 4) A 


ROOT AND ORIGIN OF THE 
SEVENTH CERVICAL NERVE 






way Anterior nerve-root 
me Posterior nerve-root 


Of all the nerves most frequently affected, the seventh 

SEE spinal ganglion cervical is prominent, in all neurasthenic conditions. Pres- 

ieee: cet sure at the seventh cervical vertebra is painful, and positive 
galvanization gives prompt relief. 


i iviaion aoeol at fered 


372 





Sk 4 
Q MASCULO CUTANEOUS is 
. \ ti 5 

‘ la) 2 





HEAD PAINS 


In this country, where so many are afflicted with what the Europeans 
call Americanitis, meaning a condition of sub-acute or chronic nervous 
unbalance, due to our strenuous manner of life, headache is a still more 
common symptom than is dyspepsia, but we as physicians are not called 
on so much for the relief of this symptom as we would be, if it were not 


for the patent medicine habit which is so prevalent. 


There is, however, a large and ever-increasing proportion of our cli- 
entele who are anxious to have us relieve, if not cure, this distressing symp- 
tom, and if there ever was need of careful diagnosis, it surely is in the 
determination of the cause of the headache, and then, knowing the cause, 
we have in some of the electric modalities, very frequently, a safe, sure 
and quick cure. 

There is probably no simpler, yet more spectacular method of impress- 
ing the patient with the efficacy of proper electrification, than in the treat- 
ment for the relief of some form of headache. © 

As we have stated before, if it was not for pain, there would not be 
much call for doctors, in a large proportion of cases. 

If a lady patient comes in complaining of a pain in the top of her 
head, and you tell her that she has uterine der angement, and mention a few 
other symptoms, which go with it, you have impressed her, and when you 
correct the pelvic trouble, and she has no more headache, then she is your 
friend and advertiser till the end of the chapter, and then when she tells 
another friend, with an ache in some other part of the head to take it to 
you, and you seat her on the static platform, and with a few passes of 
the static point spray across her forehead, and down the back of her neck, 
and in exactly two minutes she is free from pain, and goes out pleased, she 
does not forget to tell about it, and usually from the housetops, figuratively 


speaking. A few such well-directed cures of headache will make you 


“solid” with the community, oftentimes more quickly than any other way. 
| 373 | ; 











Now there are headaches and headaches, some of which are easy and 


others difficult to reach and cure, the result depending in a great degree | 


on the cause. 

I have in my office a handsome illuminated pen and ink drawing, the 
handiwork of a close medical friend, which is framed, and hangs above the 
mantel, where all may see it, which bears this legend in colors :-— 





FIND OUT THE CAUSE OF THIS EFFECT, 

OR RATHER SAY, THE CAUSE OF THIS DEFECT, 

FOR THIS EFFECT DEFECTIVE COMES BY CAUSE. 
ae ; HaMLet. 





I have tried to make this the rule of my work, and with some measure 


of success. Go, and do thou likewise. 
The causes operating to produce headache as an effect are many, and 
may be divided into three general classes, thus: 
1. Causes operating within the cranium. 
2. Causes operating indirectly from a distance. 
3. Causes operating from systemic poison. : 
The cranial cause may be cerebral anemia or hyperemia; thrombosis 
‘or embolus, in some vessel in the brain; inflammation resulting in cerebritis, 


meningitis, or cerebral abscess; caries or necrosis of skull bones; tumors of 


the brain.or meninges; hemorrhages or blood clot; effusion ; hydrocephalus ; 
concussion or compression; foreign bodies; fractures of the inner or outer 
table of the bone; gummata or syphilis. . 

_ The indirect cause may be from derangement of the stomach, liver, kid- 
neys or glands of the gastro-intestinal tract; some uterine or ovarian dis- 
ease or displacement; pregnancy; constipation; mental emotions; loss of 
sleep; overwork; or sexual excesses. Siete , 

The blood cause may be from fevers, malaria, diphtheria, syphilis, 
uremia, cholemia, pyzemia, septicaemia, anzemia, chlorosis, scurvy, purpura, 
rheumatism, narcotism, alcoholism, or drug addictions. 

From this array of direct and indirect causes, we at once see the great 
importance of first finding out “the cause of this effect.” _ | 

I am greatly indebted to the excellent works of Drs. Flower and Ben- 
son for the summarizing of the etiology and differentiation of headaches, 
which while not electro-therapeutic, are essential to know. 


ol4. 





DIFFERENTIAL HEAD PAINS 


SympatHetic head pain is an indirect symptom, due to some derange- 
ment of the gastro-intestinal canal, or the genito-urinary tract, and is 
ally more severe after a night of rest, being complained of the first thing 
1g. 

. ee head pain is due to an excess of urea in the blood; = 
poisoning ; or from the administration of strychnine, quinine, alcohol, nitro- 
other stimulants. 
Dehn or neuralgic head pain is manifested by an oe darting . 
character, usually on one side only, and being increased by pressure. C 

Rutumatic head pain is usually bilateral, in the region of the occipito- 
frontalis muscle, the pain being greater on motion of the scalp and neck, 
and sometimes affects the temporal and masseter muscles, rendering move- 
ment of the jaws painful. = 

InFLAMMATORY pain in the head is very severe and constant, and is 
associated with constitutional symptoms, fever, vomiting and delirium. : 

IN ABSCESS, TUMORS OR SOFTENING of the brain and other chronic 
conditions, the head pain is persistent, and is confined to one spot, but oy 
so severe as in the inflammatory kind, and only occasionally is paroxysmal, 
with mental disturbance and muscular inco-ordination. | oe 

ConcESTIVE head pain is of a dull, aching nature, 1s made LO by 
stooping or lying down, and by protracted sleep, or mental or boa as 
and is attended with flushed face, throbbing carotids and heat im the sca 

MENINGEAL head pain is constant and fixed, sometimes sharp and cut- 
ting, with frontal and occipital congestion. es a 

Anzmic head-pain is severe, but dull and: transitory, with much oe 
tude and scalp tenderness, with no fever, but often there is ocular distut 2: 

ance, and lack of power for mental concentration. 
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LATERAL. 





2 oN 
ANTERIOR. 


POSTERIOR. 


HEAD PAINS—LOCATIONS AND CAUSES 
(Maps modified after Flower and Benson.) 


TOPOGRAPHY 
(From Benson.) 


Be. FRONTAL. When pain is located in the forehead, from the-cor-- 


onal suture to the superciliary ridges below, and within the temporal 
ridges on either side, the large intestines and rectum are congested 
and overloaded with feces. Also in gout and malarial diseases. 
BiB: Brow-OrpiTaL. When pain is located below the superciliary 
ridges including the orbit, to the external angular process on either 
side of the forehead, there is irritation of the stomach and small in- 


testes, or congestion at the base of the brain; or over the orbits; or 


nasal catarrh; astigmatism or other visual defects; decayed front teeth; 
but if the pain ts located at and around the supra-orbital notch, there is 
wrotation of the sympathetic and vagus nerves of the stomach from 
indirect causes, as in uterine and ovarian congestion, functional disturb- 
ance of the heart, lungs, etc., or congestion of the sheath of the supra- 
orbital nerve at that point, due to sudden exposure to cold. 

MO. Mastorp-OccipiraL. When pain is located between the ears at 
the occiput, below the lambdoidal sature, there is congestion at the 
base of the brain and medulla-oblongata, or defective supply of blood, 
or anenua; or spinal irritability from excesses in venery or masturba- 
tion. Also in malarial fever and mental. anxiety. ; 

T. T. | Temporar. When pain is located in the temporal fossa, from 
the squamous suture to the zygoma below, and from the temporal 
ridge to the mastoid process, there is congestion of the cerebral men- 
mges, or embolus of the meningeal artery, or inflammation of the in- 
ternal ear, Also in typhus and typhoid fever. 
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V. V. VeERTECAL. When pain is located in the vertex, from the cor- 
onal to half the distance of the lambdoidal suture, and on either side 
of the saggital suture, to the superior line of the parietal eminence, 
there is deficient blood supply to the superior convolutions of the brain, 
or indirect irritation from the uterus, bladder, rectum or organs of gen- 
eration, catarrh of the eustachian tube, enlarged or diseased tonsils. 
In nervous conditions from debility and exhausting. discharges, over- 
lactation, valvular diseases of the heart, hemorrhages, impoverished 
blood, albuminuria, etc. In hysteria with clavus hystericus, and in 
sympathetic, organic and neuralgic states, the pain is confined to one 
spot. Rheumatic head pain is confined to the occipito-frontalis mus- 
cles, but if the pain is deeply seated, sharp, and radiating to the side of 
the cranium, occurring only at night or before rising in the mormng, 
there 1s syphillis. 

P. P. Parrerar. When pain is located in the region of the parietal 
bones from the coronal to the lambdoidal suture, and from the squa- 
mous suture to the superior outline of the parietal eminence, the liver, 
duodenum and small intestines are congested and there is constipation. 
Also in: malarial affections. 


A careful study of the head maps, etiology, differentiation, and topo- — 
graphy of headaches, knowing the cause, we can treat it and remove the — 
effect, by means of proper electrification in some form. 

Simple frontal congestive headache will disappear in a few minutes 
under longitudinal galvanization of the brain, with the positive to the 
front, and the negative to the back. Either placing the front electrode 
stabile, or passing it labile from side to side, without lifting it from the 


skin, will, in a short time, with a few milliamperes, cure the pain, by con- 


tracting the capillaries, and relieving the congestion. — 

Indirect headache, from excitement, sight-seeing, eye-strain, too close 
application of the eyes, with a poor light, or being too long in a bright 
light, or on a nervous tension, will be quickly cured by a minute or two on 
the static insulated stool, with the local point breeze to the forehead, or the 
overhead crown shower. (See pages 200-202.) 








PURE BLOOD MEANS GOOD HEALTH 


OZOL” GAS MAKES PURE BLOOD 
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THE OZOL MACHINE 


The masks are placed over the mouth and nose, and the patients inhale. 


shows the ony of the treatment. 
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OXIDIZING THE BLOOD 


THROUGH THE AGENCY OF ELECTRIFICATION IN THE 
TREATMENT OF DISEASE 


The range of applicability of electrification in the treatment of disease 
becomes broader and broader as time passes. Wherever electrification is 
used, directly or indirectly, for the cure of disease, it is to be ranked as an 
electro-therapeutic agent. Any product of electrification that is used chem- 
ically must be classed with electro-therapeutics. 

A product of electrification, known as ozol, by virtue of its merits, 
is now creating considerable interest in the medical world. The apparatus 
used in creating ozol consists of an electrical ozonizer, operated by an 
alternating mode of high potential power—about twenty thousand volts— 
but the volume of mode used is very small, being less than two amperes. 

When the machine is in operation, a decided purple glow is to be 
seen in the ozonizers, and as the air is driven through the electrical dis- 
charge, there is a liberation of ozone. A pressure blower is connected 
directly to a motor, and after the liberation of nascent ozone it passes 
through the crescent shaped tube, partially filled with a mixture of pinus 
oils. Here the ozone and oils forms a new chemical compound, wines has 
been given the name of “Ozol.” | 

The identity of the ozone is lost in forming this new compound, both 
as to its irritating properties and odor and also chemical reaction. In pro- 
ducing ozol, none of the antiseptic or blood-building powers of the ozone 
are lost. These powers are increased to a meteed degree through the 
agency of the terpenes. : 

Ozol contains no ozone in its free state. While free ozone is a 
powerful oxidizing agent, those who have experimented with it find that it 
is too irritating to the respiratory organs to be practical, making it impos- 
sible to use sufficient of it to oxidize the blood to any great degree. 

The new compound gas is very agreeable to the sense of smell and the 

ozone is so disguised as to be unrecognizable in the product, ozol. The 
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pungency is so modified as to enable persons to inhale a ten times ee 
quantity of the new compound than it would be possible to take of the 
free ozone. Consequently, ozol has ten to one times greater oxidizing ~ 
powers than ozone. | | 

Oxidizing the blood has greater significance in the treatment of dis-. 
ease than the average physician is prepared to believe. In recalling our 
lessons in physiology, we are reminded that the normal temperature of the 
body is produced, and maintained, by the action of the oxygen we breathe © 
upon the fluids of the body, causing combustion. Then, it is natural to 
conclude that persons, who have a sub-normal temperature, carry on an — 
insufficient amount of combustion. : 

We have learned empirically that fresh air treatment is a great beneat 
to run-down persons, but just why such great benefits are to be derived, 
we have failed to give much thought. 

As soon as oxidation to a part is diminished, that part begins to ae 
and becomes a suitable field of infection. 

While much time and energy has been expended in obtaining the 
active principles of drugs for therapeutic purposes, but little thought has 
been given, heretofore, to ways and means of rendering the air more active 
for use as a curative agent. Heretofore, the world has been content to use 
air as Nature made it. : 

The late Dr. William D. Neel, of Chicago, rendered the profession 
a great service in inventing this active oxidizing agent. This gas is taken 
directly into the circulation, by inhalation, and produces wonderful effects 
upon the blood, by increasing the red corpuscles and hemoglobin, and 
through its influence the quality of the blood is very much improved. 
Its action upon the vaso-motor nervous system causes all the organs to per- 
form their functions better. : , 

As organic lesions owe their existence to functional perversion, this 
treatment has a wide field of applicability. 

I have, for some time past, been using the ozol method and have 
had it under close observation, and must say frankly that it produces won- 
derful results. Almost every form of functional disorder can be treated 
successfully by it, and it differs from the usual form of drugging, in that 
its effects are perfectly natural, the nerves being left calmed and pacific, 
while the muscular system takes on a feeling of buoyancy and exhilaration. 

It differs from other nerve sedatives, in that it neither checks the 
secretions, nor depresses the vaso-motor,action. It is very effective in elim- 
inating waste products by all the channels. It increases the appetite and 
causes natural movements of the bowels, and its effect upon the kidneys is 
shown in the clearing up of deposits and re- establishing normal specific 
eravity. 
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Nervous tension, due to cerebral congestion, with restlessness, insom- 
nia and melancholia, is effectually overcome. It establishes a permanency 
of vigor, and the nerve-wrecked or care-worn persons are made to realize 
its influence in an incredibly short time. 

I have witnessed the most phenomenal and unbelievable results from 
the inhalations of ozol in the treatment of syphilis. Menstrual disor- 
ders of a functional nature yield to its influence promptly. 17 

I will admit that I was not prepared to believe that so many persons 
suffer from disease, due to under-oxidation of the blood, as is evidenced by 
sub-normal temperature, until I begin to make observations with my ther- 
mometer. Neither was I prepared to believe that any agency could act so 
promptly in establishing a normal temperature, and, upon re- -establishing 
a normal temperature, that functional. ‘detangements would eusapneee SO 
quickly. 

The conditions that I would mention especially, as being most amena- 
ble to this treatment, are such as neurasthenia, melancholia, insomnia, 
anzemia, asthma, hay-fever, bronchitis, early stages of pulmonary consump- 
tion, dyspepsia, constipation, headaches, inactive liver or kidneys, men- 
strual disorders, and syphillis in any stage, and I would say that it is a 
most valuable adjunct to surgical, electrical and other Dee tees, for the 
relief or cure of organic diseases. 


This method is most rational. It appeals to both the physician and 





4 


the patient, and the results produced are almost invariably satisfactory, 


especially if the disease has not reached a condition of organic disintegra- 
tion. 

I would suggest that the clinical thermometer be tised more freely for 
the purpose of ascertaining the prevalence of sub-normal temperature, 
then to study what relation sub-normal temperature bears to functional 
diseases. As it has been a revelation to me, so will it be to others. 

I submit the question of under-oxidation, with reference to its rela- 
tion to disease; more particularly those which have a tendency to chron- 
icity. 



















OXIDATION | 


PURE. BLOOD AND DISEASE STRANGERS TO EACH OTHER 


The preservation of health and prevention of disease is dependent 
almost entirely upon pure, healthy blood. Every organ, nerve, tissue and 
sinew of the body draws on this vital fluid for nourishment and strength 
When the blood is not right, other things go wrong. 


RESPIRATION. ‘The object of respiration is to bring the oxygen of. 


the air in close relationship with the hemoglobin of the -blood and to 
permit of the elimination of carbonic acid gas (CO,) from the body as 
well as other effete products in minute quantities. me 
In the process of respiration waste products are exposed to the action 
(of the oxygen of the air, and they are burned up very much as if they 
were put into a stove, thereby producing body heat. In the living. body, 


heat, whether tangible or not, is continually being generated through the 


chemical action of carbon and oxygen. 
OXIDAT ives ien ite wi 
10N. When the blood receives sufficient oxygen to unite with 


the carbon in the proportion of two atoms of oxygen to one of carbon,’ 


carbonic acid gas (CO,) is formed, which is in a suitable condition to 


be eliminated. The process of oxidation is complete, the body temperature 


maintained at. normal (98.6 F.), the organs perform their functions prop- 
erly and the system is in a condition to resist the toxic influence of micro- 
organisms. 

When, however, an insufficient amount of oxygen is received by the 
blood, carbon monoxide (CO) is formed, which is not readily eliminated 
and through its poisonous influences the system becomes debilitated a 
fun down,” and trouble begins. Carbon monoxide is a deodorizer. It acts 
as an irritant to the nervous system, destroys hemoglobin, interferes with 
the functions of the organs, the body temperature is reduced below normal 
which renders the system incapable of resisting the toxic influences of 
the various bacteria, and disease is the result. - | 
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“4 LOW TEMPERATURE IS NOT A NORMAL CONDITION. 
’ IT IS A DANGER SIGNAL 


So prevalent is subnormal temperature among people “run-down,” 
“thermometer test. The ‘¢linical thermometer is the best means Ol derer, 


mornings. The temperature of one who is under-oxidized will be found 
to run from a fraction of a degree to three or four degrees below normal. 
UNDER-OXIDATION. The under-oxidized and subnormal temperatured 

person will present one or more of the following symptoms: 
~*. Headache, backache, sleeplessness, dizziness, constipation, faint feel- 
“ing, loss of memory, lack of energy, irregular appetite, stomach disturb- 
“ances, coated tongue, puffy ankles, palpitation of the heart, heavy sediment 
in urine, cold hands and feet, numbness in limbs, flushing of face, excess- 


‘temperature. ' 
From: these symptoms we. are justified in rendering a diagnosis of 
—under-oxidation, taking on the definite form of either :— , 
Neurasthenia, constipation, liver disorders, kidney disorders, stomach 
disorders, intestinal disorders, uterine disorders, melancholia, hysteria, 
chorea, functional insanity, anemia, chlorosis, sexual depression. | 
The symptoms or conditions that arise from under-oxidation of the 
‘blood are not necessarily in proportion to the degrée of sub-normal temper- 
ature. A patient showing the fractional part of one degree of subnormal 
temperature may present as severe symptoms or condition of disease as 
one who is several degrees below normal. Se 
OzoL FEEDS THE BLOOD. A sufficiency of an active form of oxyge! 
for the blood means better blood, better circulation, better combustion, 
better equilibrium of body temperature, better vaso-motor activity, better 
digestion, better assimilation of food products, better elimination of waste 
products, less chance of ‘auto-intoxication, better chance for body builders, 
and less chance for body destroyers. 


ANTISEPTIC. AND OXIDIZING POWERS ©F OZOE 


Scientists long ago recognized the great oxidizing and antiseptic 
powers of ozone, but owing to its irritating effects upon the respiratory 
organs, when used as an inhalant, little progress has been made with it in 
its free state in the treatment of disease. | : 
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that nine out of ten of them will show a subnormal temperature by actual — 


mining the existence of under oxidation and should be used preferably — 


ive kidney action, disordered menstruation, visual disturbances, subnormal 
































































We have succeeded in perfecting a machine whereby we convert the. 


air into ozone and then convert the ozone into a new peroxide compound 
for inhalation purposes which we have named “QOzol.” 
The ozol machine is an electrical device, simple, embracing a number 
of newly discovered electrical principles ingeniously combined to. accorm- 
plish a given purpose. 
~The ozol machine is constructed with the highest consideration for 
proficiency, regardless of cost. 3 " | 
The process of creating the new compound consists of electrical ozon-, 
izers of high potential power, the air being driven through the electrical 
discharge wherein it is converted into ozone which is passed through 
glass tubes of crescent shape, partly filled with volatile ‘oils. Here the 


all-important chemical change takes place and the new compound gas 


thus formed passes through flexible tubes and is received by patients by 
means of moderately close fitting face masks. 
chemical union of the new gas with the waste products of the body pro- 
duces thorough combustion, the body temperature is raised, waste products 
are properly eliminated, and a healthful condition of circulation is re- 
established. i | a8 

In the new peroxide compound none of the oxidizing, antiseptic or 
blood-building powers of the ozone are lost. In fact, these powers are 
increased to a marked degree. The new gas thus formed contains no 
ozone in its free state. The identity of the ozone is lost as to its pun- 
gency, odor and chemical reaction. A combination of oils of the pinus 
group has been selected (eucalyptus, pine, thyme, etc.), which not only 
constitute an agreeable and effective inhalant, but are also recognized as 
possessing marked therapeutic value in the treatment of diseased mucous 
surfaces. 


THE NECESSITY FOR OXYGEN 


After careful analytical investigations of disease, it has been demon- 
strated: | 
First—That one of the most common and important conditions which 
the doctor is called upon to correct, is the weakness and incapacity pro- 
duced by a diminished or impoverished blood supply. , 
Second—That under-oxidation produces bad health primarily, because 
of an insufficient supply of oxygen that makes certain the formation of 
carbon monoxide, which is at once a deoxidizer, a hemoglobin destroyer, 
and an irritant poison, devitalizing the blood and paving the way for 
| | 384 | ace 








The gas is inhaled. The 
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consumption, neurasthenia, hysteria, melancholia, functional insanity, men- 
strual disorders, excessive kidney action, sleeplessness, asthma, etc., and ren- 
ders the system susceptible to a multiplicity of acute troubles, many of 
which run on to chronicity. : | oe 
It has long been recognized that atmosphere possesses the properties 
of blood-building, oxidation and antisepsis. Ozol may be likened to a 
mixture of Michigan and Colorado air, electrified. Ozol differs from 
atmospheric air only in degree of activity and potency, and the ozol's 
greater action makes it the greatest blood-building, oxidizing and anti- 


septic agent within the reach of the medical profession. . 3 


It has been suggested that a subnormal temperature may be a nor- 
mal condition with some people. This deduction can be controverted 
by placing any one with a subnormal temperature under the active influ- 
ences of ozol when the temperature can be made to rise to normal. 


eVANY “DIPPER REND bDIsSHASES SUCCESSEULLY TREATED 


Almost every form of functional, nervous, respiratory and blood dis- 
orders can be treated successfully by the ozol method, which differs from 
the usual form of drugging in that its effects are perfectly natural; the 
nerves being left calm, toned and pacific, while the muscular system 
takes on a feeling’ of buoyancy and exhilaration. | 

It is unlike so-called nerve sedatives. It does not check secretions or 
depress the vaso-motor system through the nerve centers, ‘which fact is 
clearly shown in increased redness of-skin, a feeling of warmth of the 
whole body and waste products being more freely eliminated. Increase 
of appetite is soon observed, regular and natural movements of the bowels 
are established, and the urine, cleared of its heavy deposits, assumes a 
natural color and specific gravity. Coated tongue, foul breath, heart pal- 
pitation, despondency, gloomy forebodings, cold hands and cold feet soon. 
disappear. Persons arise in the morning feeling refreshed and free from 
headache, languor and pains. In cases of nervous tension, due to cerebral 
congestion, causing restlessness, insomnia and melancholia, it brings quick 
relief. It imparts a permanency of vigor to the whole system, and the 
jaded, nerve-wrecked, care-worn appearance of the patient is replaced at 
once by a cheerful countenance and it puts the patient in a frame of mind 
to talk approvingly about the treatment. 
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NERVE DISORDERS 


The bad influences of under oxidation upon the nervous system are — 


far reaching. It is the foundation stone of worry. Mental worry is the 
pit that catches countless thousands. The career of the under oxidized, 
mentally overworked is brief. Mental worry and _ sleepless nights are 
serious. So closely are neurasthenia and consumption associated that 
many scientists have declared that consumption is of nerve origin. 
| Nerve disorders disorganize the whole system. One organ after 
another begins to lag and fails to perform its function properly, and one- 
symptom after another gives warning of existing disorders. 
Ozol is prompt of action, in applicable cases, and no one appreciates 

its effects more than the patient. 


It requires 80 to 70 minutes inhalation to saturate the blood, then 


the patient declines more. 


The ozol method affords conclusive evidence that poor oxidation is 


the cause of many disorders by reason of the fact that when it brings 
the temperature up to normal, all symptoms disappear. 


GET STRONG QUICK 


In the slow recovery of strength, after long continued fevers, or other 


protracted illness, which depletes vitality, strength is rapidly restored and 
convalescence hastened by the ozol method. 

Specific blood diseases soon respond to this remedy, and one experi- 
enced physician reports in three years symptomatic cures, without drugs, in 
thirty cases of ee in all stages, treated by this method. 


MENSTRUAL DISORDERS 


Menstrual disorders are so common and so often overshadowed by 
more serious complications as to be often looked upon as only of secondary. 
consideration, but it is safe to say that no physician using the ozol method 
to any extent, will fail to observe that it is a most certain and reliable reg- 
ulator. 

Jt acts with amazing promptness in ~ amenorrhea, dysmenorrhea, hy- 
peremia of the ovaries, and the hyperesthetic conditions caused by engorge- 
ment of the pelvic viscera.. The two so-called ° 
woman’s life, either in miihosd or middle age, at last find a satisfactory 
remedy in ozol. It effectually robs the climacteric of its horrors. 

- In the absence of atrophy, it is most reliable in re- establishing the 
normal functional activities of the genitalia. 
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THE DRUGLESS TREATMENT 


The ozol method is a rational and agreeable departure from the older 
methods of dosing by the stomach. — 


It does the work, unaided by any other remedy. 7 

It is not ozone; it is the product of ozone and the essentials oils of “ 
the pine—a new gas, the formula of which is C,, H,, Og. 

It stands the severest test, not in one particular disease only, but in 
many. widely different diseases. 


It produces results, and that is what the physician recognizes as his 
greatest need. 
































PORTABLE -OZOL OU LEIL 
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Ozone tube. For use with high frequency outfits or 
can be connected direct to any static machine. 

The tube should never be used unless partly filled 
with pine needle and eucalyptus oil. 
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PORTABLE? OZOL OUTLET 








This shows a portable ozol outfit which ts compact, simple, inex- 
pensive and self-contained, in that there are no attachments in the way 
of compressed air atomizers, or nebulizers, or rubber tubes, or fragile 
glass mixers. The body of the apparatus contains a condenser ozonizer, 
which is operated by a-cord and plug being attached to the lamp socket 
of the alternating service. The upper part, which is removable, and to 
which is connected the inhaling tube and face mask, contains the mixing 
chamber, in which the terpene oils are spread over a large surface in direct 
communication with the ozonizer. 
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_ Hughes’ ionizer. For delivering ozone by connect- 
ing either positive or negative from the static machine, 
or high frequency outfit. Connect with any atomizer, 
nebulizer or compressed air outfit. The inhaler: should 
be placed to the mouth or nose. ee 











Post-Operative X-Radiation 























-I advise the removal of all exuberant malignant etowths which are 
operable, as a preliminary step to X-radiation. ; 
This lessens the danger of toxemia, and hastens the cure. I present a 
report of a remarkable case of encephaloma, in which the photographs speak 
for themselves. 
No. 1 and 2 show imperfectly the awful condition, from a front and 
quarter view, when first seen, Oct. 6, 1906. | 
Ti = eae Ree Ss : ee No. 3 shows. fairly well the condition on Feb. 22, 1907, after the opera- 
igure No. lk Front view, showing extent Figure No. 2. Side view, showing extent a : 
of growth on Oct. 9, 1906. “of srowth on Oct. 9, 1906. _ tion, and forty X-ray, and sixty violet light treatments, and sixty ozol in- 
5 halations. | 
| _ No. 4 shows the condition after four years and a half. 
a. History. Miss R. K:, came Oct. 9, 1906. Age 43. Single. American 
he | born, of German descent. Appears as in photographs Nos. 1 and 2. Dira- 
 & tion 12 years. Was kept uncovered for nine years and grew to size of a 
s silver dollar. For three years had been kept closely covered, and has grown 
= so that the base measured, viz. :—vertical 314 inches, longitudinal 4) inches, 
diagonal 53% inches, and the growth rolled over the base for at least an 
inch in all directions. (Growth in the thickest part, an inch and a half 
qi thick.)- Completely surrounded and covered right eye, with lobes on both 
lids. Could distinguish light only by throwing head back, lifting upper lid 
and growth, and looking down. : 
i December 10, growth removed by scissors, curette and dry gauze sponges. 
| Larger parts torn off, smaller ones rubbed off, and base curetted. Moist 
dressings. After two weeks most of the skin had returned, and the growth 
was reappearing all over the base. Upper lid 34 inch thick and no orbital 
depression. Could open eye about 4 inch. Removed from hospital to san- 
itarium. Placed in direct sunlight for three days, and gave daily exposures 
to violet light. 











Figure No. 4. Showing condition over 


Figure No. 3.—Side view, showing result: 


oF and oO on Ae ee, ae five years after operation. Functions all ‘4 | Gave daily X-ray exposures for forty days, using a soft, old, chemically 
perfect vision and good use-of eye lid. poe : . regulated tube, from ten to twelve inches away, energized by a Betz 24 plate 
391 | 


390 





























static machine. Began with six minutes, and followed with a 15 minute 
bath in the violet light from a Betz Russian 200 c. p. lamp, 30 inches distant. 
Protected surrounding healthy parts with an Allen aluminum adjustable 
shield. Also gave forty minute treatment with the ozol machine inhalations 
to enrich the blood. Gradually increased the length of the daily exposures 
till she took 17 minute X-ray and 25 minute violet light. Rapid disappear- 
ance of the returning growth. On the fortieth day a dermatitis suddenly de- 
veloped to the second degree, which lasted for five days during which only 


the violet was used for 30 minutes daily. Mopped the area hourly with 


hamamelis, and gave an anodyne, and protonuclein every two hours to com- 
bat the toxin. I believe the violet light kept off the dermatitis for forty days, 
and controlled it and cured it in the five days from Feb. 8-13, and which was 
continued till the 60th day, when she went home. 





Dr. Longcoy giving an X-ray treatment_for cancer in¥Dr. Bennett’s office. 


She returned weekly for a treatment of X-ray, 15 minutes, violet light, 20 
minutes, and ozol inhalation, 40 minutes, during six weeks; then fortnightly 
for eight weeks; then monthly for six months; then bi-monthly for a year; 
then tri-monthly for a year; then ME: for a year; then semi-annually 
‘for a year. 

-When last seen five years after the operation, she appeared as shown in 
No. 4. No scar or contraction anywhere. No hair in eyelids or brow on 
right side. Lids normal in thickness, and only slightly reddened at free 
margins. Can see well, and use lids perfectly, and tear ducts open. No 
pigmentation of skin, which is soft and pliable. Tanned all over face and 
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head by exposure in the sun. Wears no head covering about home, and is 
out doors when possible. Family EOS: immediate and remote is bad, there 
being several cases of unverified ¢ ‘consumption,” “paralysis,” and “cancer,” 
‘n the blood relationship, with one in her direct line of descent, and whom 
she most resembles, so that this case is a possible fifth in the family. No 
other procedure, in such a condition, in this location, could have resulted as 
well as this. No microscopic examination was made, but I had in consulta- 
tion, four surgeons and four physicians, who concurred in the diagnosis. 
Only one concurred in the plan of treatment, before, but all are satisfied now, 
and the photographs are eloquent. I have not seen anything to compare 
with it in extent, either in twenty-five years’ practice or Shae of the lit- 
erature. 
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Abbreviations, Key 


Abdominal Spiral Spring Disc Electrode, Bennett’s............ Bone bon 


Absolute Unit of Current. A mode of ten amperes.......:... ates 
Absolute Unit of Electromotive Force. The one-hundred millionth © 
OP VOLE eee ee a aR ere ee a eae 
Absolute Unit of Resistance. The one thousand millionth of an 
ONIN i eeg i Sa ee een ee ee 
Acid: Bichromate, Celli 424 3 892 915. 92 


Accumulator. An apparatus to store electric energy, as the Ley- 
den jar, and so-called “storage battery.’ Also applied to a 


disc covered with toil, attached to.an, X-ray tube...) 2..-104: 110 
Action, Local. Chemical action that takes place in battery cells, 
consuming zinc without producing a working mode.......... Si 


Actinic Rays. The rays of light, or other forms of radiant energy 
that possess the power of effecting chemical decomposition.. 331 
Activity. The work done per second by any agent.............. 
Active Electricity. Electrification in a state to exert attractive 
and repulsive powers or produce heat, light, shocks or decom- 
POSTION: sb ree celecttinCation: 2h aie oe te 
Activity, Unit of. Rate of doing work. One anit of work, per- 
formed in one unit of time, equals one unit of activity. In 
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the C. G. S. (centimeter-gramme-second) system, the unit of 
activity equals one erg per second. The practical unit in the 
same system is the watt, equal to one joule per second...... 2 
Adherence. Steady attachment. Attraction of unlike magnetic or 


PlecthO San <CharCeSie si ee ee ak Ste er eee : 


Adhesion. ‘The attraction that exists between unlike molecules. 


Affinity, Chemical. The force that causes atoms to unite and fee 


@heminCa lM OLCCULES ee ee en ee i ens cucu eres 
Agonic Lines. Lines of no variation..... Fe lem Nicos ey fe eee Geeta 
Pullen ~ Ray Shield eh ee ee oe patos shack a ea oes 
Alternate Modes. Those in which the direction is changed at regu- 

lee tinter Vals. 2 ee oe er ee oe ge te 125, 128,139, 
Alternating Current. An eae mode that alternately flows in 

Beopposite: directions 0 oe eee L255 30, 
Miteunation:. A» complete reversal of the mode ox, 1. tee 3.9. 
Pomimratiin-. Cell Rectiier no) oe oe ees ee Se 128, 1380, 
Amalcamation, Coating: zinc with metallic mercury..:......0.2 «. 


Ampere. The unit of mode strength, or the mode carried in one 
second, by the force of one volt, through a circuit where the 


Resistaice is) ONG Ohm 4. .8 205 Ree oe 83, 84, 86, 
Paperage of Mode Strencth |. 0 ee ee a ee ee es .83, 101, 
iB 
(©--— Gufrent strength —= Pressure divided. by Resistance. ...... 
e | 3 


Ampere Hour, Ampere Minute, Ampere Second. One ampere flow- 


ing for one hour, one minute, or one second respectively. The 
ampere hour.is not a measure of energy, but when combined 
with the volt, and expressed in watt-hours, it is a measure of 
CHEESY 2 ee ee. er Ga a ns ee ra ee Oe nara 
Amperemeter or Ammeter. An instrument for measuring strength 
Hie cAI eres. 8 Ss NER ey gtd eo ee ONC er eens Cease ieee Sane ae ae 
Peaaecthictic, “Inecal. i eo i en see eA cn mueere 165, 
MIMO OLESIG( Sc Se ee a [ca Gece eae 
mmatomical “lopogtaphy 220.25 2022. ee, cant see es 
Anelectric.—a. Not becoming electrified by friction ;—Opposed to 
idio-electric—b. A substance incapable of being electrified by 
HECHON yo Ae See, er ote SO ea ee Supe er aaa ce ee 
Anelectrode. The positive pole of a voltaic or galvanic battery... 
Anelectrotonus. The condition of lessened irritability which exists 
in that portion of the nerve nearest the + pole, after the mode 

of electrification has been passed through it for some time.... 
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ductor to another... 2... PE A ee a ses ees 347, 349. = 3 is closed does not polarize very mUch...........ee eee meee Sie eo 


I) eo >. = : ; q 
iil _ = i 
: q 
il | | Anemia. The deficiency in quantity or quality of the blood........ Sg) 4 4q ‘Auto-Condensation. A method of high frequency treatment, 245, 250, 305° ae li 
| see Animal Electrification. Free electrification in the body,- A mis= = s q Be a Auto-Conduction. A method of hen frequency treatment. ... -@40, 250 | 
| : 3 NOME pe ee 2 q = Auto-Induction. A method of igh {frequency treatment....... 245, 250 ll 
Anions. The corpuscles. which collect around the + pole, when a ~-+ © 3 } 3 Axial Line. See Magnetic AxiS........ cece ete eee eee 14-2°:310 | 
il ee compound electrolyte is decomposed by electrification........ 161 Axis Anodal 0. 722. Re ee ec ooo av1, se | 
| | | Anodal Electrolysis” 2.3 26 a ee Ne ae gas oneeee 1:73 3 a Bachelet Magnetic Wave Generators...........---..------ ++ 319, 3x6 i) 
Hii | Anodal Axis RC ...281, 288 “a peipack Pad miccttode. ss ee ee ee oe 167 
| | Anode. T’he “way” by which electrification enters. The positive _— | Pack Up a Sparks 0 2.6 a ee ee ee Q72 | 
| | (+) pole. The platinum electrode in an X-ray tube.......... 1 B. A. Ohm. The British Association unit of resistance.......... | 
| | node Rays lhe rays tom the anode or positive end of an — Base—A switch board. The part of a battery on which is fastened a) 
| I X-tay, OF vacuum tube... ...; Soe ae POLL ef one . @ the meter, rheostat, coil, posts, switches or other attachments. _ ! i 
Mi -Annunciator. An electro-magnetic indicating device............. _ pe SCS res = 333, 334 | 
| | pe Eattode Be ed ge eee pe atl, ety : 3 Bath, Beeeeie , 200 ih 
HW Antiozone. Oxygeti in a positive polar condition. <<... S34... = 2 , | io cae i 
| Appliances, Electrical. This term is generally understood to refer > 2 Hath pieciLo Grey eee a 18%. 183 2 
i] to various belts, soles, jackets, etc., inclosing magnets, small : 4 E : Bath, brydto-Biléctric 2=3 0c. a ee es See reas ; | 
li cells or coils, to be worn on the person for various complaints. . a Battery. The complete electrical UGA although, the cells are _ all 
| Applications; Len Static 25 ses ee re ee OF —— Sometimes called the battery .2...°..5..-... 433- o su 33 | 
| : = Applicators leCtrodes @ en aa ee Rah ones -208  @ 3 a battery. Cells ee Oy i ere 91, 92, 938, 99 | | 
As Arc, ‘The spark or light made by a mode jumping from one con- 3 Battery, Constant or Closed Circuit. One which, when the circuit i 
é | 


Armature. An iron bar attached to the poles of a magnet to pre- Battery, Dynamo. Two or more dynamos properly connected.. 


| 
| 
Hl 

| serve the magnetic equilibrium, A sol of insulated wire Oa 2 3 Battery, Electric. This is a general term given to the etiacn | 
il : — ro re wes! yo Han te aol: aoe a which - 3 a of two or more sources of electrification; two or more voltaic | 

| | secondary mode is induced. ‘T’he hammer, or vibration spring cells properly connected; two or more dynamos_ properly i 
on an induction coil. The outer and inner coats of a Leyden Ef wired: or two or more Leyden jars, joined so as to give one ) | 
I | ae i ae Le Pie Soe gee ae ee tens ne a 110,192, a a . 2 single and united electrical discharge...........seeeee G9 10d 102 i 

il Sehr, LAL eis: UIE CALs Vine ey eii'e 0 sch Sire <0 (oye Sse oie weile weit ele Sen wriacroe wicenie'sa\ bie toi oth eM eemenveice a ° 5 : C 1 1 bi ||| 

| | Artificial Magnet. A> bar of metal, originally without magnetic a 4 s 2 , oe ee He hee ee a ee d 
| Hy || properties, to which magnetism has been imparted by another _ een) 18: ee eee | : ie i 
] ; TRAC Me te ie ee ae he ee o10;. 3h rf eo Meeneu, Pewee neon ee q 
Ha | ‘Ascending Currents. Obsolete. The mode applied by placing the ee 4 | Battery, ee One in which the plates may be removed when : | i) 

| | + electrode on the periphery of a nerve, and the — to the Bq MOL Ie USCHis 5 nine ne oer ee te en ae 92, 103 : 
||, Po ee ee ee 1x9 | Battery, Primary. Several primary cells acting as one........ LOL, 102 
| | | 3 ASepSIS. = Freedom J1Om- Septic matter Oreintechion. . 2.1.3. a. Battery, Secondary. The combination of a number of secondary or 3 i 
| | Atom. ete. Particle Or imattete.. </05 taser oe oe east ea eee 929 a 4 storage Cells SG 6 os we ees i oe tee silicie | 
| | | tonic. sacking sone sos Jn 0 es ee eae oe ——— Battery, Storage. Several storage Celle actin as One: ee 111 | 
| | | | | Btrophy- Wasting. of a patie c. 2 DP ee en ee 2 —_— Belt leCtniC. os fe ee ee ee ... 148, 144 i 
} | : Atthaction and Repulsion 3 6 ue ee ek a LG a : Bennett, Electrodes. Abdominal, Magnetone, Needle Holder, i 
| | | | | Attraction, Magnetic. The attraction which a magnet exerts over : - @ Soluble Set Phorics. 6. es 38, 164, 167, 178, 212, 221, 298 : 
| | a other Pedics Sere 311 = 2 ) 397 | 
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Bennett Method of Static Vibration | RAN, Spall 








; | aa _ -& Catalysis. The property of electrification which causes increased 
immersed respectively in electrolytes of dilute sulphuric and Fh abcorption and auton of the bare cate | or the whole body 


through its effect on the vaso-motor and sympathetic nervous 
re system. A word introduced by Remak as a convenient term 

. | ionate a number of complex physical effects of electrifica- 
Bd die” of wires. The Pach standard > § to designate | Pes 


ae nitric acids 
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| AN Hii | 
Mi) | z i : t 
| | | B. & S. The initials of Brown and Sharp, the Standard American Wi 
ae CS Bennett: Method of Static Vibration’. 63 3 : | 
HA | WILO" CASO ea ee Fs OCS ein eo oes a ee eo i 
mn 3 ss Bichromate, or Red Acid Cell” = 322 7 2 oxi opise Nel feigreh-e ln srl e; Tes come Vent elie etnetionte tre ° 2) ‘ i 
| pichromate, oF Red Acid: Cell - a : Cabinet; Electro-Therapeutic, Bath... 32. ee 180, 188, 333, 337 iii) 
Hi | Bidet Chair Light: Bath. eo, fe DER Kage Ch renee 340, 341 Pac Br ee 134) 136 : fl 
| | Binding Posts. Clamps of posts with a set screw, for connecting : a. eats Doe aes oe ae ae 3 | 
WA | : AME OtatiCn se oe ee ee ee eee iit 
i | conducting wires or cords with electric apparatus or electrodes. _ | afte Tig deleting tie celatiog Value oF the oat of a gal- i 
| | Bi-Polar... Attached to both poles of the apparatus... 3.2.2... Sree eee | 
HI) pe WANOMIETER ka ao ee ee i eee ee oes 
WM eens oe . ee Callaud Battery. Another name for the eae Dattery.. ieee DDoS | 
| 7 Coppen which itecontaine. Baie. oG ee Ot, aS | Blend Geavny Goll, A cinecoppee couple the Clemente ot WM 
l| | | pore: Spiich: 9) Buetd sp ie with ous at os | which are used with electrolytes of dilute zinc sulphate, and a a 
HI Bi I f fe 9 Nie | 
| | poem? Pe cclosed, Opened, oF interchanged, 32 a: concentrated solution of copper sulphate, respectively........ 93 i ] 
Wh | Bobbin. An insulated coil of wire for an electro- Macnet 264s : Pde Power “Usslly capped ie COP Cone nea ee Ob a I 
| | | ; Bound Electricity. Electrification which does not manifest its — a Pillsticy os Woe sees from any luminous body, expressed ; | 
Waal || = , i me d ’ mi) 
WT |, picsenee Dy. any of the usual phenomena. This term is also . in units each of which is equal to the light produced by one i 
Wa | applied to electrification “accumulated” or “condensed” in the -_ | i 
Pp | 126 
L. d 5 192 193 é - = oi standard candle ES SA Racy nese Scents ete Ree oe ‘| 
| | ee ae. oS ee erm Racers eS a a Candle, Standard. A candle of definite composition which, with a | 
| poe ates eos comaiine. 2 fmmber oF cuore é _ given composition in a given time, will produce a light of fixed im 
| | whose resistance is known. Used in measuring resistance in : _ | a 
| | ¢ : FS ; = and: definite -brichtieso <r ee ee ee te a 
i] | + See “i e SA. OF, ONO NON Or, OW 0m 015 0 Ks SOL Oh elrre bos ehuerne-sie! 10 %;e Meri) Holvel @lvel, of 0 tos eke: otic en ers Mee Loe ee ie ; E | Capacity. Aan insulated conductor, as a patient on ihe static stool, i | 
\| I a ‘ o ere Ue hee eee neat Dinemeres ea . = auto-pad, or condensation Sah The capacity of a condenser ] ! 
| | | Break. An opening in the circuit. ee ee 115 (accumulator) is measured by the quantity of electrification of 
WY | Break. “To break’ is to open the circuit and thus stop the flow of —_— ; Ses 442 a 
Ma | ; er en eer y3 : “ unit potential svhichiat, can contains 5.5.5. ee. Be Baas) a 
| | electrification. “To break” is the opposite “to make.”........ 115 . @ Be aciy Static ONO Se ees ss 193, 448 i 
| | | oe oe ee EE Oi re vee 3 | Baalunes Hair like blood vessels connecting the smallest | | 
: | Breeze, Sta C ee a or, ee : _« 200 | . arteries: witne the; smallest Veins. osc. oo es ol ag ee es 379 i i 
| eee ee oF one pS ES NE ene ce orn Ou oe ee ls ns oa mone, | 
| | should Pelwelliisalated: = yo) 6, A a ee OL . | Saphire! or OWlck lead sud harcodly teed ak the Nenana dq 
| Bugse, Vy heatstone, sometimes called an electric balance. An . a element in a cell, and also used to coat the surface of rheostats. a 
li it | Oe . @ | Also used as electrodes or terminals in an arc lamp........ 85, 161 iq 
Brush, Dynamo. ‘Strips of metal which take off the mode from the : 4 | Bok Dioxide CO. 8 peconons ees clitimated theonon Hh 
Hi | | Cy amor se iG ee ee ee —_— CR | 
HY s % a lungs. SSE Hee Pec es atl hs PPP RRS CARED ATTIC OPES COREE Oa CSE SO RG UO COU NESE ce a H | 
| poe me es oe pee: es oes Bee EG a rhoa) Diowide Snow “Under Kish preacase Wie oa. rauiace on | | 
HM | ucklin n irregular surface on the ates of storage cells :. a es cee : | : | : i | 
| i ae Hee rae Scag ay es P S | — liberation and evaporation produces snowlike crystals which i 
| : x P Se =. are moulded and applied to a growth that is to be removed. ~ i 
UE Bugs and Beads. Dark moving spots seen on the surface oes = . It is frozen and separates in 10 or 12 days without leaving a | 
| i | fluorescent X-ray tube, which is not working properly.....:. Se ee a oe 
| | Bunsen Cell. A zinc-carbon couple, the elements of which are . | Co 7 
| 
| 
| 
| | 
| 
































tion. Under this term may be included phoresis, osmosis, 


electrolysis, the effect. of the modes on the circulation of the 
lymph and the blood, and the trophic influences on the nerves. 
The chief action is indirect and physiological, and is the most 
important emect-ol any mode of electtification. =... 323.. 84, 
Catalytic Action. 


(SeeecatalySis) 05 he 8 ee eo ee | 


* 


Cataphoresis. The property of electrification which causes a trans-', 


ference of substance through moist tissues, by means of which 
medicines can be carried into the body. It is mechanical, and 
the property of the negative (—) pole only. Just the opposite 
of anaphoresis. The process of introducing medicaments into 
the body by the aid of negative electrification. It is sometimes 


termed electro-osmosis. The name cataphoresis is derived - 


from cata==down, and pherein to bear, i. e., liquid passes 
by diffusion through the partition in the direction of the mode. 
The process may be shown by using a weak solution of starch, 
and a weak solution of iodine, separated by a porous partition. 
The mode, on passing from the iodine to the starch, will carry 
some of the former with it, thus coloring the starch by chemi- 

cal reaction with the iodine..... Pee oe es a el re 
Cataphoric -Action,-. (See cataphoresis)... 1.3.2... Rs sa cote eases 
Catelectrotonus. The state of increased irritability of a nerve near 
the-cathode, or neeative: (=) poles... 6-1. .06 20 a 
Cathion. The ion which collects at the cathode, or eee pole. 


ache cathion- 19-thie Opposite Ol anion, G--V....6 2... ee ee 161, 238 


Cathodal Electrolysis 0 2 aes a as es ee es Oe i 
Cathode. The “way” by which electrification leaves the. body. 
The negative (—) pole. The concave aluminum electrode in a 
vacuum or X-ray tube. The negative (—) pole of the battery. 
Cathode Rays. The rays from the negative end of an X-ray or 


VAC SCID Cue oe ey eee ne oes aac eciarae a 210, Rel, iekig Pol 


Cautery. The electric cautery, or as it is often called, the galvano- 
cautery, is usually a platinum wire or blade heated by the aid 
‘of electrification, and used to burn or cauterize the tissues of 


the human body. (See galvano-cautery)........ 102, 103, 109, 146 


Cell. The jar or container, holding the elements and the elec- 
OL CR ay ot ee hc iass whee cas Reyes gc aca ees Sy nee a 85, 91, 
Cell, Voltaic. The combination of two metals, or of a metal and a 
metalloid, which when dipped into a liquid called electrolyte, 
and connected outside the liquid by a conductor, will produce a 
mode of electrification..... ee a ee ne se oe Pesci pe Nae 
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93 


Cell. Connections. (a) Series circuits. Compound circuits in 
which the separate cells are connected in one circuit by joining 





their opposite poles so the mode produced in each passes suc- 


cessively through the circuit. This is sometimes spoken of 
as connection for tension or E. M. F. (b) Parallel circuits 
or multiple arc. A compound circuit in which the separate 
sources are connected by one set of terminals, all the positive 
to one positive conductor, and all the negative to one negative 
conductor, viz.: in a zinc-carbon battery all the zincs together 
to form the negative terminal and all the carbons together to 
form the positive terminal. This is called connection for quan- 
Phy Ol AMID CLA Ce fe ng oye Ce a rt es eee 99s 104, 


Centimeter. The hundredth part of a meter, equal to 0.3937, or 


about % of an English inch. The unit of leneth.. Hor its 
UCTS OS UNO OS mie ae Re Gy eM cs en Rene re es een 
Central Galvanization. Method of ee the galvanic mode to 
the: nerve CenterSs<sssce S ess Se AG ae he Ree oe ae note) 
Centrifugal Current. A descending nO | or from the trunk out- 
Wardstowanrd the exthemitics. 76 os, ee = sae ks ee 
Centripetal Current. An ascending mode or from the extremities, 
inmatd towara the ttunle 2. 2-2 ee 


C. G. S. Units. Centimeter-gramme-second units which have been 


universally adopted by electricians. C. stands for Centimeter, 
the unit of length, which is one-hundredth part of a meter, and 
is equal to 0.3937, or about % of an English inch. G. stands 
for Gramme, the unit of weight, which is equal to 15.432 grains. 
S. stands for Second, the unit of time. Thus we speak of centi- 
meter-gramme-second system, or the C. G. 5. system..... Bone 
Charge of Electricity. The quantity of electrification in a body.. 
Charger. A small static machine of two “pits used to cates = a 
larce static machine c.-. Bets ee ee ee Soe Sais 


102 


443 


190 


159 


159 


@haroine- Galvanic Cells = oe ee 189 
@harsine Static Machines 22.7. 2. 2 et a 227, 234 
@hargine “Storage: Cells) (on oe i a Ie 
@hemical Effects 3... 0... . ae a ee Ny OR nn rt 156, 05 
Ghioride-of Silver Celle. 0 a ee ee oe ae re 91, 92 
Chromo- therapy. ee ee ee 331 


Circuit. The path traversed by a mode of electrification. Closed 
Circuit. A completed circuit, through the conductors, and 
patient. Ground Circuit. One pole used and the other pole 


connected to the’ ground. Open Circuit. A break or gap in 


401° 
26 . 








a eS eS ee ke a SSS an Ee 


the metallic circuit. Short Circuit. A short faetattic connec- 


tion through wires or any good conductor............ 87, 88, 
Circuit Breaker. An apparatus for interrupting the mode.. A 


PHEOLOIIOM ete ee Ge ee an es a ee ye 96,— 


Circle, Galvanic. This includes fluid, loneue: and connections 
between the elements outside the fluid.......... ...... oy aotor 


Clamp. An appliance for completing the connection between elec- 


trodes: and conducting cords,» Bindine posts... .. 27... 2. 98, 


Closed Circuit Cell. One from which. the elements are to be. 


removed when, not in use, and in which they are to be placed, 
when used, to close the-circuit. The ordinary acid cells are 


closed (circuit cello. cit ce i re 92, 
Closing Contractions. The muscular eoutceions produced at the 
instant<the? cireuit is Closed eas se oe es re 
Coacilum.. A clot o. 035. Poe ee tu ie seer eae i 


Coil, Induction. Coils of insulated wire, in which the mode is 
induced by the alternate opening and closing of a circuit, 


around arcore,catisino hysteresis. 3 2 ee 116, 142. 
CoivPrmary oi ee ke Ge oes 114, 115, 116, 
Coil, Secondary 53a ae 114, 115, 116, 142, 
Coil Xe Ray ie ee a 262, 268, 284, 298, 


Collecting Plate. The electro-negative element of the pair, from 
which the positive mode comes. Called the collecting plate 
because the hydrogen and other products of chemical decom- 


position; collect about tive: ee a en ae ee Bi. 
Columbia. Dry or Paste-Celly oon eee ee ee 91, 
Combination“Battery. 6 vn er a ae eee 
Combination: Cabinet <2 aes en ees ee tn 
Combs. A row of sharp points in a static machine for collecting 
thevmodevinom the plates: (3.2 e250 ee Se 
Commercial Modes 223) 32.5 2. ft Rees Re eee ee 81; 125, 
Commutator. A device for changing the direction of the mode. 
Anvaltermator= A. pole-chanGer 5. o.oo Pierre eore 97, 
Compound Magnet. Several single magnets united; with similar 
poles adjacent 45 Sve yee ee Te i ee ee 312, 
Compression: Diaphragm. 2... .0.5.... Be ee age ee 304, 
Concentrator. A single point electrode for localizing static sparks 
BOI DECCLCs tn eee ea ee eee ee ee, es nee 
Condensation; Auto) ee a ee 245, 
Condensed Facts in Electro-Therapeutics............... 12435 14 


Condenser. An apparatus for accumulating or storing electric 
402 








301 


30th t 


301 


301 





energy on a small surface. As an insulated metal plate or ball, 

On Leyden claret ne ee 192, 193 
Condenser Electrode. A vacuum tube containing a metal disk which 

acts as one plate of a condenser, the tube wall being the 

di-electric and the body surface in contact, the other plate.. 
Woenducting: Cordse ri. a 8 kes a ee Sos ce 290 
Wonduction, “Auto Co) 53 ee el ee ee RAD 200 
Conductors. A term applied to the electrodes and cords by which 

they are joined to the battery. Substances through which 


electrification will pass. (See resistance) . Sak ciiieece are ote Perce 89 
Conjunctive Wire of Arch. The wire joining the two elements of a 
| falvanic pair outside the celle 5 ea ee ee Si; 88 
WOMMCCLOLS 3 ee ee oe es ee ee 


Connections. The wires, metallic eras: binding posts, and all 
metals used to complete the circuit are included under this 


PCI ee ce ae Ces ee eR ey eee Oo) 
Constant Battery. A galvanic battery with two fluid or gravity 

cells, see ye) eile, Seige. ey 9,8 eleven ao @Ne veike tenestet eMe ents Jove fe Ns oige Shon eo he aah een SR 93 
Constant Current. A galvanic mode font a constant Pe eee 81 
Contact Breaker. A device causing an electric mode to make and 

Dredle its Own circuit automatically. <2... oe 116 


Contact, Metallic. A contact of a metallic conductor produced by 


its coming into firm connection with another metallic con- 
ductor 


ee 
oaieesy Aloe tee ennes on Oni oreeny @ 4 0 RORLS Ken Le Nie” ee tre: @1l@re Te rekre ge svete euierd etre nielien es ener e hen even eeterenete 


Continued Current. The uninterrupted @alvanic mode..:2........ 81 
Continuous Electrization. The protracted applications made bye 
belts; chains ctc worn. om the body. %).) 6 a 143, 144 
Contractions, Giscne. Those produced at the moment of closing 
Or inaking: theveircuit ov Or ee ee 356 
Contractions, Opening. Those produced at the moment of opening 
on breakingthe, Cicuitiee! os ve oe 356 
Contradictions = 2s Sine 5. G2 os en Be bs ey ae 15% 
Moutra-Indicated: “Not indicated -— 2. 10 
Wontroller, Current i625 2 134 
Convection. The discharge of electrification attended by alternate 
attraction and repulsion of particles of air, and the materials 
HOmIN Sy (ib ce a ee ie 
Convective Discharge. A mild static breeze or brush discharge 
from a point or brush electrode. 207. 2. 1 R01, 202 
Converter. The inverted transformer or induction coil used on 
aerating SYVSUCING se eee ee a eee ae 146, 147 








Copper, Hydro-Soluble, Blectcodess Ly Ae66, 


Core. A bundle or soft iron wire, or a bar of soft iron used as a 
magnet, in the center of a coil.........-. Poe 6 oe, 
“Corpuscles. 688.25) se Dg Net ce ee eons ak 
Couch; Magnetic -—- e ; 
Coulomb. The unit of measurement of electrical quantity........ ) 


Couple, Astatic. Two magnets of equal strength suspended one 


17 
301 
238 


over the other in the same vertical plane, with poles opposed — 


so as completely-to neutralize each other........ Sr neg ee 


Couple, Thermo-Electric. Two dissimilar metals which, if joined _ 


at their ends only, and connected to form a complete circuit, 
will produce an electric mode, when heated at the point of 


PUM CUOM. ic. a iets sue ese Si Up eigceg Oost ocollepe ceaehotas scat 
Couple, Voltaic or Galvanic. Two dissimilar metals in an electrolyte 
which are capable of producing an electric ingiel: Perens ees 
G Pp Abbreviation for candle power... ...1.0.2.% 606. ee ees 


Crookes Tube. A vacuum or X-ray tube, named for the inventor. . 
Cross. A short circuit, make by two uninsulated conductors com- 


files a CONTAC. es he ee ee ee 
Cross, Electric. Accidental contact between two or more con- 
GAGE ORS 3 en a ese eo eue ere ns egteenene sae eee 
Crow-Foot Cell. A gravity Sei SO- callie from the shape of the 
TAIN ee ee Tepe ote ah oc ee GE near a is OEE en are 91, 
Crown-Breeze, or SHOWer..... 2.2 cece eee eee tenn teeee ee 
Cryptoscope. A fluoroscope ...-..+.. sees sree neeee Ae 206, 
Current, Alternate. A mode in which the direction is changed, at 
fecular intervals 0. ie i ye es ee ee 


Current, Ascending. A mode applied by placing the anode, or 
positive electrode upon the periphery of a nerve, and the 


cathode, or negative electrode at the nerve center..........-- 
Current Breaker. A device for opening and closing the circuit, 
a vibrator, a rheotome, an interrupter........-+..+---- 96, 116, 
Current, Centrifugal. A descending mode coe from the center 
fo. Periphery 265 ee ee ee 
Current, Centripetal. An ascending mode flowing from Resi ier, 
Heh eau ite Seen anh eee a pe RA Dc eines oak wn it pee ne rn CaO OS 
Current, Constant. A mode from a constant battery galvanic; 
direct = fe ee ee 81, 88, 94, 101, 
Current Controller. A device or rheostat for controlling an incan- 
descent iM0de <0 ale es she ce ees Ke ee ee es ee os 


Current Density. The mode which passes in any part of a circuit 
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as compared with the area of cross-section of that part ‘of ther 

SCC uit Sa A ee ee ee : 
Current, Descending: Antithesis of the ascending current in that 
the cathode is on the periphery and the anode at the center.. 159 


Current, Direct. A non-alternating mode; galvanic, constant...... 125 
Gurrent Direction <0... 0... oe en ee te ne ee ee 159 
Current, Earth. Electric modes odie through earth, caused by 

a difference of potential at different pOIntS..<. 25 s-..s es ee 


Current, Eddy. Useless modes produced in metallic masses such 
as pole pieces, armatures, and filed magnet cores of dynamos 
and motors. They are caused either by motions through mag- 
netic fields, or by variations in the strength of the electric 


modes flowing near them..............++-. Ps nn eee 314 
Current, Electric. The quantity of electrification which passes per 

second through conductor OF CifCtlit.... 66. eee ee eee eee eee ees 443 
Currents, Electric. Modes, modalities.........+ sees ee eee eee eens 125 
Current, Faradic. See faradic mode.......-.e sees ee eeees S41, Lage 1sk6 
Current, Galvanic. The direct mode.......... cece e eee e ee eens. 124 


Current, Induced. The mode produced in a conductor by cutting 
magnetic lines of force. When a discharged body is brought 
near another, but not in contact with it, the latter becomes elec- 
trified or possesses an induced charge. The faradic mode is | 
often spoken of as the induced current...........--+ +--+ -ees 113 

Current, Oscillatory. These modes flow periodically in opposite 
directions but not necessarily for the same length of time. 
The maximum values of successive waves change in a regular 
order. Oscillatory or fluctuating modes while pulsatory are 


WMGireCHONMal modes 22. sa 2 Gu ee ee fee we ee 1395. 
Current, Pulsatory. These modes vaty their potential in repeated | 
secycies:. lhey. are Umidirectional modes... 255.2... ct: 139, 140 
Current Reverser. A pole changer. A commutator..........-++. 97 

Current Selector. A device for altering or changing the kind or 
StrenSth Of a imOdes ce eae es ie ee 142 


Current, Simple Periodic. Alternating modes. A mode of such 
a nature that the continuous variations of the flow past any 
cross-section of the conductor, or the variation of its electro- 
motive force can be expressed by a simple periodic curve, 
Sch as a Sine CUIVEs.. 4... oe ee ee 139 


Current Strength. Amperage. C.==— Current strength = pres- | 









sure divided by resistance. 





The product obtained by dividing the electro- motive tones by 


a 


the resistance. According to Ohm’s law, the strength for a con- 


stant mode is: ~ 
Electro-motive force (volts) 
———_—_———__—_——_— ,........ es 80, LOA, 
Resistance (Ohms) 
Citene Transforming. Changing the electro-motive force of a 
mode by its passage through a converter or transformer...... 
Currents, Undulatory. Motes, the duration and strength of whose 
How. Stadually change.:-.. 6. 4s. isis er ueteer ren 118, 140, 
Cycle. Two alternations. The oneal trip or circle of the mode, 
embracing one positive and one negative wave or alterna- 
tion. A period of time within which the same phenomena 
tepularly recur inthe same orderss./:.0 3 0. 
Cycles. Ordinary alternating modes used in lighting service have 
either 7200 alternations per minute, (60 cycles per second), or 
15,000 alternations per minute, (125 cycles per second) 
Cyinder Machine. A form of static machine.......¢- 
Damper. A retarding device. A metallic cylinder surrounding 
the core of an induction coil, for the purpose of varying the 
intensity of the induced modes. A muffler............ Se inlay 


Amperage —— 





eoeoe#ee © @¢ @ 


‘Damper, Arc Lamp. A dash pot or other device offering resist- 


ance: TO Quick; IMOUION he eee a 
Daniell’s Cell. A porous cup containing dilute sulphuric acid im- 
mersed in a jar, containing a solution of sulphate of cope: 
pene, eleiments-are-copper and zines... i 
D’Arsonval Mode. One of high frequency, medium Soe and 
high amperage. Applied by the bi-polar method, and by auto- 
condensation and auto-conduction .................. PAA, 251 
Dead Beat. This applies to the motion of a galvanometer needle, 
that moves sharply over the scale from point to point, and 
comes quickly to rest, instead of swinging to and fro........ 
Dead Wire. One that is not charged with, or conducting a mode.. 
Death, Electro- SDidemOsis, OF ee Boy oe ee Jee 
Declination. The dip of the meeecic needle 
Wemeneration, Reaction of 2.42 oe ee 
Demagnetize.- [o take away magnetic properties..............-. 
Demagnetization. <A process through which a body may be deprived 
OL its inagnetism. One; step im-iysteresis.: 6 
Density. The amount of electric energy accumulated on a unit of 
surface area is called “density.” The term is also applied to a 
large quantity, or amperage, passing through or over a small 
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160 


141 
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conductor, and the density of the mode —other things being 
the same—is proportional to the cross section of the diameter 
of the conductor, or to the superficial area of the electrode.... 
Density, Magnetic. The magnetic strength as measured by the 
number of lines of force that pass through a unit of cross- 
Section Of the macnet.. 9) 6 eroeeas 
Depolarizer. Bichromate of potash or soda, put into an acid cell, 
or binoxide or manganese in an alkaline cell, to unite with the 


104 


hydrogen liberated at the negative element, to prevent insula-_ 


tion, or polarization, by the formation of a film of the gas upon 
the Suriace Ee ORS Cua city ha NUR WIE Ma Eghe orsEe ara ign ae 87, 
Depolarization. Depriving a voltaic cell of its polarization. 
Removing bubbles of gas which collect on the negative plate.. 
Derivation Wire. A wire connecting two points in a closed circuit. 


PEAS tani te Raniah co sy Gees es are ea ee 109, 
Derived Current. A mode drawn off by a derivation wire, from 
thesimMain mode. Ay shtme: CIrCUlt Ss. 30 oe ek es es 109, 


Dermatitis. An inflammation of the skin; used to signify the 
inflammation produced by an overdose of the X-ray, or X-ray 
S DUNS 22 ee ee ee ee ee ue ee es 
Dermo Lamp ....... Nh ers cea ae ae otras We ae Ree rns ar 
Descending Current. (Obsolete). 


Si ae es Se a OR mi etn eer ero ae an outa Sera s 
Detector, Ground. A device used in incandescent lighting. It is 


placed in the central station, and shows by the candle power 
of the lamp the approximate location of a “ground” on the 


SY SECU His ei asco ie orcetere So eae rales MON On Se Oe me ai ree 
Diaonosis, “Electro. .@..5.0..0 7 oS We ere he ee 148, 
Diapnostic lamp abd Box. 2... a a 4 
Diagram of Cell Connections, By Battery Plate... ..0...:.....¢:. 


Diamagnetic. Having the property of being repelled from both 
poles of a magnet, and tending to take a position with the 


laroer axis actoss the line ofthe maenetic force,, 2.3... 2. . 
Diamagnetic Bodies. Bodies not susceptible of being magnetized. . 
IDIASOLENIC’ as es eee ee ae een weer a cea eke, 


Dielectric. Insulators across which electric action takes place, of 
which dry air is the most transparent and elastic. A substance 
which permits induction to take place through its mass. A 
non-conductor. The glass of a Leyden jar is a dielectric...... 

Difference of Potential. When electrification moves or tends to 
move from one point to another, there is said to be a difference 
OF potenvial hetweem uMem. = Bee oo Cee eaa 
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Diffusion, Inter stitial; Metallic. oe es ee ARS : 


Diffusion of Current. The power of a galvanic mode to extend its 
influence in all directions, that power never being limited to 
the two electrodes, and being proportional to the conductivity 
GING DOdy ee te ee es ee 104, 106, 10% 

Dimmer. An adjustable resistance feed in ere lighting, such 
as theater lighting, to regulate the brightness of the lamps... 

Dip, 2Scesinclination. f.0 8) ee 

Diplopia. Double vision....... Pe eee Pecan Rib Bee ek ers 

Dipping, Electro-Metallurgical. A process of obtaining an electro. 
metallurgical deposit on a metallic surface by dipping it into 


a aiiretalite. Salt SOlITiON en Lo a en 
Dipping Needle. A magnetic needle. The compass needle....... 
Direct Current. The constant dynamo or incandescent mode...... 124 
Direct-static ‘Sparkes ie ee ee 200 
Disc, or Disk. The thin sheets forming the core of a laminated 

armature 


Sem star oh rere wee oh oe ler Neng ee eck elon er} S250 ener epee ie OL Ost D, 9) OOOH e .O) Ore kS. On ONO R 0 Oe OF 0) 50120 se a 


Disc, Arago’s. A non-magnetic metal disc, as of copper, which, 
when rotated rapidly under a freely supported magnetic needle, 
will cause the needle to bé deflected or to rotate...........:.. 

Disc, Faraday’s. A non-magnetic metal ‘disc fixed on an axis~ 
parallel to the direction of the magnetic field in which it is 
LOR IMIOVC esc ie Site ata cites as aah sete ee ee ee fot 

Discharge. The phenomenon which occurs in the equalization of 
the difference of potential between the terminals of a source 
of electrification whet ‘connected by 2a conductor.:.2........ 

Discharge, Brush. The faintly luminous brush-shaped discharge 
which occurs at the negative electrode of a static machine..... 

Discharge, Disruptive. A violent discharge which takes place 


across the intervening, non-conductot. 5... 2.... .2. ees .200, 201 
Discharge, Oscillating. Successive discharges and_ recharges 
~ which occur on the disruptive discharge of a conductor........ 200 


Discharger. The instrument which Arecke the charge from a con- 
denser-throuch an Obl(eCin s,s 
Discharger, Universal. An apparatus for sending the discharge of 
acondenser-in any desired: difection=:.4 3. 8 
Disruptive Discharge. A violent static spark feos from a 


Balleclectrode ss. Se ee a ee 200, 201 
Distance, Explosive or Sparking. The distance at which electrical 
sparks will pass through an intervening air space............ 200 
Distributation oF lectrificationy 0 va 104, 106, 107 
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Downward Current. The term applied to the electric mode from 
the center to the periphery. See descending mode............ 159 

Drop, Annunciator. A movable shutter or signal operated by an 
electro-magnet. When it drops, it indicates the closing of the 


PCINCUIL IGiCated 55. cin, ees eek ees ee ei ere eons 
Dry-or Paste Cell. .20.) ae ea ene ae OT a2 
Iriver ior a: Static Machine: 20.4705. es 211, 282, 2304, 235 
Dynamic Electrification. Electrification in motion. It is opposite 

Or Static “which: 1S electrtucation-at- Test. 2) te ee 81 
Dynamo. A mechanically driven machine which furnishes elec- 

trification in either direct or alternating mode, or both........ 124. 
Dynamo, Composite Field. A dynamo where the field coils are in 
Seties and: separately excited. a. . or. socks ont ws eo fats eee es ee Ae 


Dynamo-Electric Machine. Also called magneto-electric, are’ 
machines in which a powerful electric mode is produced by 
revolving coils of wire between the poles of a horseshoe 


WIA CMC ee ee DR ne ena 124, 146 
Dynamometer. A form of ie An apparatus for measur- 
ing the power given out or consumed by a machine.......... 


Dyne. The unit of force, i. e., the force which, if it acted for one 
second on a mass of one gramme, would, if the mass was pre- 
viously at rest, give it a velocity of one centimeter per second; 
or if it was previously in motion in the direction of the force, 
would in that time-alter its velocity by that amountl........-«. 443 


pitar Cup: Mlecthode =. 26 492 os es ee ee 166 


Ebonite. A hard black substance composed of india rubber and 
~sulphur, and used as an insulator. It possess high powers or 


ee eS PeClic IMG@UCliVe, CAPAC by ay ieee sir ee ees wee 90 

Effect, Joule. The heating effect produced by the passage: of an 
electric. mode -throvgh.a conductors 2... 2 429, 443 

Effect, Peltier. The heating effect produced by the passage of an 
electric mode across a thermo-eléctric junction............... 


 BaLect, Thermo-Electric. The production of an electric-motive 


force at a thermo-electric junction by a difference of tempera- 


Eb ico areeen re We RECS neice Rae Se hi Nit ras aoc NES toon carenies Mier O 
Effect, Voltaic. A ieee of potential at the point of contact of 
EWOmCISSIINMaAt Metals. 6c eee oe ee. oe eerie tee Fe el etecs 85, 443 


Efficiency, Electric. The useful electrical energy from any source , 
divided: bythe total Consumed enero. cst se se 443 
Efficiency, Real, of a Storage Battery. The ratio of the number of 
watt-hours taken out of a storage battery, to the number of 
watt-hours put into a battery in charging it...., 
409 
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Effleuve. 
too fine to be termed aisparko ee fos i 
Bilectric Aura. A zone of clectiified air... i ee 
Electric Bath. This terms is applied to two methods of electrifica- 
tion. 1. Allowing an electric charge to be slowly drawn off 


The fine spray from a vacuum tube or other electrode, 


or dissipated from an insulated patient by the surrounding air. 


®. Electrizing a patient while in a water, vapor, or hot-air 
Dat ee ee ee Ee ee ere 182, 183, 


electric sDisks, see electrizets.= 5 ee 
Electric Endosmosis. When a porous diaphragm is. placed in a 
liquid traversed by a continuous mode, the liquid will pass 
through the diaphragm in the direction of the MOS UaVs mode. 
This: process is celecttic endosmoscis’.-... ©. 
Electric Fish. Certain fishes that give electrical shocks when 
touched. The best known are the torpedo-or electric ray of 
the Mediterranean, the gymnotus or electric eel found in cer- 
tain ponds in Surinam, and the malapterurus or electric shad 
Ol tite Nie ee i ee ee 
Electric Fluid. This name was formerly given to electrification, 
in accordance with the theory that it is a subtle and imponder- 
able fluid: which= permeates all bodies.) .2....0-., 2 
Electric Force. This is the force with which electrification tends 
to move matter, and is not to be confounded with E. M. F..... 
Plectwic Hand ot. ieee Oe ee 
Electric Machine. This term is usually applied to the apparatus 
for producing static electrification. “See machine.....~....,... 
Electric Moxa. A burn made on the skin by electrification; ful- 
PUEATON os a es Ee Set ee ea 
Electric Potential. See potential ..... Ee ey ey ae 85, 
Hlectric, Residue. See tesidital charge: 2) 2. 8 
Electric Tension. Free electrification struggles to escape from the 
surface upon which it is accumulated, and this effort is termed 
tension. It may be considered a kind of pressure or strain acting 
itom tle Centeroia body outwards 2. R17, 221 
Electrician. One versed in the science of electrification in its 
relation to the arts. A term that is often incorrectly used 
instead of electro-therapeutist 
Electricity. A condition 
Electricity, Animal. 


Sf ep ODL Oh OSLO (Oo OFS ORS Oi.) O10) 5O 50%) OV10 © tO 100,101 6 Oe 61 One ome Nee 


Free electrification in the body Ge 
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Electricity, Galvanic. 


Electricity, Voltaic. 





Electricity, Atmospheric. The free electrification in the air, which 
‘is generally positively charged, while the earth is negative. 
The atmospheric electrification is subject to perpetual changes, 
and). OCcastomally ““sinegative. Sool. hoi ee oo ee 

Electricity, Dynamic. Electrification: in motion....20.4. 2... 

mlectricity, Paradic.. Sce.baradic mode. <2 <1 ii. EN, 185, 

See: Galvanic mode. ay ee 88, 94, 101, 

Electricity, Static. Electrification at rest, nevertheless, while the 
static mode is described as electrification, at rest, it is really 
electrification 1m a state OF tension. +...) ; Oe cae Sil. 191, 199° 

Electricity, Magneto. Electrification produced by magneto-electri- 
calinduction, as by a maeneto-machine: . , .s.5 ca ae 

Electricity, Pyro. Electrification in certain substances when they 
are unequally heated or cooled. Tourmaline, which is a 
mineral, consisting of aluminum-boron silicate, za occurs in 
elongated: crystals, shows- it stronoly (725 6 oc te 

Klectricity, Thermo. 

- temperature ata junction: Of two mctals <4... 8... 25. . 

Electrical manifestations produced by the 
voltaic pile, cell or battery. The mode from an ordinary 
DAbUCKV ec i ee oe ie oe 81,-388,, 94. 101, 

Electrification. The manifest energy of the electric condition. 
“The name of that which causes all electrical phenomena 81, 112, 

Electrify. To communicate electrification to a body not previously 
-exhibiting its presence. To charge with electrification....... 

Electrine. Deloneine, tovamber: 450 8 oo 

Electrization. This term includes “galvanization, faradization and 
ANCA AIOMs sete pee Re rh ete ie eons) peer 

Electrizers. Metal discs of copper and zinc, or silver and zinc, 
applied to the surface of the body, and connected with a copper 
wire, exciting, with the perspiration, a feeble galvanic mode... 

Hlectrocution. Legal capital punishment by means of a lethal dose 
of electrification. Also applied to accidental death from the 

Sdime: Cause. 5. EO tg 8 Fey Or Ci See GH eer 

Electrodes. The instruments fetened to the conducting cords, 
which are used in applying electrification. The terminals of 
an clecttic Generator, Or the, polesiin am are lamp .2.4... 6... 

Electrode, Positive. The electrode connected with the positive 
pole ‘Of 4 source Ob clectrilicanOn. so55 5... as ee 106, 

Electrode, Sponge. An electrode to which is fastened a sponge 
that is moistened. ‘The sponge electrode is used very much in 
eleCtrO-tMehapeCUlICS ae. ae a 167 


Electrification produced by a difference of © 
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|| i) 
| i} | Electro-Biology. Electrical mode developed in living animal -_ a : Electroscope. An instrument for detecting the presence of static | i 
| tissues by friction........eee esses eee e ees. Bo ogee Cs ess . a electrification, and determining whether it 1s positive or nega | 
Hi | | Electro-Bioscopy. Testing the muscles by electrification, to see if 3 CIR eg i, leet oe ee ee ihe ee ee. oe | | 
| life is-extiict. The eclectro-diagnosis of death............., Electro-Statics. That science which treats of static of ENE ll 
| \| | Hlectro-Cautery. See galvano-cautery............... 102, 103, 109, 146 : 4 elecirincatlON oo ee ee O38, OL Oo | 
| | Electro-Chemical Bath. The introduction and withdrawal of © a 3 Electrostixis. Electro-puncture Se ee oe ie see a = 172 si . | 
Mil metals from the living body by means of a galvanic mode _ Electro-Surgery. The use of any form of electrification in surg —— | 
| Hi applied sthrouch as bathe 2 a ee ee el(A. Bo Ose 7 . diseases. Electrolysis and galvano-cautery are the principa i| 
Mh | Electro-Diagnosis. The diagnosing of disease by means of elec- _- forms in which it is employed..........+-+-++-: 102, 103, 109, 146 | 
| Ht | BIMCATION oss. 84 Op TE ee oS 7 ae eae 351 a . Electro-therapeutics. The application of electrification to the treat- , 
| Electro-Lithotrity. The disintegration of calculi in the bladder by - G ment of diseases. (See electro-therapeutic index).......- ee 19 i 
Mh | electiiication seu... a. pe oe ee eee Pe ae _— 4 Electro-Therapeutist. One who is versed in the use of electrifica- eS | 
| Electrologist. One who makes a specialty of electro-therapeutics... . = tion in disease; incorrectly called an electrician......----- ne a | 
| le _ Electrograph. A print showing the effect of a static spark on a q 3 Mipctro“Chetmal Bath «20. o) ee Seon Po 5s 1 ~ a (| 
| | Wy. Selisitizea plate... 2) ae Bo big tom Woe cho dks oot. . 4 Electro-Tonic. The name given to the changing state 2 e : Hi 
| Klectro-Magnet. A mass of soft iron surrounded by a coil of wire. | a _ ~ conducting wires while the mode is forming or ceasing. C i 
ll; Electro-Magnetization. The mode from a  magneto-electric — _ — . beneficial effect or action which electrification exerts Ok plo; | 
ll Ma CITE Gnas ee Bee ey ee eo 114, 310, 312, 319° duces on the living organism. The name Faraday gave to the — 
|| _ Electrometer. An apparatus for measuring differences of potential. - a changing state of the conducting wires while the mode 1s i! 
| | i _— Electro-Motive Force. E. M. F. The voltage or pressure of mode —_ | forming OF CeaSiNg......ee sees eerste tenes ee 16 | 
| | strength, HE: == C. X. R., or pressure ==‘mode strenoth multi-= [ ~—S—SséS*’lectro-Tonus. The peculiar modification of irritability which q 
Mtl : “pled bythe resistances. ocak ae os ee OO 00, aa 4 3 nerves and muscles undergo, when acted upon by a galvanic | 
/ : Electron. PANT DWC ier, Se es ee ee 270 q = mode. The condition of a motor nerve when a continuous (ee _ i 
| EKlectro-Negative Bath. Electrifying a patient from negative jar of _ . ~ mode is passed along it. Electric balance or equilibrium of ql 
Hi QeSUAUIC MACMies Rees cee el ee ees 199 a 4 potential, constituting health. The altered activity in a motot | 
| Klectro-Otiatria. Electrification applied for the disease of the ear. - 4 nerve when subject to the action of electrification. It has two i) 
| Electro-Pathology. See electro-diagnosis ...............:-.- ae OOM ._ @ divisions viz: (a) Anelectronus. The condition of decreased | / 
Il) Electrophorous. An instrument used to generate small quantities a 4 irritability which exists in that portion of a nerve nearest the a 
ie of static electrification, consisting of a pan of resin or sealing -— = positive pole, after the mode of electrification has been carried a 
| | wax, to be rubbed with fur, and a metal plate with an insulated q a ‘through it for some time. (b). Catelectrotonus. The state of 
i | handle... see e cece eee eee eee tet e eet ees increased irritability of a nerve near the cathode.........+.+:. a. i, 
Electro-Physiology. The effect produced on the healthy tissues 4  & Electro-Vapor Bath ..... rain POG eo ise Ge re 178, 180, 33% i) 
i | of the livine-body by electrincation..= 0. 14. a. 154,194 _—S-’'*Biectrolysis. A chemical decomposition. The process of decom- i 
| i) . : Electropodes. Divided plates of copper and zinc; attached to a a 4 posing a substance into its elemental gases by means of elec- | i) 
| : flexible base, designed to be worn inside the shoes, under the ; - trification. Separation, or analysis of compound chemical sub- - : | 
| | soles.” One kind-of metal in each shoe: “The. action of the _ stances by electrification. Electfo-analysis.. ....2.2....-+- . 169 | 
| perspiration generates a slight galvanic mode........:. bese 4 2 Electrolyte. Any compound body composed of water and a - t, — 
| a 7 Hlectro-Poion Bluid.. Acid battery. find. s. 0255... Ae. _ 39 ae a subject to electrolysis. The fluid contained ina walvanic cell. 2 | | 
| | | Electro-Positive Bath. Electrifying a patient from the positive jar — - 4 - Electrolytic. Relating to chemical decomposition produced by | | 
/ Gh the static machine:s. 6s. ee ee 199 4 2 Beeston ee ee eee . 84, 169 i 
| | | : Electro-Puncture. The application of electrification, by means of B: (* @lectrolytic Interrupter =.) 55-2.) t ee 299, Be | || | 
Hl) needles thrust into the tissues. Electrostixis.........c.00.00: 172 a 3 413 A 
i 1} ae: | 

mI) | 
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Pe ae Wee cig sees ci ears ee eer AO 
Carrying a substance out of the system by secretion, 


excretion, ‘evaporation, exosmosis or diaphoresis; most easily 
effected through the skin by the electro-vapor bath.......... 
E. M. F. Electro-motive force; sometimes written simply 2 It 
is the force that sets electrification in motion, or the difference 
of potential between two points, the transfer always taking 
Place from the higher to the lower, i. e., from positive to 
negative : 
Endarteritis. Inflammation of the lining of an artery 
Endosmosis. See electric endosmosis 
Energy, Electric. The power which electrification possesses. of 
doing work. It is generally measured in rate of doing electric 
work. The strength in amperes multiplied by the difference 
of potential in volts, divided by 746 equals the rate of doing 
work in horse-power. 746 volt-amperes, or watt—for a watt 
equals one volt times one ampere—equals one horse-power.... 


Elimination. 


@ 0-0) O7%O 0-0. @)"'e. 6 eo. He 


Energy, Electric, Transmission of. ‘The transmission of mechani-_ 


. cal energy between’two distinct points connected by an electric 
conductor, by converting the mechanical energy into electrical 
energy at one point, sending the mode so produced through the 
conductor and reconverting the electrical | 
energy at the other point 


Energy, Kinetic. Energy which is due to motion in contra-dis- 
tinction to potential | ae 


into mechanical 


‘ 
Ler oat aR Nga moe Melee egreUNe ease NO* 0776. Jerrie\\ 0) SU Sie: arse (o Velie We heen eae 


| Energy possessing the power of 

doing work, but not actually performing such work. Stored 
_ energy, or the power of doing work by a body at rest. 

Epilation, Electric. Removal of sy @ 
_ Also done by the Metay er 


Equalizer. The metal rod connecting opposite sides of static 


plates, to equalize or neutralize waste charges 
Equator. See Magnetic equator 
Erb Electrodes. Set 3 sizes 


pe Ngooe AOdnde 1 OL KOrs Ost Ons@lmonnen. em entebiienie ire 
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Erg. The unit of work; i. e., it is equal to the work required to 
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move a body through one centimeter, against a force of one 
Avie ee Be ah ee are, Se Oe ee ee 
descharctic;, Caustic 21. 4. pe i eee een ame ems arenes 
Essential Resistance. The internal resistance within a battery... 
Explorer, Electric. An apparatus used for the purpose of locating 
metallic substances in the body, often used as a bullet finder.. 
Exposure: Time For Radiographs... 2. 0. oe ee 
External Resistance. Resistance in the circuit outside the cell 
(neneessential resistance). oa ee Se ee ee 
Extra Current. This name refers to (a) the appreciable mode in 
the primary coil which is due entirely to induction, and is 
partly galvanic and partly magnetic. (b). It is also given to 
modes taken from different layers of the secondary coil. (c). 
The transient modes in a coil, produced by the induction of 
each portion of the mode on the neighboring wires, on which 
itacts as ti they were portions Of another Circtit.. 2220.0. 2 
Extra Polar. Electrification is believed: to be propagated within 
the tissues in every direction fromthe electrodes, “Its effect 
upon those not between the two poles is called extra-polar.... 
Exudate. A substance deposited in or on a tissue, either by vital 
ACTION OF Dy diSGASe = ioe cai es ee ee Looe: 
mye-Cup. ty dro-mlectrode. sc Poe fe, A oe tie ee 
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Facts, Condensed, in Electro-Therapeutics....... fore. TBe 1a 15 


Farad. A million micro-farads. The unit of electrical capacity. 
Practically a capacity sufficient to overcome one coulomb of 
mode-Hayviney aapotential Of One VOlt tse 


Faradic Mode. Named for the discoverer, Faraday. Also called 


the induced, interrupted, secondary, to-and-fro, indirect, elec- 
tro-magnetic, magneto-electric, and extra mode. The mode 
generated in a coil of wire by electro-magnetic induction...... 


Faradic Induction. A mode of electrification passing through a_ 


wire, excites a wave of electrification in a second wire placed 
near to and parallel with it, at the instant of opening and 
Closing. the” Circuit a ee SG er 118, 
Faradism. fF aradic electrification, employed as a remedial agent.. 
Faradization. The application of the induced mode to a diseased 
Datta eas eee ct a eaten ites ty Oe ee LBD: 
Faults; “A failure in the proper working ola circuit]... 2.2). yy 


Fault, Localization of. Determining the position of a fault by cal- 


culation based on the fall in potential at different points of 
‘thecline, on by, losscofcharses (ae eae Stee 
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Ferro Magnetic. Iron and similar bodies that are attracted by 


iron. Also called para-magnetic bodies...... Ene ae 
Bicld ee ee Se oe 112, 
Field, Electro-Magnetic. The space traversed by the lines of force 
around a magnet; the space around a conductor carrying a 
mode which is pervaded by magnetic forcés.......... 112, 314; 


rounding a eharsed body 2. i. as a ee 


-Field, Intensity of. The strength of a field as measured by the 


number of lines of force that pass through it per unit of cross 
SCCHOM® 4 eeine ee ie ee ee . 112, 113, 314, 


One 


Field, Electro-Static. The region of electro-static influence sur-. 


322 


Field, Magnetic. The region of magnetic influence surrounding | 


the poles of a imacnetn: 3 ee ee ee 314, 


Field, Magnetic Alternating. The magnetic field _produced by an 


qILCEAtine OCC s cae ae nl ee ee 314, 
Filament. In an incandescent lamp, the thread of wire or carbon 
which becomes luminous under the heating effect of an electric 
meodespassing, throush it... i ee 
Finder, Wire. A galvanometer used to locate the corresponding 
ends of different wires in a bunched Cable We. ee 
Hinsen- Wight 3-4 ee a ee 
Fluorescence. The property possessed by certain solids and 


liquids of becoming luminous under certain conditions. Under 


the influence of X-rays, crystals or calcium tungstate, barium 
platino-cyanide, quinine, willimite, calcium sulphide, and other 
minerals, become fluorescent. The greenish-yellow color on 
thie-stiace of an- excited X-ray tube: >. 66. 
Fluoroscope. An apparatus with a fluorescent screen for examina- 
lon awathethe Xray eee ee 206, 
Flux, Magnetic. The total number of lines in any field: Tine 
number of lines of force which pass uuoues a magnetic field. . 
Hotal Point) nce es ee Se 
Force,- Coercive. The power of resisting magnetization or 


demacnetizatiOn a) es oe ee 
Force, Electro-Motive. The force StarEings or tending to start, 
Clectrifcation inein@tHon. 7 ee i ee 


Force, Electro-Motive, Absolute Unit of. The one-hundred-mil-. 


Honth pant Oba volte 
Force, Counter Electro-Motive. An opposing electro-motive force 
which tends to cause a mode in the direction opposite to that 
actually produced by the source of etecunaca ian. In an elec- 
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tric motor, an electro-motive force contrary to that produced 
by the mode which drives the motor and proportioned to the 
velocity attained by the motor 

Force, Magnetic. ‘The force which causes the attractions or repul- 
sions of magnetic poles. 

Foreign Bodies 

Forming a Storage Battery Plate 

Formula of Ohm’s Law 

Fox Tail Discharge. A negative static phenomenon 3 

Franklinism. Static electrification employed as a remedial agent.. 

Franklinization. The application of the static mode to a diseased 


Free Electricity. Unbound electrification. That state in which it 
exhibits attraction and repulsion 

Frequency. The number of complete cycles or alternations, occur- 
ring in a given time period, usually computed in seconds 

Frictional Electrification. Electrification induced by friction; also 
known as static or franklinic : : 

Fulguration. The production of a dry necrosis of tissues by means 
of a naked metal point electrode, used in connection with any 
high | frequency mode, for removing small grawths and 
blemishes; also as a post operative treatment in malignant 
erowths, and in inoperable cases. A ce insulated electrode 
IS MSEC ile CAVATICS ee rr a eer en 

Functional. Pertaining to the. natural action of a part, which may 
vary somewhat without any actual change in the structure 
of the organ or part 

Fuse, Safety. A strip, bar, plate, or wire of lead or some Tpke 
alloy, which automatically breaks the circuit, by fusing, on 
the passage of a certain amount of mode such as would 
endanger the safety of other parts of the circuit 

Fustigation, Electric. The application of electrification through a 
metallic brush 

Galvanic Action. The corroding of plates and stays, stipposed to 
be caused by modes of electrification being generated in a cell 
or jar. Termed, also, Voltaic action 

Galvanic Apparatus. Apparatus for generating and furnishing the 
galvanic mode 

Galvanic Battery. See batteries 


Of, 92, 93, 99. 100; 

Galvanic Belt. An appliance for the continuous applications. of 
galvanization, consisting of a series of small cells containing 
various elements 


27 























Galvanic Chain. A series of links composed alternately of zinc 
and copper, to be worn around the body. The mode is gene- 


rated by the moisture supplied by the perspiration....... setae 
Galvanic Contractility. The contraction of muscles seen when we 
aoply Ne Salvanic mOderc 42 ei. 3 56, 


.Galvanic Circle. This refers to a pair of elements immersed in a 
battery fluid, and connected outside the fluid. A single circle 
is one. galvanic cell in action. A compound circle is two or 
more cells connected in Sscrics,...... 2. 88, 94, 101, 

Galvanic Current. Named for Galvani. A mode coming directly 
from the battery, not induced by a coil of wire, and called 
also, the continuous, constant, silent, direct and voltaic mode.. 

Galvanic Discs. Discs of two dissimilar metals, arranged alter- 
nately, between which a communication is established, when 
moistened and ‘placed: onthe skim, ...0:..0...... 2 ee 

Galvanic Elements. Two dissimilar metals used in /generating 
de MMOGes Ol eleChriCatlOl.< ac ek ee $5, 375.9, 

Galvanic Pair. See calvanic clements.....023. 22 2 OD, 

Galvanic’ Pessary. An instrument for retaining the uterus in posi- 
tion, and at the same time, conducting to it a galvanic mode... 

Galvanic Poultice. Minute pieces of zinc and copper, wrapped in 
cotton wool, each pair separated by flannel, all enclosed in a 


83 


108 


81 


92 


bag, one side of which is made of rubber cloth, and the other. 


cotton. The cotton surface is applied next the skin, and the 
accumulated perspiration excites galvanic action............. 
~Galvanism. The form of electrification which is generated by 


chemical action, «Voltaic. 2) Re 81, 
Galvanization. The application of the galvanic mode to a dis- 

CASE DdtG fink ae ek ee aoe 81, 
Galvanization, General-and. Central: 92.2.4 22)5 5 189, 
Galvanization Localized. An application of the galvanic mode 
| limited to a particular muscle, nerve or-ofean.....,.- 2). 104, 
Galvanize. “iho atrect by thle galvanic mode..@ 33.0 8 


Galvano-Cautery. Also written galvano-causty. Burning or cau- 
terization by an electric mode sent through a wire or plate of 
great resistance (usually platinum) ee eee ee Ore ee 102, 

Galvano-Cauterization. To burn with a galvanic mode........... 

Galvano-Contractility. Muscular contraction produced PY. the gal- 
Vani MmOde l= ci en ie, ee 

Galvano-Faradization. The simultaneous use of the two modes.. 

Galvano-Meter. An instrument for measuring the mode. strength 
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or amperage. The strength of mode is calculated from the 
deflection of the needles. 17. ks i ee Sone oe Oe 
Galvanometer, Astatic. One having two magnetic needles so 
arranged that the earth’s magnetism has little or no effect on 
TMG MI eae ee: aN cs ee er TL ea eee: 
Galvanometer, Ballistic. A form of galvanometer used to measure 
the strength of a mode that lasts but for a moment. The mode 
caused by the discharge from the condenser would be measured 
NUE Sees Som oe dearae SA Re ue pe eee er eg nn mines 
Galvanometer, Dead-Beat. In this form of ee the 
needle comes to rest quickly, instead of swinging to and fro... 
Galvanometer, Marine. A form of. galvanometer used on ships 
where the motion of magnetized masses of iron would seriously 
disturb the needles of ordinary galvanometers..:............ 
Galvano-Plasty. (a) The art of separating chemical elements 
from their compounds by electrification. (b) The art of 
depositing metals by electrification, as in electrotyping..... ee 
Galvano-PUNCHITG «2.3808 oe. ee ee ts eee oe es 172 
Galvanoscope. An instrument for detecting the presence and 
direction of a galvanic mode. 
Galvano-Surgery. The application of the galvanic mode to. sur- 


gery. It includes (a) electrolysis, (b) galvano-cautery........ 102 
Galvano-Therapeutics. The application of the galvanic mode in 

the treatinenbsor disease 0s... ks tics we ahernie tare n aire crane 189, 190 
Gaps; Multiple Spark 4 oe el. fe re 209, 287 
Gap, Spark. The space between the prime conductors, as in a static 

machine,‘or on an X-ray or high frequency coil: .....0¢...... 287 


Geissler Tubes. Vacuum tubes of glass, provided with platinum 
electrodes which are passed through and fused into the glass, 
and designed to show the various luminous effects of electric 
discharges through comparatively low vacua. A vacuum tube 
used for physical demonstrations of electrification, and static 
polarity. <2 yooh eee ee eee is ee Bt eo 231 

General Electrization. The application of electrification. to all 
parts of the surface of the body during a treatment. We may 
employ any of the modes, Galvanic, Faradic, Sinusoidal, Static, 


Hien reaquency, “Macnee, Ct. 35 tar ek Benes er 10, 185 
General Patadization (8)... a es bie 185 
General’ Galvanization 3 ee. Ben oe 185 
Generator, Motor 3. ee ee ee 145, 146, 147 


Generator, Pyro-Magnetic. An apparatus that will produce elec- 
f- trifeation whem Meat ic applied. js ie 
: 419 


A Galvanometers.. 2.54: Ne ooece 94 
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Inclination, Angle of. The angle of magnetic dip 

Inclination, Magnetic. The deviation of a ¥ lgeneuc needle Hon a 
horizontal position 

Index of Electro-Therapeutics. 

Indican. A substance found in the urine as a result of imperfect 
intestinal digestion, (from proteid putrefaction) 

Indirect Spark 

Induced Charge. When one charged body is brought near another 


uncharged body, but not in contact with it, the latter becomes , 


electrified, or possesses an induced charge 
Induced Current. See faradic mode 
Inducing Current. See primary mode 
Inductance. The phenomenon of induction 


Induction. The process of exciting electrification in any object by - 


bringing it-near to, but not in contact with, a circuit through 
which a mode is passing. The generation of an electric mode 


in a body or conductor by the influence of another electrified 


body 113, 115, 
Induction Coil. The coarse wire coil through which the primary 
mode passes. Also secondary fine wire coil outside, through 
which: the induced mode passess. 044 ase s 118, 
Induction. Electro-Static. The charge produced when the con- 
ductor enters an electro-static field 
Induction, Self. The induction of a mode flowing in each portion 
of a circuit on neighboring convolutions of the same coil. 


When the mode is started, stopped, or varied in any manner, 


the induction occurs. . 
Inductorium. An induction coil, which may be electrified by either 
a dynamic, static, high frequency, or magnetic mode 
Inhibitive. Soothing or arresting a process or function 
Initial Charge. A charge excited on glass or rubber, and conveyed 
to the plates of a static machine, by contact. (See charger).. 
Insulating. Supporting or surrounding a body by an insulator... 
Insulating Stool or Platform. A stool or platform which has elas 
or rubber legs. Any stool, platform or chair may be insulated 
by glass tumblers or saltcellars 


LS 
115 


slays 


115 


Insulation. Non-conducting material, placed over or around a 


conductor to prevent the escape of electrification : 
Insulation; -Static ae er ee ee 19% 
Insulator. Any substance which hinders the passage « of electrifica- 
tion. It is the opposite of a conductor 
422 


Insulators 


Intensifiers 


Intensity. The energy or effectiveness with which electrification _ 


acts, often wrongly used instead of quantity, amperage or 


mode strength 
Intensity, Magnetic. The amount of force with which a magnetic 
needle is brought back to its natural position when moved out 


of it. The same term is applied to the power with which a 


magnet retains its hold upon attracted objects 
Interpolar Effects .. 
Interrupted Mode. A mode that is alternately opened and closed.. 


Interrupted Direct Static Mode 


Interrupters, X-ray Coil 
Interstitial Diffusion 

Intra. Within 

Intra-Ocular. Within the eye 
Intra-Rectal. Within the rectum 
Intra-Vaginal. Within the vagina 


Inverse Current. An ascending or centripetal mode from the= 


periphery towards the center 

Ions. Elements into which a substance is divided or decomposed 
by electrolysis: The products of decomposition. in elec- 
trolysis; the ion which collects at the positive pole is called the 
ANION, while that at the logan ve ols is the CATION, 
quod vide. Faraday called them “ions” or “travelers.” vet 
moving particle of electrification 

Iritoscope. A fluoroscope 

Jar, Leyden. A static condenser in the form of a glass jar. ‘There 
must be both an outside and an inside coating of metal which 
reaches to within three inches of the top. Through the cover 
of the jar there extends a brass rod with a knob at the upper 
end, and a chain at the lower. The chain makes contact with 
the lower portion of the inner coating. The coverings and 
linings are called armatures 

Joule. The unit of work, in the C. G. S. system, and is represented 
by the energy expended in one second, by one ampere passing 
through one ohm, and = 0.738 pounds | 

Juice. A common commercial term applied to electrification 

K. A symbol for electro-static capacity 

Kathion. Another spelling of CATHION 


238 
Kathode,. Another speline “ot CATHODE... The cathode, Jor 
negative (—) pole ; 3 105, 


161. 





Keeper. See armature 
Key. to Abbreviations se ee ee ee 
Key, Discharge and Charge. When we wish to pass the are 
from a condenser through a galvanometer for measurement, 
we use this form of Rey ee 
Key Plug. A metal plug Hose between two metal plates to 
Prine them int© scietite sss ie 
Key, Telegraph. A simple switch by means of which the hand is 
enabled to open and close the circuit of a ice eRe line to pro- 
duce the Morse pia ele Gee oe 
Hnife-switcly 3058. eae ) 
K. W. The initials of kilowatt, which means one thousand watts. 
wile. [he-syimbol for the co-efficient of induction. <7... .2.....4... 
Labile Application. Moving.one or both electrodes over the sur- 
face, instead of being Kept in one place. It is the opposite of 
Bla De te ae ee a ae vac es Se ee ee 
Lamp, Arc. The electric lamp which uses a pair of carbon sticks 
POs Produce Hehts + oe Go or. ek ee 
Lamp, Incandescent. A form of sleciric lamp using a glass clone 
from which nearly all the air has been exhausted. Inside the 


globe we find a filament of carbon, platinum, or tungsten, the _ 


heating of which to incandescence produces light. The tung- 

sten is the latest and best form of incandescent lamp, its only 
drawback being that the tungsten filament is very fragile and 
easily broken. 
that, when heated, the lamp may be handled with less danger 
Obabreaking the lament <n: 4.00.6, ak ee ee 
Lamp, Inclosed Arc. In this electric lamp a small aS clobe 
? encloses, the ends of the <carbons =... 34.4) ok 
Latent Electricity. Passive, bound, or natural electrification. 
That form of electrification which does not manifest any of the 
- properties peculiar to Mtoe ee ee i a 
Law, Ohm’s ... .. Et ea ns ene he tet ee ee, 83, 86 
Laws of Magnetization 


ONO nO NAO OS OO Oi O RON, 011,057,010 :58 Or Ol Or. Ort Os. OO. OLUONN O12 OT O57 O10. 10 FOr be OOO LOO e eee 


Leads. The conductors used to distribute leon cation Se eee 
Leakage, Electric. The loss of mode due to poor insulation, or to 
induction 


OOO ee mn OOO TOs © Oh OF,O pO OO, OO a1 OHNO 1H Ors Or Ola On 0205. ON O71 Oly OL SLO: Oc OOR.O1* O5 OKO) ROU O10) O16) 6s Oe teen TS 


Leakage, Magnetic. The deceated lines of magnetic force which 


form what is known as a stray field 
Le Clanche Cell. 


oeoe ee eceoeeeseee eee ee eo wo eo eo wo oe 


The first form of sal-ammoniac cell, with a 


porous clay cup around the carbon. 
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A curious feature of the tungsten filament is ~ 


a 
= ? 
a ig 
Nw ay , 
oat a 
Paes Ba: 
i a 
4 Jaa 
= be, ng 
WS i 
ip > 
; “ a zB 
5 Re: a 
) Bars ag 
ok 9 3 2 & 
aa bhi 
: ag be 
== ms 
zs ig 
Ss : 
: nid 
er. Pe 
Be if: = 
s: a? 
=a ot 
5 2 
\a Be. 
Ee 
Dix we 
a 
+ Be, 
So pt 
+a 
a ~ 
Cr 
FEY 
Gs 
. ‘it 
dil 7 
ag i. 
7" ' Bt 
* es 
Ag 
. Be, 
af et 
Fes ai. 
. ci 
« ¢ ‘ 
iat Fils 
a i 
= com. 
om Bes 
roam am. : 
Te Nea 
OD esi, 
aon _ 
et, a 
wt eo 
Ma ¥ ae 
ond ie 
oa fe 
2 ” cae, at 
e ® 
a i 
ae 
ue * “ost 
2 Re 
a ‘GE 
Br it 
a5. ad 
“4 a 
5 5 
% 4 
Z 
bia 
‘ 
is 
mY 
oe 
en 5 ae 
aan ae ou 
AS a 
D 4a 
<a Bee 
es sa 
et Bey 
eo, a 
ig ce 
> Bee 
<a F 
s : 
=a £ 
ri 
se 
Pay 
x 
cd 
ig 


311. a 


Legal Ohm. The resistance of a column of mercury one square 
millimetre in cross section, and 106 centimetres in length, at 


the temperature of ©7-C, or aya Ce ne Se Oe pars ee eee ae 
feesion. -A-disease~or diseased -ared..5 ooo fees oe Roo ee 
Leucocytosis. An increase in the number of white blood cells.... 


Leyden Jars. The ordinary form consists of a glass jar or bottle, 
with an outside and inside coating of metal, usually foil, 
covering the bottom, and the sides from four to six inches up, 





with an insulating cap or stopper, fitting the top or neck, and | 


supporting a brass rod, terminating above in a knob, and below 
in a chain which touches the bottom inside coating of the jar. 
This is used as a condenser or accumulator of electric energy. 


Light Bath, Electric. (See photo-therapy) .. fe petteeeee 333, 
Light, Maxwell’s Theory of. This theory is that light and mag- 
netization are produced by motion of ether waves. Tt is sup- 
posed that light is producedby oscillations, and electrification 
and magnetization by rotary motion...........eeeeeeeee eee 
Ieimit. Of Saturation... 42.6 ne eee ek 
Line of Force at Any Point. The direction in which the charged 
body placed at that point tends to MOve......-+.++++-e+e 112, 
Lines of Flow. The direction of a mode passing through a con- 
ductor have been demonstrated to be in curves similar to the 
limes Of MMaAgNClC TOrCe.. oe Fee ohh see eee! o 12; 
Lines of Magnetic Force. The curved lines through which the 
force emanating from a magnet actS.....-..+eeseeereees 112, 
Liquid, Electropoion. A liquid for a galvanic battery. The com- 
position of this fluid is given, in the body of the text, under 
electropoion fluid ......... Sas, a ee Ag eee ee ee ie 
Live Wire. One that is charged with, or conducting a mode. 
Local Action. Decomposition of zinc in the peas) fluid when the 
z elements: are not connected. © sie. c.... rae Pony Ce ee ae 85, 
Teocal Ancesthetic..225. 6 ac. See a en ie Coy eet 8 
Teocal. Effects on -WlementS 4.4.05 2 ee es ae ESD, 
Local Electrization. The application of electrification to a single 
organ, muscle, or nerve, with a stationary electrode oar es 
Lodestone. Iron ore naturally magnetized. Impure iron oxide. 
London Hospital Lamp................-- Se ae oe ee 338, 


Loop, Drip. A loop of electric wires just where they enter a build- 
ing and designed to prevent water oe along the wires 
into the building..... ee ee ce es ea 
Loop, Electric. A loop used to bridge a break m a main. circuit. 
| 425 
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Low Frequency. A mode in which the alternations cause con? 
tractions of single muscles, usually painful. The Voltaic alter. — 
nation mode is an example , : 

Machine, Electric. According to common usage this term refers 
to the apparatus for generating static or franklinic electrifica- 
tion, and also the magneto-electric or dynamo-electric aparatus. 
Strictly speaking, this term applies to all batteries or devices 
for generating electrification 23m 

Magnet. A bar of steel or iron, to which the peculiar properties of 


‘the lodestone have been imparted of attracting or repelling 
other similar bodies 


Magnet, Armature of a. A bar of soft iron placed across the ends 
of a horse-shoe shaped magnet to prevent dissipation of the 4 
116, 192; 199 
Magnet, Electro. A body which is a magnet only while a mode of ; 
electrification is being passed through it. 
in the general text 
Magnet, Permanent. 


magnetization 


See under Faradism 


Electrification set free by the action of a 

7 81, 310 
_ Magnetic Equator. The line of no dip. An imaginary curved line 
connecting those points on the earth’s surface where the dip- 
ping needle remains parallel with the horizon 


MABAONECL ss: 


Magnetic Induction 

Magnetic Meridian. A great circle parallel with the direction of 
the magnetic needle, and passing through its poles 

Magnetic Potential. The potential of a magnetic pole is of pre- 


cisely the same nature as that due to an electrified body at that 
place. See potential 


Magnetism | 
Magnetism, Ampere’s Theory of. He assumed that the phenomena 
: 426 2 
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310, 329 am _ Magneto-Tonus 


of magnetism are due to the presence of electric modes in the 
atoms of substance that are capable of being magnetized 
Magnetize. To communicate magnetic properties to substances a 
that do not exhibit them 310. 
Magnetization : 3 
Magneto-Electric Machine. See dynamo-electric ee ee 
i VO Tae ee a Ra ha ep olv ako ree pete ltel evolve 8c enie nares 5 Vy 
Magneto-Electrification .........- as Sven tae | 
We acemeter A reflecting galvanometer, used to measure the 
intensity of the earth’s field 


312, 3238, 326: 
Magneto-Therapeutics ! 


O12 


Magnetones, Bennett’s 

Make. and Break 

Malingering, Diagnosis of 

Maps of Body Pains 

Maps of Head Pains 

Maps of Skin Areas of Pain 

assage Roller Application | | 

ee Frequency. A mode in which the alternations ne slow 
| 1.000 cycles, to cause painless con- 
enough, usually below 10,000 cyc 2 @ eS pCO 
eee of sets or groups of muscles. The sinusoidal is an 
example e e ° % ° ° riz : 

Metabolism. The process of changing inorganic materials into. 
living cells 7 , } 

Metallic Electrolysis : | 

Metallurgy, Electro. The science of the electrical treatment of 

; : , > ; = 3 

metals 

Meter, Milliampere | : 

Micro Barad! Practical unit of capacity. A condenser es 
micro-farad capacity would’ contain about 300 circular sheets 0 
tin-foil separated by mica plates, and would be contained in a 

14 inches in diameter 

box 3% inches deep, and 6% in | : 

ee Arc. A micrometer used to measure the distance 


between the electrodes : 
Microphone. A telephone instrument used to render slight sound 


udible ? 
al usere. The unit of medical electrification. The one-thou 


sandth part of an ampere 3 . . 
iticiipers Meier A meter for measuring electrification in mil 


: 94 


liamperes 


Minin Violet Light Outfit : : | oe ae 
Modality. Any one of the aoe of electrification mo 


d19 
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Mode. Same as modality 
Molecule 


Pile OR OF. 055.0 Ome OMO. OLt. On O20, Oh? 05-8; 0 OTTO). 10. or 0 eken eiiente mere Cee a et er ers 


Soo ee ee ee 
Monopolar. Connected to one DOley se ree Pe ee ON) 
Motor, Electric. A machine which changes electrical power into 

mechanical power; it may be a direct or an alternating mode. 

motor. ‘The direct is more eo USCC ie pa ep ee 147 
Motor Generator: oe 146, 14 
Motor-Points. The points on the surface of the body where fhe 

various branches of the motor nerves supplying the muscles 

may be best affected by and where a contraction may be pro- 

duced by the minimum dose of electrification............ 357, 361 
Moxa. See Electric MOK a See or ee ee 269 am 
Wutier 3 hes ees ie ce ...116,'117 a 


Multiple, or Multiple Arc. We say cells are connected in multiple, 
or parallel, when all the positive poles are connected to form 
one positive pole, and all the negative poles to form one nega- 
tive pole. This is the opposite of being connected in series. 
Multiple Spark Gaps ey ee ee 209, 287 
Multiplier. A. coil of wire through hier a galvanic mode is 
passed, to increase or multiply its effect upon a magnetic 
necdle: played about ito. fe ee 13 
Mutual Action of Two Currents. Two modes moving in the same 
direction repel each other; moving in opposite directions they 
auebach cach= Other. eee i a ee 
Myelecyte. A pathological white blood cell found in lukemia....... 
Natural Electricity. When electrification exists in such a form 
that its equilibrium must be disturbed before its piss iS 
manifest, it is called natural electrification.:.............-. 
Neutral Point. A point midway between the poles of a magnet 
to which iron filings will not adhere, and which exerts no 
Signs Of Ma Cnelicyiorce aw ie ee ee ens 115, 314 
Needle Holder, Bennett’s...... eas pn ee ee Bora See aes 178 
Negative. The difference between negative plate and negative pole 
is fully explained in the part on Galvanism, in the general 
text 


Da DSRS Fess neehun et ean A ee ee en ee nae 85, 87 
weave: The sensitized plate which has been exposed to the 

X-ray, from which the positive radiographs are printed........ 296 
Negatwwe Breeze 2 Ae 201 


Negative Electrification. Originally referred to that form of elec- 
trification developed by rubbing sealing wax with fur. Elec- 
trification from any plate, condenser or element which affects 

428 2 
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: & . 
the electroscope in the same way as sealing wax, 1s called 


negative SEE See Ae ee 55 a PR OD oo Oe ye OME OID EO 0 


Negative Blement The portion of the carbon, copper or platinum 
element immersed in the battery fluid, is electro-negative. 
The zinc element .from which negative electrification is 
obtained, is however, usually spoken of as. the negative 


element ....0.. 6 erste eects tenses Dae one ren i 
Negative Pole: See Cathode. 26 .: iis ee ; 
Mecative. Pole Bitects: 2326-01 ee 
Nerve Distribution and Origin. ......... 6 see ee eee ee ee eee eee 
Neurosis. A nervous disease, especially a functional one.......-. 
Non-Conductor. Any substance that does not freely transmit elec- 

trification, such as glass, paraffine, rubber, etc. An insulator.. 
Non-Electric. Those substances which permit electrification excited 

on them by friction, to escape as ee or formed ee ene 
le WHeCtS 3 
a ee resistance. The ohm represents the opposition 

offered to the passage of a mode of electrification through a 

column of mercury, 106.3 centimeters long, and one square 

‘millimeter in cross section, and 14.4521 grammes in mass, at 

freezing point, (O°. C. or 32° Fah.), or in simple terms, about 

equal to the resistance of a cylindrical wire of pure copper, 

250 feet long and 1/20 of an inch in diameter. The formula is. 

Ee | 
- R, = — Resistance = pressure + by current strength........ 
Ohm’s aoe The law devised by Ohm for determining the mode 
generated, and the amount of work it can do ‘under given con- 
ditions; when the force of the battery, and the resistance of 
the circuit is known. One volt will force one ampere through 
one ohm, in one second. Thus: 








Volt. - Electro-motive force ; B= 
“Ampere = ——, Current == —________- Cas : 

Ohm : Resistance ok 
fon this law we get the following Cae ONS | 
t yolt —< “lamipete ee 1 watt ae 
volt =" olin 2. Bie re is eos ees —— ampere “ 
1 ampere-< f oh <..28...... 628... - =e lV Ole = 

1 ampere X 1 second Se ohm. eee Se == | Joule 

1 ampere <1 Second <6: eet ee = 1 coulomb 
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Ohm’s Law. Shown with a 16 C-prlampe sce: : 
A 55 volt lamp has 55 ohms resistance and one Oe a a 
A 110 volt lamp has 220 ohms resistance and uses i shee : 
Ss A 220 volt lamp has 880 ohms resistance and uses yy ampere. 
m Meter. An instrument for measuring ohms..., 
Open Circuit Cell. One in which the elements are left atthe tinge. 


> 86 


~ 


gravity cells are all open circuit cells : 

ORE ONG ee ern Of 92,6 
Opening Contractions. Muscular contractions produced by open- - 

ing or breaking the circuit : 


Orificial. Pertaining to one of the openings or orificés of the body 


Orthodiagram. A tracing made on a paper laid on a fluoroscopic 
oe on which 1s cast the shadow of some part of the body | 
a ee - eae the relative positions and sizes of the parts 
us traced may be observed and preserved fo 
r 
Called. a fadiodiactanmc «(0 eS Le 295 
oe Electric. Henry discovered that the scemingly insta - 
aneous discharge of a Leyden jar consists in reality in a 
ae of equal or diminishing waves, impulses or alternations 
aving varying periods, but having high frequency oscillations | 
at the rate of one million per second. (See D’Arsonval).. 139 


ciples of terpene oils. Given by inhalati 
oxidization of the blood. on of singe e be | 
crease ot body temperature.:........ OU eases 378-387, 388 
Ozone. Double or triple oxygen (O, or O,) liberated tron ate : 
by a disruptive discharge of electrification, as lightning, stati 
sparks, high frequency effleuve, etc. The chief Product che 
ozol machine entering into the composition of ozol.. 399 389 
Ozonizer. A machine for generating or liberating obohe fon ai 
Paraffine. A carbo-hydrogen obtained from petroleum and other 
sources. It is a white, waxy solid, not acted upon by acids or 


430 : | 
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: i, 
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es 


parallel Connections .........-. ce ere eset eee eee ne 


| . Peripheral Electrization. Electrification applied to the external 


™ Phoric Electrode ......--.+.--.+.- Sag ae 


4 Photo-Therapy ......... ee en ee eee aes 
_ Phreno-Magnetism. (A misnomer). Excitement of the organs of 
= 


e? 


alkalies. It is an excellent insulating substance, unequalled. — 
for its resistance to moisture. It is used to insulate wires, and 
a thin layer of it on the upper end of the battery elements and 
their metal connections prevents an accumulation of salts on 
them. Whenever applied for insulating purposes it should be 
melted and the object to which it is applied should be Hote. 
1 102, 108, 109 


Para-Magnetic Bodies. Bodies attracted bye imagiers. 22. 2s 


| Passive Electricity. Electrification in a state of equilibrium. See 


; matural electrification 22+... Agee. ee eee tee 
_ Paste or Dry Celle Seedy pee LG earl eee SES A tT, 91-92 
Period. The‘time of a cycles. .< is... + oe es 125, 141 


Periodicity. The rapidity ol variations in unidirectional modes; 
also applied to the rectified alternated mode. Analogous to fre- 


quency in the alternated mode............. so a oe 125, 141 


Siirtace of the body... 2 75. fi5 i.e ee ne AS coe 359 


- Permanent Magnet. Those which retain magnetic properties when 


removed from the source from whence they acquired it........ 310 
Phagocytosis. The destruction of harmful cells, by cells called 
phagocytes, which develop and absorb them................ 


MOTO TESTS ooo he os ee oh eee ee eee ee : 
Phosphorescence. The bluish-white glow of certain substances, 


when exposed to the ultra-violet light emanations....... acs 
82, 331 


the brain by mesmeric passes. Suggestion...............05. 


a Physician’s Induction Coil............+-+ee sees Sys siela ieee shoes ee 116 
__ Physiological. Natural of Normal iss. 55s ee 
Physiologic Effects of Electrification SNS Ree es cot 159. 104365 


Pile. Originally the name given to a pile composed of discs of zinc 
and copper separated by a moist, porous material, constructed 
by Prof. Volta, hence called the Voltaic pile. It is now fre- 
quently applied to the combination of elements in battery cells. 
Pile, Voltaic. The name given to a pile composed of discs of zinc 
and copper separated by a moist porous material. Frequently 
applied to the combination of elements in battery cells........ 
Plantinode. Name given by Daniells to the collecting plate, plati- 
num, carbon, COPper, CtC. +... eee eee eee eee eee teen eee 
Plastic. Tending to build up or form tissues, as a plastic exudate. | 
| 431 . 
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Plates; Recoatine. = 9 a : 10, 213, > 
See Xray Ses gam earas Seite 6 tn ect oy ee ane 210, 2138, 2148 
Platinum. A metal first discovered in the mines of Choco Peru. * 
It is nearly of the color of ‘silver, but less bright and is the 
heaviest of metals. It is used for the collecting plate in batter 
cells, because it is not acted upon by the fluid:-..::. Te 3 7 
Plug, Safety.. A metal plug which readily fuses when ioe. hee 2 
mode passes. A safety fuse: oes 


OOF 010) 050% 0-- 6 
Or ONTO PaO OO AO, 07 O20 21011 OL OFF O! Ole ante ne iis 
ee 


Polar. Relating to the poles ; 


~ Polar Effects See SPS Koss Moe OE ; ke = a 
O87 Oe, 0 0 1 eirely Ons ees ere v eite\. wie ie ii eh elie ne aaa en eee ; 363 “@ 


Polar 3 
Force.. The Magnetic force with which similar ends or mag- = 


the other pole over some indifferent Patt. ce Se: 363 : 


__ causes it to exhibit attraction and repulsion. . "4 
Polarity of Blements 995 1 4 
en re ee ar 61 


Sos of Magnets. That property which causes them when 
reely suspended to assume a northerly and southerly direc- 


tion; also to attract dissimilar - Sani 
: , and repel simil 


e@oeeee e@ @ @ @ «6 
ee 
FO ek Fak ik Set Vai Baek Vie Neal Yeok idl fork Sak Pan YON Wet as ed ae ity 
oeoeeeeewee 
eoeee 


Polarity of Nerves. The condition of a nerve in which thes part 


ne ° ° ° e 5G Re ; 
earest the negative pole, is in a state of increased, and that |. = 


: nearest the positive pole is on a state of diminished irritability 
(See Anelectrotonus and Catelectrotonus): 070 : 160 = 
Polarity’ Tests of Battery or Machine............ s ee 1 11 a : 


Polarizable. The propert ane 
: y of exhibitin 1 
ditions g polarity under certain con- 


eo eee © @ @ @ @ ee 
ee @ @ e “eo 
© mj ani OF ONTO? O40: OL 50 ONO ONO. On, Oe e Ot 6 here. etre 
eoeeeee 
ee @ @ e@ @ @ 


“the generation of an electric mode... //2. 4... 87: a 
Polarization of Elements. When the hydrogen set free in pal 
41s permitted to collect about the carbon, platinum or | 


co 
432 ee 


See ee ee 11... 296, 307-99 a 





plate in the fluid, there is a counter-mode set up between the 

gaseous envelope and the zinc within the fluid, which tends to 

counteract or destroy the mode passing through the external 

circuit, and the elements are said to be polarized........ ee ee 
Polarizing. Giving polarity to....... ta De a es es secs 
Polarizing Current. A mode which produces the electrotonic con- 

ARE engage OO eae Sa ee ee ie ee nie nc LO 
Pole-Changer. A device for changing the direction of the mode 

without moving the electrodes. A comimutator..... oe 97, 285 


Poles, Consecutive or Consequent. When a magnet is irregu- - 
larly magnetized it frequently contains three or more poles, 
and the term consequent is applied to the extra poles See 

Poles, Electric. Points where electrification passes in and Out... 

Poles, Magnetic. Points where magnetization is concentraved.. +. 


Portable Electric Light Bath..............:+ eee eeeee eee. 150389, 340 
Portable Electro-Vapor Bath. .......... ese cere rete eect eee tees 181 
Portative Force. The power of a magnet to sustain weights fast- 
Sed = tOrtS: ALIMALIe 0c. ose sas oe tee eee eee ee 
Positive. breeze, 2.7... Be Bo ge oo ne 202 
Positive Electrification. That which is generated or set free by 
rubbing glass with silk. Also called vitreous...... Cee Sal ee 200 
Positive Indirect Spark. 2.2... se cee ee te 203 
Pocitive-Insulation 2.5.3. 0. a ae: eee eo a eee 200 


Positive Pole. The binding post, conducting cord’ and electrode, 
connected with the carbon, copper or platinum, (electro-nega- 
tive) element of the battery. The anode. The positive side or 
prime conductor of a static machine......... Ser 1, see 

Post, Binding. See under Binding Post..........-sesee ee eeeee O38, 116 

Potential. -Electric pressure (measured in volts). A term used 
in electrification which is analogous to temperature in heat. 

It means the power of an electric force to do work............ 85 

Potential. This term holds the same relation to electrification that 
the term level does to gravity.. Just as water at a higher 
level tends to move to a point of lower potential. It is often 
used synonymously with tension, but since the latter term iS 
‘used to express very diverse conditions, electricians now make 
use of the term potential in referring to “electric level” whether 


static, dynamic or magnetic........se--e sees Pe ee ees 85, 443 
Potential at a Point. An abbreviation for difference of potential 
between the point and the earth........... cece eee eee eee eee 


Potential, Dynamic. Difference of eclecitic level” between two 
| 433 E 


28 


























elements, when both are immersed in the same fluid,. which 
acts chemically upon one of them. The same term applies to 
difference in electric level, produced by revolving coils of wire, 
between the poles of horse-shoe TA OTCUS Ne kas eg ee 7 
Potential (Magnetic). The potential or “electric level” due to a 
given magnetic pole is of precisely the same nature as that of 
an -electriied’ body: at that place...) 4. oes ae 
Potential (Static). This is the difference in “electric level” be- 
- tween an electrified body and the earth, the latter being the 
standard and regarded as zero 


SAIS EAE OIE OO. FOR OO OO" 70 OO) cel 8) 10) HOO OKO OnOn.0 eres eilertone 


Potential, Variations or Surging 4 202, 218, 245 
Pressure. Voltage or electromotive Torce a ee 83, 86 
Poitnany? Cells. ay ir eo fie 
Primary Coil. The layers of coarse wire which form the inner coil 

Of thestelixs oo Bh i ne Ue Se es ee LAA ALOR Sa 0ay 
Primary Current. The inducing mode from the Primary con yee: Te 
Prime Conductors. The poles of a static machine, usually large 

balls in iront. supporting slidine rods... 2 199, 229 


Primitive Current. When two points in a closed circuit are con- 
nected by an additional conductor, a portion of the mode is 


‘drawn off. The mode, as it existed before a part is drawn off, 
is the primitive mode 


wie faorts even hee CeO OL Oriren ne Oi Os Ont on @nlel eel OL ere ters eidentel einen eirertomokcuiette 


a COCMOSis in Paralysis: o.oo ee ene ne 355 

Hrostatie Phonic Blectrode. 3) 5 4 a 1745-371 

Protracted Applications. The continued application of electrifica- 
tion by means of belts, disks, etc., for a lonoetines a asa 143 


Pulsation. Variations in the unidirectional or rectified alternated 
modes, the rate being termed periodicity. Pulsation may. be 
CiLMer Positive Or népative 6 80.5 8 oe 140, 202, 218, 245 

Quality. Of a mode refers to the smoothness or harshness, or to 
the evenness, rapidity or slowness of the interruptions: .i6. 258 

Quantity. The amount of electrification generated in a given 


time. The unit of quantity is known as the “Couldmb”..... . ASB 
Radiance. The glow or brilliancy of an Moray tubes se 
Radiant: Mlectriftcation /....c.-:. pie Sere ei ee ees 81 
Radicals. The ions or elementary particles into which the chemi- 

cal compound is divided by electrolysis........:......... .160, 238 
Radio Activity. ....:..% GiGi OA de hee ek i es 288 
Radiodiagram. See orthodiagram..... seia westaee ts we ea Se nce Coney ee eB 5) 
Radioetam.: A radiosraph 2 ok ee 295 


',Radiograph. An X-ray picture, a print of the effect, or the shadow 
of the X-rays on a sensitized plate. A printed positive... .° 390 
; 434 7 











Radiography. The art or science of making radiographs...... ae - 
Radiology. eo pe a 
dioscopy, Radiography ...--.++--snecereecetcs ts a 
eee The science of the application of the X-rays in ie 
- of di SPNehADy eh ee eee tee 
treatment of disease. Photo-T | 
ane Electrical. The phenomena developed in any part of ee a 
body under the influence of electrification... ....e+s++eces ; eS 
Reaction of Degeneration..........+-+++-: piste ee Lee a : : 
3 | i ion i version Of it... 
- Reciprocal. The reciprocal of a fraction is the in ee 


ating Plates, Directions For.......---+eseererr rete fea 

ner a eer similar to the Nodon valve, ee 
a container, and two dissimilar elements immersed 2 : ee 
ECOly te. bt as Ta of eo a ae 2 

node in one direction, bu 

oe Saaecas direction, thus delivering a Bee Le 
directional mode, having the properties of the oo We s 
stant mode. The elements are usually aluminum an se 
iron. . The surfaces of the two elements are in the vee a 
of one to two hundred, as to area exposed to the : ie . 
which consists of a solution of the phosphates in - S He ae 
of two pounds of the salt to a gallon of eee - aoe 
water. Dibasic phosphate of ammonium for a mode o 


. and sodium for one 
peres or more. Magnesium for 2 amperes, 128, 130, 133, 301 


US Oe . 
Red Acid Cells..........-. . 2 = 
Reculator; Current. See Shield... .5.-- 25. 
See Hand. A resistance box operated by hand. ne ce é Bh a 
Regulators, Vacuum ..... — as see Ace ae 2 Oe 7 
Relay. An electro-magnetic switch... SE ire Scene ie 

i ise ee ee ee 
Relay, Polarized. A relay for telegrap ic u ie 
Recs Magnetic reluctance is the ratio of magneto-motive 

force to a magnetic oe ee ae a 
Repulsion and Attraction..........-+--++-: ae oe ae 
eres Charge. A feeble charge ol electrification which can be 

obtained from a Leyden jar a few minutes aiter it es been 

thoroughly discharged. Literally “the charge leit OVET.”. eee 
Residual Magnetism. Moderately hard iron when magnetized re- 

tains some magnetic polarity; this is residual magnetism. ores. 
Resinous Electrification. That which is excited by rubbing wax or 

resin with flannel or fur. Negative electrification...........-. 
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Resistance. The opposition offered to the passage of electrification, 
and is the quality of a conductor which impedes the action of the 
mode, E. : | 

R==—, Resistance equals pressure+by current strength. 
C. | 
The unit of resistance is the ohm. The resistance is dependent 
on the size, length and kind, of wire in the circuit. The resist- 
ance of different metals and conductors varies, as will be seen by 
reference to the following table, in which pure copper is taken 
as the unit of comparison with a total resistance of 1.00 

Metal. . Resistance. 

Silver | O47 

: 1.00 

1.38 

2.29 

2.82 

5.36 

6.76 

7.85 

9.96 


Antimony 


Mercury 
Bismuth 


Graphite 
Gas carbon 

Resistance, Unit Of. The Ohm | 
Resonator. Oudin’s coil attached to a D’Arsonval solenoid, pro- 

ducing a mode of high frequency, high voltage and low am- 

perage : | 20120) 
Reverser, Current. A pole-changer. A commutator 5 28D 
Rheochord. A metallic wire introduced into a circuit to vary the 

strength of the mode. A rheostat. A shunt 110 
Rheometer. A galvanometer 94. 
Rheomotor. An apparatus by which an electrical mode is gen- 

erated. A dynamo | 124. 
Rheophore. An electrode. A conducting cord...:.. - 290 
Rheoscope. = A= walvanoscope. 2... ss ee nae ee - 94 
Rheostat. An instrument for bringing a definite amount of re- 

sistance into a circuit. A mode controller. A resistance box, 

coil, shunt, graphite film, or column of water 96; 103, dt, 301 
~Rheotome. A mode breaker. An interrupter... 96, 116, 301 
_Rheotrope. A pole changer, or mode reverser. ee 285, 301 
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Rise and Fall 139, 141 
Roentgen Rays. The X- -rays | 81, 207 
Roentgengram. Radiogram. Radiograph. 0.7.50... 390 
Roentgenize. To treat by means of the X-rays 

Roentgen Therapy. X-ray treatment. Radio-thetapy.-....-., ee 
Roentgenography. Radiography. 

Roentgenology. The science of the Roentgen or X-ray 

Roentgenscopy. Radioscopy 


Roller Bearings 


Roller Cabinet 
Roller Massage Application 


Rotary Converter. An apparatus for cuaneine a direct to an alter- 


nating mode 146, 147 

Rotary Machine. Magnetic electric machine in which electrification 
is generated by turning a crank, which revolves an armature, 
past the poles’ of a permanent magnet. A magneto machine. 
A crude sinusoidal apparatus. A simple dynamo 

Rotation Electrification. 

Rubefaciant. A scourge or wire brush electrode. A dry covered 
disc static electrode 

Ruhmkorff Coil. A powerful induction coil, invented by Ruhmkorft 

Safety Fuse. A soft lead wire interposed in a circuit, which will melt 
if a mode, too strong for safety, passes through it 

Saturation, Limit Of : 

Schnee, Four Cell Bath 

Scholtz Lamp 

Sciagraph or Skiagraph. A term used in architecture, which is very — 
often incorrectly used instead of radiograph, which is the proper 


term 








Scourge. 
Screen, X-ray a: 303, 304 
Secondary Action. (See secondary electrolysis.).............40- 
Secondary Battery. A storage battery. An accumulator 
Secondary Coil. A coil of fine wire wound in many layers around 

the primary coil, from which it is separated by insulation, and 

in which the secondary mode is induced, by hysteresis... .116, 301 
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Secondary Current. The ; 
: induced mode f coil. 
Bhe faradic modes, 2.4... eee eS 
tee Pe Una ee MR cures 113 


Decomposition su 
, ; : 7 pposed to be accom- 
Ua by the chemical action of the elements set free by electri- 
oe It is secondary action that causes the hydrogen to be 
sed up by the chromic acid set free in the battery fluid, and the 
consequent formation of chrome alum | 
Secretory Effects | 


Che eo Sooke hk ee 14 


OO 0 0 106 0); 0," 0 ee ele) 6. ener e 


series Connection of Cells 
! Poo apo eee Pte ne eee 99s LOT LO 30 
ae Tey one: Metals so arranged, with reference to fee x 
ermo-electric properties, that each is ele iti 
; ctro- 
other followings ites ee oe eo 
Sero-sanguinous. Serum and blood mixed.................... 


re ee Se oe, ay 
Veo ee a oor. 2. (288, 289, 308. 304 


Shock. A sudden discharge of electrification. The impression made 
on the nerves by opening or closing the circuit, or increasing or 
decreasing the strength suddenly. This should be carefull 
avoided in giving treatments : 


conductors or electrodes. A metallic or other contact of little 
or no resistance, between the elements outside the cell The 


touching together of the elements insi 
side ti 
Shower Static Sa Moma Ue a eon nrers Ge, SY 
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to another, in such a way as to deprive the first of a part of its” 
mode. When two conductors are connected in multiple with a 
source of electric supply, each is said to be in shunt with the 
ether lt tea aD co ec ee Bb en ree 109, 110, 221 
Shunt Circuit. A part of the mode from the main electric circuit 
over another line, like a switch or side track beside a rail road. 


Silver Cell. ‘The chloride of silver cell....-....--.-- +s. ++ +00: 91; 92 
Sine Curve Current. The sinusoidal mode...... ANS 119521386; 139,145 
Sinusoidal Current. A smooth alternated harmonic wave mode.... 118 
Gi-cleton of a Static Machine... ... 2. oe et 229 
Skiagram. A radiograph ........-- UE pee ee 390 
Skiagraph. (See sciagraph.) A PAdIOe hap s\n 390 
Skin Map of Pain Areas..-..-.5--.-- 9 ee Set 368, 369, 376 
Sledgve: Coil... 0.5. oe ee Be a he 120 
Sliding Rods. The horizontal movable rods in front of a static ma- 
chine, attached to the prime conductors for the purpose of regu- 
lating the spark gaps, and also to short circuit the machine.... 229 
Smee Cell. A zinc-silver couple used with an electrolyte of dilute 
SUlplaunicn acids 0 ee ee 
Soft Tube. An X-ray tube having a low vacuum........ 274, 279, 284 
Solenoid. A cylindrical coil of insulated copper wire, around a soft 
iron core, as in an induction coil, a helix. Also a larger coil 
connected to a high frequency generator, as the D’Arsonval ~ 
solenoid. The primary of an Oudin resonator, or a Tesla gen- 
erator. Also a very large coil, for giving auto-condensation, aS 
thie CAGE; OF GIASOlEMIC ens ee ee 251 
Solenoid Shunt Static Mode. ......... 5. . 2. eevee rte eee: 221, 225 
Soluble Blectrodes 27: so. 2% 2. oe ee Vea 16s ad 
Sounder. A resonator used in telegraphy, the Morse sounder being 
the one in general use ......-+++ seers eee ee Cee ee ee 
Source, Electric. A device, like a battery or a dynamo, that will 
produce an electro-motive force ........+--- Pesce ees ee 
Spark Gap. The space between the balls of the sliding rods of a 
static machine; or the prime terminals on an X-ray induction 
coil; or in a Crookes tube for X-ray work...........---. 209, 287 
B Sharks Static 0 200, 201 
Stabile Application. A mode applied with both electrodes in a fixed 
position. The opposite of labile in which one electrode is kept 
ine aiMORON 2. 7. * Bee ORR ae ah arn oir nam Sar eo corere eaten Dia 
Static Applications, Tem. 2.5) 3-2 aor 
Static Electrification. Electrification at rest...........-. Shee 81, 199 
Static Machine.) sh. se. os se ei ce 








ee ee a te is a 


Static Vibrations. (Bennett Drethods) es ah w1%, 221 
etep-Down Transformer -,...0....- 5 (  % ee vege IAG 
StlatOn Ge Se ese 157 
DiOree Pati ee a 104. 


Streamers. Static discharges from X-ray tubes, and connections, 


which are supposed DyesOme, to.Catse burns 25 © 
Stress 


So ES Sica RMN ete Core eins tee reso a yey ee ort 
Suggestions on Meters and RHeOstatss 5. Be A rer wey J 390% 
Sulphating. In storage batteries an inert sulphate of lead forms on 

the plates and so produces a loss of potential, this is known as 
Sulpitatinw 62. fo ao ea noe oh ee i ee 
Supply, Unit of Electric. Known also as the Board of Trade Unit: 
It means 1000 watt-hours, and is the unit in charging for elec- 
trification supplied for lighting and heating. Ten amperes of 

a 100 volt mode, running for one hour would equal 1000 watt- 
hours. 10 a. times 100 volts = 1000 watts, times 1 hr = 1000 
OM ee 

Suppuration. Formation of ISAS SS ESSA Rin fone ees Gne es ee ee aie iy 
Suppurative. Tending tofomm pus. jcs 
BUpras Above 7 eer aren eens ce 

Supra-Orbital. Above the orbit of the CYC oy eet hc | 

Surging or Potential Variation.........___ Leh ae 27002, 218, 245 
Swelling Mode. Gradually increasing and decreasing the mode with- 

out interrupting, repeated evety MinuteOr twor a. 2. Spence Vy OLOO 


Switch. Metallic bars on a pivot, used to connect 
as mode reversers and mode selecters; or to o 
main circuit. They forma part of the battery a 
ape euachbed tte: bases. oe ee 101 

Switchboard. Term applied to an apparatus consisting of a wooden, 
rubber, slate or stone base, upon which are permanently mounted 
switches, posts, coils, meters, rheostats, etc. The whole com- 
prising a table or wall plate, for therapeutic use......... J6-97- 99 

Switch, Knife. 


may be opened or closed by contact between parallel contact 
plates. Used chiefly for circuits carrying 

Synchronism. The simultaneous 
one old inode teverale Ge 

System, Three Wire. A system, invented by Edison. Two dy- 
namos were formerly used; but, a new method, the three-wire 
system is now operated by means: of one dyvamoee 4 = elas 
| 440 | 


sections of cells, 
pen or close the 


heavy modes... = Jalal 
occurrence of vibrations, pulsa-: 





Tangent Galvanometer. An instrument for the accurate measure- a 
ment of the strength of the See = & oe 2 
Tape, Insulating. Some flexible material impregnate a ae - 

| arranged in ribbon form and used to cover wires and J 


ee a7, nT, 282 
OC eee 193, 197, 199 
Mechnique; Static. 5. 6. 6k pe ee oe eS 


, ; 
Tension. Potential. This term is applied by various Sy 
(1) the tendency of electrification to overcome Pe i 
the strain put upon the circuit by the electro-motive oe die 
the difference of potential of any two points joined by a . 
ductor. The quality; voltage; also pressure, as the Be 
Il O@Ociim <Ehie -aAEEGLICS ce es pce oe ee hes Beh , 00, 
Terminal. The point where a mode of electrification enters or leaves 
a generator or a capacity ....+-ce--e eee e eee Pee a 
Tesla Coil. A powerful high tension compound induction See - 
WENECT (DY. | CSla ws. 26g s fe aes te ee ee A4, 
Tesla Mode. One with very high frequency, very eS fe 
Usually a part of the portable hig 
very low amperage. . ee 
termed thermo-faradic. 
uency and X-ray coils. By some, 3 
ee the D’Arsonval, but having much less amperage.... i 
sReStine = EUDES = oi. so i ee ee 2. Se = = 
Fo The production of a contracted or tetanic Poe 
in a muscle or nerve, or temporary paralysis in a nerve, by an 


SlECETIC=INOGes San ee re es oe Se me : 
Therapeutic, Electro, Index of “‘EreatmentS. = ee. co 
AMVC Tin G MEU EROCES oN a eee : 


Thermo-Electrification. Electrification that is generated oe 
metals are soldered together so as to form a closed circuit, an 
‘one of the junctions is heated more than the other............. 


eerie Bath 178, 180 
Mee eLIMOS ENE CERIC Cll oe rey ee oD oe hese rece wei 


Thermo-Faradic Mode. A term used by some for the Tesla ae 
br herostac An apparatus responsive to changes of ee ; 
causing expansion and contraction, and by this proper ss 
to control or regulate mechanism. Used for eee e 
‘mode. The “hot wire meter” used to measure high frequency = 
i SEW DC sa et ee eee a oe. eee oo 
ees pS A device used with a storage ‘battery 
to throw it in circuit or cut it out, at certain times 


Time of Radiograph Exposures.............. See Ee er Ae 








To and Fro Current. The interrupted, or faradic mode............ 113 

_opography, Anatomical 7.4 ose ee eho eae oe! 364. 
Body pals cutee et. ee a Fe areas Diag ee eer 368, 369 
PCAC SDaIns (icky ek sees ss, Ge a ae ae 376 

Torpedo. The electric ray, a species of fish found in the Mediter- 
ranean : 


SSieaie(teuprel= eset CV ane merase: O82 Oe Houne nie 207110) ref:.0\ eens Ou ele Lie coy Teis'e Welle, v6) en sblett olf oon e we ic baetree nae etree 


Torque. The mechanical twisting or rotary force which acts upon 
the armature of adynamo or, motor <2 \36o0) 2 ee 
Transformer. A kind of induction coil. An apparatus used to raise 
or lower the voltage of an alternating electric mode before 
distribution for lighting and therapeutic use. There are several 
kinds known as step-down, step-up, sinusoidal, cautery, welding, 


Taradie,, Metaye ete eo ye er ee TELEG: 146 : 


Transformer, Step-Down. A transformer for converting a small _ 
mode of high voltage into a large mode of low voltage. The 


Opposite to step-up transtormer. 30. A ee 1469 


Transformer, Step-Up. A transformer for converting a large mode — 
of low voltage to a small mode of high voltage. Physicians’ . 
induction or Faradic coils, sinusoidal and X-ray coils are of this 
VED G tener eae ester ty ee a SSR ic ss SIE Shee SOE bee ius ae 116 

Transformer, Cautery. A step-down induction coil; the ordinary 
faradic coil reversed, having a coarse coil outside, around a fine 
coil; by passing a high voltage mode through the outer coil, 

a lower voltage mode is derived from the inner coil, by induction, 
which is used for heating cautery, knives, points, snare, etc. 

Transformer, Welding. A kind of step-down transformer for con- 
verting a light mode of high pressure into a heavy mode of low 
Pressure, Suitable ton electric welding! =. 7. oe 

Wray Cell A erayity cell, named trom its shape... ..:225., 9157 93 

Trembler. A vibrator, or interrupter on Ait iMGUCHON COi. ca). 116 

Tube Holder. A clamp, with a heavy base, for holding an X-ray 
BUD pt See Gein ee ee ee ee ae ee 289, 291, 292 

ANDES ox Ray oe ee i Gis nak Svc nasa a%2, 276, 281, 309 

Turn, Ampere. One single turn in a coil of wire through which one 

_ ampere passes. We use this term to denote the electrical power 
which is being expended in producing magnetization. The 
“ampere turns” of an electro-magnet are the product of the 
number of turns of wire, times the number of amperes flowing . 


Fin@MelL the. Coll o.oo hk Gee eee oe 
Two Fluid Cell. A cell in which a different fluid is used with each 
Glement seer Vo ee oe ee re Oe ae eee PS 93 
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- Uninterrupted Current. The galvanic or direct, or constant mode. 
Unipolar. Connected to one pole; same as MOMOPOlA. eee 








Ulira-Violet Rays. Rays invisible, because beyond the violet of the 


Saket a aes eee ROU OOO 
SPECLEUMa rere ee eet So eee 


Uniform Current. A mode that is kept at the same strength during 


the Application a. 42 5c ee ee 


Ini icatl ; NOG Msn ee 
Unipolar Applications. (See polar met : 
ee Absolute. They are based upon units of mass (gramme), 


length (meter), and time (Gecond)i35 6 | 
ee eee 
a ae The dyne 
TEAVAUEICRONE. un aie ot Oa ee sou 
Intensity of field .......:..0ee essere rete e ga 
encph 65 66a The centimeter 
Potential, push, pressure ......+-++--++.- be he ‘er 
Power (horse) (energy) ..-++.+eess+eeee: e wa 
Quantity 2)... ee ee ss The coulomb 
Resistance: 5 ak ee ee ae Te ce ne me 
Strength (current).......++-+-+--- The ampere (webe 
ee eae eee The second 
ar os: | ... Lhe gramme 
It; Or Mass? a a 
oo Sa ev oe Gees The joule (erg) 


Unpolarizable Electrodes. Those made of pure amalgamated zinc ¥ 
zinc that has been immersed in a syrup solution of sulphate o 
zinc. Used in delicate physiological experiments hoe eee Damage 

larized. Not possessing polarity ......----- ioe era esa 
naan: Tei pote to the mode when it passes from oe 
branches toward the trunk or root of a nerve. The negative pole 

is placed on the trunk, the positive on the branches. we, a a : 

Vacuum. A space from which the air has been partially ex = ed. 

Vacuum Electrodes. Hollow glass electrodes of differents a 
from which the air has been more or less exhausted before the 
end of the electrode is sealed. Used in giving therapeutic treat- 
ments of the various high frequency modes. _ Usually attached 
to an Oudin resonator, and applied by the single pole method. 
Low vacuum tubes generate heat, are red or pink color, and are 
sedative. Medium vacuum tubes are blue or blue-white, gen- 
erate chemical rays (ultra-violet) and are more stimulating. 
High vacuum tubes are white color, and generate X-rays... ve 


Vacuum Regulators sg Guay ec NS ter eee tiure SPA Wie ane ss 


88 








Vacuum Tubes. X-ray or Crookes or Geissler tubes from which the 
Edie is hedily -allepumped:. (2 2 ee = feito se LOT, 257, 249 

oe Ry ne ee ere 202, 218 

eee wltes teagan Oe chars otis oe ne ee eID 


Se ORO NS nt eee NG an RS Pega eS 153, 159 
Vibrator. The hammer or trembler or armature and the pendulum 


spring of an induction coil. .... Dac ape pg eee Wen a oe 116, 17 


Vibration Electrification 


Bn see ee ee ee 
Vibration -Statice. =) 3 ee, er on PAW Ee oo 
Violet Light nel apy eo os ee ee d41, 345. 
Vitreous Electrification. That excited by friction of glass with silk. 
Positive electrification | . 
Volt. The unit of electro-motive force, potential, or Presstire. <<... 86 


Voltage. Electro-motive force, potential, or pressure, E==C x R. 
Voltage = amperage multipliedsby resistance. = a2 83 
When a pole changer is introduced into a 
circuit, so as to break not only the circuit, but to change the 
direction at every break, the method has been named voltaic al- 
ternatives. This is probably the most powerful muscular stimu- 


(oO oe 1725,. 128.139; 14) 


Voltaic Pile. The compound galvanic circle invented by Volta in 
1800. Described in the text 


Volt-Ammeter. A watt-meter. It is an instrument for measuring 


the energy of an electric mode directly in watts. A combined 
voltmeter and amperemeter | 


Voltmeter. An apparatus for measuring the pressure or voltage of a 
dynamic mode 
Wall Plate 


Shoe eels oa ame ree ee Ge LN TOs OBOE ON CUO LOE CUA0c0 850 0 30! 06 ek6 eerie euetous one: te 


eR eee ee a 
Sy assoc Aso aka rea anae 5S aeh, coe cc tek ghar cae ee ee a are 
chaise aera eer sia ot wa pe eat oso, Sev ae Se a aw em 166 


the amount of energy required to lift 33,000 pounds one foot high, 

in one minute. Horse power of electric mode —= amperes multi- 

plied by volts, divided by 746. H. P,.=A.xV. — 746 
Wattmeter. An instrument for measuring the work done......... 

- Wave Generator, MASMCHC 2 tee yc cee 319-326 

Weber. A name formerly given to what we now term the ampere. 
Welding, Electric. Welding of metals by means of electrification. 


44.4 





ee .178, 180, 337m 





Wire, Dead. A wire over which no mode is passing at the time. 
Wire. Fuse. A safety fuse placed in a safety catch, as a protection 
eoeee@ 
“-aeainst-an excess Of dOse 3.7... .*. poe See 
Wire Glace A gauge with notches on its edge, or circumiet SNS, 
which are standard for the thickness or wire, sheet metal, etc. 
See B. W. G. and B. & S. in glossary ee es ete 
Wires, Leading-In. The wires which conduct the mode in and out 
Be Pear ee rte ne eae gett Ecce, Sen Socrates aera erent rage 
Olan-imcandescent lamp a cc es wt ew we pests Ss 
Wire, Live. A wire over which a mode of electrification is ee 
Wire, Negative. The wire connected with the negative pole of a 
ee ee 
battery or dynamo «......6 cee ee ete reece eee e eee , 
Wire Pilot. Wires leading directly to the central station, vee 
fen points of a circuit, in incandescent systems. By means 
of these wires the voltage at such points may be watched ....... 


ompleting the circuit .........+....606- Se 
Wire Span The wire used to hold up the wire for the trolley car. 
Wire Trolley. The over head wire from which electrification is taken 
to operate the motors of trolley Cars ........ seer eset eee eees 
sRacdiOoTapny = =... - 2.2. SA Gui Sere ee ee ee vente 
ae Ten quantity. The invisible light discovered by 
Roentwan Nov. 8th, 1895. An ultra-violet light penetrating 


207, 287 


opaque substances. Not deflected, reflected or refracted....82, 270 


X-Ray Burns. A dermatitis caused by too close, or too frequent, or 


too long continued exposure of the skin to the action of the - 


2 ee Se ee on 
“SRay Coll. ss ee 2, ‘ 
X-Ray Pictures. Radiographs. Shadowgraphs. Positive a 
from an X-ray negative... ... eee seen eee ee ee eee pete : 
X-Ray Plates Se a ee 
X-Ray Shield, BUCS 
X-Ray Tube. A Crookes tube..............-.. 2Oi, Sie e0, eon, 


Zinc. A metal used as the positive element in a galvanic battery cell. 
ee Amalgamation of. Zinc covered with a thin coating of mer- 
. : 


cury 


392 
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BOOKS AND JOURNALS WE RECOMMEND 
(FOR REFERENCE) | 


International System of Electro-Therapeutics, Bigelow-Massey Gosche $6.00 GO OD AS GOLD : 
Physiologic Therapeutics, Juetiner.. 2 3: Ne He ee ee er 00 | : : 
Conservative Gynecology and Electro-The apeutics, Massey...... 4.00 een ees 
Medicarilectricity, Jones: ... 22 BEANE etree et ek 4.00. COUPON 
Practical Electro-Therapeutics and X-Ray Therapy, Wartin,,... 2. 4.00 
Ihe Electro-Therapeutic Guide, Bennett ....... a ee 3.00, | Se 2 | 
The Skin, and Removal of Facial Blemishes, Wlovds 9 2.00 This Leaf is Worth Three Dollars to You. 

_ General, Practitioner as a Specialist, Albticht 272. ae 3.00. : 
Rectal Diseases by Ambulant Methods, Albright. <2.) 4. 4.00 See Other Side 
Business Methods of Specialists, Albright ele oraie) eels ae age ae 1.00 
mectets of Specialists, Covey J. u.08 ee ee . : By tb ee | 
The All Ae Specialist, Meee ONE pre aan tenes sc ihe = = This book, “The Electro-Therapeutic Guide, : ee oe oe 
plcculciy an Gynecology, Rice sg. 1.50 course of instruction given by the National College of Electro- ete | 
Electricity in Facial Blemishes, Hayes 0. ye 1.00 tics, Lima, Ohio, U. S. A., and each student taking the course ag paying 
A-Ray and High Frequency, Burdick es va Giese eee Seca gua ec A RAE the full regular fees is entitled to a copy. Therefore any one pane pur- 
High Frequency Manual Mberart. 3. be 2.00 his book, and having paid therefor the price of three dollars ($3), 
Hand Book of Electro-Therapeutics, Dice. So ee ce 2.00 Ses f will receive credit, on 
X-Ray and High Hrequency, Suddes 5. a Gea Se ieee ga ee 150 should he later decide to take the course o oS : ae 
Physicians Drug News and Office Practitioner, POI ViCati re ie ee 1.00 the course fees, for $3, the price paid for this “Guide,” upon return o ‘ 
joan Medical Recorder, per SE Be Ba 1.00 leaf, with the blank on the reverse page properly filled out, and the bal- 
American Journal of Clinical Medicine,“per-years. 3. 2.00 ance of the course fees, to the Secretary of the National College of 


Electro-Therapeutics. 
Remit by P. O. money order or draft on New ‘York or Chicago, or 
by registered letter, or by express order. If you send personal checks, 


er 
add fifteen cents for exchange. (A P. O. money order is the easies 


and safest.) 


“h 
es Te UN Tin 


Make all remittances payable to 


H. C. BENNETT, M. D., M. E. 
Lima, Ohio, U.S. A. | 
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APPLICATION FOR ENROLLMENT 

| iN. = 
The National College of Electro-Therapeutics, | 
lima, Ohio, Ui 8, 4: 


Please enroll me as a student for your mail course. of thirty lessons in 
electro-therapeutics, including the diploma, (shown opposite), and give me credit 
on the course fce for the price ($3.00) of the ‘Guide,’ from which this coupon 
is taken, and I agree to pay therefor, the balance of the fees, ($17.00) in 
ea Reith Ob AG) pahee eR ate PAayMents Of passes ae each, until full amount is paid. Or: 

I enclose herewith the balance of the full cash fees, $15.00 to pay for the 


tule coursein = advance: tO. “cOMMeNCE? 05 Ss ae ee Siocane ota ROSAS 


NAIM Cra era eee Eee ee eee eee ee ee eee eee ence eee eee be eee es 
Matlingsaddréss: (St... GaN.) ake See oe ei Nee oe ee ee eee 

BOM C OU ietecs ccc toe Hier gon ates Post-office 3... ee es ee 
Express COe- 2. ot... tere see State eee see SRE ea a eae eee 


Fill above with ink, plainly, and send with a P. O., or express money 


order, or bank draft. (Do not send personal checks, they are not money), to 


H. C. BENNETT, M. D., M. E., Secretary, 
Lima, Chio, U. S. A. 
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| TO ALL TO WHOM THESE PRES ENTS SHALL COME, 
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REDUCED FACSIMILE DIPLOMA 


The above half-tone reproduction represents our elegant large diploma, which 
is hand engraved on stone, then lithographed upon heavy fifty-four pound parch- 
ment bond linen paper, of the regulation size, 19x24 inches, which is given free 
to all who complete the correspondence course, of thirty lessons, after having 
matriculated in the regular way, and having paid the full regular fees, and passing 
the required examinations. It is engrossed with the name of the recipient, and 
dated by a pen artist, in fancy letters, with ink that will never fade, and will 
always remain the same in any climate. It is ornamented with the ribbons of 
the college colors, sealed with the gold corporate seal, and signed by the officers 
and faculty, according to law. It is self-evident that it is a work of art, and its 
possession means something. 
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THE DERMATOLOGY COURSE 


The above engraving shows a reduced facsimile of the diploma given free 
to all regularly matriculated students, who have taken: the special course ot 
lessons in electro-dermatology. It;is 1044x16 inches, and printed on fine paper 


from a.half-tone, in gold ink; and the name of the student and the signatures — 


of the officers are written in gold ink; with the gilt college seal, and makes a 

handsome document. : 
The fees for this special course are $12.00, in payments, including a copy of 

the “Guide,” or $10.00, cash in advance, including a copy of the “Guide.” 

N. B. Regularly matriculated full course students may take this course on 

payment of $5.00 extra. 


T “Sy 
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APPLICATION FOR ENROLLMENT 
zor 
Special Dermatology Course 
In 


The National College of Electro-Therapeutics, 
Lima, Ohio, U. S. A. 


TES) ERO eet rsa eee enc a lligicnae n eeee ; 


Please enroll me as a student for your special mail course of lessons in 


Electro-Dermatology, including the diploma (shown opposite), and give me credit 
on the course for the price of the “Guide” from which this coupon is taken, and I 
agree to pay therefor, the balance of the fees, ($9. 00) ib OWageecea tea ta ners nee ser neti) sNanden 
PAVIMCNtS: OF Soc aces Pe each, until full amount is paid. Or: 

I enclose herewith the balance of the cash fees, (less the price of the 
“Guide,” $3.00) net $7.00, to pay for the special course in full, in advance, to 


DO SAI ee oR ig Ona oe A ra ne Ota cet pit ae et erat gv eraeguuate apaMe tas 

NS IEE Th a easy see ee tgs Ne i na, PERERA ne aa or (A Tk rer arg RR ORT Pea eR RR PE 

StrEe tic iN Oe sea ear ee a HL ERIN: Gas os wie Sg tallolie Oat nia ae atrenieste' ate eaene ars 

BY CONTA a bese Ps acesteneea Slr cl ein hs Re ee chia Nae Stat ei a ere Gee 

Express Co. eine ce PRG Ie a a fe oe oat a pete renes 
Lessons té be mailed to... Bae ene ee aren Sea Tia eet a ee es 


Cut out this leaf; fill out with ink, sign and return, and make all Fomitanices 
payable to 


H. C. BENNETT, M. D., M. E., Treasurer, 
: Lima, Ohio, U. S. A. 
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